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Preface 


This book is intended as a tool for Monte Carlo N-Particle (MCNP®) software prac- 
titioners who use the code to simulate the interaction of radiation with matter in 
general and safeguards-related detector instrumentation in particular. Most MCNP 
software-related references are directed toward users who are modeling for other 
applications. Nuclear safeguards applications require a distinctly different approach 
to MCNP modeling. This book contains a fundamentals review, followed by exam- 
ples written by safeguards modeling experts. It also includes an overview of 
advanced concepts like variance reduction. We hope that this guide will help new 
modelers learn to use the MCNP software for safeguards applications and save time 
and effort for the veteran safeguards modeler in working through the MCNP manual 
to solve problems that have already been solved. 

This book does not introduce or explain safeguards concepts or techniques. The 
user is expected to be familiar with the type of instrumentation (both neutron and 
gamma) that is currently applied. For background information on nondestructive 
assay methods for safeguards, we refer the reader to other publications such as the 
*PANDA" manual! or the book on radiation detection by Knoll.? 

This book is not intended to replace the MCNP software manual.? We will refer 
to the MCNP User's Manual Code Version 6.2 extensively. The examples in this 
book were run using MCNP version 6.2 software, but the general principles 
described have been applicable for many previous versions of the code and are 


'“Passive Nondestructive Assay of Nuclear Materials” https://www.lanl.gov/org/ddste/aldgs/sst- 
training/technical-references.php 

?G. F. Knoll *Radiation Detection and Measurement" John Wiley 2000. 

3C. J. Werner, Ed., ^MCNP User's Manual Code Version 6.2,” LA-UR-17-29981 (October 
27, 2017). 
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expected to be valid also in future versions. For general information on the code, its 
history and availability, as well as latest information and news, please see https:// 
menp.lanl.gov/. 


Los Alamos, NM, USA J. S. Hendricks 
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current literature with a reference repository that teaches MCNP software usage 
through detailed examples, with a focus on nuclear safeguards applications. We 
explain both MCNP software input and output files and the technical details used in 
MCNP input file preparation, which are linked to the MCNP manual. Examples 
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Chapter 1 A) 
Introduction Geek for 


This book is intended to aid nuclear safeguards scientists and engineers in more 
effective use of the MCNP® radiation modeling computer code. It should also be of 
use to both beginning and advanced users of the MCNP software in other fields and 
to those interested in nuclear safeguards technology and computational modeling. 


1.1 Nuclear Safeguards 


Ever since the discovery of nuclear fission, it has been recognized that nuclear mate- 
rials provide both tremendous benefit and tremendous risk to society. At first, nearly 
all nuclear activities were conducted by personnel who had security clearances in 
government installations under guard. The Atomic Energy Act of 1954 was amended 
to permit use of nuclear materials by private industry—with certain safeguards 
requirements. Since then, the use of nuclear materials for power production, medi- 
cine, food sterilization, space applications, environmental control, research, and 
more has grown rapidly. Concern has also grown about the misuse of nuclear mate- 
rials for crude nuclear weapons and “dirty bombs,” which spread dangerous radio- 
active materials. 

In 1957, six nations signed a treaty that established the European Community for 
Atomic Energy, which later became Euratom [1]. The treaty established the first 
multinational safeguards system with the right to send inspectors with access at all 
times to all places, data, and any involved persons to any member state territory. 
These responsibilities were then given to the International Atomic Energy Agency 
(IAEA), which had been established by a statute of the United Nations in 1956 and 
came into force in 1957. 

In 1968, the Nuclear Non-Proliferation Treaty (NPT) was opened for signatures 
and came into force in 1970. The treaty (1) obligates countries that do not have 
nuclear weapons to neither produce nor receive them; (2) obligates nuclear weapon 
countries not to help non-nuclear countries obtain nuclear weapons; (3) provides 
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assurance, through international safeguards, that nuclear materials are not diverted 
to making weapons; (4) facilitates the sharing of peaceful benefits of nuclear materi- 
als; and (5) declares that all parties are determined to seek further arms control and 
disarmament [2]. Since then, more than 190 countries have signed the treaty. Many 
“near-nuclear” nations conditioned ratification on development of satisfactory safe- 
guards arrangements [3]. 

Los Alamos National Laboratory (LANL) has been a leader in nuclear safe- 
guards since its founding in 1943 because of its nuclear weapon expertise and out- 
standing experimental and computational facilities. Today, nuclear nonproliferation 
is one of LANL’s principal missions. LANL scientists and engineers work to safe- 
guard nuclear materials by developing techniques and systems for nondestructive 
assay of nuclear and hazardous materials. Applications include nuclear materials 
control and accountability for domestic DOE nuclear facilities, nuclear waste dis- 
posal, material stabilization efforts, and international nonproliferation efforts [4]. 
Since 1980, every single IAEA inspector has been trained at least once at LANL [5]. 


1.2 Monte Carlo N-Particle Transport: MCNP Code 


The Monte Carlo method finds solutions to mathematical problems using statistical 
sampling with random numbers. The idea of solving problems statistically is first 
recorded by Comte de Buffon in the mid-1700s. In the 1930s, Enrico Fermi first 
experimented with the Monte Carlo method while studying neutron diffusion. The 
modern Monte Carlo method was developed by John von Neumann, Stanislaw 
Ulam, Nicholas Metropolis, and Robert Richtmyer at LANL [6—9]. Monte Carlo 
methods were central to the simulations required for the Manhattan Project, though 
severely limited by the computational tools at the time [10]. The development of the 
Monte Carlo method is among LANL’s top achievements [11]. 

The MCNP code is a direct descendent of those early efforts. In the 1950s and 
1960s, the Los Alamos Monte Carlo codes were organized into a series of special- 
purpose codes, including MCS, MCN, MCP, and MCG. These codes were able to 
transport neutrons and photons for specialized LANL applications. In 1977, these 
separate codes were combined to create the first generalized Monte Carlo radiation 
particle transport software, the MCNP code, which also included electrons. In 1999, 
the first version of a variant, MCNPX, was released. MCNPX expanded the MCNP 
code from modeling neutrons, photons, and electrons to 34 sub-nuclear particles 
and light ions. In 2008, MCNPX was expanded to treat all 2205 heavy ions. In 2013, 
MCNPX was merged into the MCNP code (MCNP6.1). All calculations in this 
book were performed using MCNP6.2 code, which was released in around 2017. 

Approximately 20,000 copies of the MCNP code have been distributed to users 
in government institutions, academia, and private industries worldwide [12]. 

The MCNP code models the interaction of radiation with matter. The particles 
are modeled with fully continuous energy in the range from 1 keV to 1 TeV/nucleon 
and from 0 MeV upward for neutrons. Everything is fully three-dimensional and 
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time-dependent. Where nuclear data are available, these data libraries are used in 
full detail, enabling predictive answers. Where nuclear data are unavailable, various 
physics model algorithms available in the MCNP code are used. A wide variety of 
source and tally models are standard features in the code; it is only rarely necessary 
to modify the program to model specific radiation sources or detectors. There are 
also many variance-reduction methods available to rapidly converge to the correct 
statistical result. 

Improvements in computers since the Manhattan project have made the Monte 
Carlo sampling millions of times faster. The MCNP code variance-reduction capa- 
bilities speed up convergence by millions of times more. Parallel computation 
enhances computational speed even further. Consequently, the Monte Carlo method 
is the preferred method to accurately model the interaction of radiation with matter. 
The MCNP code is used in a wide variety of applications—from nuclear power to 
homeland security, from outer space to deep underground well-logging, from 
microelectronics to the human body, defense, homeland security, and many other 
applications in addition to safeguards. 

In the field of nuclear safeguards and nonproliferation, MCNP code simulations 
are routinely used for many purposes such as the design and calibration of detector 
systems and the study of nuclear safeguards scenarios, including radiation emission 
properties of fresh fuel in shipping containers and spent fuel in storage pools. 


13 Objective 


The objective of this book is to assist new and current users of the MCNP code to 
create and run simulations that are effective (in producing valid results) and efficient 
(in optimizing both the user's and computer's time) by presenting examples that are 
relevant to the field. The focus is on the field of nuclear nonproliferation safeguards. 
Chapter 2 begins with the basic concepts of MCNP code calculations. This will 
serve as an aide memoire for experienced users. Less experienced MCNP users may 
need to supplement this chapter with MCNP primers such as the MCNP manual 
[13] or Shultis and Faw [14]. Chapter 3 presents specific examples of simulations of 
nuclear instrumentation. Experienced users may wish to start here. Chapter 4 con- 
tains examples of advanced concepts such as variance reduction and detailed detec- 
tor modeling. Chapter 5 outlines some guidance on potential modeling errors and 
goes into more detail about delayed neutron production and comparing table phys- 
ics to model physics. 
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Chapter 2 A) 
Basic Concepts gese 


In this section, we will explain the basic MCNP? concepts necessary to prepare the 
input deck for the MCNP code to solve radiation transport problems. Here we 
assume that the readers have the MCNP software and a text editor available on their 
computers. 


2. Geometry 


2.1.1 Simplest Possible Input File 


The MCNP code [1—3] runs by reading an ASCII input file that describes the prob- 
lem geometry, materials, sources, tallies, physics, and options. Example 2.1 is the 
MCNP input file—the simplest possible input file. 


Example 2.1 The Simplest Possible Input File 


Trivial Example 
1 0 -11 imp:n-1 
2 0 +11 imp:n=0 


11 SPH 0005 


SDEF 


Supplementary Information The online version contains supplementary material available at 
[https://doi.org/10.1007/978-3-031-04129-7_2]. 
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The MCNP input deck consists of card images. Each line is called a card for 
historical reasons. 

The first card of an MCNP input deck is the title card. Here, the title is “Trivial 
Example.” The title line is followed by three sections of cards: cells, surfaces, and 
data. These sections are separated by a blank card. In Example 2.1, 


10 -11 imp:n=1 


specifies cell 1 with material 0 (vacuum) inside surface 11 with neutron importance 
1 (see section 1.3.4.2 of the MCNP manual). 


2 0 +11 imp:n=0 


Cell 2 has material O and is outside surface 11 with importance 0, which means 
any particle that passes into cell 2 is no longer followed (“killed”). Thus cell 2 is the 
outside world. All MCNP geometries extend out infinitely, so cell 1 is everything 
inside surface 11 and cell 2 is everything outside. 

After the blank line delimiter, the surface card(s) are defined. 


11 SPH 0005 


describes surface 11 as a sphere at coordinates (0,0,0) with radius 5 cm (MCNP 
manual 3.2.2). 

After the blank line delimiter, the data cards are defined. MCNP has hundreds of 
data cards that are defaulted but, at minimum, the source definition, SDEF, must be 
provided. The defaults are 14 MeV neutrons isotropic at the origin (0,0,0). 

The default units for length, energy, time, and mass are cm, MeV, shakes 
(1 x 107 s), and grams, respectively (MCNP manual 7.1.6). 

Comment cards begin with a c followed by a space and may be anywhere after 
the title card. Each card may also have a comment at the end started by “S$.” The “$” 
and what follows are ignored. Capitalization is ignored except when upper or lower 
case letters appear in the name of a file. Anything entered after column 128 is 
ignored. A card beginning with five or more blank spaces is a continuation of the 
previous card. A card that ends with “&” is continued on the next line regardless of 
whether the five or more blank spaces are present on that line. Entries may appear 
in any column otherwise. 


2.1.2 Running MCNP: The Simplest Case 


The input file is run from a Windows (or from a shell in LINUX/UNIX systems) 
command prompt as: 


MCNP6 i=EX11_1 
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where the name of the text input file in this case is EX11_1 (beware of hidden “txt” 
extensions in Windows systems). This problem will run until terminated by an inter- 
rupt. The possible interrupts are 


<ctrl-c><s> | See status of calculation—how many histories are run, etc. 
<ctrl-c><q> | Quit cleanly—finishing last history and writing output files 
<ctrl-c><m> | Interrupt—to plot geometry or tallies 

<ctrl-c><k> | Kill run—do not use unless problem is hung 


The calculation will generate an output file, OUTP, and a continue-run file, 
RUNTPE. If the problem was terminated by «ct r1-c><q>, it can be continued by 


MCNP6 c runtpe-RUNTPE 


The output file from the continued run would be OUTQ (see section 1.4.1 in the 
MCNP manual for file naming). 

The problem and its output files may also be renamed. For example, the initial 
run could be 


MCNP6 i=EX11 1 n=XYZ. 


Then the output file would be XYZ.o and the runtpe would be XYZ.r; the con- 
tinuation would be 


MCNP6 c runtpe-XYZ.r  outp-ABC.o 
In this example, the runtpe XYZ.r would contain the information from the first 
run and add, not overwrite, the information from the continuation. The continue-run 
output would be ABC.o. 
A number of messages are printed by MCNP to the command window. 


comment. Physics models disabled. 


comment. using random number generator 1, initial seed - 
19073486328125 


comment. total nubar used if fissionable isotopes are present. 


Comments generally state what defaults are being used and usually can be 
ignored. 


warning. there are no tallies in this problem. 
warning. no cross-section tables are called for in this problem. 


Warnings indicate something that looks wrong but may be intentional. 
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Fatal errors are user errors found while processing the input file. After the first 
fatal error, subsequent ones may be spurious because they are caused by an earlier 
fatal error. 

Bad trouble errors are issued while histories are being run and indicate imminent 
catastrophe. Rather than crash and lose all output, etc., the bad trouble error imme- 
diately stops the calculation and puts out what is available so far. 

The OUTP output file of this simple problem does not contain much because the 
problem is so simple. After the copyright notice is 


1mcnp version 6 1d=06/09/17 05/15/19 13:31:20 
* k K k k k k k k k k k k k k k k k k k K k k < < < probid = 05/15/19 13:31:20 
i-EX11 1 n=xyz. 


The version and load date (1d=06/09/17) uniquely identify the version of MCNP 
being run followed by the time of the run. The probid (Problem Identification) is the 
unique identifier of the run, which is the time the run was started. The probid will be 
attached to all subsequent files for identification with this initial run. Next is the 
echo of the MCNP command. Here the input file name was EXI1 1. 

Following is a reprint of the input file and various print tables, which can be 
turned on and off with a PRINT card in the input file. The input file of Example 2.1 
had no PRINT card, so only the minimum printout is provided. The more general 
print contains information about geometry, surfaces, sources, tallies, physics, data 
sources, variance reduction, and more. 

The problem summary is the balance (creation and loss) of physical particles 
(weight), energy, and statistical samples (tracks). Absent from this input is what 
usually follows—namely summaries of all physics and statistical information in 
every problem cell and tally. The tallies are the answers requested by the user. 


2.1.3 Simple Input File 


The MCNP input file of Example 2.2 shows how to set materials and additional 
capabilities of the MCNP code to model a simple nuclear fuel rod. This input file 
describes a 300 cm long UO, fuel rod of radius 0.4840 cm encased in zirconium 
cladding with outer radius 0.5590 cm and is illustrated in Fig. 2.1. 


Example 2.2 A Simple Input File 


Fuel Pin 
c KKK k * ck kk £ k *% k k k k k k Kk A KA k ko k ko ko k cells ck ck k * k ck ck Kk k ck k * k k k k k k k KA k ko k k. kok 
11 313 -10.44 SE u-0 imp:n-1 $ Fuel 


12 201 -6.55  -72 71 u-0 imp:n=1 $ Cladding 
13 0 72 u=0 imp:n=0 $ Outside World 
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c * k k k k k k k k k k k k k k K k k k k k k X k KKK surfaces * < k k k k k k k k k k k k k k k k k k k k k K 


71 RCC 0 0 -150 00 300 .4840 $ fuel cylinder 
72 RCC 0 0 -150 00300 .5590 $ clad cylinder 


c * k k k k k k k k K k k k K < k k k k < < < kk data * * k k K k K k k k k < k k k k k K k k k k < < ck kk 


SDEF 

Print 

NPS 1e6 

m201 40090 -0.505239 40091 -0.110180 40092 -0.168413 
40094 -0.170672 40096 -0.027496 nlib-80c 

m313 92235.80c -0.02759 92238.80c -0.85391 8016.80c -0.11850 

| BE PLOT WINDOW - o x 


Fig. 2.1 X- Y view of Example 2.2 geometry as plotted by the MCNP plotter. Labels 11-13 label 
the cell numbers and labels 71-72 the surface numbers, as specified in the EX11_2 input file 
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There are three comment cards in the input file of Example 2.2. The first line of 
Example 2.2 input file is the title card; the title is “Fuel Pin.” 

Cell cards other than comment cards have the following format: cell number, cell 
material, cell density, surface relationships, and data. Cell, surface, and material 
numbers are all arbitrary. Densities are positive for units of atom/(barn-cm) and 
negative for g/cm?. 


11 313 -10.44 -71 u=0 imp:n=1 $ Fuel 
12 201 -6.55 -72 71 u=0 imp:n-1 $ Cladding 
13 0 72 u=0 imp:n=0 $ Outside World 


Cell 11 has material 313, density 10.44 g/cm’, inside surface 71, and neutron 
importance imp:n=1. (The u is explained below.) Cell 12 has material 201, density 
6.55 g/cm?, inside surface 72, and outside surface 71, with importance 1. Cell 13 has 
material 0, which is a void, in which case no density is specified. Cell 13 is outside 
surface 72 with importance 0. Note that the space outside surface 72 extends for- 
ever; all of space out to infinity must be specified. But because the importance is 
imp:n=0, any neutron that crosses surface 72 into cell 13 escapes the problem and is 
killed. Here, u=0 is a placeholder; it will be used to build fuel pin assemblies (see 
Sect. 2.1.7). 

Surface cards start with a surface number, followed by a mnemonic surface type, 
and then the numerical entries for that surface type. 


71 RCC 0 0 -150 00 300 .4840 $ fuel cylinder 
72. REC 0 0. =150 00300 .5590 $ clad cylinder 


Surface 71 is a right circular cylinder, RCC. The base is at x, y, z 2 0, 0, —150 cm. 
The height vector is 0, 0, 300, corresponding to axis direction cosines u, v, w = 0, 0, 
1, namely the z-axis with height 300 cm. The radius of surface 71 is 0.4840 cm and 
the radius of surface 72 1s 0.5590 cm. 

Thus, the problem geometry is two concentric cylinders with radii 0.4840 cm 
and 0.5590 cm. These form three cells: the fuel inside surface 71, the clad between 
surfaces 71 and 72, and the rest of the world outside surface 72. 

After the cell and surface cards are the data cards: 


SDEF 

Print 

NPS 1e6 

m201 40090 -0.505239 40091 -0.110180 40092 -0.168413 
40094 -0.170672 40096 -0.027496 nlib-80c 

m313 92235.80c -0.02759 92238.80c -0.85391 8016.80c -0.11850 


Data cards may appear in any order. SDEF is the default source definition. Print 
provides a full rather than partial print in the OUTP output file. NPS runs the 
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problem for one million (1e6) source histories unless the problem is otherwise inter- 
rupted. The number, NPS, of source histories, often referred to as “source particles" 
by MCNP, is the number of times the problem source distribution will be sampled. 
The number of histories is statistical and has no physical meaning. Note that by 
default, SDEF has WGT = 1. The particle weight (WGT) represents the physical 
number of particles modeled per source particle and has no statistical meaning. 
Thus NPS 1e6 WGT = 1.0 samples the behavior of 1.0 physical source particle a 
million times; NPS 1000 WGT - 6.02E23 samples the behavior of 6.02E23 physi- 
cal source particles a thousand times. 

Material 201 is specified next and is continued on the following line. Material 
313 follows. Materials and cross sections are described in Sect. 2.2. 


2.1.4 Running and Plotting MCNP Geometries 


Input file EX11 2 of Example 2.2 can be run as 
MCNP6 i-EX11 2 n-problem02.  IPXRZ 


This problem will generate output file problem02.o and continue-run file 
problem02.r, which are more readily associated with input file EX11_2 than the 
default OUTP and RUNTPE names. It is recommended that the name option, name= 
or n=, is used to give more meaningful file names. 

IPXRZ is the execution line option: process input I, plot geometry P, get the 
cross-section data X, run the problem R, and then plot the tallies Z. Usually it is 
impractical to use all five of these options together. IXR is the default. IP can be 
used to simply plot the geometry. The X-Y view MCNP plot of Example 2.2 geom- 
etry is shown in Fig. 2.1. 

To get the plot in Fig. 2.1, run MCNP with 


MCNP6 i-EX11 2 n=plot01. IP 


When the plot screen pops up, click the following buttons: 


XY | Will get X-Y view 
L2 Off | Will plot cell labels 
10 | Upper right corner—will zoom in by a factor of 10 
10 | Upper right corner—will zoom in by another factor of10 — 


Alternatively, when the plot screen pops up, click Plot» bottom center, and then 
enter the following commands after the plot» prompt that appears in the same win- 
dow where the MCNP code was run: 


PZ=0 EX=1 LA=2 2 CEL 
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Note that the cell labels are twice as large because of the LA 2 2 CEL command; 
entering plot commands rather than clicking on the plot enables more capabilities. 
While in the plot» mode, the commands HELP, ?, and OPTIONS provide a help 
package that lists all possible geometry plot commands. To return to the interactive 
mode, enter INTERACT. To exit, click END in the interactive mode; type END in 
the plot» mode. 

Plot» commands, such as EX-1, may also be entered at the lower left of the 
screen where it says “Click here or picture or menu.” If this box is accidentally 


clicked, then everything is frozen until a command is entered there. 
The other commands in the lower left are: 


CURSOR Select a part of the picture in which to zoom in 

RESTORE Return to previous picture 

CellLine Outline cells or show various tally and weight window meshes 

PostScript Make a PostScript format file of the picture 

ROTATE Rotate picture 90 degrees counterclockwise; same as “Theta 90" Plot» 
command 

COLOR Turn color on or off; click a cell quantity on the right margin, such as DEN, 
and colors will be by density rather than material 

SCALES Geometric scale in cm: 0 = none, 1 = on boundary; 2 = everywhere (grid) 

LEVEL Repeated structures universe level to view 

XY, YZ, ZX Plot coordinate axis view 

L1 sur On/off surface labels 

L2 cel On/off cell labels. Click on right to label by cel, mat, den, etc. 

MBODY On/off to plot macrobody facet numbers 

LEGEND Numerical values of shaded colors 


The region in the upper left is not interactive, but if the screen goes blank this 
region can be clicked to restore the previous picture. 

The controls at the top shift the screen up, down, right, or left. “Origin” moves 
the center of the plot screen to whichever part of the geometry is clicked. The scale 
from 0.1 to 10, top right, is a logarithmic scale zoom factor. Click it twice to zoom 
by that factor. Click it once and then click somewhere in the picture to zoom in or 
out of the clicked point in the picture. 

Plotting is described in more detail in Sect. 2.5.1 and also in the MCNP6.2 code 
manual under the heading “5.2 THE GEOMETRY PLOTTER, PLOT.” 

The output file, problem01.o, like Example 2.1, begins with copyright, code ver- 
sion, date/time, probid, execution line, and input file echo. But because it is no 
longer a void problem but one with neutron transport physics, and because of the 
PRINT card, there is much more. The source, materials, volume, masses, surface 
areas, and surface descriptions are all listed. The cross sections for each material are 
described in Print Table 100 which appears in every output file if cross sections are 
used. It is imperative to review Print Table 100 to ensure that the cross sections 
being used are the ones desired—in some circumstances, the MCNP code will 
select others! 
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Print Table 110 lists the first 50 source particles, which helps determine if the 
source is set up as desired. The problem summary shows the gains and losses of the 
1,000,000 statistical tracks and the physics of the average source particle. Additional 
tables show fission multiplicity, activity in each cell, and activity in each material. 


2.1.5 Surfaces and Complicated Cells: Intersections 
and Unions 


Example 2.3 and Example 2.4 describe a 12 cm high radius 5 cylinder inside a 1 cm 
thick box illustrated in Figs. 2.2 and 2.3. A million statistical histories are run with 
an isotropic 1 MeV source at x, y, z 2 0, 6, 0 cm. 


AU PLOT WINDOW - n x 


Fig. 2.2 Plot of macrobody geometry of Example 2.3 
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Fig. 2.3 Plot of quadratic surface geometry of Example 2.4 
Example 2.3 Macrobody Description of Cylinder in a 1 cm Thick Box 


Cylinder inside 1-cm thick box 


1 0 -1 imp:n = 1 $ cylinder 

2 0 1-3 imp:n = 1 $ inner box 

3 0 3 -4 imp:n = 1 $ outer box 

4 0 4 imp:n = 0 $ Outside world 


1 rcc 00001205 $ Right circular cylinder, 12 high, radius 5 
3 rpp -6 6 0 14 -6 6 $ Right parallelepiped -6<x<6 0<y<14 -6<z<6 
4 rpp -7 7 -1 15 -7 7 $ Right parallelepiped -7<x<7 -1<y<15 -7<z<7 


sdef pos 060 erg = 1 
nps 1000000 
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Example 2.4 Quadratic Surface Description of Cylinder in a 1 cm Thick Box 


Cylinder inside 1-cm thick box 

1 0 el z =3 imp:n = 1 $ cylinder 

2 O (12-2:3) 5 -6 2 -7 8 -9 imp:n = 1 $ inner box 

3 0 (-5:6:-2:7:-8:9) 10 -11 12 -13 14 -15 imp:n= 1 $ outer box 
4 0- “10:11:12 13:14 315 imp:n = 0 $ Outside world 


py 12 
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outer box 


a 


px -7 
px 7 
py -1 
py 15 
pz =7 
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pz 7 


sdef pos 0 6 0 erg = 1 
nps 1000000 


MCNP surfaces may be described by either macrobodies or quadratic surface 
equations. In a cell description, blanks between the surface numbers are the inter- 
section operator, “AND,” whereas the union operator, “:”, between the surface num- 
bers is “OR.” Cells using the union operator are “complicated cells.” Whereas 
macrobodies are internally converted to quadratic surfaces, cells using macrobody 
surfaces are also complicated cells. 

The quadratic surface equations are described in Table 3-4 of the MCNP manual 
[2, 3]. They consist of planes P, PX, PY, PZ (arbitrary, normal to X, normal to Y, and 
normal to Z axis); spheres SO, S, SX, SY, SZ (centered at origin, anywhere, or along 
X, Y, or Z axis); cylinders C/X, C/Y, C/Z, CX, CY, CZ (parallel or on X, Y, Z axis); 
cones K/X, K/Y, K/Z, KX, KY, KZ (parallel or on X, Y, or Z axis); special quadratic 
SQ (ellipsoid, hyperboloid, paraboloid parallel to X, Y, or Z axis); general quadratic 
(cylinder, cone, ellipsoid, hyperboloid, paraboloid with arbitrary axis); and tori TX, 
TY, TZ (elliptical or circular torus on X, Y, or Z axis). 

Surfaces may also be defined by coordinate points. Quadratic surfaces rotationally 
symmetric about the major axes are specified by the X, Y, and Z surface cards in (x,R) 
pairs, where x is the x, y, or z coordinate and R is the radius. One pair makes a PX, 
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PY, or PZ plane; two pairs make a CX, CY, CZ cylinder or KX, KY, KZ cone; three 
pairs make an ellipsoid, paraboloid, or hyperboloid. Skew planes may be specified on 
the general plane P surface card by providing three triplets of x, y, z coordinates. 

It is easier and more common to describe MCNP surfaces by macrobodies 
described in Section 3.2.2.4 of the MCNP manual. These are BOX (planes specified 
by the three vectors at a corner); rectangular parallelepiped RPP (box of planes 
normal to X, Y, Z axes); sphere SPH (specifying X, Y, Z center and radius); right 
circular cylinder RCC (specifying X, Y, Z base and h1, h2, h3 height vector, and 
radius); and right hexagonal prism RHP, right elliptical cylinder REC, truncated 
right cone TRC, ellipsoid ELL, wedge WED, and arbitrary polyhedron ARB. The 
macrobodies are internally converted by the MCNP code into quadratic surface fac- 
ets. Figure 2.2 shows the facets of macrobody surfaces 1, 3, and 4. The MCNP 
geometry plotter shows these by setting the MBODY option off. 

The MCNP cell description uses senses to indicate whether a cell is inside or 
outside a surface. In the quadratic surface description of Example 2.4: 


1 0 -1 2 -3 imp:n = 1 $ cylinder 


Cell 1 with material zero (vacuum) is inside y-axis cylinder surface 1 cy 5.0, 
outside (above) y-axis plane surface 2 py 0, and below y-axis plane surface 3 py 12. 


20 (1:-2:3) 5 -6 2 -7 8 -9 imp:n = 1 $ inner box 

Cell 2 uses the union operator “:” to describe everything outside | or below 2 or 
above 3 (1:-2:3) combined with what is above 5 and below 6 and above 2 and 
below 7 and above 8 and below 9. 


3:10. (5:6:-2:7:—898;:9) I0 -11 12 =13 14 =15 
imp:n = 1 $ outer box 


Similarly, cell 3 is everything below 5 or above 6 or below 2 or above 7 or below 
8 or above 9, combined with what is above 10 and below 11 and above 12 and below 
13 and above 14 and below 15. 


4 0 -10:11:-12:13:-14:15 imp:n = 0 $ Outside world 


Cell 4 is the outside world extending to infinity and is everything below 10 or 
above 11 or below 12 or above 13 or below 14 or above 15. 

The sense of a surface to a cell can be determined by picking any point in the cell, 
x, y, z and then using that point to evaluate the sense to the surface. For example, the 
z-axis CZ cylinder has the equation x? + y? — R? = 0; for radius R = 10 and x, y, 
z= 1,23, then 1? + 22 — 100 = —95 < 0, so the cell containing this point has a nega- 
tive sense relative to the surface; for R = 10 and x; y, z = 8 9, O, 
then 8? + 9? — 100 = 45 > 0, so the cell containing this point has a positive sense rela- 
tive to the surface. (Surface equations are given in the MCNP manual 3.2.2.1.) 
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2.1.6 Duplicate Cells, Complements, and Translations: LIKE n 
BUT and TRCL 


Example 2.5 and Example 2.6 take the geometry of Example 2.3 and Example 
2.4 and duplicate it in a 30? rotation translated 20 cm away in the X-direction. 
The source is now a 1 MeV isotropic point emitting at x, y, z = 0, 6, 0 and x, y, 
z 220, 6, 0. Cells 11, 12, and 13 are the translated and rotated cells. See Figs. 2.4 
and 2.5. 


TÍ PLOT WINDOW - a x 


Fig. 2.4 Cylinder inside a 1 cm thick box duplicated into a second rotated box using LIKE BUT 
and cell rotation/translation (Example 2.5) 
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Fig. 2.5 Cylinder inside a 1 cm thick box duplicated into a second rotated box specifying 2nd box 
and using surface rotation/translation (Example 2.6) 


Example 2.5 Cylinder Inside a 1 cm Thick Box Duplicated into a Second 
Rotated Box Using LIKE BUT and Cell Rotation/Translation 


Cylinders inside l-cm thick box 


1 0 -1 imp:n = 1 $ cylinder 

2 0 1-3 imp:n = 1 $ inner box 

3 0 3-4 imp:n = 1 $ outer box 

4 0 4 411 $12 #13 imp:n = 0 $ Outside world 

11 like 1 but *TRCL=(20 0 0 30 90 120 90 0 90 -60 90 30) $ 2nd 
cylinder 

12 like 2 but TRCL-100 $ 2nd inner box 

13 like 3 but TRCL-100 $ 2nd outer box 
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1rcc 00001205 $ Right circular cylinder, 12 high, radius 5 
3 rpp -6 6 0 14 -6 6 $ Right parallelepiped -6<x<6 0<y<14 -6<z<6 
4 rpp -7 7 -1 15 -7 7 $ Right parallelepiped -7«x«7 -1<y<15 -7<z<7 


sdef pos=dl erg 
sil L060 20 6 0 
1 


spl 4. 
nps 1000000 
*TR100 2000 30 90 120 90 0 90 -60 90 30 


Example 2.6 Cylinder Inside a 1 cm Thick Box Duplicated into a Second 
Rotated Box Specifying the 2nd Box and Using Surface Rotation/Translation 


Cylinders inside l-cm thick box 


1 0 =1 imp:n = 1 $ cylinder 

2 0 =3 imp:n = 1 $ inner box 

3 0 3 -4 imp:n = 1 $ outer box 

21 0 eI imp:n = 1 $ 2nd cylinder 

22 0 11 -13 imp:n = 1 $ 2nd inner box 

23 0 13 -14 imp:n = 1 $ 2nd outer box 

4 0 4 14 imp:n = 0 $ Outside world 

1 rec 00001205 $ Right circular cylinder, 12 high, 
radius 5 

3 rpp -6 6 0 14 -6 6 $ Right parallelepiped -6<x<6 
O<y<14 -6«z«6 

4 rpp =f 7 =l 15 =7 1 $ Right parallelepiped -7«x«7 


-1«y«15 -7<z<7 

11 100 rcc00001205 $ Right circular cylinder, 12 high, 

radius 5 

13 100 rpp -6 6 0 14 -6 6 $ Right parallelepiped -6<x<6 

O<y<14 -6«z«6 

14 100 rpp -7 7 -1 15 -7 7 $ Right parallelepiped -7«x«7 
-1«y«15 -7<z<7 


lI 
p 


Sdef pos=dl erg 
silL0602060 

spl 1 J: 

nps 1000000 

*TR100 2000 30 90 120 90 0 90 -60 90 30 


In Example 2.5, cells 11, 12, and 13 are like cells 1, 2, and 3 but translated and 
rotated. The rotation translation is 


O, O2 Os XX” YX” ZX' XY! YY” ZY" XZ’ YZ’ ZZ' m 
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where X, Y, Z are the Cartesian coordinate axis vectors and X^, Y',Z are the rotated 
axis vectors. If m = —1, then the coordinate systems are reversed. Thus 


*TR100 2000 30 90 120 90 0 90 -60 90 30 


is a 30? rotation in the XZ plane translated 20 cm in the X-direction. TR and TRCL are 
specified in cosine; *TR and *TRCL are specified in degrees. The transformation can be 
either on the cell card, TRCL=(...) as in cell 11, or on a TR card in the data section of the 
input and specified on the cell card by TRCL=100, as in cells 12 and 13. 


4 0 4 #11 #12 #13 imp:n = 0 $ Outside world 


The complement operator, #, is now required in cell 4 to indicate that LIKE BUT 
cells 11, 12, and 13 are excluded from the outside world in addition to everything 
outside surface 4. 

When a cell is translated, it must create new surfaces. In Fig. 2.4, surfaces 11001, 
12003, and 13004 are added for surface 1 of cell 11, surface 3 of cell 12, and surface 
4 of cell 13. Like macrobody surfaces 1, 2, and 3, these surfaces have facets. Note 
that the Y-axis planes in cells 11, 12, and 13 are the same as those in cells 1, 2, and 
3. Consequently the Y-axis facets, 1.2, 1.3, 3.3, 3.4, 4.3, and 4.4 are used in both 
cells 1, 2, 3 and 11, 12, 13. New facets are created only for the X-axis and Z-axis 
facets. The complement, #, operator is much more convenient than using the unions 
of the new and old named facets in the description of cell 4. 

Example 2.6 duplicates the cylinder in a 1 cm thick box by simply adding cells 21, 22, 
23 and surfaces 11, 13, and 14. There is no LIKE BUT or cell rotation/ translation, but 
now there is surface rotation/translation. Surfaces 11, 12, and 14 refer to transformation 
TR100 by putting the transformation number after the surface number. 


2.1.7 Filled Cells: Universes 


Example 2.7 illustrates universe/fill geometries. The cylinder and region outside it 
from Example 2.3/Example 2.4 are made into their own universe by adding u= 1 to 
cells 1, 2, and 3. Figure 2.6 shows the full geometry. It is composed of the “real 
world” universe, u = 0, geometry illustrated in Fig. 2.7. Note that there is no longer 
cell 4, the outside world, because universe | cell 3 extends out to infinity—namely 
everything outside surface 3, as illustrated in Fig. 2.8. Instead, cell 14 is added, 
which is bounded by everything inside surface 4 and filled with universe 1. Cell 11 
is also filled with universe 1. Cell 15 is now the outside world. 


Example 2.7 Cylinder Inside a 1 cm Thick Box Duplicated into a Second 
Rotated Box by Universe Fill 


Cylinders inside l-cm thick box 

1 0 -1 u=1 imp:n=1 $ cylinder 

2 0 1-3 u=1 imp:n-1 $ inner box 

5 0 3 u=1 imp:n-1 $ outside inner box 
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14 0 -4 fill-1 imp:n-1 $ outer box 
11 like 14 but TRCL-100 $ 2nd cylinder in box 
15 0 #14 #11 imp:n=0 $ outside world 


] rcc 00001205 $ Right circular cylinder, 12 high, radius 5 
3 rpp -6 6 0 14 -6 6 $ Right parallelepiped -6«x«6 0<y<14 -6«z«6 
tpp Tg 157 T $ Right parallelepiped -7«x«7 -1<y<15 -7<z<7 


sdef pos-0 6 0 erg = 1 cel=d2 

si2 L (1«14) (1«11) 

Sp2 1 1 

nps 1000000 

PRINT 

*TR100 2000 30 90 120 90 0 90 -60 90 30 
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15 


Fig. 2.6 MCNP plot of Example 2.7, cylinder inside a 1 cm thick box duplicated into a second 
rotated box by universe fill 
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15 


Fig. 2.7 MCNP plot of Example 2.7 level O (universe u = 0) 
Cell 11 is the outer box translated 20 cm in the X-axis and tilted 30°: 


14 0 -4 fill 1 imp:n-1 $ outer box 
11 like 14 but TRCL=100 $ 2nd cylinder in box 


The outside world can be specified either of two ways: 
T5 0 #14 #11 imp:n=0 $ outside world 
or 


15 0 4 #11 imp:n=0 $ outside world 
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Fig. 2.8 MCNP plot of Example 2.7 level 1 (universe u = 1) 

Cells 11, 14, and 15 in Fig. 2.6 comprise universe 0, “the real world,” and u = 0 
on the cell cards is optional. Note how the surfaces of LIKE n BUT cell 11 have 
been renamed 11004 for facets 1,2,5, and 6. The output file describes what happens 
to Y-axis top and bottom facets 3 and 4: 
surface 1.3 and surface 3.4 are the same. 3.4 will be deleted. 


surface 4.3 and surface 11004.3 are the same. 11004.3 will be deleted. 


surface 4.4 and surface 11004.4 are the same. 11004.4 will be deleted. 
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The filled cells, 1, 2, and 3, retain their names, surface numbers, and coordinates. 
Consequently, the source must be changed to a distribution of cells: 


sdef pos-0 6 0 erg = 1 cel=d2 
si2 L (1<14) (1<11) 
sp2 1 1 


The source location, pos=0 6 0, is the same for cell 1 level 1 whether it is in the 
universe below cell 11 or cell 14 (level 0). The first 50 histories, Print Table 100 in 
the output file, show the source starting in cell 1 at x, y, z = 0, 6, 0 all the time. The 
source is in either cell 11 or 14 about half the time and is at x, y, z = 20, 6, 0 in cell 
11 and at x, y, z at 0, 6, 0 in cell 14. 


nps x y z cell surf u v w 

1 2.000E+01 6.000E+00 0.000E+00 11 8.004E-01 5.963E-01 6.178E-02 
0.000E+00 6.000E+00 0.000E+00 1 0 6.623E-01 5.963E-01 4.537E-01 

2 0.000E+00 6.000E+00 0.000E+00 14 -2.775E-01 -1.028E-01 9.552E-01 
0.000E+00 6.000E+00 0.000E+00 1 0 -2.775E-01 -1.028E-01 9.552E-01 


Print Table 128 in the output file shows the activity in each cell and its path: 


lneutron activity in each repeated structure / lattice element 
print table 128 


source entering collisions path 
500488 500488 0 1< 14 
0 442581 0 2 < 14 
0 500488 0 3 «x 14 
499512 499512 0 1< TI 
0 441725 0 2 « 11 
0 499512 0 3 < 11 
0 0 0 15 
1000000 2884306 0 


Print Table 128 is sometimes turned off even when the PRINT card is in the input 
deck. Print Table 128 can require excessive amounts of computer time and storage, 
locating the path to thousands of elements at lower universe levels such as in the 
case of a nuclear reactor model or human phantom model consisting of millions of 
pixels. When the MCNP code turns off Print Table 128, the following warning 
is issued: 


warning. universe map (print table 128) disabled. 


2.1 Geometry 25 


2.1.8 Lattice Geometries 


Example 2.8 illustrates square and hexagonal lattices and is shown in Fig. 2.9. The 
geometry consists of an RPP box (cell 14) filled with universe 11 and another one 
like it but translated 20 cm in the X-direction and filled with universe 12, as shown 
in Fig. 2.10. Both are contained in a huge sphere, surface 20. 


Example 2.8 Square and Hex Lattice File 


Square and hex lattices 


1 313 -10.44 -1 u=1 imp:n-1 $ UO2 
2 201 -6.55 =2 1 u=1 imp:n-1 $ Zr clad 
3 609 -1.00 2 u=1 imp:n=1 $ H20 
21 0 -31 lat-1 fill-1 u=11  imp:n-1 $ Square lattice 
22 0 -32 lat-2 fill-1 u=12 imp:n=1 $ Hexagonal lattice 
14 0 -4 fill 11 imp:n-1 $ Square lattice box 
11 like 14 but TRCL-(20 0 0) fill 12 $ Hexagonal lattice box 
15 0 414 $11 -20 imp:n-1 $ outside boxes 
16 0 20 imp:n=0 $ outside world 
rec 0:0 0 0 12 0 “5 $ Right circular cylinder 
2 rcc 000 0120 .6 $ Right circular cylinder 
rpp =7 1 012 = 7 $ Right parallelepiped 14x12x14 
3l rpp 11 Q0 12 -1 1 $ Right parallelepiped 2x12x2 
32 rhp 000 0120 100 $ Right hex 12x1 
20 sph000 50 $ Sphere containing lattice boxes 


m201 40090 -0.505239 40091 -0.110180 40092 -0.168413 
40094 -0.170672 40096 -0.027496 nlib=80c 

m313 92235.80c -0.02759 92238.80c -0.85391 8016.80c -0.11850 

M609 1001.80c 2 8016.80c 1 

MT609 LWTR 

sdef pos=10 6 0 

nps 1000000 

PRINT 


At universe level 1, universe 11 fills cell 14 and universe 12 fills cell, as illus- 
trated in Fig. 2.11. Cell 21 of universe 11 is a square lattice, LAT = 1, and cell 22 of 
universe 12 is a hexagonal lattice, LAT = 2. 

Figure 2.12 illustrates universe level 2, where both the rectangular and hexagonal 
lattices are filled with universe 1. Universe 1 is a UO, fuel rod (cell 1, material 
M313) in Zr cladding (cell 2, material M201) in an infinite extent of water (cell 3, 
material 609) outside surface 2. 
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Fig.2.9 X — Z view of Example 2.8 with both square and hex lattices 


The fuel rods can be differentiated according to which lattice element they fill. The 
indices are plotted in Fig. 2.13 using the LA=0 1 IJK command. With the interactive 
plotter, click IJK on the right margin and then label L2 in the lower left menu box. 

The source of Example 2.8 is a 14 MeV isotropic neutron (default) midway 
between the two lattice boxes at POS = 10 6 0. From the problem summary in the 
output file, 0.13 fission neutrons and 0.07 (n,xn) neutrons are produced per source 
particle. 

Print Table 128 in the output file shows the activity in each cell and its path: 


lneutron activity in each repeated structure / lattice element 
print table 128 
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Source entering collisions path 

0 708051 216431 1 < 21 « 14 
0 1587248 67168 2 < 21 « 14 
0 2736613 1330851 3« 21 « 14 
0 921642 251038 1 < 22: < 11 
0 1868093 79206 2 < 22 < 11 
0 2972581 1227971 30 22 < 11 

1000000 1801413 0 15 
0 0 0 16 

1000000 12595641 3172665 

A PLOT WINDOW - D x 
15 


11004.1 


11004.2 


Fig. 2.10 Example 2.8 level u = 0 universe. Note how surface facets 11004.1 and 11004.2 are 
created because cell 11 is like cell 14 but surfaces 4.1 and 4.2 remain with cell 14 
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Fig. 2.11 Example 2.8 level 1 universe showing LAT = 1 rectangular lattice filling cell 21 and 
LAT = 2 hexagonal lattice filling cell 22 


The lattices in Example 2.8 are simple lattices because all elements are filled 
with the same universe. 


2.1.9 Fully Specified Lattice Geometries 


A lattice in which the elements are filled with different universes is a "fully speci- 
fied lattice." In a reactor fuel assembly, these would be for water holes, fuel rods, or 
fuels of different compositions. In a ?He detector assembly, these would be ?He 
tubes of different atmospheres. In a human phantom model, the elements would be 
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Fig. 2.12 Example 2.8 level 2 universe showing cells 1, 2, and 3 repeated in the lattices 


filled with different human organs. Example 2.9 is an MCNP input file with a fully 
specified lattice geometry. 


Example 2.9 Fully Specified Square and Hex Lattices with Multiple Universes 


Square and hex lattices 


1 313 -10.44 -1 u=1 imp:n-1 $ U02 

2 201 -6.55 -2 1 u=1 imp:n-1 $ Zr clad 

3 609 -1.00 2 u=1 imp:n=1 $ H20 

21 111 -4.00 -31 lat-1 u-11 imp:n=1 $ Square lattice 


fill = -3:3 0:0 -3:3 
l l1 TX IT ol 


30 


22 1 


14 
ll d 
15 
16 


m201 


m313 
M609 
MT60 
M111 


11 


0 
ike 
0 
0 


rcc 
rcc 
rpp 
rpp 
rhp 
sph 


9 
6 


11141114 
1111111 
1111111 
1111111 
1111111 
11111111 
-4.00 -32 lat-2 u-12  imp:n-1 
fill = -5:5 -4:4 0:0 
1141111411111 
1111111111 
1111111111 
1111111111 
1111111111 
1111111111 
11111141111 
1111111111 
121. 1114114 .1 1 1 
-4 fill 11 imp:n-1 
14 but TRCL=(20 0 0) fill 12 
#14 $11 -20 imp:n=1 
20 imp:n=0 
000 0120 .5 $ Right 
000 0120 .6 $ Right 
-77 012 cg] $ Right 
=i 1 0 12 -1 1 $ Right 
000 0120 100 $ Right 
000 50 $ 


40090 -0.505239 40091 


1001.80c 2 8016.80c 1 
LWTR 
0001 1001 1 7014 1 


sdef pos=10 6 0 


nps 


10 


PRINT 


00000 
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$ Hexagonal 


B E E F F PRP PP = 


Square lattice box 
Hexagonal lattice box 
outside boxes 

outside world 


circular cylinder, 12h,.5r 
circular cylinder, 12h,.6r 
parallelepiped 14x12x14 
parallelepiped 2x12x2 

hex 12x1 


Sphere containing lattice boxes 


-0.110180 40092 -0.168413 
40094 -0.170672 40096 -0.027496 nlib-80c 
92235.80c -0.02759 92238.80c -0.85391 8016.80c -0.11850 


The simple lattice definition of Example 2.8 was 


21 
22 


0 
0 


-31 lat-1 fill-1 u-11 
-32 lat-2 fill-1 u-12 


imp:n=1 
imp:n=1 


$ Square lattice 
$ Hexagonal lattice 
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Fig. 2.13 Example 2.8 level 2 universe showing cells 1, 2, and 3 repeated in the lattices and 
labeled by lattice index 


To change one element the fully specified lattice specification is 


21 111 -4.00 -31 lat-1 u-11 imp:n=1 $ Square lattice 
fil S333" 0:20 —3:3 
d dm opo pe 
1111111 
CILLIT 
1111111 
qu qp ou 
1111111 
Id; ie x d SIL X 
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22 111 -4.00 -32 lat-2 u-12  imp:n-1 $ Hexagonal lattice 
fill = -5:5 -4:4 


NPRERRPR PR PP 
PREPRRRPR PRA PP 
PRPRPrRPP PRP PP F 
B E E F F PRP F = 
B E P F FE PRP PR 
B P F PE FR F F = O 
Pee pa ESO pa pa ps Ls O 
B E F F F PRP PP 
PRERRRPRPR O POP 
B P F F FR PR PP 
PRPRPRPP PRP Pe 


pa 


A new material, M111, is added to cells 21 and 22 so that the different elements 
in Fig. 2.14 contain different universes and are plotted in a different color. 


M111 60001 1001 1 7014 1 


Instead of FILL=1 for both lattices, the FILL is replaced with the range of lattice 
elements needed to fill the filling cells 21 and 22: 


fill = -3:3 0:0 -3:3 
fill = -5:5 -4:4 0:0 


In the square lattice, element [—3,0,3] is filled with universe 11. Because uni- 
verse 11 is the same universe as its lattice cell, cell 21 u = 11, the lattice is “filled 
with itself" with material M111 instead of the fuel pins of universe 1. Note that this 
is the upper left in the MCNP plot but the lower left in the lattice map of the 
FILL entry. 

In the hexagonal lattice, element [—5,4,0] is filled with universe 12. Because 
universe 12 is the same universe as its lattice cell, cell 22 u = 12, the lattice is 
“filled with itself” with material M111 instead of the fuel pins of universe 1. Note 
that unlike the rectangular lattice, the universe 12 element is the lower left in both 
the MCNP plot and in the lattice map of the FILL entry. In the hexagonal lattice 
there are two constraints: the first and second indices must increase across adjacent 
surfaces and the third index must increase in one or the other direction along the 
length of the hexagonal axis. A rectangular lattice can completely fit into a rectan- 
gular box, but a hexagonal lattice cannot completely fit in a rectangular box or any 
other MCNP microbody surface shape. Consequently, the hexagonal lattice of 
Fig. 2.14 is filled with 99 elements —5:5 —4:4 0:0, but only 45 are full hexes, 22 are 
cut in half, and the remaining 32 are cut off altogether. A further description of the 
MCNP LAT and FILL capability is in the MCNP Manual [2] Section 3.3.1.5.2 and 
3.3.1.5.3. 

The lattice elements are most easily recognizable from geometry plots that have 
the label LA=0 1 IJK or by clicking on ijk in the right margin and then L2 in the 
lower left menu. These indices are shown in Figs. 2.15 and 2.16. 
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Fig. 2.14 Fully specified rectangular and hex lattices of Example 2.9, with one element filled dif- 
ferently in each 


The fully specified hexagonal lattice is more commonly specified in the MCNP 
input file with the elements of the hexagonal lattice cut off by the filling cell (cell 11 
filled with universe 12, which is the hex lattice cell) being filled with universe 0: 


22 111 -4.00 -32 lat-2 u-12  imp:n-1 $ Hexagonal 
fill = -5:5 -4:4 0:0 
00.50 :Q X Il X 3 111 
0.0.0 Il. l Ll li L t Ll 
00011111110 
00: 1: SECO X Sb Xs d ID 
0 Q-I pO 1 1 13.100 
01111111100 
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011141311000 
11111111000 
L2 1 dolo X bod 0.00000 


The above hexagonal lattice is also used later in Example 2.11, Example 2.12, 
and Example 2.19. 


2.2 Materials and Cross Sections 


2.2.1 Specifying Materials 


An MCNP input file consists of three sections: cells, sources, and data. The data 
section of Example 2.8 is shown in Example 2.10: 


Example 2.10 Data Cards from Example 2.6 


m201 40090 -0.505239 40091 -0.110180 40092 -0.168413 
40094 -0.170672 40096 -0.027496 nlib=80c 
m313 92235.80c -0.02759 92238.80c -0.85391 8016.80c -0.11850 
M609 1001.80c 2 8016.80c 1 
MT609 LWTR 
sdef pos=10 6 0 
nps 1000000 
PRINT 


Materials are specified on the materials cards, but additional input in the data 
section is often required. Material cards consist of ZAID-fraction pairs. Negative 
fractions are mass fractions; positive fractions are atom fractions. The fractions are 
normalized to unity for all materials. The ZAID numbers consist of XXXAAA.nnx, 
where ZZZ is the atomic number, AAA is the atomic mass, nn is the specific evalu- 
ation, and x is the data type. 

Material numbers are arbitrary. For material m201, ZAID = 40090 indicates Z = 
40 zirconium isotope A = 90. Thus, material 201 consists of five zirconium iso- 
topes—Zr, ?!Zr, Zr, “Zr, and °°Zr—with mass fractions 0.505239, 0.110180, 
0.168413, 0.170672, and 0.027496. The optional nlib=80c sets nnx for each nuclide 
to 80c, which, in this case, indicates ENDF/B-VII.1 continuous-energy neutron 
cross sections. 

Material 313 is specified as uranium dioxide, UO,, 3.17 at% or 3.13 wt% enriched 
in U. 
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Fig.2.15 Square lattice with ijk lattice indices. The extra (—1,0,3) in the upper left is an MCNP6.2 
plotting bug that repeats the label of the upper right. The I indices increase left to right, which is 
the X-direction for RPP surface 31 of lattice cell 21. The J indices are from 0:0 and they increase 
in the Y-direction (out of the plane of the plot) for RPP surface 21 of lattice cell 21. The K indices 
increase from bottom to top, which is the X-direction for RPP surface 31 of lattice cell 21 


2.2.2 Neutron Cross Sections 


Cross sections are available only for common isotopes. If the cross section for an 
Isotope specified on the material card does not exist, then the MCNP code will ter- 
minate with a fatal error. For example, if there is no tritium neutron transport cross 
section available, 


M609 1003.80c 2 8016.80c 1 
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Fig. 2.16 Hexagonal lattice with ijk lattice indices. The extra (—2,4,0) in the lower left is an 
MCNP6.2 plotting bug that repeats the label of the lower right. The I indices increase at 60? from 
lower left to upper right. The J indices increase at 120? from upper left to lower right. The K indi- 
ces increase from bottom to top of the hex axis—from 0:0 in this case—because the hex is only one 
element high 


then the code terminates with the message 
fatal error. cross-section tables missing for zaid = 1003.80c 


Even worse, in problems with protons or other charged particles or ions, missing 
cross-section data will cause the MCNP code to use theoretical models for those 
data instead. The code will also use model physics for energies higher than the high- 
est tabulated energy in any cross-section library it is using. These models are good 
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for neutrons with energies >150 MeV and particles other than neutrons; the models 
are generally poor for neutrons with energies <150 MeV. It is important to check the 
cross sections used to ensure that they are in the range of particle energy simulated 
in each problem. 

Further, different cross-section evaluations are available for different computers 
and different MCNP versions. 

Wrong cross sections give wrong answers—the most frequent user error. There 
is a document listing the most available data [4], but these are not necessarily the 
ones available to the MCNP code on a particular computer and code installation. 
Consequently, the MCNP code frequently selects unexpected cross sections; 
therefore, it is imperative to always check in the MCNP OUTP output files to see 
which cross sections are actually being used by the code. The cross sections used 
are described in Print Table 100: 


40090.80c 96741 Zr90 ENDF71x (jlconlin) Ref. see jlconlin (ref 09/10/2012) 

mat4025 12/18/12 
Energy range: 1.00000E-11 to 2.00000E+01 MeV. 
particle-production data for protons being expunged from 40090.80c 
particle-production data for deuterons being expunged from 40090.80c 
particle-production data for tritons being expunged from 40090.80c 
particle-production data for helions being expunged from 40090.80c 
particle-production data for alphas being expunged from 40090.80c 
probability tables used from 5.3500E-02 to 1.0000E-01 mev. 


The cross section used in this case is °Zr from an experimental ENDF/B-VII 
library, ENDF71x, and in the energy range up to 20 MeV. Whereas the problem runs 
only neutrons, the production data for protons, deuterons, tritons, helions He), and 
alphas are deleted to save storage; these reactions are treated as capture. The prob- 
ability tables from 53.5 to 100 keV provide better physics in the unresolved cross- 
section energy range. Often the temperature of the cross-section data is also 
provided. 

Figure 2.17 is an MCNP plot of material 313. The MCNP code is run in the 
cross-section plotting mode: 


MCNP6 I-Exll 6a name-junk.  IXZ 
and the MCNP plot command is 
xs m313 cop xs 92238.80c cop xs 92235.80c 

MCNP cross-section plotting is further described in Sect. 2.5. The cross-section 
table starts at le—11 MeV (1e—5 eV); the data are horizontally extrapolated at lower 
energies, though all neutrons are essentially absorbed before their energies become 


that low. From 1e—11 to 1e—5 MeV the neutron cross-section has a 1/v tail, where 
v is the neutron velocity. Above that is the resonance cross-section region up to 
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Cross Section Plot 


Neutron Total Cross Section 


menp 6 
probid: 06/12/19 11:58:11 


m313 


nuclides 


92235.80c 
92238.80c 
8016.80c 


mt xs 
— t m313 
= “i 92238.80c 


— a 92235.80c 


Fig. 2.17 Neutron cross section of material M313, UO; (black), SU (blue), and ??U (red) in 
Example 2.10 


2 keV for ??U and 20 keV for %9U, Above that is the unresolved resonance cross- 
section region—where the resonances are so close together that they cannot be 
resolved and are represented by either a smooth curve or probability tables. Above 
500 keV are inelastic and reaction cross sections such as secondary particle produc- 
tion. The uranium cross sections end at 20 MeV, and physics models are used above, 
or the cross section is merely extrapolated. The material m313 cross section goes up 
to 150 MeV because of the oxygen cross section. 


2.2.3 Low-Energy Neutron Problems: Thermal Free 
Gas Treatment 


Neutrons at very low energies and all collisions with hydrogen and very low-Z 
nuclides are affected by the thermal motion of the nuclei with which they interact. 
MCNP treats the kinematics of neutron scatter with moving nuclei with the thermal 
free gas treatment. 

The thermal free gas treatment assumes room temperature. For problems at other 
temperatures, the temperature, kT, in MeV units must be specified. 
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kT (MeV) | Unit of T 
8.617 x 101 T | Kelvin 

8.617 x 10-!! (T + 273.15) | degrees C 
4.787 x 107! T | degrees R 
4.787 x 107! (T + 459.67) | degrees F 


The temperature is usually specified on cell cards (using TMPn cell parameter). 
For cells 1 and 2 in Example 2.10, assume the temperatures are 300 °C and 
600 °C. Then 


1 313 -10.44 -1 u=1 imp:n-1 $ UO2 

2. 201 .-6.55 -2 1 u=1 imp:n=1 $ Zr clad 

becomes 

1 313 -10.44 -1 u-1  tmpl-4.939e-8 imp:n-1 $ UO2 

2- 201 6.55 He d u-1 tmpl=7.524e-8 imp:n-1 $ Zr clad 


Room temperature (20.5 °C = 2.5301e—8 MeV) is assumed for all cells without 
a TMP! entry. Temperatures may be time-dependent using the THTME card and 
TMP1, TMP2, TMP3, etc. 

Alternatively, temperatures may be specified in the data section of input for the 
first two cells among the cell cards and using the default (room temperature) for the 
other 7 cells in the problem. 


TMP1 3.216e-8 4.939e-8 7J 
Temperatures may also be time-dependent: 
THTME  1e8 6e9 


TMP1 3.216e-8 4.939e-8 7J 
TMP2 4.939e-8 7R 


The above example has 100 ?C and 300 ?C for the first two cells and room tem- 
perature for the remaining seven cells from time 0 to 1 s (1e8 shakes). The tempera- 
ture is 300 ?C for all cells at 60 s (6e9 shakes) and later. The temperature is linearly 
interpolated from 1 s « time « 60 s. Note the use of J (jump) notation to take the 
default values and the R (repeat) notation to repeat the temperatures at 60 s. 

Cell temperatures impact elastic scattering cross sections and collisions kinemat- 
ics. The temperature on the TMP card does not affect inelastic or reactions cross 
sections, thermal scattering kernels, or resonances in scattering. Cross-section reso- 
nance broadening is done only by choosing cross-section data files at the desired 
temperature. 


40 2 Basic Concepts 


2.2.4 Low-Energy Neutron Problem Data: S(a, $) 
Thermal Treatment 


Molecular binding of nuclides into molecules also affects the scattering of neutrons 
at low energies (few eV). The MCNP code treats these scatters with the S(a,P) ther- 
mal treatment [2]. By default, the S(a,P) treatment is off because the code does not 
know the compositions of molecules. The MCNP input must explicitly turn it on. If 
low-energy neutrons are important (almost always the case if fission is present), 
failure to specify S(o,) will result in wrong answers. There is almost no computer 
time or storage cost for including S(a,f), so it is recommended to specify S(a.,B) for 
all neutron problems where the limited amount of S(a,P) data is available. 


M609 10012 8016 1 
MT609 LWTR 


As illustrated in Example 2.10, material M609 is light water, so its S(a,B) mole- 
cule is specified on the above MT609 card. 

S(e,B) data are available for different temperatures of a limited number of mol- 
ecules of hydrogen, deuterium, beryllium, graphite, oxygen, polyethylene, benzene, 
and more. The most reliable way to tell what is available is to examine the XSDIR 
data-directory file that comes with each version of the MCNP code and then to 
verify what the MCNP code is actually used by examining the output file. Further 
documentation is also available [2, 4]. 

As another example, consider material 111 from Example 2.7: 


M111 6000.80c 1 1001.80c 1 7014.80c 1 
MT111 POLY.10T BENZ.10T GRPH.10T 


By adding the MT111 card to M111 in Example 2.7, the nitrogen, 7014.80c, will 
have no S(o,B) because none of the MT111 molecules contains nitrogen data. The 
hydrogen, 1001.80c, will use POLY.10T for S(e,B) because POLY appears before 
BENZ on the MT111 card and is the first MT111 molecule containing hydrogen 
data. Carbon, 6000.80c, will use GRPH.10T because POLY and BENZ apply only 
to the hydrogen in POLY and BENZ, not the carbon; GRPH is the only MT111 
molecule containing carbon data. The carbon, 6000.80c, and graphite S(a,P), 
GRPH.10T, are plotted in Example 2.11. 

Figure 2.18 is an MCNP plot of material M111 in Example 2.7. MCNP is run in 
the cross-section plotting mode: 


MCNP6 I-Ex12 1b name-junk.  IXZ 
The MCNP plot command is 


xlim 1e-11 1e-5 xs 6000.80c mt 1 cop xs grph.10t mt 1 cop mt 2 
cop mt 4 
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Fig. 2.18 Carbon 6000.80c continuous-energy total (MT = —1) neutron cross section (black) co- 
plotted with GRPH.10T S(a,B) cross-section total (MT = 1) (blue), elastic (MT = 2) (red), and 
inelastic (MT = 4) (green) 


MCNP cross-section plotting is further described in Sect. 2.5. The S(a,f) cross 
sections extend from about le—11 MeV to the S(e,B) cutoff, generally about 
1e—5 MeV. Above the cutoff, only the continuous-energy data are used. Below the 
cutoff, only the S(e,B) data are used. S(«,ß) data should be used whenever possible. 
When neutrons do not scatter below the cutoff, the S(o.p) data are ignored. When 
neutrons do scatter below the cutoff, then the molecular thermal effects are important. 


2.2.5 Photon Cross Sections 


The MODE card is required whenever anything other than a neutron is transported. 
In Example 2.11, the MO causes all neutrons to use the .70c ENDF/B-VII data and 
all photons to use the .04p photon data. If NLIB or PLIB were missing, then MCNP 
would use the default data libraries, which is whatever libraries MCNP finds first on 
the particular computer for the particular version of MCNP. Generally the default 
photon cross sections are good enough, but the output file should always be checked 
to see if the ones selected are appropriate. 


42 


Example 2.11 Photon Problem 


Square and hex lattices 
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1 313 -10.44 =1 u=1 imp:n=1 $ U02 
2 201 =6.55 =2 1 u=1 imp:n-1 $ Zr clad 
3 609 -1.00 2 u=1 imp:n=1 $ H20 
21 111 -4.00 -31 lat-1 u-11  imp:n-1 $ Square lattice 
fill = -3:3 0:0 -3:3 
A 1 ld 12 
1111117 
Ae a XL p. K 1 
LL IL IL 
4 1111117 
J 1 I 11d 
ld. L Ll 1 Lol 
22 111 -4.00 -32 lat-2 u-12  imp:n-1 $ Hexagonal 
fill = -5:5 -4:4 0:0 
00001111111 
OO. QI XE X ILE 
00011111110 
001112111110 
00111111100 
D-L Ll X. 
01111111000 
lib dod un bol 120 0 O 
121111110000 
14 0 -4 fill 11 imp:n-1 $ Square lattice box 
11 like 14 but TRCL-(20 0 0) fill 12 $ Hexagonal lattice box 
15 0 #14 #11 -20 imp:n=1 $ outside boxes 
16 0 20 imp:n=0 $ outside world 
1 rcc 000 0120 .5 $ Right circular cylinder,12h,.5r 
2 rcc 000 0120 .6 $ Right circular cylinder,12h,.6r 
4 rpp -7 7 0 I2 8,41 $ Right parallelepiped 14x12x14 
31. rpp =1 1 012 -1 1 $ Right parallelepiped 2x12x2 
32 rhp 000 0120 100 $ Right hex 12x1 
20 sph000 50 $ Sphere containing lattice boxes 
MODE N P 
m0 nlib-.70c plib=.04p 
m201 40090 -0.505239 40091 -0.110180 40092 -0.168413 
40094 -0.170672 40096 -0.027496 nlib=80c 
m313 92235 -0.02759 92238 -0.85391 8016 -0.11850 
M609 1001 2 8016 1 


MT60 


9 


LWTR 
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M111 60001 1001 1 7014 1 
MT111 POLY BENZ GRPH 

sdef pos=10 6 0 

nps 1000000 

PRINT 


Most photon reactions are photoatomic and involve interactions with the atom's 
electrons. Consequently, photoatomic data are elemental rather than isotopic. The 
MCNP code will convert 


m201 40090 -0.505239 40091 -0.110180 40092 -0.168413 
40094 -0.170672 40096 -0.027496 

m313 92235 -0.02759 92238. -0.85391 8016 -0.11850 

M609 10012 8016 1 

M111 6000 1 1001 1 7014 1 


to 


m201 40000 -0.505239 40000 -0.110180 40000 -0.168413 
40000 -0.170672 40000 -0.027496 

m313 92000 -0.02759 92000 -0.85391 8000 -0.11850 

M609 1000 2 8000 1 

M111 6000 1 1000 1 7000 1 


Note that the Zr in material M201 will still be sampled for five different mass 
fractions of the same Zr element 40,000; uranium in material M313 will be sampled 
for two different mass fractions for 92,000. 

Figure 2.19 is an MCNP plot of hydrogen, oxygen, zirconium, and uranium total 
photon cross sections. MCNP is run in the cross-section plotting mode: 


MCNP6 I-Ex12 2a name=junk. IXZ 
and the MCNP plot command is (see section 5.3.3 of the MCNP manual): 


ylim .01 1e7 par p mt -5 xs 1000.04p cop xs 8000.04p & 
cop xs 40000.04p cop xs 92000.04p 


Photons are considered absorbed and no longer transported below 1 keV. Photon 
cross sections go up to 100 MeV. The five photoatomic reactions in MCNP are (1) 
incoherent (Klein-Nishina Compton scatter plus form factors); (2) Coherent 
(Thomson scatter plus form factors); (3) photoelectric (with k- and 1-shell fluores- 
cence); (4) pair production, in which the positron immediately decays into two pho- 
tons; and (5) bremsstrahlung, generated by electrons. The first four reactions are 
treated rigorously, but bremsstrahlung is approximate unless electrons are also 
transported. Electron transport is a thousand times slower than photon transport and 
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Fig. 2.19 Total photon cross section of H, O, Zr, and U 


is approximate. Thus, the default photon treatment is the thick-target bremsstrah- 
lung (TTB) approximation. TTB produces all of the photons that would be pro- 
duced by full electron transport at the point of interaction and in the direction of the 
photoatomic collision without transporting the electrons. In a thick geometric 
region, this is a good approximation: after many electron interactions, the electrons 
remain in the same region, move insignificantly, and have essentially random direc- 
tions. In a thin geometric region where the electrons lose only a few percent of their 
energy while slowing down, TTB is a poor approximation and a full electron trans- 
port is required. 

Figure 2.20 is an MCNP plot of the basic uranium photon cross sections. MCNP 
is run in the cross-section plotting mode: 


MCNP6 I-Ex12 2a name=junk.  IXZ 
and the MCNP plot command is 


ylim .01 1e7 par p xs 92000.04p mt -5 cop mt -1 cop mt -2 cop 
mt -3 cop mt -4 


Bremsstrahlung is not included in the photon libraries because it is generated by 
electron models. 
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Fig. 2.20 Photon cross sections for uranium: total (MT = —5), incoherent (MT = — 1), coherent 
(MT = —2), photoelectric (MT = —3), and pair production (MT = —4) 


Photonuclear reactions are those in which photons interact with the nucleus. Because 
they are generally low probability, the MCNP code ignores them unless specifically 
requested with a PHYS:P card. Photonuclear reactions produce neutrons, photons, and 
other particles, and a limited number of isotopic photonuclear cross sections are avail- 
able with MCNP. The ZAID number ends in a u, as in 6012.70u. Photonuclear reac- 
tions should be modeled only if secondary photonuclear particles are of particular 
interest. 


2.2.6 Electron-Stopping Powers for Coupled Photon 
and Electron Problems 


Example 2.11 becomes a coupled photon-electron problem by replacing the MODE 
card and MO data cards: 


MODE P E 
MO PLIB=04p ELIB=03e ESTEP-10 COND GAS 
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In the above example, photons use the .04p data, electrons use the .03e data, and 
the material is treated electrically as a gaseous conducting material. ESTEP will be 
described soon. 

Coupled electron-photon transport is possible below 10 keV with the single- 
event electron transport method by specifying data from the EPRDATA14 photon 
library (.14p) and setting the 15th entry on the PHYS:E card. The single-event elec- 
tron-photon transport models every interaction of the electron and photon random 
walk and is very slow and approximate. Generally, the condensed history method is 
used, and photons and electrons below 1 keV are simply absorbed. 

Electron transport in MCNP for energies E » 1 keV utilizes the condensed his- 
tory method. 

The condensed history method models all interactions of an electron over an 
energy substep. An electron passing through matter will interact with each atom 
along its trajectory via ionization, angular scattering, and production of secondaries. 
Modeling this interaction exactly by the single-event model is time prohibitive. The 
condensed history algorithm attempts to average the effect of all of these interac- 
tions into aggregate quantities, which can be approximated over a series of major 
steps and several substeps. The major steps are controlled by EFAC, the 14th entry 
on the PHYS:E card. Each step is at an energy EFAC = 0.917 times the energy of 
the previous (higher) step, which provides eight energy steps for a factor of two 
energy loss. Setting EFAC = 0.99 makes each step at an energy 0.99 of the previous 
step, which provides a much finer and more accurate energy grid but increases com- 
putational time by a factor of about ten. The substeps are controlled by ESTEP on 
the materials card and other factors such as the particular material and energy. The 
default is ESTEP = 3, or 3 substeps per major or full step. The step size can be dif- 
ferent for each material. 

Here, ESTEP - 10 specifies 10 substeps for each full step. MO applies this to all 
materials for which ESTEP is not otherwise specified. The other parameters specify 
that photons use the .04p data, electrons use the .03e data, and the material is treated 
electrically as a gaseous conducting material. 

The highest energy, EMAX, is the Ist entry on the PHYS:E card (100 MeV by 
default). An electron starting at some energy E will use the electron data (stopping 
powers, slowing-down parameters, etc.) at its energy range and travel the distance 
needed to lose a substep's worth of energy. When it loses a full step of energy, or 
1.0-0.917 = 8.3% of its energy, it will then use the data of that step. For example, 
by default, an electron at 1 MeV will use the 1 MeV data until its energy falls below 
917 keV. It will then use these data until its energy falls below 814 keV, etc. In each 
of these ranges, it will have three substeps that determine how far the electron trav- 
els and its deflection direction. At each step, bremsstrahlung photons, photon- 
induced electrons, electron induced X-rays, and knock-on electrons are produced 
and these production mechanisms may be biased with the PHYS:E card. 

Electron transport is approximately 1000 times slower than photon transport. 
Changing ESTEP from 3 to 20 slows down electron transport by another factor of 
10. Changing EFAC to the maximum resolution of EFAC = 0.99 on the PHYS:E 
card slows down electron transport by another factor of 10. But the default values of 
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ESTEP = 3 and EFAC = 0.917 may result in too coarse an energy grid structure and 
wrong answers. If electron transport is unimportant, then the thick-target brems- 
strahlung approximation should be sufficient. If the calculation is sensitive to the 
electron transport, then we recommend checking if higher resolution (increasing 
EFAC and ESTEP) affects results. Turning off knock-on electrons (RNOK=0, 8th 
entry) will often speed calculations by a factor of seven without adverse effects. The 
effect of knock-on electrons is problem dependent. It is recommended to run first 
with knock-on electrons turned on (default) to include knock-on effects; then turn 
off knock-ons to see if tallies are unaffected and the calculation runs faster. 

Positron and electron physics are identical except when they stop (fall below 
energy cutoff). Electrons deposit energy, whereas positrons generate annihilation 
photons. At high energies, positrons behave like electrons. At low energies 
(<1 MeV), stopping powers, bremsstrahlung, knock-ons, and annihilations are 
increasingly poor. Positron sources are allowed: 


SDEF par = -e 


lI 
hh 


SDEF par 
Positrons may be tallied separately: 
FTn ELC 3 
The electron-stopping powers and other parameters are printed for each energy 
step and each material in the problem. We recommend printing this information in 
the output file only when changing materials to avoid excessively long output files; 
otherwise, eliminate this printout by using 


Print -85 -86 


Figure 2.21 is an MCNP plot of basic three electron materials. The MCNP code 
is run in the cross-section plotting mode: 


MCNP6 I-Ex12 2c name-junk.  IXZ 
And the MCNP plot command is 
ylim 1 200 par e xs m609 cop xs m201 cop xs m313 


The total, collisional, and radiative stopping powers are plotted in Fig. 2.22 from 
the same input file with the following command: 


par e xs m313 ylim .5 30 mt 3 cop mt 1 cop mt 2 
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Fig. 2.21 Total electron-stopping (MT = 3) power for material M609 (water), M201 (Zr), and 
M313 (UO) 


The stopping powers are for materials but not nuclides. Thus, in the cross sec- 
tion, plot command XS = M313 works, but XS = 92000.03e does not. Electron- 
stopping powers also depend on the material density. Thus, if a material is at more 
than one density, the stopping powers for the first density will be correct but wrong 
for all others. Each material of a different density requires a new material number 
even though the nuclides are the same. 


2.2.7 Data and Models for Ions and Charged Particles 


The MCNP code models 36 light ions and subatomic particles and also transports 
2200+ heavy ions. See “MCNP6 Particles" Table 2-2 in the MCNP code manual. 
Though there are a few data libraries for protons, deuterons, tritons, alphas, and 
helions, most nuclides and all the other particle types (deuteron o, triton r, alpha a, 
helion s) and heavy ions use physics models and continuous slowing-down theory 
(like electrons). A number of physics models have been developed internationally 
and these can be selected along with key parameters on the LCA, LCB, LEA, LEB, 
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Fig.2.22 Electron-stopping powers for material M313, UO:: total (MT = 3), collisional (MT = 1) 
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and LCC input cards. The principal MCNP models are CEM, LAQGSM (default) 
and Bertini, Isabel, and INCL, which have their own specific data files (such as 
BERTIN, FALPHA, and CINDERGL) provided in the MCNP code package. See 


feng Omer) 


the MCNP manual [2] section 3.3.3.7.1. 


The following example shows how the MODE, MO, and M111 cards might be 


changed for a charged particle problem: 


ODE N P E H D T S A | Z 
m0 nlib=.70c plib=.04c elib=.03 

T111 POLY BENZ GRPH 

111 6000 1 1001 1 7014 1 
X111:P 6012.24U 0 7014.70U 
X111:H 6012.70H 1001.71H 7014.24H 
X111:D 6012.000 1001.000 7014.000 
X111:T 6012.00R 1001.00R 7014.00R 
X111:S 6012.0058 MODEL 7014.00S 
X111:A 6012.00A MODEL 8016.00A 


Ur oro roro ur our 


alib-.00a slib-.00s 


Photonuclear 
Proton 
Deuteron 
Triton 
Helion 

Alpha 


6 


probid: 06/13/19 12:08:00 


xs 
m313 
m313 
m313 
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The MODE card will enable transport of neutrons (N), photons (P), electrons 
(E), protons (H for hadron), deuterons (d), tritons (T), helions (S for ?He), and 
alphas (A). Good practice is to add negative muons (I), positive pions (/), and neutral 
pions (Z) to the MODE card when energies in the problem reach the level of rest 
mass for these particles (2100-150 MeV). Add positive kaons (K) for energies 
2-500 MeV. Electron neutrinos (U) and muon neutrinos (V) often are added. 

The MO card is the default for all materials cards. NLIB, PLIB, ELIB, ALIB, and 
SLIB are for neutron, photoatomic, electron, alpha, and helion data. 

The MX cards will enable nuclide substitution. No substitutions are allowed for 
photoatomic (P) and electron (E) data because these data are elemental rather than 
isotopic. Carbon on the M111 card is specified as 6000 for all modern carbon cross- 
section libraries, but carbon is available only as 6012 for photonuclear, proton, and 
other light nuclei libraries, thus requiring the MX111 cards. Also, isotopes rather than 
elements should be specified for all model physics. MX111:P is for photonuclear data 
and specifies that no cross section is used for photonuclear hydrogen because hydro- 
gen has no photonuclear reactions. The library types for deuterons, tritons, helions, 
and alphas are O, R, S, and A. MX111:S and MX111:A are for helions and alphas and 
specify model physics rather than data libraries, which are used for hydrogen. For 
neutrons, photoatomic, photonuclear, and electrons, the data libraries are best in the 
energy range for which they are provided. For protons, the data libraries—if they are 
available—are sometimes better for secondary particle production but not transport, 
where models are sometimes better. For the remaining charged particles and ions, the 
models are generally better; data libraries, such as TENDL (https://tendl.web.psi.ch/ 
tendl 2019/tendl2019.html) must be used with caution. 


2.2.8 Additional Data Diagnostics and Recommendations 


As illustrated in the previous sections, MCNP data can be plotted. See Sect. 2.5 for 
details. 

The MCNP code has a "first collision" feature for studying the physics in isola- 
tion. It is activated by the 8th entry on the LCA card (MCNP manual section 
3.3.3.7.2): 


LCA 7J -2. 


Source particles do not transport and instead initiate an immediate collision. 
Products of the reaction are then transported out as if in a void. The option works for 
library and model physics. With this option, Fl or other tallies can be used to tally 
angle dependence, energy dependence, multiplicities, and secondary particle pro- 
duction of any particle type that collides with any nucleus. 

The MCNP code also has a GENXS option. With a beam of particles or nuclei 
impinging upon a thin target and the GENXS option, the MCNP code can easily 
calculate double-differential and angle/energy integrated spectra, multiplicities, 
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yields of emitted particles, fission cross sections, and fission yields. The GENXS 
option is like using the event-generator of the MCNP6 code as a stand-alone code— 
without any real transport through the matter. A small and simple second auxiliary 
input file is required and is described along with the GENXS option in the MCNP 
manual (section 3.3.3.9). 


The following recommendations avoid common user errors: 
Mn material card charged particle steps: 


— ESTEP (electrons) and hstep (all other charged particles) have a default of 3 
substeps, which may be too small; try something larger like 10 or 20 to see if 
results—particularly secondary energy distributions—change, although this 
will run slower; 

— EFAC on the PHYS card for each charged particle type controls the slowing- 
down energy step size and the default, EFAC = 0.917, may be too small; try 
something larger like 0.99 to see if results change, although this will 
run slower; 


Upper energy bounds: The PHYS:x for all particle types has Emax as the first 
entry, which must be set above maximum energy of the problem to prevent 
wrong answers. It is recommended to set it just above to avoid inefficient effects 
of loading unneeded data; 

MODE nhdtsal/zk --- adddts a as needed; | / z for E > 100 MeV; k for 
E > 500 MeV. 

Lower energy cutoff. On the CUT:x card, set the 2nd entry, Emin, to 0.001 to go 
below the high default E lower energy cutoff. The default cutoff is the A number 
of the projectile. Thus, alpha particles transported below 4 MeV will be absorbed 
unless Emin 18 lowered. 

Consider analog capture, 3rd and 4th entry = 0, on CUT:x, to avoid 0 weight 
window complications. 
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2.3.1 SDEF Fixed Sources 


The input in Example 2.12 is similar to Example 2.6 with additional materials speci- 
fications. It is illustrated in Fig. 2.14 through Fig. 2.16. 


Example 2.12 Fully Specified FILL Square and Hex Lattices. Square and Hex 


Lattices 

1 313 -10.44 -1 u=1 imp:n=1 $ U02 

2 201 -6.55 <p Ï u=1 imp:n=1 $ Zr clad 
3 609 -1.00 2 u=1 imp:n=1 $ H20 
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MODE N P 

m0 nlib-.70c 
m201 40090 
40094 
92235 
1001 2 
T609 LWTR.10t 

111 60001 10011 70141 
T111 POLY.10t BENZ.10t GRPH.10t 
sdef pos=10 6 0 

1000000 


lib=.03 
40091 -0.110180 
40096 -0.027496 
92238 -0.85391 


plib=.04c 
-0.505239 
-0.170672 
-0.02759 
8016 1 


m313 
609 


nps 
PRINT 


0 
$ 
$ 
$ 
$ 


0.0 

Square lattice box 
Hexagonal lattice box 
outside boxes 

outside world 


Right circular cylinder 

Right circular cylinder 

Right parallelepiped 14x12x14 
Right parallelepiped 2x12x2 
Right hex 12x1 

Sphere containing lattice boxes 


40092 -0.168413 
nlib=80c 


8016 -0.11850 
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The MCNP standard source definition, SDEF, may have no entries, fixed entries, 
distributions, and dependent distributions. 

The SDEF in Example 2.12 places the source point at position POS=10 6 0 
instead of the default POS=0 0 0 cm 


sdef pos=10 6 0 


Example 2.12 SDEF is the same as 


SDEF X-10 Y=6 2-0 ERG-14 TME=0 PAR=N CEL=15 EFF-.01 WGT-1.0 


Dimensions (POS, X, Y, Z, RAD, EXT) are in cm, energies (ERG) in MeV, and 
times (TME) in shakes, 107 s. 

Particle types are listed in Table 2-2 of the MCNP manual. In addition, heavy 
ions may be source particles, as in PAR = 6012, which requires heavy ions to be 
specified on the MODE card as MODE #. Antiparticles are specified as negative: 
PAR = —E is a positron source. Particle types may also be PAR = SF spontaneous 
fissions, PAR = —SF spontaneous fission neutrons, or PAR = SP spontaneous 
photons. 

The default cell is wherever the source is located. If the cell is specified, CEL=15, 
then any part of the source not in that cell is rejected. Consequently, CEL specifies 
a rejection criterion rather than a cell location. If more than 1% of the source loca- 
tions are rejected, then the calculation is stopped because the default source rejec- 
tion efficiency is EFF=0.01. In some calculations, it is desirable to set the source 
rejection efficiency lower, such as EFF=0.0001. 

The particle weight, WGT, is the physical number of particles modeled in the 
source. The default is 1 source particle so that all results may be easily normalized 
to the true source strength. All results are normalized to the source weight, WGT. 

Additional SDEF scalar variables are SUR, NRM, ARA, TR, and CCC (see table 
3-62 of the MCNP manual). 

Particles starting exactly on a surface must have that surface name specified with 
SUR. If the particles are directed inward or outward relative to the source normal, 
then NRM is specified as NRM- 1 in the direction of the positive source normal and 
NRM=-~ 1 in the direction of the negative source normal. 

If a source is mono-directional, then the surface area of the source, ARA, must 
be specified if there are point detector tallies, F5, or DXTRAN variance reduction. 

The location of source particles may also be translated and rotated, where TR=n 
refers to the TRn card translation and rotation. 

Source particles may also be rejected if they are outside a region defined by a 
cookie cutter cell (CCC), which is not necessarily a cell in the problem. 
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Additional SDEF keywords are vectors VEC and AXS, which are associated with 
distributions RAD and EXT. 

In the following example, only the region inside the hexagonal box is sampled 
after starting particles uniformly in volume in an overlaying sphere. Replace the 
SDEF in Example 2.12 with 


SDEF POS=10 6 0 RAD-D11 CCC-11 EFF=.0001 
SI11 0 20 
SPIL -212 


The combination of POS and RAD samples sources particle location in a sphere. 
Radius is now a distribution, RAD=D11. The source information card, SI11, distrib- 
utes the radius between 0 and 20 cm. The source probability, SP11, invokes a power 
law (distribution type —21), where the radius is raised to the second power in order 
to sample uniformly in volume of the sphere. The second power is needed because 
the differential volume of a sphere is 


dV = 4xr*dr 


Note that CCC rejects any point sampled in the sphere volume that is not in 
the cookie cutter cell, CCC=11, which is the hexagonal lattice box. The efficiency 
of sampling is 0.0696. Whereas some source particles do not find a source 
location within the box after 100 tries, MCNP stops with the error message 


expire parameter is the sampling efficiency in source cell 11 is too low 


The problem immediately terminates with a “bad trouble” error; therefore, the 
efficiency must be set lower. In this case, EFF=0.0001 works. 

To sample a cylindrical volume, the combination POS, RAD, EXT is used 
(replacing SDEF in Example 2.12): 


SDEF POS=0 60 RAD=D12 EXT-D13 AXS=0 1 0 
SI12 0 10 
SP12 -21 1 
SI13 H -6 6 
SP13 01 


The radius is sampled (SI12) between O and 10 cm as a power law raised to the 
Ist power (SP12 —21 1) because the differential volume of a cylinder with 
respect to r is 


dV =2xrh dr 
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The extent is sampled in the Y-direction (AXS=0 1 0) as a histogram (SI13 H —6 
6) from —6 < Y < 6 cm relative to the position (POS=0 6 0). The distribution is linear 
with probability (SP13 0 1) 0 for Y « —6, 1 between —6 « Y « 6. The H designator 
is one of the several possibilities: 


H—histogram bin upper boundaries (default) 

L—discrete values follow 

A—points where probability density distribution is defined 
S—distribution numbers follow 


The SP options are as follows: 


D—bin probabilities for an H or L distribution (default) 
C—cumulative bin probabilities for an H or L distribution 
V—probability is proportional to cell volume 

W— intensities for a mix of particle sources 


Particles may be started only in cell 1 of the square lattice (replacing SDEF in 
Example 2.12) by making CEL a distribution; however, the full path through the 
universe levels must be specified when the cell is in a universe. Particles are started 
in all 48 locations of cell 1: 


SDEF POS=0 6 0 RAD-D12 EXT-D13 AXS-0 1 0 CEL-D14 EFF-1e-5 


SI12 0 10 
SP12 -21 1 
SII3 H =6 6 


SP13D 01 
SI14 L (1«21«14) 
SP14 1 


Note that EFF had to be set because the efficiency is 0.0025, less than the 
default 0.01. 

Particles may also be started in all 66 locations of cell 1 of the hexagonal lattice 
by specifying which filling universes of cell 22 to use. Because the universe (u = 1) 
is specified, the probabilities of the individual cell 1s must be specified (SP14) and 
can therefore be different if desired: 


SDEF POS=0 6 0 RAD-D12 EXT-D13 AXS=0 1 0 CEL=D14 


SI12 0 5 
SP12 -21 1 
sI13 -6 6 
SP13 01 


SI14 L (1<22[u=1]<11) 
SP14 1 65R 
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In both this and the previous case, the radius may simply be the cell 1 radius 
(SI12 0.5) and no EFF is needed because the source efficiency is 100% in each cell 1. 

The most common specification of cells in a lattice specifies the path to each 
individual repetition of the cell. In the following, particles are started in all 66 loca- 
tions of cell 1 of the hexagonal lattice but with different probabilities depending 
upon whether the cell is cut off or not (Fig. 2.14): 


SDEF POS=0 6 0 RAD-D12 EXT-D13 AXS=0 10 CEL=D14 


SI12 0. ..5 

SP12 -21 1 

SI13 H -6 6 

SP13 01 

SI14 L (1«22[-5 3 .01<11) 
(1«22[-4 1:4 0]<11) (1<22[ -3 -1:4 0]<11) 
(1«22[-2 -3:4 0]<11) (1«22[-1:1 -4:4 0]<11) 
(1«22[ 2 -4:3 0]<11) (1«22[ 3 -4:1 0]«11) 
(1«22[ 4 -4:-1 0]<11) (1<22[ y. =4=3: 1011) 

SP14 .5 
29-4. T. ¿5 -5 1 3R .5 
Q2 dL A L OR S: 29. L OR 5 1 6R .5 
29. 1 SR. .5 -5 1 3R .5 
Dyl L o5 0% iso 


66,99 


The square brackets indicate the lattice index numbers. The “:” notation on the 
SI entries expands the 9 entries to the 66 lattice elements. The SP entries are .5 for 
elements that are cut off by the filling cell in the universe level above. 


2.3.3 SDEF Dependent Distributions: DS 


The SDEF definition and source distributions from Example 2.19 in Sect. 2.4.3 and 
shown in Example 2.13 illustrate dependent distributions. The MCNP code allows 
one level of dependency, but this example illustrates how to model three levels of 
dependency: energy is dependent upon time which is dependent upon location 
dependent upon the particle type. 


Example 2.13 Dependent Source Description Taken from Example 2.19 


SDEF  PAR-D42 
CEL-FPAR-D51  POS-FPAR-D53 RAD=FPAR=D54 EXT=FPAR=D55 
AXS-FPAR-D56  TME-FPAR-D57  ERG-FPAR-D58 
S142 L SF N P P E P $ PAR 
SP42 yO we aah sed ud. ul $ PAR 
DS51 S 46 47 48 48 48 48 $ CEL 
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DS53 
DS54 
DS55 
DS56 
DS57 
DS58 
SC46 
S146 
SP46 
SC47 
SI47 


SP47 


par 
B 


an 5 FW (2 


193 
P93 
194 
P94 
195 
P95 
196 
P96 


c 
S 
S 
S 
S 
S 
S 
c 
SP92 
S 
S 
S 
S 
S 
S 
S 
S 


nun dn dn dn 
D 
>< 
un 


Radii 
Radii 
Extent 
Extent 
Axis 
Axis 


L 060 060 1030 1030 1070 1070 
S 43 43 0 0 0 0 
S 44 44 0 0 0 0 
S 45 45 0 0 0 0 
L 0 1e8 2e8 3e8 4e8 5e8 
S 0. 92 93 94 95 96 
Spontaneous fission cells in XYZ lattice 
L (1<21[-2:3 0 3]«14) (1«21[-3:3 0:0 —3:2]«14)j 
1 5R 1 41R 
Neutron source cells in HEX lattice 
L. (1«22[-5 3 0]«11) 
(1<22[-4 1:4 O]<11) (1<22[ =3 -1:4 0]<11) 
(1«22[-2 —-3:4  O]«11) (1<22[-1:1 -4:4 0/<11) 
(1«22[ 2 -4:3 0]<11) (1<22[ 3 -4:1 0]<11) 
(1«22[ 4 -4:-1 OT«11) (1<22[ 5 -4:-3 0]«11) 
<5 
5 d 15 5 1 3E .5 
5 2 SR .5 .5 1 6R .5 .5 1l GB: .5 .5 1 GR .5 
.5. 1 5R .5 245. X 3R .5 
511.5 5 «5 
Point photon source cell in water between lattices 
L 15 
1 
particle-dependent radius, extent, axis 
0. 5 $ 
-21 1 $ 
-6 6 $ 
-21 0 $ 
L 010 $ 
1 $ 
nergies dependent upon time, position, and particle type 
-3 1.175 1.0401 $ 252Cf Frohner Watt parameters 
50 59 $ Photon, XYZ water, TME 2e8, energies 
0 1 
60 69 $ Photon, XYZ water, TME 3e8, energies 
0 1 
L 70 $ Photon, XYZ water, TME 4e8, energies 
1 
L 80 $ Photon, XYZ water, TME 5e8, energies 
1 


The SDEF definition has particle type (PAR) as an independent distribution and 
then dependent distributions for cell (CEL), position (POS), radius (RAD), extent 
(EXT), axis (AXS), time (TME), and energy (ERG). 
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The particle types are spontaneous fission (SF), neutrons (N), and then photons 
(P). The photons are repeated four times (SIA2) to enable more levels of dependen- 
cies: there is an energy distribution for each time, times are sampled from two loca- 
tions, and locations are sampled from three particle types. 

The DS cards point to the values or distributions for each of the six particle types. 

DS51 provides the distributions of cells for each particle type. Spontaneous fis- 
sion occurs in the XYZ lattice cells, distribution 46. Note that each spontaneous 
fission will produce between zero and ten spontaneous fission neutrons. The neutron 
source is in the HEX lattice cells, distribution 47. The photon source is in cell 15, 
distribution 48. Note that each of these distributions has a title description on the 
source comment (SC) card. 

DS53 provides the source position for each particle type. Note that the position in 
the XYZ lattice and the HEX lattice is the same, namely the [0 O 0] lattice element is 
a POS=0 6 0 in the coordinate system of the filling square lattice boxes, which are 
20 cm apart. The photons start between the lattice boxes at POS=10 3 0 or POSZ10 7 0. 

DS54, DS55, and DS56 point to the distributions for radius, extent, and axis for 
the fuel pin cylinders. Whereas the photon source is at points, there is no radius, 
extent, or axis description, so the photon distributions are set to distribution zero or 
no distribution. 

DS57 sets the time of spontaneous fission (0 s), neutron source (1 s), and four 
photon times, 2, 3 4 and 5 s at POS=10 3 0 and 4 and 5 s at POS=10 7 0. 

DS58 specifies the energy distributions. None is specified for spontaneous fis- 
sion because the appropriate Watt spectrum for each spontaneous fission is auto- 
matically sampled by the MCNP code. Neutrons are started in the HEX lattice with 
a Cf Frohner Watt spectrum [5], SP92. Note that no SI92 is used for special Watt 
distribution (—3) on SP92. The photon energies are 


50 « E « 59 MeV for TME-2 s and POS=10 3 0; 
60 « E « 69 MeV for TME-3 s and POS=10 3 0; 
E = 70 MeV for TME=4 s and POS=10 7 0; and 
E = 80 MeV for TME=5 s and POS=10 7 0 


Less common options for the dependent distribution DS card are H for depen- 
dent continuous histogram and T and Q for dependent values of independent values. 
For example, 


ERG - D1 DIR - FERG - 
sil .001 .01 .1 .4 1.3 2.6 5 14 
DS3 Q .3 4 1.8 5 14 6 

The DS3 card with the O option specifies 


From0-0.3 MeV — | Get DIR from distribution SI4 - 


From 0.3-1.8 MeV | Get DIR from distribution SIS | 


From 1.8-14 MeV. | Get DIR from distribution SI6 | 
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2.3.4 Criticality Sources 


MCNP criticality calculations are used in safeguards to ensure criticality safety. 
Nuclear criticality is the determination of kz, which is the number of neutrons in a 
system produced by an initial number of neutrons. If k, «1, the system is subcriti- 
cal, and more neutrons leak out or are captured than those produced by fission. If kp 
= 1, then the system is critical, and the number of neutrons produced by fission 
precisely balances the number lost to leakage and other physical processes [6]. See 
Example 2.14. 


Example 2.14 Four 20 wt% Enriched Uranium Cans (Radius 8 cm, Height 
40 cm) in Air (Radius 25 cm, Height 42 cm) Inside an Aluminum Casing 
(Radius 40 cm, Height 44 cm) with Criticality (KCODE) Source 


Four uranium cans in air and aluminum 


11 101 -18.0 -51 imp:n=1 $ uranium can 

12 like 11 but trcl-(20 0 0) imp:n=1 $ uranium can 

13 like 11 but trcl-( 0 20 0) imp:n=1 $ uranium can 

14 like 11 but trcl-(20 20 0) imp:n=1 $ uranium can 

21 102 -1.0 -52 #11 #12 +13 414 imp:n=1 $ air tank 

22 103 -2.7 -53 52 imp:n=1 $ Al liner 

23 0 53 imp:n=0 $ outside 

51 RCC 0 0-20 00 40 8 $ fuel cylinder 
52 RCC 10 10 -21 0 042 25 $ air cylinder 
53 RCC 10 10 -22 0044 40 $ aluminum liner 


m101 92238 -.8 92235 -.2 nlib=.80c 
m102 7014.80c .8 8016.80c .2 

m103 13027.80c 1 

print 

kcode 1e4 1.0 30 130 

sdef axs=0 0 1 rad-d31 ext-d32 pos=d33 


si31 0 8 

sp3l =21 1 

si32 -20 20 

sp32 D 

si33 L000 20000200 20200 
sp33 1 3r 


FC1 Neutrons crossing surfaces 

Kl:m (51:1 51.2 51.3) (52.1 52.2 52.3). (53.1 53.2 53.3) 
G1 Op de 

FO1 ae 

FC4  Fissions and neutron production in uranium cells 
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F4:n 11 12 13 14 T 

FMA (-1 101 -6) (-1 101 -6 -7) 
FO4 FM 

SD4 1 4r 


Figures 2.23 and 2.24 show the axial and cut-away views of the criticality prob- 
lem of Example 2.14. 

Example 2.14 is a contrived model of four uranium cans in air surrounded by 
aluminum. The source is specified by a KCODE card 


KCODE 1000 1.0 30 130 


The KCODE default values are shown above. 


27 PLOT WINDOW = ü = 


Fig. 2.23 X — Y view of Example 2.14, four uranium cans in air 
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The first KCODE entry is the number of histories to run in a generation, or 
“batch” or “cycle.” This number should be as large as possible in order to sample all 
geometry, particularly fissionable regions. Because each generation of fission neu- 
trons is based on the previous generation, the statistical sampling of kepis correlated 
and thus violates the central limit theorem of statistics. Consequently, the estimated 
standard deviation of k.p is underpredicted, which can yield incorrect results. 
Further, nuclear systems must be “delayed critical” which means that the part of kep 
from delayed neutrons—less than 196 of the fission neutrons produced—requires 
that the relative error allowed for k,; is << 0.01. Further, variance reduction cannot 
be used to better converge results because ky is based on the balance of the whole 
system and variance reduction works by focusing on important parts of phase space 
at the expense of others. 


X PLOT WINDOW - [m] x 


Fig. 2.24 X -Z view of Example 2.14, four uranium cans in air 
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The second KCODE entry is the guess of k, for the first cycle only. It does not 
need to be predicted closely and can be a factor of two off. If it is too low, then 
MCNP will issue the message 


new source has overrun old source. will start over with larger k. 


If the guess is too high, then MCNP will waste a lot of storage space. So the 
default of 1.0 is fine. 

The third KCODE entry is the number of settle cycles to run, that is, the number 
of cycles to be skipped before beginning tally accumulation. Whereas the initial fis- 
sion distribution must be specified by KSRC, SDEF, or SRCTP, a number of cycles 
are needed to better distribute the fission source before beginning the calculation of 
keş and any tallies. The default of 30 should be the minimum. If kep or tallies of inter- 
est do not converge, then more may be needed. 

The fourth KCODE entry is the total number of cycles to run altogether. The total 
number of histories in the problem is approximately the product of the batch size 
and the total number of cycles. With these default values, the first 30,000 histories 
are discarded—after hopefully converging the fission distribution—and then k.p and 
the tallies are calculated from the next 100,000 histories, for a total of about 130,000 
histories. Note that the batch size varies slightly from cycle to cycle to correctly 
adjust for particle weighting; consequently, the final number of histories will not be 
exactly the product of the requested batch size and requested number of cycles. 

The initial fission distribution for the first cycle only is determined by KSRC or 
SDEF cards or a SRCTP file. Example 2.14 uses 


sdef axs=0 0 1 rad=d31 ext=d32 pos=d33 


si31 0 8 

Sp31 -21 1 

si32 -20 20 

Sp32 01 

si33 L000 20000200 20200 
Sp33 1 3r 


In this case, the initial fission distribution is uniform in volume in each of the 
four cans of uranium. Alternatively, the initial fission distribution could be specified 
by points by replacing the above with one fission event in the center of each 
uranium can 


KSRC 0002000 0200 20200 
which is the same as 
sdef pos=d33 


si33 L000 2000 0200 20200 
sp33 J 3h 
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Alternatively, and best, is to use the SRCTP file from one run as the initial source 
for the next if all the fission cells have the same geometry. The SRCTP has the 
source locations and energies from a previous calculation which is better than an 
approximate guess. In this case, the name of the source file is specified on the 
MCNP execution line and neither KSRC nor SDEF is present. 

Example 2.14 also has two tallies specified after the source description. These 
are described in more detail in Sect. 2.4, Output and Tallies, and are the number of 
neutrons crossing surfaces 51, 52, and 53 and the number of fissions and number of 
fission neutrons in cells 11, 12, 13, and 14. 

Because kep must be known very precisely, with an error << 1%, and because the 
relative errors of tallies and standard deviations of k,; are underestimated by violat- 
ing the central limit theorem of statistics, the MCNP code calculates thousands of 
values of k,y in each run. The MCNP code calculates Xy in seven different ways 
using three uncorrelated estimators (collision, absorption, track length) and four 
additional combinations (collision/absorption, absorption/track length, track length/ 
collision, collision/absorption/track length). These estimators and combinations are 
for every cycle individually, as simple averages and as covariance-weighted aver- 
ages. Fortunately, the “the final estimated combined collision/absorption/track- 
length k.p’ is printed in a box in the output file. How well this final kepis converged 
is indicated by how well the kp values agree and deviate from the final. 

We highly recommend tallies for KCODE calculations to provide confidence in 
the overall calculation of key. Tally 4 in Example 2.14 uses the FM card (see Sect. 
2.4.3.6) to multiply the flux in each fissionable can by po; and pvo; to get the num- 
ber of fissions and number of fission neutrons produced. The tally 4 output is 


cell number of fissions number of fission neutrons 
11 7.77321E-02 0.0018 1.99838E-01 0.0018 
12 7.68256E-02 0.0018 1.97500E-01 0.0018 
13 7.74996E-02 0.0018 1.99243E-01 0.0018 
14 7.79120E-02 0.0018 2.00343E-01 0.0018 
total 3.09969E-01 0.0007 7.96924E-01 0.0007 


The total number of fission neutrons agrees well with “the final estimated com- 
bined collision/absorption/track-length k.p = 0.79691 with an estimated standard 
deviation of 0.00056"; however, the tallies between the different fissionable cells 
should be the same due to symmetry. Instead, they are 1.44% apart with 0.0018 rela- 
tive errors, which implies that the fission distribution is not converged. We would 
recommend running ten times as many histories per cycle, KCODE 1e5, to seek 
better convergence of the fission distribution. But since kp << 1.0, further accuracy 
may not be needed because the system is subcritical below any reasonable margin 
of error. 

Section 2.5 describes how to plot tally output. Figure 2.34 in that section is an 
MCNP tally plot showing the convergence of this Example 2.14 criticality calcula- 
tion. The combined C-A-T—collision, absorption, and track length—tallies are 
plotted together as a function of cycle number and the plot commands are provided. 
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2.3.5 Surface Source Write and Read (SSW, SSR) 


The surface source enables particles that cross various surfaces in a problem to be 
recorded (SSW—surface source write run) and then rerun in a subsequent problem 
(SSR— surface source read run), omitting all surfaces leading up to it. Thus, the 
subsequent SSR run can be used for multiple parameter studies without having to 
repeat the tracking through the initial part of the problem. 

A frequent use in safeguards is to model a bremsstrahlung source with full and 
time-consuming electron transport in the first SSW run, writing the resulting pho- 
tons to a surface source file. In the subsequent SSR run, only the photons from the 
surface source file are followed without the expensive initial electron run. See 
Example 2.15. 


Example 2.15 SSW Input File to Write a Surface Source. The Geometry is the 
Same as That for the Criticality Example 2.14: Four 20 wt% Enriched Uranium 
Cans (Radius 8 cm, Height 40 cm) in Air (Radius 25 cm, Height 42 cm) Inside 
an Aluminum Casing (Radius 40 cm, Height 44 cm) with a Fixed SDEF Source 


Four uranium cans in air and aluminum 


11 101 -18.0 -51 imp:n=1 $ uranium can 

12 like 11 but trcl-(20 0 0) imp:n-1 $ uranium can 

13 like 11 but trcl-( 0 20 0) imp:n=1 $ uranium can 

14 like 11 but trcl-(20 20 0) imp:n-1 $ uranium can 

21 102 -1.0 -52 #11 #12 +13 414 imp:n=1 $ air tank 

22 103 -2.7 4-53 52 imp:n=1 $ Al liner 

23 0 53 imp:n=0 $ outside 

51 RCC 0 0-20 00 40 8 $ fuel cylinder 
52 RCC 10 10 -21 0042 25 $ air cylinder 
53 RCC 10 10 -22 0044 40 $ aluminum liner 


m101 292238 -.8 92235 -.2 nlib=.80c 
m102 7014.80c .8 8016.80c .2 

m103 13027.80c 1 

print 

nps 100000 

sdef axs=0 0 1 rad=d31 ext=d32 pos=d33 


erg-d34 
si31 0 8 
Sp31 -21 1 
si32 -20 20 
Sp32 01 


si33 L000 2000 0200 20200 
sp33 1 3r 
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Sp34 -3 .965 2.29 

FC1:n Neutrons crossing surfaces 

Elen (51,1 5122 51.3) (52.1 52.2 52.3) (53.1.53,.2 534.3) 
cl 0.1 T 

rol FG 

FCA  Fissions and neutron production in uranium cells 
F4:n 11 12 13 14 T 

FM4 (-1 101 -6) (-1 101 -6 -7) 


FO4 FM 
SD4 1 4r 
SSW 5241 52.2 5243 


Example 2.15 is the same geometry as the criticality Example 2.14 illustrated in 
Figs. 2.23 and 2.24. The geometry of Example 1.3-3 is used here to avoid introduc- 
ing an entirely new geometry. But the criticality source (KCODE) is replaced with 
surface source write (SSW) and surface source read (SSR) making Example 2.15 an 
entirely different problem for illustrative purposes. The criticality source 


kcode 1e4 1.0 30 130 
Sdef axs=0 0 1 rad-d31 ext=d32 pos=d33 


is replaced with 


nps 100000 

Sdef axs=0 0 1 rad-d31 ext=d32 pos=d33 
erg-d34 

Sp34 -3 .965 2.29 


where the energy distribution, SP34, is a Watt spectrum (special function —3) with 
the Watt parameters of the initial default KCODE cycle fission distribution 
(a = 0.965 MeV, b = 2.29 MeV”!). 

In addition, the surface source write card is added 


SSW 524.1 52.2 5243 

which writes all particles crossing surface 52 between the air and the aluminum 
liner to a surface source write file, WSSA. Note that the surface must be specified as 
facets and that surfaces created with LIKE BUT, such as 12051.1, may not be used. 
Note that the name option will write a file with .w appended 


MCNP6 I-inputfile name-outSSW. 


will rename the WSSA file as out SSW. w 
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The resulting tally for surfaces 51, 52, and 53 is 


ltally 1 nps = 100000 Neutrons crossing surfaces 
surface a is (51,1 51.2 51,3) 
surface b is (52.1 52.2 52,3) 
surface c is (53.1 53.2 53.3) 


angle : 0.0000E+00 1.0000E+00 total 
surface 
a 9.72549E-01 0.0079 1.99828E+00 0.0071 2.97083E+00 0.0073 
b 1.29713E+00 0.0071 3.72160E+00 0.0062 5.01873E+00 0.0064 
c 0.00000E+00 0.0000 2.41904E+00 0.0060 2.41904E+00 0.0060 


The SSR run input file that utilizes the resulting surface source file written by the 
SSW run is shown in Example 2.16. 


Example 2.16 SSR Run Input File Reading the Surface Source File Produced 
by Example 2.15 


Air tank and aluminum casing 


21 102 -1.0 -52 imp:n=0 $ air tank 

22 109. -2.7 ^53 52 imp:n=1 $ Al liner 

23 0 53 imp:n=0 $ outside 

52 RCC 10 10 -21 0042 25 $ air cylinder 
53 RCC 10 10 -22 0044 40 $ aluminum liner 


m102 7014.80c .8 8016.80c .2 

m103 13027.80c 1 

print 

nps 200000 

SSR OLD = 52.1 52.2 52.3 

FCl:n Neutrons crossing surfaces 

Flin (52.1 52.2 52.3) (53.1 53,2 53.3) 
C1 01 T 

FO1 FC 


Example 2.16 is the input file that utilizes the surface source produced by 
Example 2.14. It is run with an execution line that names the surface source file to 
be used. 


MCNP6 I=exSSR name-outSSR.  RSSA-outSSW.w 


Note that the interior of the air tank is deleted, along with its surfaces and materi- 
als. The importance of the air (cell 21) is set to zero so that any neutron 
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backscattering out of the aluminum liner is killed. This important albedo consider- 
ation is because all particles scattering from the liner back into the air were accounted 
for already in the surface source and must not be counted twice. The surface source 
read card 


SSR OLD = 52.1 52.2 52.3 
specifies the surfaces to be read. They may also have new names in the subsequent 
SSR run as long as they have the same geometric location. 

The full SSR card is 


SSR old-8, S, new=S3 S, cel=C; C, col=n WGT-w TR=m PSC-x 
where old and new surface names are given; for example, 


SSR OLD = 52.1 52.2 NEW = 62.1 62.2 TR-123 


reads the tracks crossing surfaces 52.1 and 52.2, which are started on identical 
surfaces 62.1 and 62.2 located elsewhere according to surface transformation TR123 
(not shown). Surface 52.3 is not read. 

For both the SSW and SSR, cel=C, C, is used to record all fission sites in a 
KCODE calculation. Additional options are available on the SSR card (MCNP 
manual section 3.3.4.8). The entry col=n filters n = —1/0/1 uncollided, all, collided 
particles. WGTcan renormalizes particle weights. TR maps the surface elsewhere, 
or it can be a distribution to repeat it many places in the subsequent run. PSC is used 
only for point detector (F5) tallies and DXTRAN variance reduction. 

The surface source that is written in the initial run is described in the output file 
of the run that reads it. For Example 2.16, the SSR output file describes the surface 
source it is reading 


lsummary information from this use of surface-source file outSSW.w 
print table 170 


number of original histories 100000 

number of records read 677171 

number of recorded histories 99271 

number of histories read 99271 

Source multiplication factor 2.00000 

total source weight 3.72160E+05 
total rejected weight 0.00000E+00 
fraction weight rejected 0.00000E+00 
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In Example 2.15, 100,000 histories were run, causing many fissions to produce 
677,171 tracks crossing surface 52. The number of recorded histories is 99,271, 
indicating that 729 histories and the resulting fission progeny did not cross surface 
52. The source multiplication factor of 2.0 is because NPS is 100,000 in the SSW 
Example 2.15 and 200,000 in the SSR Example 2.16. If NPS is different in the SSW 
writing and SSR reading runs, the tracks crossing the surface will be split or rou- 
letted accordingly. 

Particles or tracks written to the surface source file may be rejected if they are for 
a particle not listed on the subsequent run MODE specification, if they are filtered 
by colzn, if they are not on one of the listed OLD surfaces, or if they are outside the 
time or energy cutoffs of the subsequent problem. 

The output of Example 2.16 summarizes the surface source read as 


total number of particles accepted 677171 
total weight accepted 3.72160E+05 
fraction of total weight accepted 0.10000E+01 


That is, 677171 tracks crossed surface 52, with a total weight of 3.72160E5. The 
summary table of Example 2.16 output states 


source 1354342 3.7216E+00 8.1280E-01 


There are 1354342 source tracks because 200000 source histories were requested 
(SSR run) from the initial 100000 SSW run: 2 x 677171 = 1354342. The average 
source weight is 3.7216E+00, and the average source energy is 8.1280E-01 MeV 
based on a source weight of 1.0 and 100000 histories in the initial SSW run. All 
other summary information and tallies in the output file are also based on the initial 
source weight of 1.0 and 100000 histories. The results of the current tally in the 
SSR run are 


ltally 1 nps = 99271 Neutrons crossing 
surfaces 
number of histories used for normalizing tallies = 100000.00 


surface a is (52.1 52,2 52,3) 
surface b is (53.1 53.2 53.3) 


angle : 0.0000E+00 1.0000E+00 total surface 
a 1.29752E+00 0.0066 0.00000E+00 0.0000 1.29752E+00 0.0066 
b 0.00000E+00 0.0000 2.41864E+00 0.0062 2.41864E+00 0.0062 


The SSR run results are statistically the same as SSW run results. For every 1 
starting neutron, 1.297 neutrons cross surface 52 from the aluminum into the air, 
where they are killed. Then 3.7126 neutrons enter from the air on surface 52 in the 
SSW run and from the surface source in the SSR run. Then 2.419 cross surface 53 
to escape the geometry. 
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In this example, the SSR run (Example 2.16) had the same result as the SSW run 
model of the entire geometry (Example 2.15), but the Figure of Merit (FOM) was 
4.5 times higher—that is, the same result was achieved 4.5 times faster. The FOM 
is described in detail in Sect. 4.1 on Variance Reduction and is the sole measure of 
relative problem efficiency. 

Following is an example of the SSW/SSR CEL option and how a KCODE criti- 
cality calculation can be on a simple cell that is then translated to multiple locations. 
A single uranium can has its KCODE criticality source neutrons written to a surface 
source file with the SSW CEL option in Example 2.17. Then this file is read in the 
four-can geometry with the SSR CEL option and translated to all four can locations 
in Example 2.18. The result ignores the small backscattered induced fission, but is 
a good approximation of running the KCODE calculation on the four-can geometry 
in Example 2.14. 


Example 2.17 New Geometry Consisting of a Single Uranium Can from 
Example 2.14. The SSW CEL Option Records All Fission Neutrons from All 
Active Cycles of the Criticality Calculation in the One Uranium Can, Cell 24. 
Because the Can Is Surrounded by a Zero-Importance Cell, No Neutrons from 
Other Cans Enter. The Resulting Neutrons from Fission Sources Are Written 
to the SSW Surface Source Write File 


Single uranium can in air and aluminum 


24 101 -18.0 -50 imp:n-1 $ uranium can 
23 0 50 imp:n=0 $ outside 
50RCC 0 0-20 00 40 8 $ fuel cylinder 


m101 92238 -.8 92235 -.2 nlib=.80c 
print 

kcode 1e4 1.0 30 130 

sdef axs=0 0 1 rad-d31 ext=d32 


si31 0 8 

Sp31 -21 1 
si32 -20 20 
Sp32 01 


SSW CEL 24 


Example 2.18 Four-Can geometry of Example 2.14 with the Fission Source 
from One-Can Geometry Example 2.17, Read with SSR CEL and Translated 
to All Four Can Positions. The Approximation Introduced by the NONU Card 
Is Discussed Below 
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Four uranium cans in air and aluminum 


11 101 —18.0 -51 imp:n-1 $ uranium can 

12 like 11 but trcl-(20 0 0) imp:n=1 $ uranium can 

13 like 11 but trcl-( 0 20 0) imp:n-1 $ uranium can 

14 like 11 but trcl-(20 20 0) imp:n=1 $ uranium can 

21 102 -1.0 -52 #11 #12 #13 414 imp:n=1 $ air tank 

22 103 -2.7 -53 52 imp:n=1 $ Al liner 

23 0 53 imp:n=0 $ outside 

51 RCC 0 0-20 00 40 8 $ fuel cylinder 
52 RCC 1010-21 0042 25 $ air cylinder 
53 RCC 10 10 -22 0044 40 $ aluminum liner 


m101 92238 -.8 92235 -.2 nlib=.80c 
m102 7014.80c .8 8016.80c .2 

m103 13027.80c 1 

print 

nps 100000 

NONU 

SSR CEL 24 TR=D40 

SI40 LO 42 43 44 

SP40 1 3R 

TR42 20 00 

TR43 0 20 0 

TR44 20 20 0 

FCl:n Neutrons crossing surfaces 
Els (5i.t 51.2 51.3) (52.1 52.2 52.3) (53.1 53.2 534.3) 
cl 0.1 T 

FO1 FC 

FC4  Fissions and neutron production in uranium cells 
Fáin 11 12 13 14 T 

FM4 (-1 101 -6) (-1 101 -6 -7) 

FO4 FM 

SD4 1 4r 


The surface tally output of Example 2.18 follows: 


ltally 1 nps = 1296681 Neutrons crossing surfaces 
number of histories used for normalizing tallies = 1000000.00 
surface a is (51.1 51.2 51.3) 
surface b is (52.1 52.2 52.3) 
( 


surface c is (53.1 53.2 53.3) 
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angle : 0.0000E+00 1.0000E+00 total 
surface 

a 2.22166E-01 0.0022 4.40912E-01 0.0013 6.63078E-01 0.0015 
b 2.88259E-01 0.0019 8.16748E-01 0.0008 1.10501E+00 0.0011 
c 0.00000E+00 0.0000 5.27283E-01 0.0006 5.27283E-01 0.0006 


The surface tally output of Example 2.14 follows: 


ltally T nps = 99770 Neutrons crossing surfaces 
number of histories used for normalizing tallies = 1000591.00 
surface a is (51.1 51.2 51.3) 
surface b is (52.1 52.2 52.3) 
Surface c is (53.1 53.2 53.3) 


angle : 0.0000E+00 1.0000E+00 total 
surface 
a 2.10443E-01 0.0076 4.21114E-01 0.0052 6.31556E-01 0.0057 
b 2.95602E-01 0.0068 8.18688E-01 0.0039 1.11429E+00 0.0045 
c 0.00000E+00 0.0000 5.21861E-01 0.0036 5.21861E-01 0.0036 


Example 2.14 used a KCODE fission source. Example 2.18 used the SSR surface 
source instead with the CEL option and ran eight times faster and demonstrated its 
efficacy by achieving nearly the same result. 

The results are comparable. The differences are because 


* induced neutrons in each can from neutrons scattering in from other cans or 
reflected are ignored. Consequently the surface 51 tally, surface “a,” is 5% lower; 

* neither KCODE criticality calculation was fully converged, and the relative 
errors of the SSR calculation, Example 2.18, assume the surface source file from 
Example 2.17 was perfectly converged; 

* thesingle can KCODE calculation Example 2.17 included neutrons from cycles 
that were not fully settled; and 

° the four-can KCODE calculation Example 2.14 had different numbers of fissions 
in each can even though, by symmetry, they should have been the same. 


Other points of interest are as follows: 


* The NONU option was required in Example 2.18 because all fission neutrons in 
the single can were already accounted for in the surface source. However, this 
approach is approximate because induced fissions from in-scattering from other 
cans or back scatter from the aluminum liner are neglected. To avoid this incor- 
rect albedo neglecting induced fissions, the SSR should use the sources on the 
surface rather than the CEL option on the SSR card and then allow fissions in the 
cells by omitting the NONU card. 

* The SSR cell name is CEL = 24 even though there is no cell 24 in the SSR run of 
Example 2.18 because of SSW CEL 24 in Example 2.17. 
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° The source can be moved and duplicated anywhere with TR on the SSR card. 

* Repeating the single-can source from Example 2.17 in the four can locations of 
Example 2.18 ensures that the fissions are the same in each can, which they 
should be from symmetry. 

* Use of the CEL option on SSW/SSR is usually approximate. But in cases where 
there are many fissionable sources that are only loosely coupled to each other the 
SSW/SSR with the CEL option can be a very effective approximation. In safe- 
guards science applications include barrels of nuclear waste, arrays of tanks of 
enriched or depleted uranium, and in some cases, reactor fuel pins. 


The advantages of using SSW and SSR in safeguards runs are as follows: 


* Calculations may be faster and more efficient when separated into several parts. 

* Calculations that require analog sampling, such as multiplicity counters and 
pulse-height detectors, cannot use variance reduction but can be separated into 
parts that can take advantage of variance reduction. 

* Parameter studies, particularly small perturbations with the MCNP perturbation 
(PERT) capability, can be applied to the subsequent SSR problem without hav- 
ing to run the entire SSW run initial problem. 

* Calculations with a similar source, such as a bremsstrahlung electron accelerator, 
may be separated from subsequent SSR runs, modeling a variety of different 
targets. 


Some disadvantages of using SSW and SSR in safeguard runs are 


* the surface source write/read files may be very large; 

* care must be taken for albedo effects—re-entering particles should not be dupli- 
cated or ignored; 

* relative errors are not propagated; SSR assumes the SSW file has zero relative 
error and, thus, the SSR relative errors are underestimated; 

* there may be streaming effects—the only directions sampled in the SSR run are 
those written in the SSW run, which may miss directions of interest; and 

* point detectors and DXTRAN variance reduction require a user-input approxi- 
mate surface direction (PSC option on the SSR card); this approximation is 
needed; particle tracks read from an SSR file have no recollection of the source 
or collision preceding the surface crossing. 


2.3.6 Checking sources 


The MCNP output file, OUTP, is the first way to check the source. All too often, 
what the user thinks was requested in the input file is not what the code thinks it was 
told! Print Tables 10, 110, 128, and 170 specifically describe the source. The prob- 
lem summary and weight balance tables also provide important source information. 
The descriptions in Sect. 2.4.1 should be reviewed every time the source is modified. 
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Where possible, a tally should be constructed that confirms the source. The SCD 
and SCX special tally treatments are often useful. Tallies are described in Sect. 2.4. 

Finally, it is possible to plot source distributions with the TMESH mesh tally and 
special options of the FMESH mesh tally, which are described in Sect. 2.6. 


2.4 Output and Tallies 


2.4.1 Output Files 


MCNP output files, OUTP, are generated by every MCNP run. The basics of MCNP 
generated files are given in Sect. 2.1.1. 

The output file is organized into Print Tables. If the PRINT card is in the input 
file or the option "PRINT" appears on the MCNP execution line, then the maximum 
print of the OUTP is made. Otherwise, only the minimum set tables are provided 
(default). The PRINT card has the form 


PRINT 110 
The above input card will print the minimum set of tables plus table 110. 
PRINT 4.85 -86 -128 -70 -98 


The above input card (MCNP code manual section 3.3.7.2.1) will print the pos- 
sible tables except print tables 85, 86, 128, and 70. Tables 85 and 86 are the electron 
and charged particle range tables, which are very lengthy and unchanged from cal- 
culation to calculation unless materials are changed. Print Table 128 is the "lattice 
universe map,” which not only requires a lot of storage but slows the calculation by 
recording every source, entering, and collision in every cell and every repeated 
structures and lattice sub-cell. See the example in Sect. 2.1.7, "Filled Cells: 
Universes.” Print Table 70 gives the surface coefficients of quadratic and macro- 
body surfaces and is of interest in only some circumstances. Print Table 98, giving 
basic constants, takes up little space but is the same for every run. 

All of the OUTP output file should be reviewed the first time a problem is run, 
and then the parts that change should be reviewed every time the input file is changed 
or the files that the MCNP code is reading—such as the RSSA file from the surface 
source—are changed. Some of the more important Print Tables are described as 
follows. 

Source Check: Optional Print Table 10 lists all SDEF parameters, showing the 
defaults when they have not been set in the input file. It also describes each source 
distribution and its probability, along with the KCODE criticality source parameters 
and what is read from the surface source read file, RSSA. See the example in Sect. 
2.3.5, "Surface Source Read and Write (SSR, SSW).” 


74 2 Basic Concepts 


Variance-Reduction Summaries: Print Table 20 describes the MCNP interpreta- 
tion of the input file weight windows when present. Print Table 62 describes forced 
collision and exponential transform variance-reduction input. The Problem 
Summary, particle activity by cell (Print Table 126), and particle weight balance by 
cell (Print Table 130) also contain variance-reduction activity summaries. Print 
Tables 180 and 190 summarize the weight window generator for variance reduction. 
Print Table 190 summarizes weight window generation from multigroup fluxes 
from alternative codes, if used. Generated cell-based weight windows, if any, are 
provided at the very end of the output file. 

Geometry/Mass Check: Print Tables 40, 50, and 60 describe the cell volumes, 
masses, nuclide fractions, and importances. Masses should be checked against the 
physical masses being modeled. Track length tallies (F4, F6, F7) are normalized by 
volumes and masses, and these normalizations should be verified. In repeated struc- 
tures or lattices, only the master cell volume and mass are calculated and a multiple 
of them must be used for the tally normalizations. 

Materials Check: Print Table 100 is essential reading. About 10% of all user 
errors are due to not having the desired materials. Print Table 100 lists what the 
MCNP code is using, which can change from platform to platform and from time to 
time depending on which computing platform is hosting the MCNP calculation. 
Also, the intuitive specification of nuclides—such as 6012 for carbon neutron cross 
sections—causes the MCNP code to use decades-old data rather than the correct 
6000 elemental specification for modern "C. A listing of available data is in 
LA-UR-20709 [4] for the MCNP6.2 release, but the MCNP code uses whatever is 
in the user's XSDIR data directory, and Print Table 100 should always be checked 
to know which data are actually used. 

Source Check: Optional Print Table 110 lists the basic parameters of the first 50 
histories: position (x,y,z), cell, surface, direction (u,v,w direction cosines), energy, 
weight, and time. If the source consists of multiple particle types, then the particle 
type is provided. If repeated structures and universes are used, then the source posi- 
tion, cell, and direction are provided at each level of the universe, along with lattice 
index, if appropriate. The energy, weight, and time columns are not shown in the 
following, which is from Example 2.13: 


print table 110 


nps par x y z cell lattice[i j k] surface u v Ww 


1 p 1.000E+01 3.000E+00 0.000E+00 15 0 2.033E-01 7.180E-01 6.657E-01 
2 sf -2.104E+00 2.156E+00 -1.874E+00 14 7.962E-01 -4.029E-01 -4.513E-01 
sf -1.039E-01 2.156E+00 1.258E-01 21[-1 0 -1] 7.962E-01 -4.029E-01 -4.513E-01 

sf -1.039E-01 2.156E+00 1.258E-01 1 O 7.962E-01 -4.029E-01 -4.513E-01 

3 p 1.000E+01 3.000E+00 0.000E+00 15 0 -5.363E-01 6.280E-01 -5.638E-01 
4 n 1.334E+01 1.033E+01 -1.825E+00 11 8.493E-01 4.573E-01 2.637E-01 
n 3.446E-01 1.033E+01 -9.270E-02 22[-4 1 0] 8.493E-01 4.573E-01 2.637E-01 

n 3.446E-01 1.033E+01 -9.270E-02 1 0 8.493E-01 4.573E-01 2.637E-0 


Problem Summary: This essential summary of particle and energy creation and 
loss balance should be reviewed in every calculation. It is provided for each particle 
type and provides a wealth of important information. The following problem sum- 
mary is from Example 2.13: 
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Physics Summary: Optional Print Table 126 provides the activity in each cell for 
each particle type. The eight columns of information can also be plotted using the 
PAC, N, and PAR commands on the right-hand side of the interactive geometry 
plotter. The eight columns of information are: 


PACI: tracks entering (including source particles and secondary particles) 
PAC2: population (does not include re-entrant particles) 

PAC3: collisions 

PAC4: collisions * weight 

PACS: number weighted average energy 

PAC6: flux weighted average energy 

PACT: average track weight 

PACS: average track mean free path (MFP) 


These quantities can be plotted after a run using the RUNTPE continuation file: 
mcnp6 i-inp r-runtpefile z 
or during the course of a run using the interrupt: 
«ctrl-c»«m» 


Once the MCPLOT prompt appears, type “PLOT” to get the geometry plot. The 
command “LABEL 0 1 PAC3” in the bottom left block will put the number of col- 
lisions in each cell of the plot. Alternatively, click PAC, N, N, N, and L2. Click PAR 
to get the correct particle type if there is more than one. 

Repeated Structures Physics Summary: Optional Print Table 128 provides the 
activity in each repeated structure/lattice element. A sample from Example 2.13 
follows: 


lneutron activity in each repeated structure / lattice element 
print table 128 


source entering collisions path 

12371 23463 7105 Ll < 21[-3 0 =S] < 14 
0 36450 2045 2 « 21[-39 0-43] < 14 
0 53043 39364 3 < 2X[-3.0 «3].« 14 

12338 29259 9835 1«21[-2 0 -3] < 14 
0 49460 2789 2 < 21[-2 0 -3] < 14 
0 75996 65336 3« 21[-2 0 -3] < 14 

12467 29552 10042 l«21[-2 0 3] < 14 
0 50204 2786 2 «21[-2 0 3] < 14 
0 77396 72336 335 21 [2200 3]-< 14 
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2677 6333 1304 1<22[ 1 40] < 11 
0 7440 360 2«22[1 4 0] < 11 
0 11781 6326 3<22[ 1 4 0] < 11 
0 1125238 0 15 
0 0 0 16 
898096 18269879 9678987 


Cell Weight Balance Summary: Optional Print Table 130 is the particle weight 
balance in each cell. The particle weight information from the summary table is 
provided for each individual cell in the problem. 

Nuclide Activity by Cell Summary: Optional Print Table 140 is the activity of 
each nuclide in each cell, which includes the total collisions, collisions by weight, 
weight lost to capture, weight gain by fission, weight gain by (n,xn), and secondary 
particle production information. In coupled neutron-photon problems, it also 
includes several summary tables of the photoatomic activity of each nuclide in each 
cell, per source particle. 

Source Check: Optional Print Table 170 describes each source distribution, how 
often it was sampled, and how often it was expected to be sampled. For surface 
source SSR runs, the RSSA file utilization is described. 

The output file concludes with the tallies, which are described in the rest of Sect. 
2,4. The tallies are user-specified and so general that they can be used to answer 
almost any question of what is going on in the calculation. For each tally, there is a 
tally fluctuation chart at the end of the output file and a “yes” or “no” answer to 
whether the tally passes each of ten statistical tests for convergence. There is also an 
optional more detailed statistical analysis of tally convergence (Print Table 160), 
optional printed plots of the probability density function (Print Table 161), and 
cumulative normed and unnormed tally density function plots (Print Table 162). 


2.4. MCNP Estimators and Tally Types 


The Monte Carlo method does not give answers. It provides estimates with statisti- 
cal errors. In the MCNP code, the statistical errors are relative error fractions—one 
standard deviation of the mean divided by the mean value. The four possible estima- 
tors are as follows: 


* Track length estimator: flux 2 weight * track length/volume. The MCNP code 
uses the track length estimator for cell-averaged flux, heating, kep criticality, and 
reaction rates. 

° Surface estimator: the MCNP code uses the surface estimator for the current or 
flux of particles crossing a surface, energy balance, and pulse counts in cells. 

* Collision estimator: the MCNP code uses the collision estimator for reaction 
rates, ky criticality, problem summary and energy deposition. 
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° Pseudo-deterministic or next-event estimators: the MCNP code uses next-event 
estimators for flux and reaction rates. 


Flux vs. Fluence: Fluence is the time-integrated flux. The MCNP code is fully 
time-dependent even if time information is not requested in the tallies. If the source 
units are particles per second, then the tally quantity is flux in units of particles/cm?/s. 
If the source is one source particle over all time, then the tally quantity is fluence, or 
particles/cm?; that is, the tally units are determined by the source. If the source is in 
particles/s, then the tally will be per second. 

Tally Types: The MCNP tally types are: 


Tally Type Estimator Fn Units *En Units 
Fl: Surface Current W # MeV 

F2: Surface Fluence WIul*A) #/cm2 MeV/cm2 
F4: Cell Fluence WAIV #/cm2 MeV/cm? 
ES: Detector Fluence Wp(u)e °'/2zR2 #/cm? MeV/cm? 
F6: Energy Deposition WonEJH(D)p./pe MeV/g jerks/g 
F7: Fission Energy Deposition Wio(EJOp.Pe MeV/g jerks/g 
F8: Pulse Height W, in bin Ep « W/Ws, pulses MeV 


The symbols are as follows: 


W = particle weight; Ws = source weight 

E = particle energy (MeV); Ep = Energy deposited (MeV) 

H = cosine of angle between surface normal and trajectory 

A = surface area (cm?); V = cell volume (cm?) 

A = track length (cm) 

p(u) = probability density function: y = cosine of angle between particle trajectory 
and detector 

o = total mean free path to the detector 

R = distance to the detector (cm) 

o1(E) = microscopic total cross section (barns) 

H(E) = heating number (MeV/collision) 

p. = atom density (atoms/barn-cm) 

p, = gram density (g/cm?) 

M = cell mass (g) =p, * V 

o(E) = microscopic fission cross section (barns) 

O = fission heating Q-value (MeV) 


The historical (Manhattan Project) unit “jerk” is equal to 10° Joules or 6.241 x 
10?! MeV, or approximately one quarter of a metric ton of TNT. 


° Track length estimator: F4, F6, F7, kep, reaction rates 

° Surface estimator: Fl, F2, F8, energy balance 

e Collision estimator: F6, kp, reaction rates, energy balance 
° Next-event estimator: F5 flux, reaction rates 
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2.4.3 Basic Tally Format 
2.4.3.1 The Eight Tally Dimensions: FDUSMCET 


There are eight dimensions of MCNP tallies: 


* F: surface numbers (F1, F2), cell numbers (F4, F6, F7, F8), and point detector 
parameters (F5); 

° D: surface flagging (SF), cell flagging (CF), or direct/total detector; 

* U:user bins; 

* S:segment bins; 

* M: multplier bins; 

* C:angle bins; 

° E: energy bins; 

* T:time bins. 


2.4.3.2 F: Surface and Cell Tallies 
The basic tally format for cell and surface tallies (not F5 detector tallies) is 


Fn:«pl» Si Se + < « Sy 
Fn:«pl» Sy (S5e wo S3) (Sa e + = Ss) Só 


where 7 is a positive integer with the following meaning. The last digit of n is the 
tally type. If it ends in 1, then it is an F1 tally. For example, F111:N. The particle 
type, «pl», is N for neutrons, P for photons, E for electrons, H for protons, etc. The 
S, entries are surfaces for F1 and F2 and cells for F4, FS, F6, F7, and F8. Parentheses 
can be used to sum over several surfaces or get the average over several cells. If the 
surfaces are macrobodies, the facets must be specified, as in Example 2.14, Example 
2.15, and Example 2.18. 


Elim (S.L 51.2 51.3) (524.1 52.2 52.3) (53.1 53.2 53.3) 
F4:n 11 12 13 14 T 


The T at the end of the F4 tally averages over all cells, which is equivalent to 
F4:n 11 12 13 14 (11 12 13 14) 


In some earlier versions of the MCNP code, surfaces—and particularly macro- 
body facets—that are eliminated for being the same as others cannot tallied upon. 
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2.4.3.3 F: Tallies in Lattices and Repeated Structures 


Tallying in lattices and repeated structures requires specifying not only the cells or 
surfaces to be tallied but also the paths to them through various levels of universes. 
Example 2.19, which follows, uses the lattice/repeated structure geometry of 
Example 2.13. This geometry is illustrated in Fig. 2.9. Surfaces 51, 52, and 53 have 
been added so that both the surface tally 901 and energy deposition tally 906 can 
illustrate tally segmenting. 


Example 2.19 Repeated Structures/Lattice Geometry from Example 2.12 and 
Example 2.13 Illustrating Tallies in Repeated Structures and Lattices and 
Segment Tallies. (Note: The MCNP6 Manual (Appendix C) Recommended 
Parameters for the ??Cf Neutron Energy Watt Spectrum Are 1.18 (MeV) and 
1.03419 (MeV-?)). 


Square and hex lattices 


1 313 -10.44 -1 u=1 imp:n-1 $ U02 
2 201 6:55 -2 1 u=1 imp:n-1 $ Zr clad 
3 609 -1.00 2 u=1 imp:n-1 $ H20 
21 111 -4.00 -31 lat-1 u-11 imp:n=1 $ Square lattice 
full 39:9 020: = 3 9 
qu a qp Sy b. de 
i L.1 I dli 1 
LX 1 IL dol 
1111111 
CILLIT 
1111111 
To cue aC Ae pep 
22 111 -4.00 -32 lat-2 u-12  imp:n-1 $ Hexagonal lattice 
fill = -5:5 -4:4 0:0 


0 0.0 0 X 1 11 i1 l1 
00011111111 
00011111110 
0 011 1 1 1 TL 2 21 0 
00111111100 
01111111100 
0. 1-1. 1.1. 4-1 1 0.0 0 
11-11 1 1123 10.00 
12 1 1:11 1 1.00 9 00 


14 0 -4 fill 11 imp:n-1 $ Square lattice box 
11 like 14 but TRCL-(20 0 0) fill 12 $ Hexagonal lattice box 
I5 0 414 #11 -20 imp:n=1 $ outside boxes 


16 0 20 imp:n=0 $ outside world 
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1 rcc 000 0120 .5 $ Right circular cylinder 
2 rcc 000 0120 .6 $ Right circular cylinder 
4 rpp -7 7 0 12 -7 7 $ Right parallelepiped 14x12x14 
31 rpp-11 Q0 12 =1 1 $ Right parallelepiped 2x12x2 
32 rhp 000 0120 100 $ Right hex 12x1 
20 sph000 50 $ Sphere containing lattice boxes 
51 PX 0 
52 PX 8 
53 PX 12 
MODE N P 
m0 nlib=.70c plib=.04c elib=.03 
m201 40090 -0.505239 40091 -0.110180 40092 -0.168413 
40094 -0.170672 40096 -0.027496 nlib=80c 
m313 92235 -0.02759 92238 -0.85391 8016 -0.11850 
M609 1001 2 8016 1 
MT609 LWTR.10t 
M111 6000 1 1001 1 #7014 1 
MT111 POLY.10t BENZ.10t GRPH.10t 
SDEF PAR=D42 
CEL-FPAR-D51  POS-FPAR-D53 RAD=FPAR=D54 EXT=FPAR=D55 
AXS=FPAR=D56 TME=FPAR=D57  ERG-FPAR-D58 

S142 L SF N P P P P $ PAR 
SP42 oo 0.5 ud £l wT gd $ PAR 
DS51 S 46 47 48 48 48 48 $ CEL 
DS53 L 0600601030 1030 1070 1070 $ POS 
DS54 S 43 43 0 0 0 0 $ RAD 
DS55 S 44 44 0 0 0 0 $ EXT 
DS56 S 45 45 0 0 0 0 $ AXS 
DS57 L 0 1e8 2e8 3e8 4e8 5e8 $ TME 
DS58 S 0. 92 93 94 95 96 $ ERG 
SC46 Spontaneous fission cells in XYZ lattice 
SI46 L (1<21[-2:3 0 3]€«14) (1«21[-3:3 0:0 -3:2]<14) 
SP46 1 SE 1 41R 
SC47 Neutron source cells in HEX lattice 
SI47 L (1«22[-5 3 0]«11) 

(1<22[-4 1:4 0]<11) (1«22[ -3 -1:4 O]<11) 

(1<22[-2 —-3:4 O]<11) (1<22[-1:1 -4:4 O]<11) 

(1«22[ 2 -4:3  Q]«11) (1<22[ 3 -4:1 0]<11) 

(1«22[ 4 -4:-1 0]«11) (1<22[ 5 -4:-3 0]«11) 
SP47 v5 

25 5 ¿LR 5 

A Il 6R 45 O 6R'.5 5 1 6R..5 

45. A, SR 25 25 d. 3R 5 

3954. d. 9 SU ub 
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SC48 Point photon source cell in water between lattices 
SI48 L 15 
SP48 A, 
c particle-dependent radius, extent, axis 
S143 0.5 $ Radii 
SP43. -21 1 $ Radii 
S144 -6 6 $ Extent 
SP44 -21 0 $ Extent 
SI45 L 010 $ Axis 
SP45 1 $ Axis 
c nergies dependent upon time, position, and particle type 
SP92 -3 1.175 1.0401 $ 252Cf Frohner Watt parameters 
SI93 50 59 $ Photon, XYZ water, TME 2e8, energies 
SP93 0 1 
SI94 60 69 $ Photon, XYZ water, TME 3e8, energies 
SP94 0 1 
SI95 L 70 $ Photon, XYZ water, TME 4e8, energies 
SP95 1 
SI96 L 80 $ Photon, XYZ water, TME 5e8, energies 
SP96 1 
nps 100000 
PRINT -162 -85 -86 -140 
c KKKKK Tallies Kx xxx xxx xxx 
FC901 Segmented surface tally 
F901:n (4.1 4.2) (11004.1 11004.2) (2.1«21«14) (2.1<22<11) 
(11004.1 41 11004.6) (2.1«21[0 0 0]<14) 
FS901 -52 -53 T $ 4 segment bins 
FQ901 F S $ Print cells down, segments across 
FC906 Segmented energy deposition tally 
+F906 (1«21«14) (1«22«11) (21<14) (22«11) 
(I«21[-23:23 0:0 =35 3 <14) (1<22[-5:5 -4:4 0:0]<11) 
FS906 -51 -52 -53 T $ 4 segment bins 
FQ906 F S $ Print cells down, segments across 
SD906 1 759R $ MeV units, 102 cells x 5 segments 


Tallying in lattices and repeated structures is illustrated in Example 2.19 with the 
surface tally F901 and cell tally F906. 

The “<” separates different universe levels. The cells or surfaces on each side 
must be in the universe at the next level and not in the same universe. 

The F901 tally provides the format for F1 and F2 type surface tallies in lattices 
or repeated structures. In this example, it counts neutrons in the following bins: 


* Bin 1 (4.1 4.2): either facet 1 or 2 of surface 4; 
* Bin2(11004.1 11004.2): either facet 1 or 2 of surface 4 translated to cell 11; 
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° Bin 3 (2.1<21<14): any of the 49 appearances of surface 2.1 u=1 filling rectan- 
gular lattice cell 21 u=11, which fills cell 14 u=0; 

e Bin4 (2.1<22<11): any of the 99 appearances of surface 2.1 u=1 filling hexago- 
nal lattice cell 22 u=12, which fills cell 11 u=0; 

° Bin 5 (11004.1 4I 11004.6): surfaces 4.1 and 4.2 of surface 4 translated to cell 
11. In addition, bin 5 also counts all neutrons crossing surfaces 1.2, 1.3, 4.5, and 
4.6. because these surfaces are the same as 11004.3, 11004.4, 11004.5, and 
11004.6. Further, the particles that cross surfaces 1.2, 1.3, 4.5, and 4.6 include 
particles that cross these surfaces anywhere in the problem and not just in 
cell 11; and 

° Bin 6 (2.1<21[0 0 0]<14): surface facet 2.1 u=1 filling lattice element 0,0,0 in 
cell 21 u=11 filling cell 14 u=0. 


The +F906 tally has no particle type because +F6 energy deposition tallies 
include the energy deposition from all particle types in the problem from whichever 
estimator they use—either track length or collision. The F906 tally provides the 
format for F4, F6, and F7 type cell tallies in lattices or repeated structures. Again, 
the “<” separates universe levels; in this example, it tallies the energy deposition in 
the following bins from: 


° Bin | (1<21<14): the sum of all 49 occurrences of cell 1 u=1 filling cell 21 u=11 
filling cell 14 uz0; 

* Bin2(1«22«11): the sum of all 99 occurrences of cell 1 u=1 filling cell 22 uz12 
filling cell 11 uz0; 

° Bin3 (21«14): the 1 occurrence of cell 21 u=11 filling cell 14 u=0; 

° Bin 4 (22«11): the 1 occurrence of cell 22 u=12 filling cell 14 u=0; 

* Bins 5-53 (1«21[-3:3 0:0 -3:3]«14): each of the 49 occurrences of cell 1 u=1 
filling cell 21 u=11 filling cell 14 u=0; and 

* Bins 54-152 (1«22[-5:5 -4:4 0:0]<11): each of the 99 occurrences of cell 1 u=1 
filling cell 22 u=12 filling cell 11 u=0. 


Note that bins 3 and 4, (21« 14) and (22«11), are needed because the (1<21 [-3 
0 3]«14) bin in which cell 21 is filled with itself and the (1<22 [-5 4 0]<11) 
bin in which cell 22 is filled with itself have zero tallies because cell 1 is not in these 
lattice positions. 

The U=n notation (not shown) may also be used at any level when there are mul- 
tiple cells at that level, but this capability does not work in some cases, such as the 
above (see the MCNP code manual section 3.3.5.1.4). 


2.4.3.4 C: Angle Bins and FC Tally Comments 


Surface tallies can have angle bins and nearly all tallies can have time and/or energy 
bins. Also, a descriptive tally title is strongly encouraged. From Example 2.14, 
Example 2.15, and Example 2.18: 
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FCl:n Neutrons crossing surfaces 
Fl:n (5l.l 51.2 51.3) (52.1 52.2 52.3) (53.1 53.2 53.3) 
Gl o LT 


The title on the tally comment card, FC1, has the description “Neutrons crossing 
surfaces” everywhere in the output or in a plot where tally 1 occurs. 

The angle of particles that cross the surface is specified by the C1 cosine card. 
The cosine bins are -1 «p < 0,0 <p < I, and —1< y < 1 from the “T” option, which 
is the total over all other bins. The cosines are relative to the surface outward nor- 
mal. Thus, the cosine bins are everything crossing inward, everything crossing out- 
ward, and everything crossing in either direction. If *C1 is used, then the angles are 
in degrees, and the specification goes from 180°. For example, one-degree angle 
bins would be 


*C1 IIA ATI 00. T 


The lower limit of the bins, 180°, is not specified. Between 179° and 0°, there are 
177 interpolated points. 


2.4.3.5 E, T: Energy and Time Bins, Default Bins, and FQ and TF 
Format Control 


Energy bins are specified in MeV with the upper energy bound, as in Example 2.20 
for the heating tally F16: 


el6 0.2 481 10 


The total over all energy or time—the “T” option—is the default for time and 
energy bins and can be turned off with the "NT" option. The above is the same as 


el6 0.2 481 10 T 
Example 4.1 shows a number of capabilities: 


to 1e2 263ilog 2e5 
e0 le-4 1e-3 le-2 1e2 
fg0 T E 


The time bins are in shakes (107? s) and go from 1 ps to 2 ms with logarithmic 
interpolation. The default energy bins are one bin over all energy; the default time 
bins are one bin over all time. The EO and TO change the default for all tally time 
and energy bins unless they are set for specific tallies, as in el6 above. 

By default, energy bins are printed vertically in the output file and time bins hori- 
zontally. The FQO changes the default for all tallies to print the time bins down and 
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the energy bins across. These are then in blocks of C bins, in blocks of M bins, in 
blocks of S bins, in blocks of U bins, in blocks of D bins, and in blocks of F bins. 
The FQ changes the order of printing (see MCNP manual section 3.3.5.6). 

From Example 2.14, Example 2.15, and Example 2.18: 


Tally card FQ1 changes the default from 
F DU SM CET 
to 
FOl D U S MET F C 


Here, the output file prints C bins across and F bins down within blocks of T bins 
within blocks of E bins, etc. 
Tally card FQ4 changes the default to 


FOl D U S C E T F M 


Here, the output file prints M bins across and F bins down within blocks of T bins 
within blocks of E bins, etc. 

The £q0 T E input of Example 4.1 (in Sect. 4.1.2) prints energy bins across and 
time bins down. 

The eight tally dimensions are also used with the tally fluctuation chart control, 
TF, which points to which bin of a tally is to be used for the tally fluctuation chart 
at the end of the output. The TF card bin is used to obtain the statistical analysis of 
a quantity of real interest in the simulation (for example, the user may not be inter- 
ested in the last time bin of a problem) but also is crucial for the weight window 
generation (Sect. 4.1) target tally bin. The default TF entries are 


Tm 1 1 L L 1 L L L 


These entries point to the Ist F (cell, surface, or detector) bin, Ist D (flagging) 
bin, last U (user) bin, last S (segment) bin, 1st M (multiplier) bin, last C (cosine) bin, 
last E (energy) bin, and last T (time) bin. 

In Example 3.4: 


t4 10e8 98i 1000e8 
tf4 7j 7 


The above TF4 card uses the default F, D, U, S, M, C, E bins but the 7th T bin 
instead of the last 101st total bin. 
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2.4.3.6 M: Multiplier Bins and SD Divisors 


The multiplier bins, which are the M dimension of tallies, are often used to convert 
flux tallies to reaction rates, were described in Example 2.14: 


FC4 Fissions and neutron production in uranium cells 
F4:n 11 12 13 14 T 

FM4 (-1 101 -6) (-1 101 -6 -7) 

FQA FM 

SD4 1 4r 


Tally 4 in Example 2.14 multiplies the flux in each fissionable can by po; and 
pvo; to get the number of fissions and number of fission neutrons produced. The 
basic format of the tally multiplier (FM) card is 


FMn (C, m Ri) (Co m Ro) . . . T 


n = tally number 

C; = multiplicative constant (if C= —1, for type 4 tallies only, the tally is multiplied 
by the atom density of the cell, p,) 

m; = material number identified on an Mm card 

R; 2 a combination of ENDF reaction numbers 


The reaction number values follow the ENDF (evaluated nuclear data file) stan- 
dard and have the special MCNP values, as shown in Table 2.1: 


Table 2.1 The Principal MCNP Reaction Number (MT) Values (PN is photonuclear; rxn is 
reaction). The S(a,P) reactions are: 1 = total, 2 = elastic, 4 = inelastic. The neutron cross sections 
do not include thermal effects. The photon cross sections do not include form factors for coherent 
and incoherent scattering 


Neutrons Photons Protons 
1 Total -1 Incoherent 1 Total 
—2 Absorption =2 Coherent 2 Non-elastic 
4 Heating -3 Photoelectric 3 Elastic 
-5 Gamma prod'n -4 Pair production 4 Heating 
-6 Total fission -5 Total >4 Other rxns. 
-7 fission v -6 Heating ¡00R Particle i from rxn R 
-8 fission Q 1 PN total 
16 (n,2n) 2 PN non-elastic 
17 (n,3n) 3 PN elastic 
18 (n.f) 4 PN heating 
103 (n.p) >4 PN other rxns. 

i00R PN particle i from 

rxn R 
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Other examples are 


F2:N 1 2 $ 36 tally bins 

FM2 (1.0) (2.0) (3.0) $ Constant multipliers 
E2 .5 12 4 10 T $ Energy bins 

F4:N (1 2) 3 TS 6 tally bins 


FM4 ( 


) 
1 -6 -7) $ Track-length estimate of key 
( 2 


a 
-1 1 -4)$ Neutron Heating (MeV/cm3) 

The SD4 1 4r in the above from Example 2.14 changes the units by overriding 
the normal tally divisor. The SD card replaces the usual divisor for F (cell/surface) 
and S (segment) bins. The usual divisors for F2, F4, F6, and F7 are Area, Volume, 
Mass, and Mass. Thus, “SDn 1" would divide a tally bin by unity instead of the area 
(for an F2 tally) effectively multiplying the tally by the area. The new units would 
be particles, particles, MeV, and MeV rather than 1/cn?, 1/cm?, MeV/g, and MeV/g. 
The number of SD entries is the number of cells or surfaces on the F card times the 
number of segment bins. 


2.4.3.7 D: Direct and SF, CF Flagging Bins 


The D bins are described along with point detector tallies in Sect. 2.4.6. They are 
also used for surface, SF, and cell, CF, flagging. For example, 


SF4 11.3 12 

Tally 4 then has two D bins—the total, or usual tally, and that part of the tally that 
was made after particle tracks crossed surfaces 11.3 and 12. 

For example, 
CF1 20 21 

Tally 1 then has two D bins—the total, or usual tally, and that part of the tally that 
was made after particle tracks entered cells 20 or 21. 
2.4.3.8 U: User Bins 
User bins, FU, enable input into tallies programmed by users who are altering the 


MCNP source code. They are more commonly used in conjunction with special 
tally treatments described in Sect. 2.4.4. 
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2.4.3.9 S: Segment Bins 


Tally segmenting is shown in Example 2.19. The tally portion of that example is 
repeated here: 


c KKKKK Tallies KKK KKK ck k KKK KKK 

FC901 Segmented surface tally 

F901:n (4.1 4.2) (11004.1 11004.2) (2.1<21<14) (2.1<22<11) 
(11004.1 41 11004.6) (2.1<21[0 0 0]<14) 


FS901 -52 -53 T $ 4 segment bins 

FQ901 F S $ Print cells down, segments across 
FC906 Segmented energy deposition tally 

+F906 (1«21«14) (1«22«11) (21«14) (22«11) 

(1«21[-3:3 0:0 -3:3]«14) (1<22[-5:5 -4:4 0:0]<11) 

FS906 -51 -52 -53 T $ 5 segment bins 

FQ906 F S $ Print cells down, segments across 
SD906 1 759R $ MeV units, 152 cells x 5 segments 


Note that surfaces 51, 52, and 53 


51 PX 0 
52 PX 8 
53 PX 12 


are used only for segmenting; they are not part of the problem geometry because 
these surfaces do not appear within the cell card section of the input. They only 
appear on FS tally segmenting cards. 


FS901 -52 -53 T $ 4 segment bins 


FS901 causes the surfaces of tally 901 to tally in 4 segment bins: 


Segment bin 1: —52: all surface crossings with x « 8 cm, namely the square lattice; 

Segment bin 2: —53: all surfaces not in the first bin but crossing with 8 « x « 12, 
namely the geometry between the square lattice and the hexagonal lattice; 

Segment bin 3: everything else bin, which would include the hexagon lattice; 

Segment bin 4: total over all segments, “whole,” which is the same tally that F901 
would give without FS901 segment bins. 


The F901 tally output is 
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ltally 901 nps = 100000 
+ Segmented surface tally 
tally type 1 number of particles crossing a surface. 
particle(s): neutrons 
surface b is (11004.1 11004.2) 
surface e is (11004.1 11004.2 1.2 1.3 4.5 4.6) 


surface f is (2.1<21[0 O 0]<14) 


segment 1: -52 
segment 2: 32 -53 
segment 3: 52 53 
segment 4: whole surface 
segment: £ z 3 whole 
surface 
(4.1 4.2) 2.55726E-01 0.0080 0.00000E+00 0.0000 0.00000E+00 0.0000 2.55726E-01 0.0080 
b 0.00000E+00 0.0000 0.00000E+00 0.0000 1.79995E-01 0.0087 1.79995E-01 0.0087 
(2.1«21«14) 3.62434E+00 0.0074 0.00000E+00 0.0000 0.00000E+00 0.0000 3.62434E+00 0.0074 
(2.1«22«11) 0.00000E+00 0.0000 0.00000E+00 0.0000 2.09843E+00 0.0082 2.09843E+00 0.0082 
e 5.02658E-01 0.0061 0.00000E+00 0.0000 4.58745E-01 0.0052 9.61403E-01 0.0038 
£ 1.08731E-01 0.0184 0.00000E+00 0.0000 0.00000E+00 0.0000 1.08731E-01 0.0184 


The 1st, 3rd, and 5th surface bins of F901 are in the square lattice and thus score 
in segment bin 1. The 2nd, 4th, and 6th surface bins of F901 are in the hexagonal 
lattice and thus score in segment bin 3. The surface tallies FS segment bins are 
applied at the u=0 “real world” universe level coordinate system, not the lower uni- 
verse level coordinate system of the surfaces being tallied. 


FS906 -51 -52 -53 T $ 5 segment bins 


FS906 causes the cells of tally 906 to tally energy deposition in five segment bins: 


Segment bin 1: —51: all cell energy deposition with x « 0 cm, namely the —x portion 
of the square lattice; 

Segment bin 2: —52: all cell energy deposition not in the first bin but with 0 < x < 8, 
namely the +x portion of the square lattice; 

Segment bin 3: —53: all cell energy deposition not in the first two bins but crossing 
with 8 « x « 12, namely the geometry between the square lattice and the hexago- 
nal lattice; 

Segment bin 4: everything else bin, which would include the hexagon lattice; 

Segment bin 5: total over all segments, “whole,” which is the same tally that F906 
would give without FS906 segment bins. 


The F906 tally output has 760 bins, so only parts are shown here: 


9LvT"O 
8LTT"O 
c901'0 
vVEOT'0 
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8,9070 
€SL0°0 
6980°0 
00TO*O 
€600°0 
LOTO*O 
TOTO*O 


aToym 
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ZO-HpSOTO"T 
¿0-W0FEV8 l 
20-3658892'2 
20-308086'2 


0-491092" 
O-HETSSO” 
ZO HZ TSZL"S 
O+HOSSLO” 
O+HSLV9V" 
00*3vLVIC'6 
0-430082" 


000070 
000070 
000070 
000070 


000070 
000070 
000070 
000070 
000070 
000070 
000070 


00+H00000°0 
00+H00000°0 
00+H00000°0 
00+H00000°0 


00+H00000°0 
00+H00000°0 
00+H00000°0 
00+00000*0 
00+H00000°0 
00+H00000°0 
00+H00000°0 


00+H00000°0 
00+H00000°0 
00+H00000°0 
00+H00000°0 


00+H00000°0 
00+H00000°0 
00+H00000°0 
00+H00000°0 
00+H00000°0 
00+H00000°0 
00+H00000°0 


werbh/Acw 


2S61'0 
625T"0 
8vcl'0 
PETTO 


T9L0°O 
0080°0 
vv60'0 
6110'0 
£600'0 
Le L02 0 
ZOTO”0 


sqtun 


E0-HSEZES"S OTET O CO-ASOELS E 19 
£0-SELYTIl'6 LEET O EO-UZZ6TE"6 ba 
£0-3vV68LTl'l 08TT"0 ZO-4T6680" 1 de 
c0-36S0cv'1 89TT"0 c0O-31c09S'1 o9 
20-388v60'9 6vL0"0 ZO-4L9905'9 b 
£0-3081Sv'G SZ60"0 c0-38v660'S 3 
CO-4TVv8T"€ OFOT O cO-3ILOvVS'C ə 
00*37cEO0LTY'V 66000 00+8df£9tr8<c 9 (TT>ZZ) 
00*-3€£98€E6'L  9010'0 00+H9880L°9 (vI»IC) 
00*381618'€ SOIO'0 00+H9SS6E*S (TI>ZZ>T 
00+48€£858"9 E€TTO"0 OOFATITTO"9 (vI>TZ>T) 
TTSo 
T :quaubos 
(TT>[0 v TÍZZ>T) ST 19 TTOO 
(TI>[O Y OlzZ»1) st be TISo 
(TT>[0 y T-1]22>1) st de [Teo 
(TT>LO v @-]ZZ>T) ST os TTOO 
(vI>[E- O T-]TZ>1) st 5 TISO 
(vI»[£- 0 Z-]TZ>T) ST J TTS 
(vI»[£- 0 €-]TZ>T) ST Ə TTSo 
suozansu :(s)eTotqzed 


uorarsodəp Abisus 


A1[18e3 uorarsodep Ábaeue paqusubas 
000001 


+9 adA3 ATTeR 


= sdu 


906 


ĀTTEJT 
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All energy deposition is scored in the Ist and 2nd segment bins, namely x « 0 and 
0 <x « 8. The hexagonal lattice cells that fill cell 11 with x > 12 do not score in the 
4th segment bin with x > 12 because cell segmenting is performed at the universe 
level of the cell. Both the square lattice that fills cell 14 and the hexagonal lattice 
that fills cell 11 have their centers at the origin in the u = 1 lowest level universe. 
Therefore, cell segments apply to the coordinate system of the level of the cell being 
tallied. 

The segments are printed horizontally and the surfaces and cells vertically 
because of the FQ901 and FQ906 tally format specifications. 

SD906 has 760 entries: 152 cells x 5 segments. The value of 1 replaces the nor- 
mal FD6 divisor of grams, changing the units from MeV/g to MeV. 


2.4.4 Special Tally Treatments 


Special tally treatments may be applied to various tallies: 


Form:  FTn id, pii Pi,2 +, ido poi P2, 2e +. 
n — tally number 
Id = Special tally treatments given below 
pi; = parameter j for the i® tally treatment. 


The special tally treatments are 


° FRV—Fixed arbitrary reference direction for tally 1 cosine binning 
° GEB—Gaussian energy broadening 

° TMC—Time convolution 

* [NC—Identify the number of collisions 

e [CD—Identify the cell from which each detector score is made 

° SCX—Identify the sampled index of a specified source distribution 
° SCD—Identify which of the specified source distributions was used 
e ELC—Electron current tally 

° PTT—Put different multigroup particle types in different user bins 
° RES—Residual nuclei 

* TAG—Tally tagging 

° LET—Tally stopping powers instead of energy 

* ROC—Receiver-operator characterization 

e PDS—Point detector sampling 

° FFT—First fission tally 

e COM—Compton image tally 

° CAP—Coincidence capture 

° PHL—Pulse-height light tally 
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2.4.4.1 FRV: Fixed Arbitrary Reference Direction for Tally F1 or F2 
Cosine Binning 


FIn FRV u v w 


The default cosine bins are relative to the surface normal. The FRV treatment 
makes the cosine binning relative to the vector (u,v,w). 


2.4.4. GEB: Gaussian Energy Broadening 


The tallying of a gamma-ray pulse height spectrum in the MCNP code, by default, 
is equivalent to using a detector with infinite pulse height resolution. This is a very 
useful feature for studying the properties of the incoming gamma-rays. For simula- 
tion of experiments it may be necessary to include the actual resolution of the detec- 
tor, for example, in triggering coincidences (see Sect. 2.4.4.18). Also, a user may 
simply want the simulated spectrum to resemble an experimentally measured spec- 
trum. In these cases the MCNP tally can be broadened with the built-in tally treat- 
ment, GEB, to simulate the finite resolution of a real detector (an example is given 
in Sect. 3.3.4). The variation of resolution of the detector as a function of energy is 
accommodated by three parameters. The usage is as follows: 


FTn GEB a b c 


The parameters specify the full width at half maximum (FWHM) of the observed 
energy broadening in a physical radiation detector: FWHM(E ) =a+byE+cE? , 


where E is the energy of the particle. The units of a, b, and c are MeV, MeV!”, and 
1/MeV, respectively. The energy actually scored is sampled from a Gaussian distri- 
bution with that FWHM (from MCNP manual Sect. 3.3.5.18). 


2.4.4.3 TMC: Time Convolution 
FIn TMC a b 

The tally scores are made as if the source were a square pulse starting at time a 
< time <b. All particles should be started at time zero in the source definition (SDEF). 


2.4.4.4 INC: Identify the Number of Collisions 


FUn 0 1 81 10 1e8 T 
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The FUn bins are the number of collisions that have occurred in the track. The 
first bin has uncollided particles; the second has those with exactly one collision; the 
third entry interpolates so that those particles having exactly 2, 3, 4, 5, 6, 7, 8, 9, 10 
collisions are in those bins. The last entry, 1e8, should be a large number to count 
all collisions. The UNC card controls whether the collision count starts over for 
each secondary particle (k = 1, default) or continues (k = 0). 


2.4.4.5 ICD: Identify the Cell from Which Each F5 Detector 
Score Is Made 


FTn ICD 
FUn 11 12 13 .. 88 89 T 


The FUn bins are the names of some or all of the cells in the problem. Thus, the 
detector tally is subdivided into bins according to which cell had the source or col- 
lision that resulted in the detector score. 


2.4.4.6 SCX: Identify the Sampled Index of a Specified 
Source Distribution 
FTn SCX k 
One user bin is created for each bin of source distribution SIk plus a total bin, 


thus subdividing the tally into parts corresponding to each bin of the source 
distribution. 


2.4.4.7 SCD: Identify Which of the Specified Source Distributions 
Was Used 


FTn SCD 
FUn k, kz k 


Each FUn user bin of the tally is the portion of the tally from source distribution 


k;. If more than one of the source distributions listed on the FU card is used for a 
given source particle, only the first one used will score. 


2.4.4.8 ELC: Electron Current Tally 
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ELC specifies how the charge of a particle is scored to an F1 tally. Without the 
ELC treatment, the F1 tally gives particle current without regard for the particle 
charge. The possible values for c are 


° c= l] to cause negatively charged particles to make negative scores, 
° c=2 to put charged particles and antiparticles into separate user bins, and 
° c=3 for the effect of both c = 1 and c = 2. 


If c = 2 or 3, three user bins (e.g., positrons, electrons, and total) are created. 


2.4.4.9 PTT: Put Different Multigroup Particle Types in Different 
User Bins 


Each FUn user bin is the atomic weights in units of MeV of particles that mas- 
querade as neutrons in a multigroup data library (MGOPT multigroup option turned 
on). Thus a;,a; = 0.511, 0 separates the tally into electrons and photons. 


2.4.4.10 RES: Residual Nuclei 


Fn:f as az a3 -—-——' 
FTn RES 8016 20040 26000 92238 


For heavy ion (PAR = #) surface current (F1), surface flux (F2), cell flux (F4), 
and cell heating (F6) tallies, n = 1, 2, 4, 6, the tally is subdivided into user bins 
according to which nuclide heavy ion, ^O, “Ca, all Fe isotopes, and ?*U made the 
tally in each cell or surface a,, a2, as. 


F8:# a, az a3 
FT8 RES Z; zs 


For F8 tallies, the weight of all ions with Z numbers z, < z < z produced by 
any reaction with any particle in the problem are recorded. If z,, z are ZAID 
identifiers, then the production of those nuclides is tallied. 


MODE NH 

F128:# 1101 1102 
FT128 RES 5 8 
FQ128 U F 
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This F128 tally type 8 would list the production of all possible isotopes of B, C, 
N, and O. The production would come from primary reactions with either neutrons 
(N) or protons (H) and not secondary reactions if the produced nuclide decays 
(requiring the ACT activation card). The FQ128 tally format card lists the cells (F) 
horizontally and residual nuclei (U) vertically. 


F258:# 1103 9I 1113 
FT258 RES 1002 1003 2003 2004 
FQ258 F U 


This F258 tally type 8 lists the production of deuterons, tritons, helions, and 
alphas from all problem particle types in cells 1103-1113. The FQ258 format lists 
the four light ions horizontally and the eleven cells vertically in the output. 


2.4.4.11 TAG: Tally Tagging 


FTn TAG a 
FUn b, b; b3 b, 


Tally tagging separates a tally into bins by how and where the scoring particle 
was produced and works for all but type 8 tallies. The TAG options are 


a=1: collided particles lose their tag; bremsstrahlung and annihilation photons are 
included in the scattered FU 0 bin; 

a=2: collided particles lose their tag; bremsstrahlung and annihilation photons are 
given special tags for segregation; 

a=3: all collided particles retain their production tag (most useful option); and 

a=4: all collided particles except Compton photoatomic retain their production tag. 


Each FUn bin, b,, has the form CCCCCZZAAA.RRRRR 


CCCCC = cell number or 00000 to tag all cells 
ZZAAA = target nuclide identifier 
RRRRR = reaction identifier (e.g., 00102 for n,y ) or residual nuclide ZAID 


Tally tagging FUn bin, b;, special cases: 


—0000000001 or —1 source particle tag for all cells 

—CCCCCO00001 source (i.e., uncollided) particle tag for cell CCCCC 
0000000000 or 0 scattered particle tag 

10000000000 or 1e10 everything else tag 


Tally tagging FUn bin, b;, special cases for neutrons: 


ZZAAA.99999 delayed particles from fission or residuals of ZZAAA 
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Tally tagging FUn bin, b; special cases for photons: 


00000.00001 bremsstrahlung from electrons 
ZZ000.00003  |fluorescence from nuclide ZZ 
00000.00003 K X-rays from electrons 
-00000.00004 annihilation photons from e— 
-ZZ000.00005 Compton photons from nuclide ZZ 
ZZAAA.00006 | muonic X-rays from nuclide ZZAAA 
00000.00007 Cerenkov photons 


Tally tagging FUn bin, b; special cases for electrons: 
Electron special designations for ZZAAA.RRRRR: 


ZZ000.00001 | photoelectric from nuclide ZZ 
ZZ000.00003 | Compton recoil from nuclide ZZ 
ZZ000.00004 | pair production from nuclide ZZ 
ZZ000.00005 | Auger electron from nuclide ZZ 
00000.00005 | Auger electron from electrons 
00000.00006 | knock-on electrons 


Tally tagging photon example: 


FT5 TAG 3 
FUS 100 
0000106012.00005 
0000106012.00000 
0000026056.00102 
0000026056.00000 
0000000000.00051 
10000000000.00000 


Source from photons 

Compton from carbon in cell 1 

Remaining photons from carbon in cell 1 
Capture gammas from 56Fe in cell 1 
Remaining photons / gammas from 56Fe 
Remaining 1% level from (n,n') gammas 


Ur ror 4 nnn 


Remaining gammas 


2.4.4.12 LET: Tally Stopping Powers Instead of Energy 


FTn LET 


Linear energy transfer values provided in the energy bins of charged particle tal- 
lies are interpreted as stopping power values with units of MeV/cm. 
2.4.4.13 ROC: Receiver-Operator Characterization 


FTn ROC n 
Tin P D D S M C E T FP D U S MC E T 
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The FT ROC receiver-operator separates the tally into signal and noise and runs 
histories in batches of n source particles, where the total number of NPS source 
particles should be 50-100 times n. The Ist eight entries on the TFn tally fluctuation 
bin card point to the signal bin of the tally; the 2nd eight entries point to the noise 
bin. For example, the signal may be the value in one energy, time, cosine, or other 
bin, and the noise may be the value in some other bin. The probability of detection 
and the probability of false alarm are then printed in Table 163 of the MCNP out- 
put file. 


2.4.4.14 PDS: Point Detector Sampling 
FTn PDS c 


Point detectors (n ending in 5, or F5 tallies) suffer convergence problems when 
collision sampling has a large variation in probabilities. For example, photon coher- 
ent scattering in the forward direction has orders of magnitude greater tally contri- 
bution than in the backward direction. In these cases— particularly with photon 
point detectors, F5:p—the PDS special treatment changes sampling to more often 
sample the rare high contribution events. 

c =Q or c = —1 Next-event estimator sampling is performed post-collision; only 
a single reaction and isotope is sampled (historic MCNP4 and MCNPS behavior) 
(DEFAULT). 

c = | Next-event estimator sampling is performed using post-collision sampling 
of the collision isotope and pre-collision sampling of all reaction channels (recom- 
mended for photons). 

c = 2 Next-event estimator sampling is performed using pre-collision sampling 
of all collision isotopes and pre-collision sampling of all reaction channels. 


2.4.4.15 FFT: First Fission Tally 


FTn FFT [LKJI] 


FUN Zi Z Zs 


The first fission tally records the nuclide with the first fission or (n,xn) reaction. 
This special treatment was developed specifically for safeguards applications 
because the signal from fissions is roughly scaled by the number of fission neutrons 
emitted by the first fissioning nuclide. The optional LKJI values are 


L =0/1 Omit/include neutron and photon-induced fissions treated by model physics 

K = 0/1 Omit/include neutron spontaneous fissions (PAR = SF source particles) 

J 2 0/1 Omit/include photon-induced fissions treated by library physics 

I 2 0/1 Omit/include neutron-induced fissions treated by library physics (E 
«-20 MeV) 
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The z; values are ZAID identifiers, O for everything else, 16 for (n,xn), and 18 for 
some other fission. For example, 


FTn FFT 0001 
FUn 92238 0 16 18 94241 92235 94239 


The FFT 0001 is the default, including only fissions treated by library physics. 
The tally is subdivided into user bins for those particles having had their first multi- 
plicity reaction from 7*U fission (92235), 23šU fission (92238), ??Pu fission (94239), 
?!!Pu fission (94241), any other fission (18), (n,xn) (16), or no multiplicity reactions 
at all before scoring. 

Note that the FFT special treatment causes cell flagging (CF) and tally segment- 
ing (FS) to apply at the location where the first fission or (n,xn) event occurs and not 
where the tally score is made. The FFT tally does not apply to F8 tallies. 


2.4.4.6 COM: Compton Image Tally 
FT8 COM T A 


The FT8 COM tally option produces a Compton image stored in an associated 
FIR radiography tally T using algorithm A (only A = 1 is currently available). The 
Compton image is formed from an FT8 PHL specification of dual-region coinci- 
dences of planar lattice tallies. At the end of each particle history, Compton/photo- 
electric energy deposition in the front/back of these dual-panel detectors is used to 
create a circular “image” of the incident photon on a specified image plane. For 
more details, see the MCNP code manual section 3.3.5.18. 


2.4.4.17 CAP: Coincidence Capture 


The coincidence capture tally is a key safeguards application that models multiplic- 
ity counting methods. The tally produces the factorial moments of the neutron mul- 
tiplicity distribution. The use of this tally is described in Sect. 3.2. The FT8 CAP 
syntax is 


FT8 CAP [-m. ][-m,] ii, ...i, [GATE t, t,] [EDEP t, t | 


where 


m, — optional maximum number of captures (Default = 21), 
m, = optional maximum number of moments (Default = 12), 
i, = capture nuclides such as 3006 or 5010 for 6Li or 10B, 
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ta = predelay time (shakes), 

ty = gate width (shakes), 

f, = trigger tally number, and 

I, = trigger tally threshold (MeV) (Default=0.0). 


Coincidence and multiplicity calculations are described in greater detail in 
Sect. 3.1. The FT8 tallies from Example 3.2 are 


fc8 Ungated Coincidence tally 

f8:n (10 11 12 13 14 15 16 17 18 19 20 21 22 23 24 25 26 27) 

ft8 cap 2003 

c 

fc18 Gated Coincidence tally 

fl8:n (10 11 12 13 14 15 16 17 18 19 20 21 22 23 24 25 26 27) 
ft18 cap 2003 gate 450 6400 $ 1us-10 shakes --> 4.5 us predelay 
and 64 us gate 

e 

FC108 Full gate to compare moments with ungated F8 

F108:n (10 161 27) 

FT108 CAP 2003 gate 0 1e20 

G 

FC116 Energy deposition tally to demonstrate FT118 CAP EDEP 
F116:n (10 16I 27) 

c 


FC118 Energy deposition capture tally 
FKll8:n (I0 Ler 27) 
FT118 CAP EDEP 116 .5 


The FT8 CAP tally counts the number of captures and records the multiplicity 
and calculates the moments. The data are stored in cosine bins that enable tally plot- 
ting because there are no multiplicity bins in the 8-dimensional tally array. In the 
standard tally output (in the cosine format), these data are hard to read, so they are 
also presented in more readable form in Print Table 118: 


1 neutron captures, moments and multiplicity distributions.  tally 8 print 
table 118 
weight normalization by source fission neutrons - 2154543 


cell a is (10 11 12 13 14 15 16 17 18 19 20 21 22 23 24 25 26 27) 


geli: a 


neutron captures on 3he 


102 


captures = 
captures = 
captures = 
captures = 
captures = 
captures = 
captures = 
captures = 
captures = 


captures = 


total 


captures 


histories by number 


0 0o — O G (Ó N P o 


factorial moments 


3he 


3he (3he-1)/2! 
3he (3he-1) (3he-2) /3! 


3he (3he-1) 
3he (3he-1) 
3he (3he-1) 
3he (3he-1) 
3he (3he-1) 
3he (3he-1) 


649116 0 
280151 280151 
58825 117650 
9573 28719 
1811 7244 
380 1900 
108 648 
29 203 

5 40 

2 18 
1000000 436573 
by 

4 

1 

2 

(3he-3)/4! 6 
(3he-4)/5! 2 
(3he-5) 76! 6 
(3he-6)/7! 1 
(3he-7)/8! 2 
(3he-8) /9! 2 


captures 

by weight by number 
0.00000E+00 6.49116E-01 
1.30028E-01 2.80151E-01 
5.46055E-02 5.88250E-02 
1.33295E-02 9.57300E-03 
3.36220E-03 1.81100E-03 
8.81858E-04 3.80000E-04 
3.00760E-04 1.08000E-04 
9.42195E-05 2.90000E-05 
1.85654E-05 5.00000E-06 
8.35444E-06 2.00000E-06 


2.02629E-01 


number 

.36573E-01 0.0015 
.04651E-01 0.0051 
.42400E-02 0.0177 
.94800E-03 0.0514 
.16900E-03 0.1171 
.19000E-04 0.2259 
.41000E-04 0.3846 
.30000E-05 0.5619 
.00000E-06 0.7071 


1.00000E+00 


by weight 


.02629E-01 
.85722E-02 
.12506E-02 
.22481E-03 
.00671E-03 
.87300E-04 
.54431E-05 
.06751E-05 
.28271E-07 
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multiplicity fractions 


by weight 


.01278E-01 
.30028E-01 
.73028E-02 
.44317E-03 
.40549E-04 
.76372E-04 
.01266E-05 
.34599E-05 
.32068E-06 
.28271E-07 
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4.64136E-01 


.0015 
.0051 
0177 
.0514 
.1171 
.2259 
.3846 
.5619 
7071 


oo o O O O O co oO oO 


error 


.0007 
.0016 
.0040 
.0102 
.0235 
.0513 
.0962 
.1857 
.4472 
7071 


.0015 


These results are slightly different (though statistically the same) from those in 
Fig. 3.11, which is part of the more detailed discussion of coincidence counting in 
Sect. 3.2.6.2. The difference arises from running the problem on different computer 
platforms and operating systems. Tally F8 is the simplest form, counting all cap- 
tures in ?He in the cells listed on F8:n. 


1 neutron captures, 


table 118 


moments and multiplicity distributions. 


weight normalization by source fission neutrons - 


a is (10 11 12 13 14 15 16 17 18 19 20 21 22 23 24 25 26 27) 


Gel 


cell: 


neutron captures on 3he 


time gate: 


predelay = 4.5000E+02 


gate width 


2154543 


= 6.4000E+03 


tally 


print 
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pulses occurrences occurrences 
in gate histogram by number by weight 
captures = 0 372500 0 0.00000E+00 
captures = 1 55609 55609 2.58101E-02 
captures = 2 7100 14200 6.59072E-03 
captures = 3 1134 3402 1.57899E-03 
captures = 4 187 748 3.47173E-04 
captures = 5 36 180 8.35444E-05 
captures = 6 7 42 1.94937E-05 
total 436573 74181 3.44300E-02 
factorial moments by number by 
n 7.41810E-02 0.0055 
n(n-1)/2! 1.20890E-02 0.0201 
n (n-1) (n-2) /3! 2.38200E-03 0.0612 
n(n-1)(n-2) ... (n-3)/4! 4.72000E-04 0.1549 2 
n(n-1) (n-2) ... (n-4)/5! 7.80000E-05 0.3140 3. 
n(n-1) (n-2) ... (n-5)/6! 7.00000E-06 0.5533 3x 


pulse fraction 


62026E-05 0.3140 
24895E-06 0.5533 


by number by weight 
3.72500E-01 1.72890E-01 
5.56090E-02 2.58101E-02 
7.10000E-03 3.29536E-03 
1.13400E-03 5.26330E-04 
1.87000E-04 8.67933E-05 
3.60000E-05 1.67089E-05 
7.00000E-06 3.24895E-06 
4.36573E-01 2.02629E-01 
weight 

3.44300E-02 0.0054 

5.61093E-03 0.0201 

1.10557E-03 0.0612 
.19072E-04 0.1549 


e 


o oo oo ooo 
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rror 


.0014 
.0044 
.0129 
.0332 
.0827 
.1924 
.5533 


.0045 


Tally F18 is a gated capture tally. When a neutron is captured, a “gate” is opened. 
After a predelay of 450 shakes (4.5 us), the number of captures is counted for the 
next 6400 shakes (64 ps). 


1 neutron captures, moments and multiplicity distributions.  tally 


table 118 


weight normalization by source fission neutrons - 


cell a is (10 11 12 13 14 15 16 17 18 19 20 21 22 23 24 25 26 27) 


cell: a 


neutron captures on 3he 


time gate:  predelay - 


pulses 


in gate histogram 


captures = O0 350884 
captures = 1 70733 
captures = 2 11908 
captures = 3 2335 
captures = 4 524 
captures = 5 144 
captures = 6 36 
captures = 7 7 
captures = 8 2 


total 436573 


0.0000E+00 


occurrences 


by number 


104651 


HOM P Wow F (Ó O 


gate width = 


occurrences 


by weight 


.00000E+00 
.28297E-02 
.10539E-02 
.25127E-03 
.72828E-04 
.34178E-04 
.00253E-04 
.27426E-05 
.42617E-06 


.85722E-02 


Modo P m N BY Ww 


2154543 


.0000E+20 


by number 


.50884E-01 
.07330E-02 
.19080E-02 
.33500E-03 
.24000E-04 
-44000E-04 
- 60000E-05 
.00000E-06 
.00000E-06 


.36573E-01 
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pulse fraction 
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by weight 


.62858E-01 
.28297E-02 
.52693E-03 
.08376E-03 
.43207E-04 
.68355E-05 
.67089E-05 
.24895E-06 
.28271E-07 


.02629E-01 


print 


error 


Ooooooo oo oo 


.0014 
.0036 
.0091 
.0207 
. 0437 
.0833 
.1667 
.3780 
.7071 


.0036 
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factorial moments 


n 
n(n-1)/2! 

n(n-1) (n-2)/3! 
n(n-1) (n-2) (n-3)/4! 
n(n-1) (n-2) (n-4)/5! 
n(n-1) (n-2) (n-5)/6! 
n(n-1) (n-2) (n-6)/7! 
n(n-1) (n-2) (n-7) /8! 


by number 
1.04651E-01 0.0051 
2.42400E-02 0.0177 
6.94800E-03 0.0514 
2.16900E-03 0.1171 
6.19000E-04 0.2259 
1.41000E-04 0.3846 
2.30000E-05 0.5619 


2.00000E-06 0.7071 


B O Ñ P QÓ P > 


by weight 

.85722E-02 0.0049 
.12506E-02 0.0177 
.22481E-03 0.0513 
.00671E-03 0.1171 
.87300E-04 0.2259 
.54431E-05 0.3846 
.06751E-05 0.5619 
.28271E-07 0.7071 
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If the gate is infinite, as in F108, then the Ist, 2nd, 3rd, ... moments are the same 
as the ungated 2nd, 3rd, 4th, ... moments of the F8 tally. 


1 neutron captures, 


table 118 


weight normalization by source fission neutrons - 


cell 


cell: a 


moments and multiplicity distributions.  tally 


2154543 
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a is (10 11 12 13 14 15 16 17 18 19 20 21 22 23 24 25 26 27) 


Energy losses » 5.0000E-01 MeV in tally F116 


captures 


histories by number 


captures = 
captures - 


captures = 
captures - 


captures = 


0 

1 
2 
captures = 3 
4 

5 
captures = 6 
7 


captures = 


total 


791900 
183826 
21834 
2138 
267 
31 

3 

1 


1000000 


factorial moments 


(n-1) (n-2) 
(n-1) (n-2) 
(n-1) (n-2) 


0 
183826 
43668 
6414 
1068 

155 

18 

3 


235156 


captures 


by weight 


0.00000E+00 
8.53202E-02 
2.02679E-02 
2.97697E-03 
4.95697E-04 
7.19410E-05 
8.35444E-06 
3.24895E-06 


1.09144E-01 


by number 


2.35156E-01 0.0021 
3.02260E-02 0.0077 
3.61100E-03 0.0302 
5.02000E-04 0.1080 
7.00000E-05 0.3440 
1.00000E-05 0.7211 
1.00000E-06 1.0000 


by number 


7.91900E-01 
1.83826E-01 
2.18340E-02 
2.13800E-03 
2.67000E-04 
3.10000E-05 
3.00000E-06 
1.00000E-06 


1.00000E+00 


by weight 


1.09144E-01 0.0021 
-40290E-02 0.0077 
.67599E-03 0.0302 

32996E-04 0.1080 
.24895E-05 0.3440 
.64136E-06 0.7211 
.64136E-07 1.0000 


1 
1 
2 
3 
4 
4 
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multiplicity fractions 


by weight 


.67549E-01 
.53202E-02 
.01339E-02 
.92322E-04 
.23924E-04 
.43882E-05 
.39241E-06 
.64136E-07 


.64136E-01 


print 


BF O O O O O oO oO 


error 


.0005 
.0021 
.0067 
.0216 
.0612 
.1796 
.5773 
.0000 


.0021 
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The F8 CAP tally scores when a capture occurs. This is a good approximation 
for detectors like *He, in which almost 100% of captures lead to a detected pulse. 
The tally does, however, have the ability to count “captures” by energy deposition, 
which is useful for simulation of other detectors such as boron-lined counters. For 
example, 


FT118 CAP EDEP 116 .5 


counts a capture for every track in the specified cells that deposit greater than 
0.5 MeV of energy in cell 116. In the case of a ?He detector, a closer agreement with 
the F8 tally can be achieved by using the pulse-height energy deposition tally with 
a lower threshold to count all of the events: 


FC128 *F8 energy deposition tally to demonstrate FT118 CAP EDEP 
*F128:n (10 161 27) 

E128 100 NT 

c 

FC118 Energy deposition capture tally 

F118:n (10 161 27) 

FT118 CAP EDEP 128 1e-10 


The cells specified on the F118:n card are required but ignored; the tally is based 
on the energy deposition in tally F128. The *F8 heating tally is a surface estimator 
that tallies the difference between particles that enter and exit the cells specified by 
*F128. Note that a threshold of zero will not work because MCNP deducts 107? of 
the energy that passes through each cell in order to distinguish between particles 
that never entered the cell and those that entered but did not lose any energy. An 
example of the use of the EDEP option is given in Sect. 4.4.2. 


2.4.4.18 PHL: Pulse-Height Light Tally 


The pulse-height light special treatment, FT8, is described with the other F8 pulse- 
height tallies in Sect. 2.4.5. 


2.4.5 Pulse-Height Tallies 


Safeguards detectors do not measure flux or energy deposition directly. They mea- 
sure pulses or signals. The MCNP pulse-height tally and its various forms are used 
to model scintillator detectors. 
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The F8 pulse height looks like just another cell tally 
f8:n c c, c3 


but it is unlike other MCNP tallies in that it does not model currents and fluxes or 
reaction rates that can be modeled with the Boltzmann transport equation; rather it 
is a non-linear tally. With the FT8 RES and FT8 CAP special treatments, it is a col- 
lision estimator that counts residuals and captures. In its simplest form, it is a sur- 
face tally, counting the energy that enters a cell and subtracting out what leaves to 
put a pulse of that energy in the tally energy bins. 

The MCNP code's F1, F2, F4, F5, F6, and F7 tallies score the energy bins as the 
energy at which the event happened, not the amount deposited. Consequently, the 
EO default energy can apply to either those standard tallies or pulse-height tallies, 
but not both. Charged particles, on average, emit the correct number of secondary 
particles. However, any given track may sample the production of more secondary 
particles that carry more energy than the incident particle which leads to a negative 
pulse-height energy deposition. Negative energy production from sampling too 
many secondary particles is nonphysical but correct, on average, to get the total 
energy deposited. Thus, pulse-height tallies should have a zero energy bin to tally 
these rare nonphysical imbalance events with negative scores. Particles that do not 
enter the pulse-height tally cell make no score. Particles that enter the pulse-height 
tally cell but deposit no energy need to be distinguished, so the MCNP code gives 
them an energy deposition of 107? times the particle's energy. Thus the energy bins 
for a pulse-height tally should be something like 


e8 0 1e-6 .001 .01 .1 100ilog 101 


The energy pulse is accumulated from all tracks of a particle's history, including 
those of its created secondary particles. Consequently, variance reduction—which 
affects the particle weight—greatly complicates the accumulation of these tracks. 
Variance reduction can be used with pulse-height tallies in some cases, but the algo- 
rithm is complicated and fragile. Thus, variance reduction should be avoided. If 
used, it should be done with caution [7]. 

A *F8 tally multiplies the pulse by the energy of the track at each collision in the 
pulse-height cell. 

Consider a photon that enters a cell at 10 MeV, then exits at 9 MeV, then re-enters 
at 7 MeV, and exits at 6 MeV. The F6 tally would score 1 MeV in the 10 MeV bin 
and 1 MeV in the 7 MeV bin. 

The *F8 tally would have 2 MeV in the 2 MeV bin. The F8 tally would have 1 
pulse in the 2 MeV bin. 

Pulse-height tallies may also be used for the FT8 PHL pulse-height light special 
treatment. The PHL treatment enables more realistic detector modeling including 
coincidence and anticoincidence. Example 2.20 has simple F8, energy *F8, and 
light FT8 PHL pulse-height tallies: 


Example 2.20 NE213 Scintillator 
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NE213 scintillator 


ll .1 -=0.,.9 —Ll imp:n=1 
20 0 -100 11 imp:n=1 
22 0 100 imp :n=0 


11 RCC 00 00 0 3.81 2.54 
100 so 100 


sdef pos 0 0 -1 erg 15 vec O 0 1 dir 1 

ml 1001 1.213 6000 1 

nps le5 

print -85 -86 -162 -70 -98 

prdmp 2j -1 

mode n h 

phys:n J 20 J JJ J 1 analog < 20 MeV, ion elastic recoil 
cut:n 2J 0 0 

cut:h 3000 

FC6 Track length heating converted to light output 
fo:h 11 $ F6 is converted to light 
DEG LIN 0 0.2 0.4 0.6 0.8 1 1.2 1.4 1.6 1.8 2 


2.2 240 2.6 2.9 3 3.2.3.2 3.6 3.8. 4 
4.2 4.4 4.6 4.8 5 5.2 5.4 5.6 5.8 6 
6.2 6.4 6.6 6.8 7 7.2 7.4 7.6 7.8 8 
8.2 8.4 8.6 8.8 9 9.2 9.4 9.6 9.8 10 
DF6 LIN 0.00 0.01 0.04 0.08 0.12 0.17 0.23 0.29 
0.35 0.42 0.50 0.57 0.66 0.74 0.83 0.93 
1.02 1.12 1.23 1.34 1.45 1.56 1.67 1.79 
1.92 2.04 2.17 2.30 2.43 2.57 2.170 2.84 
2909 S. 18. 3. 28 3,43 3.58 3.74 3.90 4.05 
4.22 4.38 4.55 4.72 4.89 5.06 5.23 5.41 
Deog De) 5:95 
FC16 Track length MeV/g deposited 
fica 11 $ F16 is Mev/g deposited 
FC26 Track length MeV deposited 


f26:h 11 

sd26 1 $ Divide by 1 rather than grams 

e0 0.2 481 10 11 13 15 17 20 

FC8 Total light output 

f8:h 11 $ F8 is total light output 

FT8 PEL 1 6 1 0 

e8 0 1e-6 .001 .05 51 .35 .37 .4 9I 1.0 1.2 1.32 1.4 101 3.6 
3.79 3.8 301 10 61 50 

FC18 Total energy deposited 

F18:h 11 

rt18 PHL 1 16 1 0 $ 0.37 1.32 and 3.79 are expt thresholds 
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el8 0 le-6 .001 .05 51 .35 .37 .4 9I 1.0 1.2 1.32 1.4 101 3.6 
3.79 3.8 301 10 61 50 

FC28 Pulse height tally 

f28:h 11 

e28 0 le-6 .001 .05 51 .35 .37 .4 9I 1.0 1.2 1.32 1.4 101 3.6 
3.79 3.8 301 10 61 50 

FC38 Pulse height energy deposition 

*f38:h 11 

e38 0 le-6 .001 .05 51 .35 .37 .4 9I 1.0 1.2 1.32 1.4 101 3.6 
3.79 3.8 301 10 61 50 


Example 2.20 is an oversimplified NE-213 scintillator model that consists of a 
3.81 cm high and 2.54 cm radius can with a mono-directional, 15 MeV neutron 
source directed up the z-axis of the can. This example is a coupled neutron-proton 
calculation: MODE N H. The 2nd PHYS:N entry turns on analog capture below 
20 MeV. Analog capture is more evidently specified by setting the weight cutoffs, 
the 3rd and 4th entries of CUT: N 2J 0 0 to zero. The 7th PHYS:N entry turns on 
proton recoil when a neutron scatters off hydrogen, and the scattered hydrogen 
nucleus is transported as a proton. CUT:H J 0 0 0 turns on analog capture, and the 
2nd entry lowers the proton energy cutoff to zero. The default for protons is a 1 MeV 
lower cutoff, but now the MCNP code will set it to 0.001 MeV (1 keV), the lowest 
possible for protons in the MCNP code. 

The F16:H tally is a standard, simple, proton-heating or energy-deposition tally 
with units of MeV/g. The F26:H tally has a segment divisor, DS26, which overrides 
the divisor of grams, and thus it is the standard, simple, proton-heating or energy- 
deposition tally with units of MeV. The F6:H proton tally is converted to light out- 
put by the dose function, DE6 and DF6. The dose functions are obtained from 
experimental measurement as described in Chap. 8 of Ref. [8]. The tally is multi- 
plied by the linearly interpolated point on DF6 at the linearly interpolated values 
between the energies on DEG. Because the tally is multiplied by as much as a factor 
of 6 at higher energies, the upper tally energy bin is exceeded, and the MCNP code 
issues the warning 


warning. tally not scored beyond last energy bin. 
nps - 176 tal - 8 erg = 5.2820E+01 


The energies of the F6 tallies are set by the EO default energy. The pulse-height 
energy bins must be specified for each pulse-height tally because pulse-height tal- 
lies and non-pulse-height tallies cannot both use the same EO default energy binning. 

Tally F28 is a simple pulse-height tally with units of pulses in each energy bin. 

Tally *F38 is an energy pulse-height tally with units of MeV in each energy bin. 
The total bin value is 0.909 MeV, which agrees well with the F26 total bin of 
0.907 MeV. F38 uses a surface estimator and F26 uses a track-length estimator. 

Tallies F8 and F18 are pulse-height light tallies. The FT8 PHL syntax is 


FT8 PHL n tal bal ta2 ba2 ... m tbl bbl tb2 bb2 ... 
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n = number of F6 tallies for the first detector region 

tai, bai = pairings of tally number and F-bin number for the n F6 tallies of the first 
detector region 

m - number of F6 tallies for the second detector region 

tbi, bbi = pairings of tally number and F-bin number for the m F6 tallies of the sec- 
ond detector region 


The pulse-height light tally gets its energy deposition in the cell not from the 
surface estimator weight balance or a collision estimator at each collision but rather 
from another energy deposition tally. The energy deposition tally may be a type 6 
tally, as illustrated here (F6), or a type 8 tally (*F38). Because these heating tallies 
can have different particle types, the FT8 PHL tally can mix and match contribu- 
tions from different particles. For example, 


modenhdsta 
phys:n 6J 4 
cut:h,d,t,s,a J 00 0 
e0 100 nt 

f116:h 
f126: 
f130: 
f146: 
f156:a 3 
fc208 Combined PHT for h,d,t,s,a 

f208:n 3 

e208 0 1e-3 99ilog 10 100 

ft208 phl 5 116 1 126 1 136 1 146 1 156 1 0 GEB .01 .02 .04 


9 n rta 
Lo Ww Lo Lo 
Hs A A A A 


In this example, the 7th PHYS:N entry enables neutrons that strike any of the 
light nuclei to generate secondary light ions from both elastic and selected inelastic 
reactions. Analog capture and the lowest possible energy cutoff are invoked with the 
CUT entries. The pulse-height light tally, FT8 PHL has five heating tallies in its one 
region, each using the energy deposition in the first cell, cell 3, of the F6 tally. 

In addition to the F8 pulse-height tally, the *F8 energy pulse-height tally, and the 
FT8 PHL pulse-height light tally, there is the possibility of a coincidence-anticoin- 
cidence pulse-height light tally by having up to four FT8 PHL regions. For example, 


ftlo:m 3-4 

fc308 PHT for h in cell 3 no/yes having cell 4 energy deposition 
f308:h (3 4) 

e308 0 1e-3 99ilog 10 100 

fu308 0 100 

fq308 e u 

ft308 ph1 1 116 1 1 116 2 GEB .01 .02 .04 
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In this example, the FT308 PHL has 2 regions: tally F116 cell 3 (first cell) and 
tally F116 cell 4 (second cell). The first region, cell 3, uses energy bins E308. The 
second region, cell 4, uses user bins FU308 for energy bins. (A third region would 
use C cosine bins and a fourth region would use FS segment bins for energy.) 

In this case (with two regions) the scores are made in a two-dimensional matrix, 
where one dimension represents the score in cell 4 (in user bin energies defined on 
the fu308 card) and the other dimension represents the score in cell 3 (in regular 
energy bins defined on e308 card). If there is no score in cell 4, the score recorded 
in cell 3 appears in the lowest energy bin of cell 4. If there is no score recorded in 
cell 3, the score in cell 4 appears in the lowest energy bin of cell 3. If there is no 
score in either cell there is no entry in the tally. The fq308 e u card causes the user 
bins (cell 4 score) to run horizontally and the regular energy bins (cell 3 score) to 
run vertically. The first row of data is the pulse height spectrum in cell 4 when there 
is no score in cell 3. The first column of data is the pulse height spectrum in cell 3 
when there is no score in cell 4. The other bins show the energy relationship between 
coincident events. 

Thus, coincidence/anticoincidence is achieved by seeing which parts of the pulse 
height were caused from contributions from which regions. As another example, 


F8:N 5 

FT8 PHL 16 11 16 1 

E8 1.0 2.0 3.0 4.0 5.0 6.0 7.0 8.0 
FU8 0 10 

F6:E 5 

F16:E 6 


The FU8 O 10 card creates two user bins, one <0 and one 0-10. The first user 
bin of the pulse-height tally in cell 5 (F6 electron energy deposition) scores only 
when there is no energy deposition in cell 6 (F16); the second user bin records the 
pulse-height tally in cell 5 (from F6) only when there is energy deposition in cell 6 
(F16) with 0 « E « 10. 

More information on the use of pulse height tallies can be found in [9]. 


2.4.6 Point Detectors and Next-Event Estimators 


Point detectors enable the estimation of flux at a point. The probability of a neutron 
or a photon having a random walk exactly to a point is zero, but the flux at the point 
can be estimated using a next-event estimator. The next-event estimator may also be 
used to deterministically transport neutrons or photons to a spherical region—the 
basis of the variance-reduction technique DXTRAN (deterministic transport). 

The next-event estimator accumulates the flux, ®, at a point by a contribution of 


® = Wp(u)e ^ /2z R° 


2.4 Output and Tallies 111 


This estimate of is accumulated at every source or collision event. 


W = particle weight 
p(u) = p(Q)/2 = scattering probability density function 
R = distance between event and detector point 


e” = attenuation through all cells/materials along path R 


Although the probability of scattering exactly in the direction, £2, from the event 
to the detector is zero, the probability density function of the cosine, y, assuming 
azimuthal symmetry, p(u) = p(42)/2, is finite. 


0 
-1 < p < 1 


IA 
"o 
€ 
^ 
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For photon coherent scattering with form factors, p(w) is nearly a delta function 
at u = 1. 


p(1) & oo 


Consequently, convergence is poor unless coherent scatter is turned off (PHYS:P 
2J 1) or the special treatment, FT5 PDS, is applied to sample collision outcomes 
rather than incident reaction probabilities. 

Convergence is also poor if there are large estimates from collisions close to the 
detector, in which case R approaches zero. The MCNP input for a point detector 
allows specification of a radius of exclusion, Ro. If the detector is in a vacuum, then 
no collisions will occur close to the detector, and Ro can safely be set to zero. Ry can 
also be set to zero if there are no large estimates from collisions close to the detector 
as is often the case in air. If there are large collisions close to the detector, then Ry 
can be specified as about a mean free path; all collisions inside this radius assume a 
flat flux uniform distribution, which is a good approximation if Ro is small. In our 
experience a better approach is to use the nested DXTRAN spheres variance reduc- 
tion technique to better sample collisions near the point detector. 

The attenuation term, e^, slows calculations so much that a Russian roulette 
variance reduction technique is automatically turned on to prevent prohibitive run- 
ning times. This attenuation takes a lot of computer time because the transmission 
from the event to the detector requires transport through each intervening cell and 
material. The non-attenuation terms of the next-event estimator are known at the 
event before transmission to the detector 


Wp(u)/2xR'. 


If these non-attenuation terms are less than a specified value, k, then Russian 
roulette is played on the transmission to the detector. That is, if 


X = Wp(u)/ 2x R^ <k, 
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then the transmission is rouletted with probability 
1-X/k 


The transmission is continued with weight W' = W k/X with probability X/k. 

The value of k is specified on the DD input card along with a parameter, M, con- 
trolling diagnostic prints (MCNP manual section 3.3.6.11). The default for k is k = 
0.10; that is, the default Russian roulette cutoff value is a tenth of the average value 
of all previous ® estimates. This default usually results in one transmission to the 
detector for each source history. If k 2 0, then no Russian roulette is played, and all 
source and collision events cause a time-consuming transmission to the detector. If 
k < 0, then Russian roulette is based on the constant k. If k > 0, then Russian roulette 
is based on the current value of kO. 

Whereas the value of changes with each history, the Russian roulette—and 
hence, transport—are not identical sampling schemes, and the Central Limit 
Theorem of statistics is violated. Though a mathematician would argue that the 
estimated relative errors are then wrong, the effect is negligible. Nevertheless, it is 
highly recommended that a short calculation be made to determine the average 
value of and then a tenth of this value be used as the negative value of k. Setting 
k negative no longer violates the Central Limit Theorem. 

Point detectors are specified as 


F5:p X Y Z Ro 


X, Y, Z = point detector location coordinates 
Ro = radius of exclusion for collisions close to detector 


The MCNP code also allows ring detectors, which are more efficient but useful 
only for geometries rotationally symmetric about a major axis. The code also allows 
radiography tallies, which use the point detector repeated over a grid to model 
radiographical images. Also the MCNP code uses the same next-event estimator 
point detector mechanics for DXTRAN spheres. These are illustrated in 
Example 2.22. 

Example 2.21 illustrates many of the above issues. 


Example 2.21 Point Detector Example Using Scintillator Geometry of 
Example 2.20 


NE213 scintillator 

11 1 -0.9 -11 imp:n=1 
20 0 -100 11 imp:n=1 
22 0 100 imp :n=0 
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11 RCC 0 0 0 0 0 3.81 2.54 
100 SO 100 


sdef pos 0 0 -1 erg .5 vec 0 0 1 dir 1 ARA=1 
ml 1001 1.213 0000 1 

nps le5 

print -85 -86 -162 -70 -98 

prdmp 2j -1 

MODE p 

PHYS:p 2J 1 

FC15 Photon point detector 

F15:P 00500 

DD15 -3e-7 500 


Example 2.21 uses the scintillator geometry and materials of Example 2.20 and 
converts to a photon-only problem (MODE p). The source has been modified to be 
500 keV, ERG = 0.5 MeV—in the range of many coherent scatters. Because the 
source is mono-directional (vec 0 O 1 dir 1), the ARA area parameter must 
be added, or the MCNP code terminates with the following fatal error: 


fatal error. sdef requires ara if dir-constant with detectors 
or dxtran. 


A point detector 51 cm in the z-direction from the source point at 0,0,-1 has 
been added. 


F15:P 00500 


If the PHYS:P and DD15 cards are omitted, then the coherent scattering causes 
unacceptable convergence with large relative errors. The first 600 large detector 
scores print a diagnostic. A large detector score is > MO or > —Mk, which is input 
on the DD card. These messages appear between the 1st 50 particle histories and the 
problem summary table in the output file. When the PHYS:P and DD cards are 
omitted in the problem of Example 2.21, the first two lines are 


det E wgt psc amfp ddetx 
1 4.1480E-01 1.0000E+00 5.8540E+03 3.4184E-02 4.6590E+01 


radius erg cell nps nch p nrn ipsc 
0.0000E+00 5.0000E-01 11 1126 1 y 6 
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where 


det = 1, the 1* detector (F15) in the problem; 

t = 4.1480E-01 = detector tally estimate; 

wgt = 1.0 = W = particle weight at event; 

psc = 5.8540E + 03 = p(y) density function value >> 1.0; 
amfp = o,*x = sum of macroscopic cross section times transmission distance 
through each cell of geometry between event and detector; 
ddetx = 4.6590E+01= R = distance from event to detector; 
radius = Ro = exclusion radius for collisions close to detector; 
erg = 5.0000E-01 = particle energy (500 keV); 

cell = 11 = cell where event happened; 

nps = 1126 = history number of this large score; 

nch = 1 z number of collisions so far in this history; 

p = particle type (photon); 

nrn = 7 = random number in this history of the event; and 
ipsc = 6 = scattering law of this collision (coherent). 


When the PHYS:p 2J 1 is added to the input file, coherent photon scatter is 
turned off. The large score diagnostics for scores 1000 times the average do not 
appear because the largest scores are only 100 times the average. The average tally 
per history is 2.85337E-06. Convergence is acceptable. 

The detector diagnostics card controls both the detector Russian roulette and the 
large scores diagnostics: 


DD15 -3e-7 500 


The DD card plays Russian roulette on all scores < 3.e—7, which was chosen to 
be 0.1 times the average score of 1.85337E—06 of the run without the DD card. The 
large score diagnostics are printed for any scores >500 x 3e—7 = 1.5e—4. 

The tally 15 printout and diagnostics are 


ltally 15 nps = 100000 Photon point detector 
tally type 5 particle flux at a point detector. units 1/cm**2 


particle(s): photons 


detector located at x,y,z = 0.00000E+00 0.00000E+00 5.00000E+01 
2.84992E-06 0.0158 


detector located at x,y,z = 0.00000E+00 0.00000E+00 5.00000E+01 
uncollided photon flux without coherent scattering 


1.06682E-07 0.1217 


detector score diagnostics cumulative tally cumulative 
fraction of per fraction of 
maximum score transmissions transmissions history total tally 


3.00000E-07 19229 0.71919 6.00000E-12 0.00000 


2.4 Output and Tallies 115 


6.00000E-07 4 0.71934 1.60652E-11 0.00001 
1.50000E-06 6 0.71956 6.06829E-11 0.00003 
3.00000E-06 1 0.71960 1.65946E-11 0.00003 
6.00000E-06 6 0.71983 2.57346E-10 0.00013 
1.50000E-05 453 0.73677 6.36520E-08 0.02246 
3.00000E-05 3851 0.88080 8.08683E-07 0.30622 
3.00000E-04 3187 1.00000 1.97722E-06 1.00000 
1.00000E+36 0 1.00000 0.00000E+00 1.00000 
average tally per history = 2.84992E-06 largest score = 2.86963E-04 
(largest score) / (average tally) = 1.00692E+02 nps of largest score = 53475 
score contributions by cell 
cell misses hits tally per history weight per hit 
1 11 8707 26737 2.84992E-06 1.06591E-05 
2 20 100000 0 0.00000E+00 0.00000E+00 
total 108707 26737 2.84992E-06 1.06591E-05 
Score misses 
russian roulette on pd 0 
psc=0. 103806 
russian roulette in transmission 4798 
underflow in transmission 103 
hit a zero-importance cell 0 
energy cutoff 0 


Note that only 0.00013 of the total score comes from the 71.983% of the trans- 
missions with a score less than 6e—6. Thus, a better DD choice would be 


DD15 -6e-6 20 


Whereas the largest score is 2.86963E—04, it is useful to have the large score 
diagnostics for scores larger than 20 x 6e—6 = 1.2e—4. The largest/average score is 
100, which is good. If this ratio is much larger, there are usually convergence 
problems. 

Whereas the Russian roulette criteria are identical for all histories, the history of 
the largest score, nps 2 53475, can be rerun to see what made the score large. If the 
default DD is used, then the criteria for the Russian roulette change for each history 
and are unknown and thus histories cannot be rerun. 

Note that “score contributions by cell” can be used to play Russian 
roulette on the contributions from different cells using a PD card; cells with a low 
weight per hit often should have PD values «1. 

One might ask how having each source or collision event score directly to the 
point detector gives a believable flux estimate. The next-event estimator is robust 
and accurate and any claim to the contrary is probably user error. Any score that is 
made in any tally comes from the last event preceding it. The next-event estimator 
is justified by calculating the next event from a source or collision that is the last 
event before making a score. 
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The MCNP code supports plotting with the X Windows graphics system. The win- 
dow manager on the display device must support the X protocol with software such 
as Xming. (Linux supports the X protocol natively). 

The MCNP code makes geometry, cross-section, and tally plots. The geometry 
plots can be interactive or command driven. The cross-section and tally plots are 
command driven. Mesh tally plots overlay a mesh of tallies over the geometry plot. 
All MCNP plots can be made from the RUNTPE continuation file or during the 
execution of a problem. Tally plots can also be made from MCTAL files, which are 
created by the PRDMP 3rd entry. (See MCNP Manual [2] section 3.3.7.2.3). 


2.5.1 Geometry Plotting and Command Files 


All MCNP plots can use command files. Whenever an the MCNP code is run in the 
plotting mode, a COMOUT file (with an appended c if the NAME option is used) is 
created. This file can then be used or edited to make a series of plots. For example, 
consider the MCNP input file "*ex11 6a" of Example 2.6. The geometry plots of 
Fig. 2.9 through Fig. 2.13 through can be reproduced with the following MCNP 
execution command: 


MCNP6 i-ex11 6a n-plotll 6a. com-com11 6a ip 
The command file, “com11_6a” is 


py 60r 106 0 ex 20 la 0 0 pause 

lev 0 1a 2 2 cel mbody off pause 

lev 1 la 0 2 cel pause 

lev 2 la 0 0 pause 

OR 10 6 -5 PY 6 EX 7 LEV 2 LAO 1 IJK pause 
pause 

end 

end 


All plot commands can be shortened to two or three characters (until non-ambig- 
uous). The commands PY, ORigin, Extent, Label, and LEVel are explained in the 
MCNP manual and also listed in the plot help package by typing “?”, “help,” or 
"option" when in the interactive plotter. The PAUSE command stops the plot and 
sends the following message to the plot terminal: 


Strike any key to continue. quit returns to interactive plot. 
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Striking any key (we prefer “enter”) makes the next picture up to the next pause 
command. Typing “quit” returns to the interactive plot mode. 

For geometry plots, the help command lists only possible commands; the same 
plots may be made interactively. For cross-section and tally plots, the MCPLOT 
help command provides a complete description of each command and its options. 

For geometry plots, the command file commands may be entered in the com- 
mand window, in the lower right of the plot window where it says “click here or 
picture or menu,” or by clicking the interactive buttons. The equivalent interactive 
buttons for the com11_6a file are: ZX, OR, ZOOM 5, L1; then LEV, MBODY, L1, 
L2; LEV, L1; then LEV, L2; then IJK (on right margin), L2, ZOOM 3, OR. 

Note that the NAME-plot11. 6a command will cause a new COMOUT com- 
mand file, plot11_6a.c, to be made. The COMOUT file (or .c file) can then be edited 
to reproduce or make even fancier plots with labels, titles, scales, etc. 

While the MCNP code is running transport, the geometry plotter can be called by 
«ctrl-c» M to get the MCPLOT tally plot and then *PLOT" to get the geometry plot- 
ter. The PAC and N buttons (lower right), followed by L2 for cell quantities, can be 
used to overlay the geometry with the number of particles that enter, population, 
number of collisions, etc., of each cell in the geometry plot. N refers to the column 
number in the MCNP output file particle activity by cell (PAC) printout. 

The command “LA 2 2" doubles the size of cell and surface labels. Other geom- 
etry plot buttons are 


* UP, RT, DN, LF (on top menu) to go up, right, down, or left one frame; 

* REDRAW on the bottom menu is needed to refresh the picture when the refresh 
is not done automatically; 

* CURSOR to enclose a region on which to zoom in; 

* CellLine to not outline cells by drawing surfaces; 

* COLOR to toggle surface-only plots without color and to color by other cell 
quantities first clicked on the right side buttons. For example, “VOL” then 
"COLOR" will make the cells colored proportionately to cell volume; 

* SCALES to get a grid of dimensions in centimeters; 

* LEVEL to toggle repeated structures levels; 

° XY, YZ, ZX to get PZ, PX, and PY plots; 

° LI, L2 to display surface and cell labels; 

* MBODY to toggle macrobody facets on and off; and 

* LEGEND to get color scaling. 


If the plot is moved or otherwise goes blank, clicking in the upper left corner will 
restore the plot. When entering commands from the terminal, the command 
“INTERACT” will return to the interactive plot mode. In the interactive plot mode, 
clicking the “PLOT>” button on the bottom returns to the command mode. Terminating 
the plotting session should be done by clicking "END" on the bottom menu because 
closing the plot window will cause the MCNP code to crash and lose files. 

One way to print a plot to another document without using the interactive but- 
tons, first go to the command mode on the terminal. If in the interactive mode, click 
“PLOT>” on the bottom menu. From the command mode, enter the command 
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“VIEWPORT SQUARE” and only the square plot will appear. Click inside the pic- 
ture and then take a screenshot (<ctrl-alt><print screen» on Windows systems) and 
then click inside the document <ctrl-v> (on Windows). To exit the command prompt 
mode and return to the interactive plotter, enter “INTERACT.” Alternatively the 
"file" command can be used to produce a postscript format file. 


2.5.2 Cross-Section Plotting 


MCNP cross sections can be plotted for neutrons, photons, photonuclear data, pro- 
tons, and other cross-section libraries in ACE (A_Compact ENDF) format [10]. 
MCNP stopping powers for electrons can also be plotted. The cross-section plotter 
is command driven, not interactive. The MCNP code is run in the IXZ mode. 

To reproduce all the figures in Sect. 2.2, “Materials and Cross Sections,” the 
MCNP code is run as 


CNP6 IXZ  i-EX152 N=J152. COM=COM152 


In this example, EX152 is the input file of Example 2.11 with MODE P E 
changed to MODE N P E. The MCNP code will produce files with names J152.0, 
J152.c, etc. The plot command file is COM152: 


xs m313 cop xs 92238.80c cop xs 92235.80c 

pause 

xlim le-11 le-5 xs 6000.80c mt 1 cop xs grph.10t mt 1 cop mt 2 
cop mt 4 

pause 

xlim .001 100 ylim .01 1e7 par p mt -5 xs 1000.04p cop xs 8000.04p & 
cop xs 40000.04p cop xs 92000.04p 

pause 

ylim .01 1e7 par p xs 92000.04p mt -5 cop mt -1 cop mt -2 cop 
mt -3 cop mt -4 

pause 

ylim 1 200 par e xs m609 cop xs m201 cop xs m313 

pause 

par e xs m313 ylim .5 30 mt 3 cop mt 1 cop mt 2 

pause 

end 

end 


The cross section plot commands are largely the same as for the tally plotter (see 
MCNP manual [2] section 5.3). The commands relating to the picture such as 
XLIM, YLIM, etc., are the same; only commands unique to tallies or data are differ- 
ent. Once a command is set, it holds for all subsequent plots until specifically 
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changed. RESET ALL resets to the default commands. XS, PAR, and MT are spe- 
cific for the cross-section plotter. PAR defaults to neutrons, and if neutrons are not 
in the MCNP input file, nothing will be plotted until PAR is set to a particle type on 
the MODE card of the input file. All the possible plot and tally commands are listed 
when *?”, “help,” or “options” is entered. Each command is described in detail by 
entering the command name after the *?”, “help,” or “options.” For example, “help 
XS" prints on the terminal: 


xs > Syntax: xs m 
Plot a cross-section according to the value of m. 
Option 1: m=Mn, a material card in the INP file. 
Example: XS M15. The available materials will be listed 
if a material is requested that does not exist in the 
INP file. 

Option 2: m=z, a nuclide ZAID. Example: XS 92235.50c. The 
full ZAID must be provided. The available nuclides will 
will be listed if a nuclide is requested that does not 

exist in the INP file. 
See "mt", "par", 


*Help MT" describes how to get specific reactions in the cross-section plotter: 


mt » Syntax: mt m 
Plot reaction n of material XS m. The default is the 
total cross section. The available reaction numbers 
will be listed if one enters a reaction number that 
does not exist (e.g., 999). 
See "par", "xs". 


Note that only cross sections and reactions specified in the MCNP input file may 
be plotted and they must be fully specified. XS=1000 fails; XS=1000.04p is required 
in this example. If a cross section is requested that is not available, then the plotter 
will list the ones available: 


xs 100 
can't find zaid 100 available zaids: 
1001.80c 
6000.80c 
7014.80c 
8016.80c 
40090.80c 
40091.80c 
40092.80c 
40094.80c 
40096.80c 
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92235.80c 
92238.80c 
benz.10t 
grph.10t 
lwtr.10t 
poly.10t 
1000.04p 
6000.04p 
7000.04p 
8000.04p 
40000.04p 
92000.04p 


If electrons have been loaded, they will have a similar ZAID set as the photons, 
with p changed to e. (The electron libraries are 03e and Ole.) 

Similarly, when plotting a nuclide like xs=92235.80c (but not a material like 
xs=m311), specifying an unavailable MT reaction number causes the MCNP cross- 
section plotter to print the available reactions: 


mt -12 

available (not expunged) endf reactions: 
for isotope 92235.80c 
zaid 92235.80c has 

t = 16. 

t = 17. 

t = 18. 

37. 

t = 51. 

t = 52. 

t = 53. 


33383333 
ct 
lI 


t = 89. 
t = 90. 
t = 91. 
t =102. 
mt = 4. 


B B B B 


some mts may have been expunged or may not exist 

in the material or zaid cross sections given. 

if an mt exists but is not listed here, call it out 
with an fm tally card. 


The principal reaction MT values are shown in Table 2.1. 

The S(a,f) reactions are 1 = total, 2 = elastic, 4 = inelastic. 

The neutron cross sections do not include thermal effects. The photon cross sec- 
tions do not include form factors for coherent and incoherent scattering. 
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In command file COM152, the other commands are: 


COPlot = overlay the next plot on the present one to plot multiple curves; 

PAUSE = do not advance to the next plot until a key is struck. If a number, N, fol- 
lows, then hold the plot for N seconds; 

XLIMs = set the range of x-axis values; and 

YLIMs = set the range of y-axis values. 


Model cross sections cannot be plotted. Secondary energy and angle distribu- 
tions cannot be plotted. 


2.5.3 Tally Plotting 


All MCNP tallies, most KCODE criticality quantities, and statistical information 
can be plotted with the MCNP tally plotter. The plots can be made during the course 
of a calculation either by interrupt, <ctrl-c><m>, or periodically with the MPLOT 
run-time plotter (MCNP manual [2] section 3.3.7.2.5), which sends a tally plot to 
the terminal after specified numbers of histories or KCODE cycles. After a calcula- 
tion, the RUNTPE file can be used to produce geometry, cross section, or tally plots 
and the MCTAL file can be used for all tally plots. These capabilities also apply to 
MESH tallies described in the next section. 
RUNTPE continue files can be read only by the version and operating system 
that wrote them. MCTAL files are ASCII files in a backward-compatible format, so 
MCTAL files written by different versions of the MCNP code on different operating 
systems many years ago may still be used to plot tallies with the latest MCNP ver- 
sion. Furthermore, MCTAL files are much shorter and easier to store. Different 
MCNP runs may be plotted against each other from any combination of MCTAL 
and RUNTPE files. 

Tally plots are made with the command 


MCNP6 Z 


after which the MCNP code will ask for a RUNTPE file name (RUNtpe =) or an 
MCTAL file name (RMCtal =). 

The following plot command file, COM153, plots all tallies of Example 2.20 and 
Example 2.21 with MCTAL files j142.m and j143.m: 


rmc-j142.m tal 6 xlim .2 20 loglog la "light output" & 

title 1 "Proton Heating Tally with DE/DF dose function" 
pause 

tal 26 xlim 0 10 ylim .03 .2 linlog la "energy deposition" & 
Title 1 "Proton Energy Deposition" 
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pause 

tal 8 xlim .01 10 ylim .001 .2 linlog la "light output pulses" & 
title 1 "Based upon light output F6: FT8 PHL 1 6 1" 

pause 

tal 18 ylim .005 .04 la "energy deposition pulses" & 

title 1 "Based upon energy deposition F16: FT8 PHL 1 16 1" 

pause 

tal 28 xlim 0 10 ylim .005 .03 title 1 "Simple pulse-height 
F8 tally" 

pause 

tal 18 Title 1 "Comparison of F8 and FT8 PHL 16" la "FT8 PHL 
1161" € 

cop tal 28 la "Simple F8" 


pause 

tal 38 ylim .001 .1 title 1 "*F8 Energy-Deposition" la "energy 
deposition" 

pause 

reset all 

rme jl143.m tfc m title 1 "TFC M --- Mean Value Convergence" 
la "mean" 

pause 

end 

end 


Figure 2.25 shows the plot of the F6 tally in Example 2.20: 
The F6 tally of Example 2.20 is repeated here to accompany the plot of Fig. 2.26. 


FC6 Track length heating converted to light output 
fo:h 11 $ F6 is converted to light 
DE6 LINO 0.2 0.4 0.6 0.8 1 1.2 1.4 1.6 1.82 


2.2 2.4 2.6 2.8 3 3.2 3.4 3.6 3.8 4 
4.2 4.4 4.6 4.85 5.2 5.4 5.6 5.8 6 
6.2 6.4 6.6 6.8 7 7.2 7.4 7.6 7.8 8 
8.2 8.4 8.6 8.8 9 9.2 9.4 9.6 9.8 10 
DF6 LIN 0.00 0.01 0.04 0.08 0.12 0.17 0.23 0.29 
0.35 0.42 0.50 0.57 0.66 0.74 0.83 0.93 
1.02 1.12 1,23 1.34 1.45 1.56 1.67 1.79 
1.92 2.04 2.17 2.30 2.43 2.57 2.70 2.84 
2.99 3.13 3.28 3.43 3.58 3.74 3.90 4.05 
4.22 4.38 4.55 4.72 4.89 5.06 5.23 5.41 
55,59 SX] 5.95 
e0 0.2 481 10 11 13 15 17 20 
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Fig. 2.25 Tally plot of F6 tally in Example 2.20 


The tally plot commands are 


- n x 
menp 6 
probid: 
tally 6 
h 
nps 100000 


f(e) bin normed 
mctal * j142.m 
Cell 
Flag/Dir 
User 
Segment 
Mult 


Angle 


Energy 


" * 0 BH w E Ú ^ 


Time 1 


—— light output 


rmc=3142.m tal 6 xlim .2 20 loglog la "light output" & 
title 1 "Proton Heating Tally with DE/DF dose function" 


Figure 2.26 shows the plot of the F26 tally in Example 2.20. 


FC26 Track length MeV deposited 


f26:h 11 
sd26 1 


The tally plot commands are 


$ Divide by 1 rather than grams 
e0 0.2 481 10 11 13 15 17 20 


rmc-j142.m tal 26 xlim O 10 ylim .03 .2 linlog 
"Proton Energy Deposition" 


la "energy deposition" Title 1 


& 


124 2 Basic Concepts 


W PLOTWINDOW = S. = | 


Proton Energy Deposition 


J—— IIED AAA PAPA RARA menp 6 
probid: 
tally 26 
h 
nps 100000 


f(e) bin normed 

metal = j142.m 
Cell 
Plag/Dir 


User 


Mult 


Angle 


Peer ert I 


f 1 
d 1 
u 1 
s Segment 1 
m 1 
e 1 
e Energy ` 
t 


Time 1 


energy deposition 


targy ev) 


Fig. 2.26 Tally plot of F26 tally in Example 2.20. Note how the eight tally dimensions—F, D, U, 
S, M, C, E, T—are listed on the right 


Figure 2.27 shows the plot of the F8 tally in Example 2.20. 


FC8 Total light output 

f8:h 11 $ F8 is total light output 

FT8 PHL 161 0 

e8 0 1e-6 .001 .05 5I .35 437 s4 GI 1,0 1.2 1,32 1,4 101 3,6 
3.79 3.8 301 10 61 50 


Note that the energy deposition for this F8 tally is from the heating tally F6 and 
does not require energy bins for the F6 tally. 
The tally plot commands are 


rmc-j142.m tal 8 xlim .01 10 ylim .001 .2 linlog & 
la "light output pulses" £ 
title 1 "Based upon light output F6: FT8 PHL 1 6 1" 
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Fig. 2.27 Tally plot of F8 tally in Example 2.20. Note how the eight tally dimensions—F, D, U, S, 
M, C, E, T—are listed on the right 


Figure 2.28 shows the plot of the F18 tally in Example 2.20. 


FC18 Total energy deposited 


F18:h 


Ft18 PHL 1161 0 


el8 O 
S5 


11 


16-6 .001.,05 ST 39 494 24 9I 1,0 1.2 1,32 1,4 TOI 3.6 


19 3.8 30I 10 6r 50 


$ 0.37 1.32 and 3.79 are expt thresholds 


Note that the energy deposition for this F8 tally is from the heating tally F16 and 
does not require energy bins for the F16 tally. 
The tally plot commands are 


rmc-j142.m tal 18 ylim .005 


title 1 


"Based upon energy deposition F16: 


FT8 PHL 


1 16 


1" 


.04 la "energy deposition pulses" & 


126 2 Basic Concepts 


W PLOT WINDOW E | 


Based upon energy deposition F16: FT8 PHL 1 16 1 
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Fig. 2.28 Tally plot of F18 tally in Example 2.20. Note how the eight tally dimensions—F, D, U, 
S, M, C, E, T—are listed on the right 


Figure 2.29 shows the plot of the simple (no FT special treatment) F28 tally in 
Example 2.20. 


FC28 Pulse height tally 

f28:h 11 

e28 0 le-6 .001 .05 51 .35 .37 .4 9I 1.0 1.2 1.32 1.4 101 3.6 
3.79 3.8 301 10 61 50 


Note that the energy deposition for this FS tally is from a surface/collision esti- 
mator, which adds the energy entering the cell and produced by secondary particles 
in the cell and then subtracts out the energy of particles leaving the cell. 

The tally plot commands are 


rmc-j142.m tal 28 xlim O 10 ylim .005 .03 & 
title 1 "Simple pulse-height F8 tally" 
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Fig. 2.29 Tally plot of F28 tally in Example 2.20. Note how the eight tally dimensions—F, D, U, 
S, M, C, E, T—are listed on the right 


The name of the file is “j142.m,” the name of the MCTAL file being read. The 
LAbel command should be used to get a better label. 

Figure 2.30 shows a coplot of tallies F18 and F28 and demonstrates the capabil- 
ity to plot multiple curves with the MCNP plotter. 


FC18 Total energy deposited 

F18:h 11 

rt18 PHL 11610 $ 0.37 1.32 and 3.79 are expt thresholds 

el8 0 1e-6 .001 .05 51 .35 .37 .4 9I 1.0 1.2 1.32 1.4 101 3.6 
3.79 3.8 301 10 61 50 

FC28 Pulse height tally 

f28:h 11 

e28 0 1e-6 .001 .05 51 .35 .37 .4 9I 1.0 1.2 1.32 1.4 101 3.6 
3.79 3.8 301 10 61 50 
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Fig. 2.30 Plot of Example 2.20 F18 and F28 tallies plotted together. Note how the eight tally 
dimensions—F, D, U, S, M, C, E, T—are listed on the right 


Note that the pulses of the F18 pulse-height light tally energy deposition are 
from the F6 track length heating tally. The pulses of the F28 simple pulse-height 
tally are from the energy balance of surface and collision estimators. The two tallies 
agree within statistics despite being generated from totally independent estimators. 

The tally plot commands are 


tal 18 Title 1 "Comparison of F8 and FT8 PHL 16" & 
la "FT8 PHL 1 16 1" cop tal 28 la "Simple F8" 


Figure 2.31 shows tally *F38, an energy deposition pulse-height tally: 


FC38 Pulse height energy deposition 

*E38 Sh 11 

e38 0 le-6 .001 .05 51 .35 .37 .4 91 1.0 1.2 1.32 1.4 101 3.6 
3,19-3,8 307. 10 61 :50 
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Fig. 2.31 Plot of Example 2.20 *F38 energy deposition pulse-height tally. Note how the eight 
tally dimensions—F, D, U, S, M, C, E, T—are listed on the right 


The total tally bin is 0.908 + .01 MeV, which is the same (within statistical uncer- 
tainty) energy deposition, 0.905 + .01 MeV, as the F26 track length tally with the SD 
divisor to get units of MeV: 


FC26 Track length MeV deposited 
f26:h 11 
sd26 1 $ Divide by 1 rather than grams 


The tally plot commands are 


rmc=3142.m tal 38 xlim 0 10 ylim .001 .1 € 
title 1 "*F8 Energy-Deposition" la "energy deposition" 


Figure 2.32 shows how it is possible to plot tallies with no energy, time, cosine, 
etc., bins—that is, tallies with a single number as the total tally. 
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Fig. 2.32 Plot of convergence of Example 2.21 point detector tally 
It also shows tally convergence of the point detector tally in Example 2.21: 


FC15 Photon point detector 
F15:P 00 500 
DD15 -3e-7 500 


The convergence and all convergence criteria of the 10 statistical tests can be 
plotted with the TFC plot command: 


rmc jl143.m tfc m title 1 "TFC M --- Mean Value Convergence" 
la "mean" 


Note that because “TITLE 2" is not set, the second title line is carried forward 
from a previous plot. 

Figure 2.33 shows the KCODE criticality plot of the principal estimators vs the 
cycle number using the MCNP tally plotter for the problem of Example 2.14. 
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Fig. 2.33 KCODE Criticality plot 
The plot COM file is 


run=3133.r ylim .794 .8 kc 16 la "CAT" & 
title 1 "Criticality Convergence" title 2 "Estimators vs Cycles" & 


cop kc 11 la "Collision" cop kc 12 la "Absorption" & 
cop kc 13 la "Track Length" 


The various KCODE commands are listed when running the MCNP code in the 
tally plot mode and entering “HELP KCODE.” Here, the multiple curves KC = 16, 
11, 12, and 13 are plotted together. KC = 16 is the cumulated covariance-weighted 
collision-absorption-track length (CAT) estimator of key, KC = 11 is the cumulative 
collision estimator of kep, KC = 12 is the cumulative absorption estimator of kep, 
and KC = 13 is the track length estimate of &,j. Because Example 2.14 did not have 
a PRDMP 3rd entry to create a MCPLOT file, the RUNTPE file, RUN=j133.r, has 
to be used. 

Run-Time Plotting: MCNP plots may also be generated during the course of a 
run with the MPLOT input card. For Example 2.14, add the following to the MCNP 
input file: 


MPLOT freq 5 kc 16 cop kc 11 cop kc 12 cop kc 13 
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FREQ=5 puts up a plot of the calculation every 5 KCODE cycles. For non- 
KCODE calculations, FREQ is the number of histories between which plots will be 
sent to the computer terminal. MPLOT arguments are MCPLOT commands. A user 
can visualize source convergence with an FMESH plot (see next section) called on 
MPLOT, for example. 


2.5.4 Mesh, Radiography, and Ring Tallies 


Example 2.22 illustrates a number of tally capabilities. It also uses the vertical input 
format for the source definition with the + operator (MCNP manual [2] sec- 
tion 2.8.2). 


Example 2.22 NE-213 Detector with Point, Ring, Radiography, and Mesh 
Tallies 


NE213 scintillator 


11 1 -0.9 -11 imp:n=1 
20 0 -100 11 imp:n=1 
22 0 100 imp :n=0 


11 REC 0000 0 3.81 2.54 


100 so 100 
MODE n h 
ml 1001 1.213 6000 1 
mx1:h J 6012 
nps le5 
print -85 -86 -162 -70 -98 
prdmp 23 1 
e 
SDEF PAR N x=d21 y=d22 z -50 erg 100 vec 0 0 1 dir 1 
ARA=56 
# SI21 SP21 SI22 SP22 
-4 0 s3.5 0 
4 1 345 1 
[e 


TALNP 55 65 

FC15:n Point detector at side 

Flb:in 402 0 

dd15 -3e-4 

FC25:n Ring detector at side 

FZ225:n 24 0 

dd25 -3e-4 

FC55 Pinhole image projection radiograph at side 
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FIP55:n 0502 0 002 5 0 40 

C55 -3 99i 3 

FS55 -3 99i 3 

FC65 Transmitted image projection radiograph on axis 
FIR65:n 0040 0 00000 0 

c65 -20 99i 20 

FS65 -20 99i 20 

FC75 Transmitted image projection radiograph on side 
FIR75:n 400 0 000 0 0 0 


c75 -10 99i 30 
FS75 -20 99i 20 
E 


FC104 MCNP5 style neutron FMESH tally 
FMESH104:n geom-rec origin -5 -5 -30 

IMESH 5 IINTS 100 

JMESH 5 JINTS 100 

KMESH 30 31 KINTS 1 1 
FC114 MCNP5 style proton FMESH tally 
FMESH114:h geom-rec origin -5 -5 -30 

IMESH 5 IINTS 100 

JMESH 5 JINTS 100 

KMESH 30 31 KINTS 1 1 
FC124 MCNP5 style neutron source FMESH tally 
FMESH124:n geom-rec origin -5 -5 -60 type source 


IMESH 5 IINTS 100 
JMESH 5 JINTS 100 
KMESH 60 KINTS 1 
c 
TMESH 
RMESH201:n FLUX  TRAKS 
CORA201 =5 go 1. 5 
CORB201 =5 99r 5 


CORC201 -30 30 31 
RMESH211:h FLUX  TRAKS 


CORA211 25: 99 T. 5 
CORB211 25: 99L $5 
CORC211 -30 30 31 
RMESH232 N 
CORA232 25 991 5 
CORB232 25) 5 
CORC232 -60 30i -.1 60i 4 10i 20 
ENDMD 


PLOT FREQ 1e4 plot pz 1 ex 5.5 la 0 1 tal201.1 col on 
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The following plot COMmand file shows how to plot the F15 point, FZ25 ring, 
F55, F65, F75 radiography tallies and FMESH104, FMESH114, and FMESH124 
tallies. Plotting the TMESH tallies is problematic and is dealt with thereafter. 


rmc j161.m 

tal 15 la "F15 point" tfc m cop tal 25 la "FZ25 Ring" 
pause 

tal 55 free sc 

pause 

tal 65 free sc 

pause 


tal 75 free sc 
pause 

run j161.r 
plot 

fmesh 104 
pause 
fmesh 114 
pause 
fmesh 124 
pause 
pause 

end 

end 


Figure 2.34 is a coplot of the F:15 point detector tally and FZ25 ring detector 
tally from Example 2.22. 


FC15:n Point detector at side 
Fl5:in 402 0 

dd15 -3e-4 

FC25:n Ring detector at side 
FZ225:n 24 0 

dd25 -3e-4 


The point and ring detectors converge within statistical uncertainty because of 
the cylindrical symmetry of the problem. In such problems, the ring detector is more 
efficient and converges with a higher FOM. Note that the SDEF source requires the 
ARA entry to give the area of the plane-wave source and enable next-event estima- 
tors such as the point detector, ring detector, and radiography tallies. 

The pinhole radiograph tally (FIP) is 


FC55 Pinhole image projection radiograph at side 
FIP55:n 0502 0 002 5 0 40 

C55 -3 99i 3 

FS55 -3 99i 3 
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Fig. 2.34 Coplot of F15 point detector and equivalent FZ25 ring detector tallies. The plot com- 
mand is “rme j161k.m tal 15 la “F15 point” tfc m cop tal 25 la “FZ25 Ring” 


The FIPS55 tally is a pinhole radiography tally. The pinhole is like the focal point 
in a camera. The pinhole radiography tally captures the image of a particles emitted 
from or reflected by a region. The first three entries are the coordinates of the pin- 
hole (0,50,2). The 4" entry is unused. The 5"—7" entries are the center of the object 
(0,0,2). The tally axis is the vector from the object (0,0,2) to the pinhole, (0,50,2)— 
namely the y-axis—normal to the incident beam axis. No collision or source points 
outside a 5 cm radial collimator (8" entry) contribute to the radiograph, saving com- 
putational time. The 9" entry is the radius of the pinhole (0=perfect pinhole). The 
image plane is 40 cm (10" entry) beyond the pinhole in the tally axis (y-axis) direc- 
tion. The s- and t-axes are x and y lengths of the radiograph plane and are specified 
on the FS (segment) and C (cosine) cards as dimensions in cm. TALNP prevents 
excessive printout to the OUTP file. The plot is illustrated in Fig. 2.35. 

Any tally can be plotted as a two-dimensional array of any two of the 8 tally 
dimensions. For radiography tallies, it is convenient to plot the cosine and segment 
dimension. The “free” tally plot command can be in one dimension as in “free s” or 
“free c,” or in two dimensions as in “free sc.” 
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Fig. 2.35 Pinhole radiography tally F55 of Example 2.22. The image plane is a side (y-axis) view 
of NE213 detector secondary and scattered neutrons. The plot command is “tal 55 free sc” 


Example 2.22 has two transmitted image (FIR) rectangular coordinate radiogra- 
phy tallies. Cylindrical transmitted image radiography tallies, FIC, are available but 
not illustrated. 


FC65 Transmitted image projection radiograph on axis 
FIR65:n 0040 0 00000 0 

c65 -20 99i 20 

FS65 -20 99i 20 

FC75 Transmitted image projection radiograph on side 
FIR75:n 400 0 000 0 0 0 

c75 -10 99i 30 

FS75 -20 99i 20 


The first three entries are the coordinates of the center of the image plane, which 
is normal to the tally axis. The 4th entry is unused. The tally axis is the vector from 
the image center (5th-7th entries) (0,0,0) to the image plane center [(0,0,40) for 
FIR65 and (4,0,0) for FIR75]. The last 8th entry (0) tallies both direct and indirect 
(scattered) contributions; = 1 for scattered only. The 9th entry is the radial field of 
view (= 0 for infinite). The 10th entry scores to the center of each s- and t-axis grid 
point rather than to a random point in the grid. 
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Fig. 2.36 Transmitted image radiography tally F65 of Example 2.22. The image plane is in the 
SDEF source direction (on z-axis) and behind the object. The tally plot command is “tal 65 free sc” 


The transmitted image radiography tallies of Example 2.22 are plotted below: 
Fig. 2.36 is the image from the F65 on-axis tally; Fig. 2.37 is the image from the 
F75 side-view tally. 

The MCNPS style mesh tallies in Example 2.22 show the neutron flux 
(FMESHI04), proton flux (FMESH114), and neutron source (FMESH124) inte- 
grated over the z-axis source direction and in the x-y plane: 


FC104 MCNP5 style neutron FMESH tally 
FMESH104:n geom-rec origin -5 -5 -30 
IMESH 5 IINTS 100 
JMESH 5 JINTS 100 

KMESH 30 31 KINTS 1 1 
FC114 MCNP5 style proton FMESH tally 
FMESH114:h geom=rec origin -5 -5 -30 
IMESH 5 IINTS 100 
JMESH 5 JINTS 100 
KMESH 30 31 KINTS 1 1 
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FC124 MCNP5 style neutron source FMESH tally 
FMESH124:n geom-rec origin -5 -5 -60 type source 


IMESH 5 IINTS 100 
JMESH 5 JINTS 100 
KMESH 60 KINTS 1 


These tallies can be plotted from the MCNP RUNTPE continuation file in the 
geometry plot mode simply by clicking the FMESH button in the lower left of the 
MCNP geometry plot or by entering commands at the command prompt or in a 
COMmand file. The MCNP code automatically determines the view as through the 
middle of the largest mesh span. Figure 2.38 shows the FMESH104 neutron mesh 
tally. Figure 2.39 shows FMESHI14 proton mesh tally. Figure 2.40 shows the 
FMESH 124 neutron source mesh tally. In each of these plots, the PLOT> command 
“VIEWPORT SQUARE” from the terminal was used to get the plot without the 
interactive geometry plot buttons showing. The command *VIEWPORT RECT" 
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Fig. 2.37 Transmitted image radiography tally F75 of Example 2.22. The image plane is a side 
view normal to the x-axis, normal to the source direction z axis direction, and shows a side view of 
neutron emission from the object. The tally plot command is “tal 75 free sc” 


2.5 Plotting 139 


restores the rectangular plot plane and “INTERACT” switches from PLOT> com- 
mand mode back to interactive mode. 

The MCNPX style TMESH tallies in Example 2.22 enable more plotting capa- 
bilities than the FMESH tallies. Tracks, populations, doses, DXTRAN, point detec- 
tor, multiple particle energy deposition, and more can be plotted in addition to fluxes 
and source points. Unfortunately, the interface is inconsistent with the FMESH 
interface and harder to use. The TMESH tallies start with “TMESH” and end with 
“ENDMD” and must be all together: 


3 PLOT WINDOW 


Fig. 2.38 FMESH neutron flux tally F104, which excludes the source beam and consists of sec- 
ondary neutrons. The plot is made by clicking the FMESH button on the lower left of the geometry 
plot or by entering the command “FMESH 104” 
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Fig.2.39 FMESH proton flux tally F114. The protons are secondary particles from neutron reac- 
tions. The plot is made by clicking the FMESH button on the lower left of the geometry plot or by 
entering the command “FMESH 114” 
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There are also bugs that make entering PLOT> commands ineffective. Entering 
commands from a COMmand file, from the terminal, or in the lower left of the interac- 
tive geometry plot where it says “click here or picture or menu” does not work unless 
the lower right button “TAL” in the interactive geometry plot reading from the 
RUNTPE is first toggled. After that, the “TAL,” “PAR,” and “N” buttons can be used 
or the TMESH plot commands may be entered. Note that the FMESH button must be 
clicked off. (There are TMESH plotting examples in the MCNP manual [2] Sect. 6.4.4.) 

The neutron flux and particle track rectangular RMESH201 mesh tallies are 
shown in the TMESH plots of Figs. 2.41 and 2.42. The X-Y view is normal to the 
source z-axis. The proton flux and particle track rectangular RMESH211 mesh tallies 
are shown in the TMESH plots of Figs. 2.43 and 2.44. Again, the X-Y view is normal 
to the source z-axis. The neutron source rectangular RMESH232 mesh tally is shown 
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Fig. 2.40 FMESH neutron source tally F124. The neutrons are from proton collisions. The z = 0 
plot plane is coincident with the bottom of the NE213 detector object, resulting in the semi-circle 
surface boundary. The plot is made by clicking the FMESH button on the lower left of the geom- 
etry plot or by entering the command “FMESH 124” 
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Fig. 2.41 TMESH plot of rectangular mesh tally RMESH201 neutron flux made from RUNTPE 
in the geometry plot mode. The view is down the source z-axis, “pz 1 ex 5.5 or 0 0 1.” The plot 
command after clicking off FMESH and cell labels and entering VIEWPORT SQUARE is “la 0 1 
tal201.1 la 0 0.” The 0.1 gets the first PAR entry, namely flux. The first LA command gets the tally 
for coloring and the second turns off cell labels 


in the TMESH plot of Fig. 2.45. The X-Z view is normal to y-axis with the source 
z-axis in the vertical direction. 

The run-time plotting for TMESH tallies utilizes the MPLOT command in the 
input file. The plot picture will flash on the computer terminal with a frequency of 
every FREQ = 1.E-4 histories. The remaining commands specify the plot view and 
which TMESH tally to plot. 


MPLOT FREQ 1e4 plot pz 1 ex 5.5 la 0 1 tal201.1 col on 


2.6 Statistics and Convergence 143 


SN PLOT WINDOW 


Fig. 2.42 TMESH plot of rectangular mesh tally RMESH201 neutron tracks made from RUNTPE 
in the geometry plot mode. The plot view is down the source z-axis with geometry plot command 
"pz 1 ex 5.5 or 0 0 1.” The plot command after clicking off FMESH and cell labels and entering 
“VIEWPORT SQUARE" is “la 0 1 tal201.2 la 0 0.” The 0.2 gets the second PAR entry, namely 
TRAKS. The first LA command gets the tally for coloring and the second turns off cell labels 


2.6 Statistics and Convergence 


Example 2.23 is a thin, 2 cm-thick disc with a huge 1x10'% cm radius. 
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Fig. 2.43 TMESH plot of rectangular mesh tally RMESH211 proton flux made from RUNTPE in 
the geometry plot mode. The plot view is “pz 1 ex 5.5 or 0 0 1,” namely down the source z-axis. In 
the interactive mode, FMESH must be off, cell labels L2 off, and the lower right “TAL” and “N” 
buttons must be cycled through until tally 211 is the edit quantity (middle left). Then click PLOT> 
and enter “VIEWPORT SQUARE” and “la 0 1 tal211.1 la 0 0.” The 0.1 gets the first PAR entry, 
namely flux. The first LA command gets the tally for coloring and the second turns off cell labels 


Example 2.23 Demonstration of False Convergence and Ten Statistical Tests 


Isotropic source in RCC disc 
1 0 -1 imp:n=1 
2 0 1 imp:n=0 


1 RCC 00-1 002 1e10 
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nps 2e4 

prdmp 2j 1 

print 

el 

fcll Neutrons crossing surface 
fil*n (l.l 1.2 1,3) 1,1 1.2 1.3 
ft11 frv 00 1 

cll =.95 38i 1 T 

fql1 C F 

E 

fc4 Neutron flux in RCC disc 


f4:n 1 

sd4 1 

E 

SDEF vec 0 0 1 dir-d1 

sil -1 9ilog -le-10 1e-10 9ilog 1 


Spl 0 .9 8ilog %e-10 2e-10 9e-10 8ilog .9 


The problem is contrived to demonstrate the ten MCNP statistical tests that can 
help identify false convergence. Tally F4 of this problem passes nine of the ten MCNP 
statistical tests although it is falsely converged after 20000 histories to an estimate of 
9.19 + 5.9%. The correct answer is 24.06 neutrons, more than a factor of two differ- 
ent. Sometimes false convergence gives estimates that are orders of magnitude wrong. 

False convergence is caused by undersampling important regions of problem 
space. Undersampling can occur if an important region of the geometry is not suf- 
ficiently sampled. Undersampling also occurs if important physics, such as neutron 
resonances or photon coherent scatter, are improperly sampled. In Example 2.23, 
undersampling is caused by insufficiently sampling source angle. 

The source in Example 2.23 is an isotropic source because the number of neu- 
trons started in each cosine bin from —1 « y « 1 is proportional to the size of the 
cosine bin. This is equivalent to these other forms of an isotropic source: 


SDEF 

or 
SDEF vec 0 0 1 dir=dl 
sil -1 1 


spl 0 1 


Figure 2.46 shows that the source is indeed isotropic. It is a plot of the tally F11 
neutron current in cosine bins. 
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Fig. 2.44 TMESH plot of rectangular mesh tally RMESH211 proton tracks made from RUNTPE 
in the geometry plot mode.The plot view is “pz 1 ex 5.5 or 00 1,” namely down the source z-axis. 
In the interactive mode, FMESH must be off, cell labels L2 off, and the lower right “TAL” and “N” 
buttons must be cycled through until tally 211 is the edit quantity (middle left). Then click PLOT> 
and enter “VIEWPORT SQUARE" and “la 0 1 tal211.2 la 0 0.” The 0.2 gets the first PAR entry, 
namely flux. The first LA command gets the tally for coloring and the second turns off cell labels 


The tally plot command is 


rmc j20k.m tal 11 free c la "20k" linlin cop rmc j8.m tal 11 
la "le8" 
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Fig. 2.45 TMESH plot of rectangular mesh tally RMESH232 neutron source made from RUNTPE 
in the geometry plot mode. The plot view is “py 0 ex 34 or 0 0 -25.” Click off FMESH and cell 
labels. Click on TAL and N until tal232.1 becomes the edit quantity. Click PLOT> and enter 
“VIEWPORT SQUARE” to get the picture without buttons. The SDEF source is seen in the —Z 
mesh region at the bottom of the plot. The source plane is a line in this view, but appears like a 
rectangle with a thickness of the tally mesh. The red color is the maximum source strength. 
Secondary neutrons from protons are seen at the NE213 detector at the top of the plot. These sec- 
ondary neutrons appear as blue dots because of their lower intensity 


The MCTAL file j20k.m was created with NPS 2e4 and the MCTAL file j8.m 
was created with NPS 1e8. The number of neutrons in each of the 40 equal cosine 
bins is the same within statistical uncertainty, which is an isotropic distribution. 
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Fig. 2.46 Tally plot of Example 2.23 tally F11 neutron current in cosine bins; number of particles 
crossing all surfaces of the disc relative to the z-axis 


The output file tally fluctuation chart for the F4 flux tally shows the tally results 
as a function of the number of histories: 


tally 4 
nps mean error vov slope fom 
2000 8.2767E+00 0.1805 0.5439 1.9 117916 
4000 7.8166E+00 0.1082 0.3385 2.0 163975 
6000 8.4977E+00 0.0983 0.1613 2.0 132371 
8000 8.7945E+00 0.0949 0.1873 2.3 106554 
10000 8.8567E+00 0.0820 0.1405 2.2 114229 
12000 8.8204E+00 0.0759 0.1160 2.2 133236 
14000 8.7715E+00 0.0679 0.1014 2.5 138769 
16000 8.7582E+00 0.0617 0.0886 2.4 143993 
18000 9.0119E+00 0.0592 0.0715 2.3 136872 
20000 9.1865E+00 0.0589 0.0726 2.3 122876 


The “mean” is the flux estimate of the answer. The “error” is the relative error, 
which is the standard deviation of the mean divided by the mean. The “vov” is the 
variance of the variance, or the relative error of the relative error. The “slope” is the 
rate of convergence. The “fom” is the Figure of Merit. 
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The tally printed in the output file is 


ltally 4 nps = 20000 Neutron flux in RCC disc 
tally type 4 track length estimate of particle flux. units 1/cm** 


cell 1 
9.18646E+00 0.0589 


results of 10 statistical checks for the estimated answer for the tally 


fluctuation chart (tfc) bin of tally 4 
tfc bin --mean-- --------- relative error--------- 
behavior behavior value decrease decrease rate 
desired random «0.10 yes 1/sqrt (nps) 
observed random 0.06 yes yes 
passed? yes yes yes yes 
----variance of the variance---- --figure of merit-- -pdf- 
value decrease decrease rate value behavior slope 
«0.10 yes 1/nps constant random 23.00 
0.07 yes yes constant random 2.32 
yes yes yes yes yes no 


number of nonzero history tallies - 20000 
efficiency for the nonzero tallies = 1.0000 
history number of largest tally = 18954 

largest  unnormalized history tally = 4.42936E+03 
(largest tally)/(average tally) = 4.82162E+02 
(largest tally)/(avg nonzero tally)= 4.82162E+02 


As shown in the tally fluctuation chart at the end of the output file (above), the 
mean value, 9.18646E+00, is constant within statistics—or *random"— passing the 
first of the ten statistical tests. The relative error, E = 0.0589, is «1096, decreasing, 
and sufficiently decreasing as 1/sqrt(NPS), thus passing the 2"4_4 statistical tests. 
For next-event estimator tallies, F5 point detectors, the passing criteria is a relative 
error «596. The variance of the variance, VOV = 0.0726, is less than 10%, decreas- 
ing, and sufficiently decreasing as 1/NPS, passing the 5th—7th statistical tests. For 
convergence, the VOV test is more important and more sensitive than the relative 
error test. The Figure of Merit, FOM = 122876, is 1/(TE?), where T is the computa- 
tion time and E is the relative error. Whereas E? is proportional to 1/NPS and T is 
proportional to NPS, the FOM should be a constant. Note that the FOM will vary 
from one computer to another because T is machine dependent, so FOM can be 
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compared only on the same computer, MCNP version, and installation. Because the 
FOM is sufficiently constant, the 8th and 9th convergence tests are passed. Only the 
10th test—the slope test—fails, as indicated by “no.” 

The slope test estimates the rate of large scores that contribute to a tally. If a 
region of phase space is undersampled, then its score to the tally will be large when 
it finally is sampled because the Monte Carlo calculation is unbiased and the fre- 
quency of large scores times the magnitude of those scores should be the expecta- 
tion value—or mean score—of the problem. 

Figure 2.47 in the output shows how the slope is calculated. 

All scores from 1e—30 to 1e30 are put in 600 logarithmic bins according to score 
size. Then the first nonzero score bin, in this case 1.26+00, to the highest, in this 
case 5.01403, is printed vertically with the number of scores in each bin. The “num 
den" is the number density, or the number of scores, divided by the size of the bin. 
Then the logarithm of this density is taken and “*” (asterisks) are printed to repre- 
sent the "log den" magnitude. The slope is the curve fitted to the 200 highest scores, 
indicated by the “s.” Print Table 161 shows 6 scores 22.004203, which flatten the 
slope to its value of 2.32 and are 200 times the average score of 9.18. The largest 
unnormalized history tally is 4.42936E+03 (from print table 160), which is 
4.82162E+02 times larger than the average tally. 

To pass all convergence tests, the slope should be >3 [11]. To increase the slope, 
the parts of the problem that cause the large scores need to be sampled more often. 
To determine the cause of the largest score, one can rerun the largest history (the 
relevant history number is found in print table 160): 


NPS 1 
RAND HIST=18954 
DBCN 2J 1 1 


NPS runs a single history. The random number sequence of history 18954 is 
specified via the RAND card. An event log for the 1st through the 1st history is 
specified by the DBCN card. Thus, History 18954 is repeated, and from the 1st 
50-history Print Table 110 and the event log, the cause of the large score becomes 
apparent. The cosine of the source in the z-direction, W, is very small and leads to a 
track length of À = 4.42936E+03 cm before the particle escapes. The F4 flux 
tally is F4 = A/V and V = 1 because of the SD card. In fact, a track length comparable 
to the disc radius, le8, is possible. Thus z-axis cosine bins near zero need to be 
sampled better. Setting a source bias of 


sb1 0 1 20r 


causes the SDEF source to start more particles in the small z-angle directions, as 
seen in Fig. 2.48 from Print Table 10 after the SB bias is added. This source direc- 
tion bias enables the problem to pass all statistical checks and converge to the cor- 
rect answer very quickly. (Note the weight multiplier keeps this a fair physical 
representation of an isotropic source.) 
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Thus, the ten statistical tests identify false or poor convergence. The solution to 


false or poor convergence is variance reduction, which results in sampling the more 
important parts of the problem more frequently at the expense of less impor- 
tant parts. 


What does one do when some tests fail? The ten statistical tests are themselves 


estimated quantities and can sometimes be misleading: 


If the first test of the mean having a constant value fails, check the tally fluctua- 
tion charts at the end of the output file to see if it is really constant. In rare cases, 
the MCNP fitting routine fails. 

If the 2nd test of the relative error >10% (5% for point detectors/next-event esti- 
mators) fails, run the problem for more particles or computer time. Note that if 
the slope «3, the relative error does not exist, and running longer may not help. 
If the 3rd and 4th tests of the relative error behaving as | / SORT (NPS) fail, in 
rare cases, the MCNP code is unable to fit the curve properly. 

If the 5th—7th tests of the variance of the variance, VOV, fail, be aware that VOV 
does not exist if the slope is «3 and can be ignored in those cases. Otherwise, run 
longer, or check the tally fluctuation chart for a linearly decreasing VOV. 

If the 8th and 9th tests of the FOM fail, check the tally fluctuation chart to see if 
it really is not constant. Note that—in the early stages of a problem—the MCNP 
code does extra checking for the first 50 to a few thousand histories. Thus, on 
short runs of merely thousands of histories, the FOM will increase as the checks 
finish. Also, the FOM is based on computer time so that very short problems of 
a few seconds often have difficulty passing the FOM tests. 

If the 1Oth slope test fails, then the important parts of the problem have probably 
not been sampled well enough. Note that the slope test requires at least 600 his- 
tories and the ability to fit the slope to the 200 largest scores, so a slope of zero 
is observed for short problems. These short problems need to be run longer for 
more histories. The user should be aware of what the largest possible score to any 
tally could be and where large scores are likely. Then, variance reduction should 
be used to sample whatever causes the largest score and other likely large scores. 
Note that improper use of variance-reduction methods can also lead to failing the 
slope test, which often indicates poor convergence right from the start of a prob- 
lem before the other tests are passed. The slope test is the most challenging test 
to understand and use to improve convergence. 
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Chapter 3 


® 


Examples for Nuclear Safeguards M 
Applications 


3.1 Fuel Assembly in Water Tank 


3.1.1 Problem Description 


The MCNP input file of Example 3.1 describes a 13 x 13 fuel assembly in a cylin- 
drical water tank. It shows the MCNP repeated structures lattice capability. The aim 
of the input file is to calculate the induced fission in the enriched and depleted ura- 
nium pins in the fuel assembly in the water tank when the starting source of neu- 
trons is spontaneous fission. 


Example 3.1 Fuel Assembly in Water Tank 


Fuel Assembly in Water Tank 
c * ck ck k k k k k ck k k k k k k k k k k k k k k k k k K 


11 313 -10.44 
I2 201. 6:55 
I3. 101  —1.00 
21 101 -1.00 
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cells 


:n-1 $ 
:n-1 $ 
:n-1 $ 
u=5 lat=1 


B E F PrP = 078 
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* k k k k k k k k k k k k k k k k k k k k k £ & 
Fuel 
Cladding 
Outside u=1 world 
imp:n=1 $ Infinite lattice 


Supplementary Information The online version contains supplementary material available at 
[https://doi.org/10.1007/978-3-031-04129-7 3]. 
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d qp ES Xo club dh 

Jë s OR RO dea, PP ob h 3. 

J E dl; ab, ab walk, ako o ob Sb up 

1:14 X 1:41 T 1-1 Inca 

Ll d d zd 23 1l I Lo d oi 

1111111111111 
31 0 -74 fill=5 imp:n=1 $ Assembly containing cell 
32 101 -1.00 74 -75 imp:n=1 $ Water tank 
99 0 T5 imp:n=0 $ Outside world 
16 102 -10.5 -76 u=8 imp:n=1 $ Depleted uranium pin 
17 101 -1.00 76 u=8 imp:n=1 $ Outside u=8 world 


c * k k k k k k k k k k k k k k k k k k k < < < < surfaces cock k k k k k k k k k k k k k < k k k k < k < kk 


71 RCC 0 0 -150 00300 .4840 $ fuel cylinder 

72 RCC 0 0 -150 00300 .5590 $ clad cylinder 

183 BPP —:75 175. = TS: z TS. =150 150 $ Fuel assembly box 

74 RPP -9.75 9.75 -9.75 9.75 -150 150 $ Fuel assembly boundary 

75 RCC 0 0 -200 0.0 400 30 $ 
$ 


76 RCC 0 0 -150 00300 .7000 


water tank 
depleted uranium tube 


c * k k k k k k k K k k k k k k k k k k < k < < ko K < < data ck k k k k k k k k < k K k K K k k k k < k k k kk 


SDEF PAR=SF pos=0 0 0 ext=d61 axs=0 0 1 rad=fcel=d50 cel=d63 
Si61 -150 150 


Sp61 0 1 

Si63 L (11«21[-5:2 -6:-6 0:0]«31) 
(16<211[ 3376  —6:—6. 0:20]«31) 
(11«21[-6:6  —5:6 .0:0]«31) 

Sp63 2.68 7R 5.80 3R 2.68 155R 

DS50 S 51 7R 52 3R 51 155R 

si51 0 .4840 

sp51 -21 1 

si52 0 .700 

sp52 -21 1 

print 

nps le4 

prdmp 2J 1 


m102 292235.80c .003 292238.80c .997 8016.80c 2 $ depleted uranium 
m201 40090 -0.505239 40091 -0.110180 40092 -0.168413 

40094 -0.170672 40096 -0.027496 nlib-80c $ zirconium 
m313  92235.80c -0.02759 92238.80c -0.85391 8016.80c -0.1185 $ U02 


m101 1001.80c 2 8016.80c 1 $ water 
mt101 lwtr 
[o 


FC4 Induced fission neutrons in enriched and depleted fuel pins 
F4:n (L1«(21[-5:2 —-6:-6 0:0])«31) (11«(21[-6:6 -5:6 0:0])<31) 
(16<(21[ 3:6 -6:-6 0:0])<31) 
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FQ4 FM 
FM4 (-1 102 -6 -7) (-1 313 -6 -7) 
sd4 1 2R 


Example 3.1 demonstrates how to use a lattice geometry to create a fuel assem- 
bly and how to calculate reaction rates (fission and fission-neutron production) in 
particular parts of the lattice. The different parts of the input file will be described, 
and then the output file and tally results will be explained. 

The MCNP input file is divided into three sections. The cells are described, start- 
ing on the second line after the required title line down to the first blank line. The 
surfaces are then described down to the next blank line. All other information fol- 
lows in the data section. Comment lines start with “c”; comments may also follow 
“$” on each line. Lines are limited to 128 characters wide and may be continued by 
either “&” or five spaces starting the next line. 

The full geometry axial view is shown in Fig. 3.1. Figure 3.2 zooms into the lat- 
tice and shows the lattice indexing. 


2 PLOT WINDOW = o x 


Fig. 3.1 MCNP plot of fuel assembly in water tank. The cells are colored by material: green is 
water (m101), yellow is LEU oxide (m313), and magenta is depleted uranium oxide (m102) 
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(5,-3,0) 


(6,-5,0) 


Fig. 3.2 Expanded view of the bottom right corner of the assembly in Fig. 3.1, showing the lattice 
indices. Dark blue is the cladding material (m201) 


3.1.2 Geometry Description 


11 313 -10.44 -71 u=1 imp:n=1 $ Fuel 
12 201 =6.59  -72 11 u=1 imp:n-1 $ Cladding 
13 101 -1.00 72 u=1 imp:n=1 $ Outside u=1 world 
21 103. 1.00 -73 u=5 lat-1 imp:n-1 $ Infinite lattice 
fill--6:6 -6:6 0:0 
5111111118888 
1111111111111 
111 111111111 
1111111111111 
1111111111111 
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d X. qp A Woo Zeb ub dd 

IL IIo Xo liccc 

Ln X gk bod ob Lol ob d 

dilly d Lol Ae Xo CGU We EX 

Te d. 2 Je ds dd CE LOL du 

T ole s o ach CULO oe 3 

ld E ask eqo cdd. 

1:00:11: 111111 
31 0 -74 fill=5 imp:n=1 $ Assembly containing cell 
32 101 -1.0 74 -75 imp:n-1 $ water tank 
99 0 75 imp:n=0 $ outside world 
16 102 -10.5 =76 u=8 imp:n-1 $ Depleted uranium pin 
17 101 -1.00 76 u-8 imp:n-1 $ Outside u-8 world 


In this geometry, cell 11 is the fuel inside surface 71, cell 12 is the clad between 
surfaces 71 and 72, and cell 13 is outside surface 72 and extends out to infinity. 
These cells are all in universe u = 1. 

Cell 21 is in universe u = 5 and is a 13 x 13 rectangular lattice (lat = 1). Each 
lattice element has an index, [i,j,k], which corresponds to the x, y, z axes because 
each lattice box surface, 73, is an RPP (see surfaces, below) type surface. Whereas 
the lattice box surface 73 is centered exactly at the origin, the lattice element at the 
origin has i,j,k indices = [0,0,0]. The i and j indices go from —6 to +6, specifying 13 
lattice elements in the x- and y-directions; the k indices are from 0 to 0, indicating 
only one lattice element in the z-direction. The lattice elements are filled with uni- 
verses 5, 1, and 8. Note how u = 5 can be filled with itself—namely u = 5—which, 
in this case, is a lattice box of water. Note also how the order of the filling elements 
in the lattice lines of cell 21 looks like the upside-down version of the geometry 
illustrated in Fig. 3.1 and shown in detail in Fig. 3.2. 

Cells 16 and 17 describe universe u = 8, which also fills the lattice of universe 
u = 5. Universe 8 is depleted uranium inside surface 76 and extends to infinity out- 
side surface 76. Although universes 1 and 8 go out to infinity, they are made finite 
by being contained in the lattice boxes of universe 5. 

Cell 31 is in universe u = 0, which is the default universe and is filled with the 
lattice of universe 5. Cell 31 is inside RPP surface 74, which is exactly on the out- 
side boundary of lattice boxes of universe 5. This bounding RPP can be smaller than 
the lattice of its filling universe but not larger because then there would be undefined 
space in the geometry. Cell 32 is the u = 0 cylindrical water tank outside the fuel 
assembly box. Cell 99 is the world outside the water tank, which extends to infinity 
but has importance imp:n = 0, which causes any neutrons that enter cell 99 to be 
terminated and no longer tracked in the problem. 

The surfaces are RPP and RCC right parallelepiped and right circular cylinders, 
respectively. The RPP entries are —x +x —y +y —z +z. The RCC entries are the coor- 
dinates of the base center, x, y, z, followed by the coordinates of the height vector in 
the x, y, z directions, followed by the cylinder radius. 
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3.1.3 Other Data: Sources, Materials, Tallies, and More 


After the third blank line follows the non-geometry information of the problem. 


SDEF PAR=SF pos=0 0 0 ext=d61 axs=0 0 1 rad=fcel=d50 cel=d63 
Si61 -150 150 


sp61 0 1 

Si63 L (11«21[-5:2 -6:-6 0:0]<31) 
(16<21[ 3:6 -6:-6 0:0]<31) 
(11<21[-6:6 -5:6 0:0]«31) 

sp63 2.68 TR 5.80 3R 2.68 155R 

DS50 S 51 7R 52 3R 51 155R 

si51 0 .4840 

sp51 -21 1 

si52 0 .700 

sp52 -21 1 


SDEF is the source definition line that specifies the source as spontaneous fis- 
sion, PAR = SF, in a cylinder with a base at the origin, POS = 0 0 0, and axis in the 
z-direction, AXS = 0 0 1. The height is sampled linearly according to distribution 
EXT = D61, which goes from —150 to +150 cm. All 168 active source cells are 
listed by i,j,k indices in the cell distribution (d63): cell 11 (u = 1) eight times for 
—5 < i < 2, j = —6; then cell 16 (u = 8) four times for 3 € 6, j = —6; and then cell 11 
(u = 1) for 156 times for —6 € i < 6 and —5 € j < 6. The source strengths (SP63) are 
2.68 fissions/s for cell 11 and 5.8 fissions/s for cell 16; these are calculated from the 
spontaneous fission yields times component nuclide mass fraction times cell mass 
(from Print Tables 38, 40, and 50 in the OUTP file). The radii are dependent on the 
cell (dependent distribution DS50) and sampled uniform in the area using distribu- 
tion D51 for cell 11 (radius 0.4840) and distribution D52 for cell 16 (radius 0.7000). 

The full print (print) is turned on. An MCTAL file is written for post-processing 
(PRDMP 2J 1). The source strength totaled over all fuel pins is 1 neutron (WGT not 
specified on SDEF) but it is sampled with 10,000 source histories (nps 1E4). The 
number of source histories sampled affects only statistical convergence and has no 
physical meaning. 

Material 102 in cell 16 is depleted uranium oxide (m102) with uranium atom 
fractions 0.3 ?9?U and 99.7 WU. Material 201 consists of five zirconium isotopes, 
Zr, ? Zr, Zr, “Zr, and “Zr, with mass fractions 0.505239, 0.110180, 0.168413, 
0.170672, and 0.027496. Material 313 is uranium dioxide, UO,, 3.17 at% or 
3.13 wt% enriched in 25U. Material 101 is light water. MT101 specifies the light 
water molecular S(o,) treatment, which should be provided when available for all 
light mass materials in neutron calculations. All cross-sections are specified as 
* 80c”, which tells the code to use the ENDFVII revision 1 version of the data 
libraries, if available, or the ENDFVII.1. 
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FC4 Induced fission neutrons in enriched and depleted fuel pins 

F4:n (11<(21[-532 -6:-6 D:0])«31) (11«(21[-6:6 -—5:6 0:0])<31) 
(16<(21[ 3:6 -6:-6 0:0])<31) 

FQ4 FM 

FM4 (-1 102 -6 -7) (-1 313 -6 -7) 

sd4 1 2R 


Tally 4 is described in the tally comment (FC4) and tallies the number of induced 
fissions in the 168 fuel pins (F4:n) printed with multiplier bins horizontal and fuel 
pin cells vertical (FQ4). The two multiplier bins (FM4) multiply the flux by vo; to 
convert flux to fission neutrons/volume, respectively, for enriched fuel (material 
102) and for depleted uranium (material 313). The —1 multiplies by atom density of 
the material; the reactions —6 and —7 are the microscopic fission cross-section, and 
the y, fission multiplicity. SD4 overrides the volume division to provide final results 
in fission neutrons per source neutron, which is also equivalent to keg in near-critical 
calculations. 


3.1.4 MCNP Output 


Here, we comment on the output and the results obtained from running the MCNP 
code with the input file of Example 3.1. Some of the output is optional and requires 
the PRINT card to be in the input file. 

Optional Print Table 38 reports the fission multiplicity data. Because there is no 
FMULT card in the input of Example 3.1, the default values are used. The default 
Gaussian widths are from Santi et al. [1]. Fission multiplicity is described quite well 
with a good example in the MCNP manual, Ref. [2] of Chap. 2, Section 3.3.3.8 
FMULT. Print Table 38 is displayed later in Fig. 5.1. 

Print Table 100 reports on the cross-sections used in the problem and should 
always be consulted to ensure that good data are being used. 

Print table 110 provides information on the birth of the first 50 particles so that 
the user can verify the source is as desired. 

The problem summary table provides the first results in terms of neutron creation 
and neutron loss in the problem shown in Fig. 3.3: 

For the creation (left side), we can read that prompt fission neutron production is 
4.1071E+00 and delayed neutron production is 2.9445E—02 per source neutron. 
(The weight represents the real number of neutrons divided into an arbitrary number 
of tracks depending on the setup of the problem.) For neutron loss (right side), the 
major loss is due to the neutron capture, 3.2721E+00, per source neutron. 

The same table reports a key result of the problem—the net multiplication 
(3.5233 with relative uncertainty of 0.0133). 

The results of the F4 tally, as fission per source neutron, for the three cells are 
reported in Fig. 3.4. 
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Table 3.1 Tally F4 tabulated results repeated in a table format 
| Multiplier: (-1102 —6 —7) | Multiplier: (-1 313 26 —7) - 


Cell | Value | Relative error | Value | Relative error - 
11 <(21[—5:2 -6:-6 0:0) «31 |3.14E-02 | 0.0217 [2386-01 [0.0231 | 
11 <(21[-6:6 -5:6 0:01) <31 |5.71E-01 | 0.0179 |3.87E+00 [0.0182 

16<(21[3:6 —6:-60:0] «31 |3.66E-02 | 0.0246 |320E-01 |00265 —— 


In Table 3.1, we have extracted the information to be more easily read. 

The range of lattices for cells a, b, and c are listed in the first column. The multiplier 
bins are the number of induced fissions per gram in material 102 (columns 2 and 3) and 
material 313 (columns 4 and 5). The relative errors are the standard deviation divided 
by the tally value to give a fractional error between 0.0 and 1.0. Only the enriched 
uranium material 313 results are valid for the enriched uranium cell 11 and only the 
depleted uranium material 102 results are valid for the depleted uranium cell 16. 

This table shows us that the fission-neutron production rate is about 10 times 
higher in the low-enriched uranium pins (cell 11) compared with the depleted ura- 
nium pins (cell 16), as expected, and that the statistical uncertainty on the results is 
between 1.8% and 2.7%. The 2.38E—01 induced fissions in the eight low-enriched 
pins on the edge of the assembly is less than the 3.87E+00 fissions averaged over the 
other 156 low-enriched pins and more than the 3.66E—02 fissions in the depleted 
uranium pins. The F4 track length tally of fission neutron production is thus 
2.38E-01 + 3.87E+00 + 3.66E-02 = 4.474E+00. The net multiplication is the neu- 
tron production less the neutron source, or 3.474E+00. This track-length estimate 
agrees within statistics with the net multiplication of 3.5233 in Figure 3.3. 


3.2 Coincidence Counter with F4 and F8 Tallies 
for Coincidence and Multiplicity Counting Rates 


3.2.1 Description 


Example 3.2 shows how to use the MCNP code to calculate Singles and Doubles 
(coincidence) counting rates in a coincidence counter. The theory and operation of 
coincidence counting are described in the PANDA manual [2] and the input file 
describes a crude model of an HLNC2 detector taken from page 499 of the same 
reference. This example illustrates how the Singles, Doubles, Triples, etc., rates can 
be calculated from the F4 tally using the point model or directly from the F8 tally 
without relying on the point model assumptions. 

The different parts of the input file will be described and then the output file and 
tally results will be explained. 


Example 3.2 Coincidence Counter for Multiplicity Counting 
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Crude model of HLNC2 based on p499 of PANDA Manual 
c Cells 


[o sample volume 

100 94 -2.5 -100 imp:n=1 

c Cavity 

1 0 -1 100 imp:n-1 

e Bottom end plug poly 

2 1 -0.96 -2 3 imp:n-1 

c Bottom end plug Al 

3 13 -2.7 -3 imp:n=1 

[o Bottom end plug Cd 

4 48 -8.64 -4 2 imp:n=1 

[o Top end plug poly 

5 1 -0.96 -5 6 imp:n=1 

€ Top end plug Al 

6 13 -2.7 -6 imp:n=1 

[o Top end plug Cd 

7 48 -8.64 -7 5 6 imp:n=1 

€ Cd liner 

8 48 -8.64 -11 1 4 7 imp:n=1 

e Poly moderator with external cutouts and holes for #He tubes 
9 1 -0.96 (-8 : -9 : -10) 11 12 #11 #12 #13 #14 415 #16 #17 #18 


#19 #20 #21 #21 #22 #23 #24 #25 #26 
#27 imp:n=1 
e 18 3He detectors 4 atm 3He only (no walls, air gap, top & bot- 
tom end spaces) 
10 3 -4.99e-4 -12 Mi 


11 Like 10 but TRCL-(-0.730 4.138 0) 
12 Like 10 but TRCL=(-2.831 TUIS 00) 
13 Like 10 but TRCL-(-6.050 10.479 0) 
14 Like 10 but TRCL-(-9.999 I1.916 .0 ) 
15 Like 10 but TRCL-(-14.201 11.916 0) 
16 Like 10 but TRCL-(-18.150 10.479 0) 
17 Like 10 but TRCL-(-21.369 7.778 0) 
18 Like 10 but TRCL-(-23.470 4.138 0) 
19 Like 10 but TRCL-(-24.200 0.000 0) 
20 Like 10 but TRCL-(-23.470 -4.138 0) 
21 Like 10 but TRCL-(-21.369 -7.778 0) 
22 Like 10 but TRCL-(-18.150 -10.479 0) 
23 Like 10 but TRCL-(-14.201 -11.916 0) 
24 Like 10 but TRCL-(-9.999 -11.916 0 ) 
25 Like 10 but TRCL-(-6.050 -10.479 0) 
26 Like 10 but TRCL-(-2.831 She se. 
27 Like 10 but TRCL-(-0.730 -4.138 0) 


[o Outside vacuum 
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110 O -999 8 9 10 imp:n=1 
e Exterior world 
120 0 999 imp:n=0 


e surfaces 
Í: rcc 0 0 -20.3412 0 0 40.6824 8.75 $ cavity 
2 rec 0 0 -28.8 00 8.3 8.75 $ Bottom end plug poly 
3 rcc 0 0i 26; 7 00 6.2 6.75 $ Bottom end plug Al 
4 rcc 0 0 -28.8 00 8.4588 8.75 $ Bottom end plug Cd 
5 rec: 0 0 20.5 00 8.3 8.75 $ Top end plug poly 
6 rcc 0 0 20.5 00 6.2 6:15 $ Top end plug Al 
7 rcc 0 0 20.3412 0 0 8.4588 8.75 $ Top end plug Cd 
8 rec: 0 0 -28.8 00 16.8 16.9 $ bottom poly moderator 
9 ree 0 0 —12. 0.0 24 15 $ middle poly moderator 
l0. reo Q 0 12 0 0 16.8 16.9 $ top poly moderator 
11 rcc 0 0 -28.8 0 0 57.6 8.9088 $ Cd liner 
12 rcc 12.1 0 -25.4 0 0 50.8 1.27 $ 3He tube 
100 rcc O 0-=10 0 0 20 5 $ Sample volume 
999 rcc 0 0 -30 0 0 60 20 
Materials 


poly density 0.96 g/cm3 
ml 1001 2 6012 1 
mtl poly.10T $ specification of thermal S(a,b) scattering 
e Al 
m13 13027 1 
c Cd 
m48 48000 1 
c 3He 
m3 2003. 1 
c plutonium oxide 
m94 94240 0.2 94239 0.8 8016 2.0 
phys:n 25250J3J3J030JJJOO 


fmult 94239 method=5 data=3 shift=1 $ method=LLNL data=Ens. 
Shift-MCNPX 

fmult 94240 method=5 data-3 shift-1 $ 

e Spontaneous fission source in sample volume 

c Source nuclide is chosen from possible spontaneous fission 


nuclides present 
Sdef par-sf xt=dl axs = 0 0 1 rad=d2 


sil -10 10 
spl 0 1 
si2 0 5 
sp2 -21 1 
ë 


[o sdef par-n ext=dl axs = 00 1 rad-d2 erg=d3 
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[o sil -10 10 

[o spl 0 1 

c si2 0 5 

ë sp2 = 2 cI 

c energy cards for (alpha,n) source on Oxygen 

c Si3 h 0.00E+00 2.00E-01 4.00E-01 6.00E-01 8.00E-01 
c 1.00E+00 1.20E+00 1.40E+00 1.60E+00 1.80E+00 
el 2.00E+00 2.20E+00 2.40E+00 2.60E+00 2.80E+00 
e 3.00E+00 3.20E+00 3.40E+00 3.60E+00 3.80E+00 
E 4.00E+00 4.20E+00 4.40E+00 4.60E+00 4.80E+00 
c 5.00E+00 5.20E+00 5.40E+00 5.60E+00 5.80E+00 
c 6.00E+00 6.20E+00 6.40E+00 6.60E+00 6.80E+00 
e 7.00E+00 7.20E+00 7.40E+00 7.60E+00 7.80E+00 
c 8.00E+00 8.20E+00 8.40E+00 8.60E+00 8.80E+00 
c 9.00E+00 9.20E+00 9.40E+00 9.60E+00 9.80E+00 
c 1.00E+01 1.02E+01 1.04E+01 1.06E+01 1.08E+01 
c 1.10E+01 1.12E+01 

c sc3 PuO2 source (a,n) only 

c sp3 d 0.00E+00 1.40E-02 2.02E-02 1.93E-02 1.67E-02 
€ 1.89E-02 2.52E-02 3.42E-02 4.54E-02 5.84E-02 
ë 7.62E-02 9.14F-02 1.05E-01 1.06E-01 9.80E-02 
c 8.36E-02 6.64E-02 5.08E-02 3.39E-02 1.88E-02 
c 9.46E-03 3.63E-03 1.39E-03 9.54E-04 7.04E-04 
[ei 5.53E-04 3.74E-04 2.08E-04 3.57E-05 3.40E-06 
(s 3.57E-08 0.00E+00 0.00E+00 0.00E+00 0.00E+00 
c 0.00E+00 0.00E+00 0.00E+00 0.00E+00 0.00E+00 
c 0.00E+00 0.00E+00 0.00E+00 0.00E+00 0.00E+00 
el 0.00E+00 0.00E+00 0.00E+00 0.00E+00 0.00E+00 
e 0.00E+00 0.00E+00 0.00E+00 0.00E+00 0.00E+00 
c 0.00E+00 0.00E+00 

c tallies (sum of all 3He detectors) 


el 

c He-3 Interactions 

fc4 He-3 interactions from track length tally 

f4:n (10 11 12 13 14 15 16 17 18 19 20 21 22 23 24 25 26 27) 

fm4 -1.0 3 103 Sintegral of flux* (n,p) reaction of material 3 * 1.0 
*atom density 

sd4 1 $ divide by 1 instead of cell volume to get total reac- 
tion rate 


t4 450 6850 20e8 T $ time bins to give the coincidence gate 
fraction 
c 


c Coincidence tallies based on capture in 3He 


ë 
fc8 Ungated Coincidence tally 
f8:n (10 11 12 13 14 15 16 17 18 19 20 21 22 23 24 25 26 27) 
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ft8 cap 2003 


fc18 Gated Coincidence tally 

f18:n (10 11 12 13 14 15 16 17 18 19 20 21 22 23 24 25 26 27) 
ft18 cap 2003 gate 450 6400 $ lus=10 shakes --> 4.5 us predelay 
and 64 us gate 


FC108 Full gate to compare moments with ungated F8 
F108:n (10 161 27) 
FT108 CAP 2003 gate 0 1e20 


FC116 Energy deposition tally to demonstrate FT118 CAP EDEP 
Fll6:n (10 161 27) 


FC118 Energy deposition capture tally 
F118:n (10 161 27) 

FT118 CAP EDEP 116 ,.5 

print -30 -50 -70 -140 -162 

nps le6 


The geometry is a very simplified model of the HLNC2 detector, as shown in the 
PANDA manual p. 499 [2]. A vertical and horizontal cross-section of the geometry 
is shown in Fig. 3.5. 


Fig. 3.5 Cross-sections of HLNC2 detector model with cell numbers 
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The item and the ?He detectors are modeled with no structure (no detector walls, 
no deadspaces, no quench gas, etc.). No allowance is made for the presence of the 
electronics or any external structures, such as the floor. The cadmium liners of the 
cavity and endplugs are included. The ?He gas density is based on pure ?He at 4 atm 
pressure and 20 °C. 

The geometry is built of simple macrobodies. The ?He detectors are based on 1 
macrobody that is copied by 17 TRCL translations, thus the density, diameter, and 
length of all detectors are controlled by single entries, ensuring consistency and 
making them easy to change. (The translations were calculated with Excel and cut 
and pasted into the file.) The item is of 3.9 kg of plutonium dioxide at a (powder) 
density of 2.5 g/cm?. 


3.2.2 Materials 


The plutonium composition is 20% Pu and 80% ??Pu. All cross-sections were 
entered without any library identifiers, which causes the cross-sections to be chosen 
from the XSDIR file entries. Particular versions can be chosen if desired. The speci- 
fication of carbon in polyethylene as ZAID = 6012 causes MCNP to use the 1979 
12C evaluation unless ENDF/B-VIII is available. ENDF/B-VI and ENDF/B-VII data 
evaluations use ZAID = 6000. Note that natural isotopic composition is defined for 
cadmium. Elemental cadmium (material 48,000) is a 1980 evaluation. Modern eval- 
uations require specifying the isotopic composition of cadmium. The remaining 
cross-sections used are .80c ENDF/B_VII.1 cross-sections. One of the most com- 
mon MCNP error is to not examine Print Table 101 in the output to ensure that the 
cross-sections MCNP is using are the ones intended. Note nucleardata.lanl.gov is a 
useful resource for nuclear data libraries. 


3.2.3 Source 


This item produces both spontaneous fission and (a,n) neutrons. In the field of non- 
destructive measurements for safeguards, the ratio of (a,n) neutrons to spontaneous 
fission neutrons is called a. The counting rates from each source are completely 
separate with no interactions. NOTE: This calculation—either with the point model 
or with the F8 tally—does not include the "accidental coincidence rate," which is, 
in any case, subtracted to produce the measured value. This is a significant advan- 
tage for the precision of the calculation compared with the precision of an actual 
measurement. (If it is desired to model the experimental case with accidentals, it is 
necessary to use the PTRAC capability (MCNP manual Section 3.3.7.2.4) to pro- 
duce events and then combine them into a simulated pulse train.) The calculation 
can be done either in one step, with a combined spontaneous fission/(a,n) source, or 
in two separate steps, in which the count rates from each source are calculated 
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separately. The second method is chosen here because, although it requires two 
calculations rather than one, it does mean that, with these two runs, results can be 
produced for any value of a rather than requiring one run for every a value. 

The source is chosen to be spontaneous fission (PAR = sf) or (on) over the height 
and radius of the item. (In the example file above (Example 3.2), the (a,n) source 
energy distribution is commented out.) The probability in the vertical direction is 
uniform, but the probability in the radial direction uses a built-in probability distri- 
bution in the source description (sp2 -21 a), which gives a power law «aclrl* for 
the probability so that the volume of the item is uniformly sampled. The power law 
power of a = | is used because the differential cylindrical volume is dV = 2xhr dr, 
where the radius is sampled to the first power. 

For spontaneous fission, the starting source event is chosen from all possible 
nuclides present in the cell that can undergo spontaneous fission, properly weighted 
with their abundance and specific spontaneous fission probability (predominantly 
Pu in this case). When PAR = sf is used, the tallies are normalized to the number 
of starting neutrons in the same way as PAR = n. If PAR = —sfis used, the tallies are 
normalized to the number of starting fissions. The difference between the results for 
the two options is the average nu-bar of the source. The F8 tally results are always 
presented normalized in both ways. The nps value that controls the length of the run 
(in both options) will be in fissions so that the number of starting neutrons will be 
nps*nu-bar. In the (on) source case, single neutrons are started with the energy 
distribution given by the si3 and sp3 cards from the d3 distribution. In this case, the 
number of neutrons is simply nps. The energy spectrum of the (o,n) source used 
here is given as an example. It is not well documented and should be used with care. 


3.2.4 Tallies 


The F4 tally calculates the reaction rate in the sum of all detector regions by integrat- 
ing the track length estimate of the flux as a function of energy together with the (n,p) 
reaction cross-section of He (type 103; see Chapter 2 Table 2.1 or Table 3-104 of the 
MCNP6 manual) controlled by the entries on the FM card. The first entry on the FM 
card requests that the integral be multiplied by 1 and the negative sign requests that 
the integral be multiplied also by the atom density of material 3. The result would 
normally be divided by the volume of the (sum of the) cells to give the reaction rate 
per unit volume, but the SD4 card sets the cell volume to one so that we obtain the 
total reaction rate over all of the cells. There is a time bin specified on the t4 card that 
sets a time bin that starts at the predelay and ends at the predelay + gate. The times 
are in shakes. This result will be used to obtain the coincidence gate fraction. 

The F8 tally gives the ungated coincidence tally for the detector for each single 
history (including multiplication). The sum of the detectors is specified as for the F4 
tally. The FT8 card requests that a pulse is considered to be created when there is a 
reaction with *He (ZAID 2003) in the detector volume. The tally makes a histogram 
of the number of created pulses for each history. At the end of the run, the factorial 
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moments of this histogram are calculated. The results of this tally are presented with 
the other tallies toward the end of the output in a much more readable form in Print 
Table 118, just after the information about the source multiplicity in Print Tables 
117 and 115. In this example, the F8 tally is ungated; no coincidence gate is applied. 
This tally gives us the Singles rate and the ungated Doubles and Triples, etc. 

The F18 tally uses a coincidence gate based on the parameters predelay and gate 
following the “gate” keyword, in shakes 


ftl8 cap [-21] [-12] 2003 gate 450 6400 


which extends from the predelay to the predelay + gate. IMPORTANT NOTE: 
This tally gives us the observed Doubles and Triples, etc., but the first moment is the 
Doubles—not the Singles—as in the case of the ungated tally. In this case, the 
default values of mc (maximum number of captures = 21) and mO (maximum num- 
ber of moments — 12) are used and can be omitted. For highly multiplying items, 
these can be increased. 


3.2.5 Warning Messages 


Warning messages indicate that there may be a user error and all should be carefully 
examined. 


Warning: physics models disabled: 
warning. Memory reduction option specified, physics models disabled. 


From Print Table 101 in the output file, the cross-section data tables extend from 
0 to between 20 and 25.5 MeV. The default for neutron-only problems is not to use 
physics models for neutrons above this energy range but instead to use data at the 
highest energy in the data table. All code memory requirements for models are elimi- 
nated. Because this is a fission energy range calculation, the warning is not a concern. 


Warning: tallies beyond last bin 
warning. last time bin of tally 4 is less than time cutoff. 


The MCNP code warns when the input is processed that the last time bin of tally 
4 is less than the problem time cutoff (infinity). Later, during the particle transport, 
the message 


warning. tally not scored beyond last time bin. 
nps - 4252 tal = 4 tme = 2.0597E+09 


indicates that statistical history 4252 could not score because it was past the last 
time bin. At the end of the output file, all scores beyond the last bin are summarized. 
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1 some tally scores were not made for various reasons: 
beyond last bin not in 
tally user segment mult angle energy time 
4 0 0 0 0 0 253 


Warning: unnormalized material fractions 
warning. 2 materials had unnormalized fractions. print table 40. 


The above warning is issued when the material fractions in the input do not add 
to either one or to the density on the cell card. (The code does renormalize the mate- 
rial fraction to 1.0.) In this calculation, the following specification of polyethylene 
is deliberate but not normalized. 


ml 10012 6012 1 


Warning: analog capture turned on 

warning. Forced neutron analog capture for FT CAP or CGM option. 
comment. unresolved resonances with variance reduction with 

f8 tally. 

warning. Pulse-height tally variance reduction forced off. F8 tal- 
lies not reliable. 


Most correlated physics options, such as the CGM physics treatment or FT8 CAP 
coincident capture tallies, require analog capture with no particle weight adjustments 
for variance reduction see section 5.1.6. Whereas the unresolved resonance range 
probability table treatment—which is important for fission-energy problems—is 
turned on by default, The MCNP code recognizes that there will be automatic vari- 
ance reduction whenever the probability tables overlap an energy cutoff boundary. 
Such an overlap will not occur in this calculation because there is no lower energy 
cutoff. Also, pulse-height tallies without the FT8 options use variance reduction by 
default, but that is automatically turned off by the FT8 option. Nonetheless, MCNP 
recognizes that there may be default variance reduction and issues these warnings. 


3.2.6 Results 
3.2.6.1 From the Point Model 
From the point model, we have the Singles rate, 
S =mGeMv.. 
And the Doubles rate, 


D = mGF, €M°v (v = 1)/2, 
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where 


m is the Pu. mass 

G is the number of fissions/s/g Pu 

Fa is the Doubles gate fraction 

e is the detection efficiency 

M is the leakage multiplication 

v, is the mean number of neutrons per spontaneous fission (v; for induced fission) 

vv — 1) is the mean number of pairs per spontaneous fission including 
multiplication 


Using Boehnel’s approach [3], we usually write for the Doubles, 


Mia (M I)(1+a)K |, 


2 2 V, (v, 
D = mGe F,M* 
2 
where 


v. Vi (vi -1) 
(v, - 1)v, (v, = 1) l 
Kis taken as 2.166 (INCC [4]), and a is the ratio of (on) neutrons to spontaneous 


fission neutrons from the sample; however, it is more convenient to separate the 
spontaneous fission and (on) contributions as 


D=mGe*F,M” 


+N ,£°F,M’ | (M -1) —— 


where N, is the (a,n) emission rate. This shows the similarity of the form between 
the coincidence rates caused by multiplication from spontaneous fission and (a,n) 
events. With the different contributions separated, we can now use the respective 
values for efficiency and gate fraction for the spontaneous fission case and the (a,n) 
case, although the values are usually very close. 

a (= N,/mGy,) can be calculated for materials with known stoichiometry and 
plutonium isotopic composition (p. 484 of Ref. [2]). For the plutonium oxide in the 
example, we have a = 0.2876 for this rather idealized isotopic composition. 

The quantities we need for the calculation (and where they come from) are shown 
in Table 3.2. 

Extracts from the output file for the spontaneous fission cases are shown in 
Figs. 3.6, 3.7, 3.8, 3.9, and 3.10. 
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Table 3.2 Quantities needed to calculate coincidence and multiplicity counting rates and where to 


find them in the MCNP output file 
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Quantity 


Mass of 
AP 


Location in output file 


Print Table 60 gives the 
PuO, mass for cell 100; 
Print Table 40 gives the 
Pu??? mass fraction for 
material 94 


Value from spontaneous 
fission run 

3926.99 x 0.177003 = 
695.09 g (N.B. in general 
238Pu and ??Pu need to be 
included to give Pu.) 


Value from (an) run 


Same 


Multiplication 


Problem Summary, five 
lines under the table "net 
multiplication" 
(equivalent to the 
“leakage multiplication" 
in [2] 


1.1566 


1.1624 


Print Table 117 


"spontaneous fission 
source multiplicity and 
moments" 


By number or by weight 


2.15454 


n/a 


vv, — 1)/2 


Print Table 117 


"spontaneous fission 
source multiplicity and 
moments" 


“nu(nu-1)/2!” 


By number or by weight 


1.89621 


n/a 


Vi 


Print Table 117 


“induced fission source 
multiplicity and 
moments” 


By number or by weight 


3.10743 


3.14732 


v (v; — 1)/2 


Print Table 117 


"induced fission source 
multiplicity and 
moments" 
“nu(nu-1)/2!” 


By number or by weight 


3.98444 


4.0842 


Efficiency e 


Tally 4 total time bin, 
divided my 
multiplication 


0.202397/1.1566 = 0.1750 


0.181203/1.1624 = 
0.1559 


Gate fraction 
Fs 


Tally 4 second time bin 
divided by total 


0.143773/0.202397 = 
0.7104 


0.128314/0.181203 = 
0.7081 


Na 


q x m x G x V, 


n/a 


0.2876 x 695.09 x 
473 x 2.15454 = 
203,726 
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lcell volumes and masses 


cell atom gram input 
density density volume 
1 100 1.66513E-02 2.50000E+00 0.00000E+ 
2 1 0.00000E+00 0.00000E+00 0.000002 
Fig. 3.6 Print Table 50 
material 
number component nuclide, mass f 
T 1001, 1.43814E-01 
13 13027, 1.00000E+00 
48 48000, 1.00000E+00 
3 2003, 1.00000E+00 
94 94240, 1.77003E-01 


Fig. 3.7 Print Table 40 


Crude model of HLNC2 based 


neutron creation tracks 
source 2154543 T. 
nucl. interaction 0 0. 
particle decay 0 0. 
weight window 0 0. 
cell importance 0 0. 
weight cutoff 0 0. 
e or t importance 0 0. 
dxtran 0 0. 
forced collisions 0 0. 
exp. transform 0 0. 
upscattering 0 0. 
photonuclear 0 0. 
(n,xn) 378 T. 
prompt fission 494291 2. 
delayed fission 1042 4. 
prompt photofis 0 0. 
tabular boundary 0 0. 
tabular sampling 0 0. 
total 2650254 1. 


number of neutrons banked 
neutron tracks per source part 
neutron collisions per source 
total neutron collisions 

net multiplication 


on p499 of PANDA Manual 


weight energy 
(per source particle) 


0000E+00 1.9336E+00 
0 
0 
0 
0 
0 
0 
0 
0. 
0. 
1.0786E-07 
0. 
7544E-04 1.1810E-04 
2942E-01 4.7187E-01 
8363E-04 2.3487E-04 
0 
0 
0. 
2301E+00 2.4058E+00 
1555188 
icle 1.2301E+00 
particle 3.2031E+01 
69011165 


1.1566E+00 0.0005 


calculated 
volume mass 
00 1.57080E+03 3.92699E+03 
00 8.21447E+03 0.00000E+00 
raction 
6012, 8.56186E-01 
94239, 7.05059E-01 
probid = 04/30/19 12:11:18 
neutron loss tracks 
escape 1470548 
energy cutoff 0 
time cutoff 0 
weight window 0 
cell importance 0 
weight cutoff 0 
e or t importance 0 
dxtran 0 
forced collisions 0 
exp. transform 0 
downscattering 0 
capture 1020114 
loss to (n,xn) 189 
loss to fission 159403 
nucl. interaction 0 
particle decay 0 
tabular boundary 0 
elastic scatter 0 
total 2650254 
average time of (shakes) 
escape 4.0990E+05 
capture 7.9892E+05 


capture or escape 5.6923E+05 
any termination ^ 5.3496E«05 
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reason volume 


pieces not calculated 
1 
1 

8016, 1.17938E-01 


weight energy 
(per source particle) 


6.8253E-01 7.4229E-01 

0. 0 

0. 0 

0. 0 

0. 0 

0. 0 

0. 0 

0. 0 

0. 0. 

0. 0. 

0. 1.6268E+00 

4.7347E-01 6.5515E-03 

8,7722E-05 7.3068E-04 

7.3985E-02 1.1928E-01 

0. 0 

0. 0 

0. 0 

0. 0. 

1.2301E+00 2.4058E+00 

cutoffs 

tco 1.0000£+33 
eco 0.0000E+00 
wcl 0.0000E+00 
wc2 0.0000E+00 


Fig. 3.8 Summary table showing multiplication for spontaneous fission case 


For the singles, we have from spontaneous fission, 
Ss = 695.09 x 473 x 0.175 x 1.1566 x 2.15454 = 143,370 counts per second (cps). 


And from (on), 


S, = 203,726 x 0.1559 x 1.1624 = 36,906 cps. 
Thus, the overall Singles rate is 180,276 cps. 
For the Doubles, we have, 
D, = 695.09 x 473 x 0.175? x 0.7104 x 1.1566? x [1.89621 + (1.1566 — 1) x 
2.15454 x 3.98444/(3.10743 — 1)] 2 24,246 cps. 


And from (on), 


D, = 203,726 x 0.1559? x 1.1624? x 0.7081 x (1.1624 — 1) x 4.0842/ 


(3.14732 — 1) 2 1448 


cps. 
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lspontaneous fission source multiplicity and moments. print table 
UTE 


--------- by number --------------- by weight ---------------------------- 
fission multiplicity fission multiplicity 
fissions neutrons fraction fissions neutrons fraction error 
nu- 0 63324 0 6.33240E-02 2.93909E-02 0.00000E+00 6.33240E-02 0.0039 
nu= 1 231544 231544 2.31544E-01 1.07468E-01 1.07468E-01 2.31544E-01 0.0020 
nu 2 333750 667500 3.33750E-01 1.54905E-01 3 3.33750E-01 0.0016 
nu- 3 252249 756747 2.52249E-01 17078E-01 3.51 2.52249E-01 0.0019 
nu- 4 98953 395812 9.89530E-02 4.59276E-02 1 9.89530E-02 0.0031 
nu 5 18140 90700 1.81400E-02 8.41942E-03 Am. 1.81400E-02 0.0074 
nu- 6 2040 12240 2.04000E-03 9.46837E-04 5.68102E-03 2.04000E-03 0.0221 
total 1000000 2154543 1.00000E+00 4.64136E-01 1.00000E+00 1.00000E+00 0.0007 
factorial moments by number by weight 
nu 2.15454E+00 0.0005 2. 0.0005 
nu (nu-1) /2! 1.89621E+00 0.0012 Xs 0.0012 
nu (nu-1) (nu-2) /3! 8.70261E-01 0.0022 8. 0.0022 
nu(nu-1) .... (nu-3)/4! 2.20253E-01 0.0045 2. 0.0045 
nu(nu-1) .... (nu-4)/5! 3.03800E-02 0.0099 3. 0.0099 
nu(nu-1) .... (nu-5)/6! 2.04000E-03 0.0221 2. 0.0221 
Fig.3.9 Print Table 117 for spontaneous fission case 
ltally 4 nps = 1000000 
* He-3 interactions from track length tally 
tally type 4 track length estimate of particle flux. 
particle(s): neutrons 
cell a is (10 11 12 13 14 15 16 17 18 19 20 21 22 23 24 25 26 27 
volumes 
cell: a 
1.00000E+00 
cell (10 11 12 13 14 15 16 17 18 19 20 21 22 23 24 25 26 27) 
multiplier bin: -1.00000E+00 3 103 
time: 4.5000E+02 6.8500E+03 2.0000E+09 total 


2.5236E-02 0.0021 1.43773E-01 0.0022 3.33877E-02 0.0048 2.02397E-01 0.0020 


Fig. 3.10 Tally 4 for spontaneous fission case 


Thus, the overall Doubles rate is 25,694 cps. 


3.2.6.2 Rates Calculated without Point Model Assumptions 


A better way to calculate the Doubles (coincidence rate) and the Triples, etc., rates 
is shown by using the F8 capture tally, which is not limited by the point model 
assumptions. 

The ungated F8 results for spontaneous fission are shown in Fig. 3.11. 

The factorial moments represent the (ungated) Singles, Doubles, Triples, Quads, 
Quints, etc., up to ninth order in this example. The values are given with two nor- 
malizations. In the factorial moments section, the “by number” column gives the 
tally per source event (spontaneous fission in this case) and the “by weight” column 
gives the tally per starting neutron. If we want to calculate the Singles rate, we can 
take the “3he” entry “by number” and multiply by the spontaneous fission rate of 
the item, or we can take the “by weight” entry and multiply by the starting neutron 
emission rate of the item. In other words, the ratio of the “by number” column to the 
“by weight” column is the starting multiplicity (2.1545 from Print Table 117 for the 
spontaneous fission run and 1.00 for the (a,n) run). (The 3he nomenclature reminds 
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1 neutron captures, 


weight normalization by source fission neutrons = 
cell a is (10 11 12 13 14 15 16 17 18 19 20 21 22 23 24 25 26 27) 


cell: a 


neutron captures on 3he 


moments and multiplicity distributions. tally 


2154543 


8 


multiplicity fractions 


captures captures 
histories by number by weight by number 
captures = 648298 0 0.00000E+00 6.48298E-01 
captures = 280871 280871 1.30362E-01 2.80871E-01 
captures 58894 117788 5.46696E-02 5.88940E-02 
captures 9796 29028 1.34729E-02 9.67600E-03 
captures 1751 7004 3.25081E-03 1.75100E-03 
captures 394 1970 9.14347E-04 3.94000E-04 
captures — 81 486 2.25570E-04 8.10000E-05 
captures — 23 161 7.47258E-05 2.30000E-05 
captures 7 56 2.59916E-05 7.00000E-06 
captures 5 45 2.08861E-05 5.00000E-06 
total 1000000 436342 2.01949E-01 1.00000E+00 
factorial moments by number by weight 
3he 4.37409E-01 0.0015 2.03017E-01 0 
3he (3he-1) /2! 1.04442E-01 0.0050 4.84752E-02 0 
3he (3he-1) (3he-2) /3! 2.38570E-02 0.0185 1.10729E-02 0 
3he (3he-1) .... (3he-3)/4! 6.86100E-03 0.0604 3.18443E-03 0 
3he (3he-1) (3he-4) /5! 2.38570E-03 0.1421 1.10696E-03 0 
3he (3he-1) (3he-5) /6! 8.58000E-04 0.2388 3.98228E-04 0 
3he (3he-1) (3he-6)/7! 2.59000E-04 0.3219 1.20211E-04 0 
3he (3he-1) (3he-7) /8! 5.20000E-05 0.3903 2.41350E-05 0 
She (3he-1) (3he-8) /9! 5.00000E-06 0.4472 2.32068E-06 0 
Fig. 3.11 Ungated results for spontaneous fission case 
1 neutron captures, moments and multiplicity distributions. tally 
weight normalization by source fission neutrons = 2154543 


.0015 
.0050 
.0185 
.0604 
.1421 
.2388 
.3219 
.3903 
.4472 
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cell a is (10 11 12 13 14 15 16 17 18 19 20 21 22 23 24 25 26 27) 


cell: a 


neutron captures on 3he 


time gate: predelay = 4.5000E+02 gate width - 
pulses occurrences occurrences 
in gate histogram by number by weight 
captures = 0 373416 0 0.00000E+00 
captures = 1 55495 55495 2.57572E-02 
captures = 2 7186 14372 6.67056E-03 
captures = 3 1084 3252 1.50937E-03 
captures = 4 182 728 3.37891E-04 
captures = 5 36 180 8.35444E-05 
captures = 6 9 54 2.50633E-05 
captures = 7 1 7 3.24895E-06 
total 437409 74088 3.43869E-02 
factorial moments by number 

n 7.40880E-02 0.0055 

n(n-1)/2! 1.20460E-02 0.0205 

n(n-1) (n-2) /3! 2.38700E-03 0.0654 

n (n-1) (n-2) (n-3) /4! 5.32000E-04 0.1556 

n (n-1) (n-2) (n-4) /5! 1.11000E-04 0.2856 

n (n-1) (n-2) (n-5) 76! 1.60000E-05 0.4841 

n (n-1) (n-2) (n-6) /7! 1.00000E-06 1.0000 


SUN mno 


6.4000E+03 


by weight 


.00898E-01 
.30362E-01 
.73348E-02 
.49098E-03 
.12701E-04 
.82869E-04 
.75950E-05 
.06751E-05 
.24895E-06 
.32068E-06 


M Q 2 Q ID Q0 uS IO IO Ww 


as 


.64136E-01 


pulse fraction 


by number 


.73416E-01 
.54950E-02 
.18600E-03 
.08400E-03 
.82000E-04 
.60000E-05 
.00000E-06 
.00000E-06 


Po Q D. = —1 m 


4.36342E-01 


by weight 
.43869E-02 0.00 
.59098E-03 0.02 
.10789E-03 0.06 
.46920E-04 0.15 
.15190E-05 0.28 
.42617E-06 0.48 
.64136E-07 1.00 


Fig. 3.12 Gated results for spontaneous fission case 


54 
05 
54 
56 
56 
41 
00 


NES 


by weight 


.73316E-01 
.57572E-02 
.33528E-03 
.03123E-04 
.44727E-05 
.67089E-05 
.17722E-06 
.64136E-07 


.03017E-01 


print table 118 


í"ooooooo 


print table 118 


error 


.0014 
.0044 
.0128 
.0340 
.0840 
.1924 
.3685 
.0000 


.0045 


us that we are looking at *He reactions independently of whether they occur in the 
electronic gate.) The fractional standard deviations of each column are the same. 
The statistical uncertainty on the Singles is 0.15%. 

The gated (F18) results for spontaneous fission are shown in Fig. 3.12. 
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The results from the F18 tally represent the measured Doubles, Triples, Quads, 
Quints, etc., up to eighth order in this example. (The n, n(n — 1)/2!. ... nomenclature 
is used to distinguish these events in the gate from the actual ungated ?He reactions.) 
We can use this tally to calculate the expected measured rates by multiplying the 
“by number" values by the spontaneous fission rate or by multiplying the “by 
weight" values by the spontaneous fission neutron emission rate. 

We have also the ungated F8 for the (a,n) case shown in Fig. 3.13. 

Here, the “by number” and “by weight" values are identical because we have 
exactly one neutron emitted per source event. The factorial moments table gives 
Singles, Doubles, Triples, etc., as before. 

The gated tally for the (on) case is shown in Fig. 3.14. 

These gated values correspond to the measured Doubles, Triples, Quads, etc. 
Regarding the ungated tally, the “by number” and “by weight” values are identical. 

The results for both cases are combined into counting rates in Table 3.3. The “by 
number" values are used. The gate fractions (Doubles, Triples, etc.) can be calcu- 
lated from the ratio of the gated tally to the ungated tally (making sure to use cor- 
responding entries rather than the same row numbers). 

Table 3.4 gives the sum of the count rates from spontaneous fission and 
(a,n) events. 

We can compare the results calculated from the F4 tally with those from the 
gated F8 (F18 in this case). The difference between the results for the F18 and F4 
methods is 0.3% for Singles and 1.6% for Doubles. One possible source of this dif- 
ference is that the F4 tally is a track length estimate multiplied by the (n.p) cross 
section and the F8 tally is an independent collision estimate—two different statisti- 
cal estimators. The difference between these two should become smaller as the 


1 neutron captures, moments and multiplicity distributions. tally 8 print 
table 118 
weight normalization by source histories = 1000000 


cell a is (10 11 12 13 14 15 16 17 18 19 20 21 22 23 24 25 26 27) 
cell: a 


neutron captures on 3he 


captures captures multiplicity fractions 
histories by number by weight by number by weight error 
captures 0 828469 0 0.00000E+00 8.28469E-01 8.284698-01 0.0000 
captures = 1 163620 163620 1.63620E-01 1.63620E-01 1.63620E-01 0.0023 
captures - 2 6310 12620 1.26200E-02 6. 6.31000E-03 0.0125 
captures 3 1288 3864 3.86400E-03 1. 1.28800E-03 0.0278 
captures = 4 248 992 9.92000E-04 2: 2.48000E-04 0.0635 
captures = 5 56 280 2.80000E-04 5. 5.60000E-05 0.1336 
captures = 6 5 30 3.00000E-05 5. 5.00000E-06 0.4472 
captures = 7 3 21 2.10000E-05 3. 3.00000E-06 0.5773 
captures = 9 1 9 9.00000E-06 ds 1.00000E-06 1.0000 
total 1000000 38029495 1.81436E-01 1.00000E+00 1.00000E+00 0.0023 
factorial moments by number by weight 
3he 1.81436E-01 0.0023 1.81436E-01 0.0023 
3he (3he-1) /2! 1.23960E-02 0.0153 1.23960E-02 0.0153 
3he (3he-1) (3he-2) /3! 3.12900E-03 0.0491 3.12900E-03 0.0491 
3he(3he-1) .... (3he-3)/4! 8.34000E-04 0.1791 8.34000E-04 0.1791 
3he(3he-1) .... (3he-4)/5! 2.75000E-04 0.4802 2.75000E-04 0.4802 
3he(3he-1) .... (3he-5)/6! 1.10000E-04 0.7718 1.10000E-04 0.7718 
3he(3he-1) .... (3he-6)/7! 3.90000E-05 0.9241 3.90000E-05 0.9241 
3he(3he-1) .... (3he-7)/8! 9.00000E-06 1.0000 9.00000E-06 1.0000 
3he(3he-1) .... (3he-8)/9! 1.00000E-06 1.0000 1.00000E-06 1.0000 


Fig. 3.13 Ungated results for (a,n) case 
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statistical precision of the calculation improves. The remaining differences can be 
attributed to the limitations of the point model, primarily in this case, the use of the 
square of the average efficiency, e”, rather than the average of the efficiency squared 


e” to calculate the Doubles. 


1 neutron captures, moments and multiplicity distributions. tally 18 
printtable 118 


weight normalization by source fission neutrons - 1000000 
cell a is (10 11 12 13 14 15 16 17 18 19 20 21 22 23 24 25 26 27 


cell: a 


neutron captures on 3he 


time gate: predelay = 4.5000E+02 gate width = 6.4000E+03 
pulses occurrences occurrences pulse fraction 
in gate histogram by number by weight by number by weight error 
captures = 0 174054 0 0.00000E+00 1.74054E-01 1.74054E-01 0.0022 
captures = 1 6258 6258 6.25800E-03 6.25800E-03 6.25800E-03 0.0136 
captures = 2 958 1916 1.91600E-03 9.58000E-04 9.58000E-04 0.0354 
captures = 3 138 414 4.14000E-04 1.38000E-04 1.38000E-04 0.0928 
captures = 4 23 92 9.20000E-05 2.30000E-05 2.30000E-05 0.2174 
captures = 5 2 10 1.00000E-05 2.00000E-06 2.00000E-06 1.0000 
captures = 6 2 12 1.20000E-05 2.00000E-06 2.00000E-06 1.0000 
captures = 8 1 8 8.00000E-06 1.00000E-06 1.00000E-06 1.0000 
total 181436 8710 8.71000E-03 1.81436E-01 1.81436E-01 0.0136 
factorial moments by number by weight 
n 8.71000E-03 0.0168 8.71000E-03 0.0168 
n (n-1) /2! 1.58800E-03 0.0636 1.58800E-03 0.0636 
n (n-1) (n-2) /3! 3.46000E-04 0.3035 3.46000E-04 0.3035 
n(n-1) (n-2) ... (n-3)/4! 1.33000E-04 0.7573 1.33000E-04 0.7573 
n(n-1) (n-2) ... (n-4)/5! 7.00000E-05 0.9718 7.00000E-05 0.9718 
n (n-1) (n-2) (n-5) /6! 3.00000E-05 1.0000 3.00000E-05 1.0000 
n (n-1) (n-2) (n-6) /7! 8.00000E-06 1.0000 8.00000E-06 1.0000 
n (n-1) (n-2) (n-7) /8! 1.00000E-06 1.0000 1.00000E-06 1.0000 
Fig. 3.14 Gated results for (on) case 
Table 3.3 F18 calculation values 
Quantity Spontaneous fission (a,n) source 
Source rate 695.09 x 473 x 2.15454 neutrons/s 203,759 neutrons/s 
Singles tally (by weight) 2.03017E—01 1.81436E-01 
Ungated Doubles tally 4.84752E—02 1.23960E—02 
Ungated Triples tally 1.10729E—02 3.12900E—03 
Ungated Quads tally 3.18443E—03 8.34000E—04 
Doubles tally 3.43869E—02 8.71000E—03 
Triples tally 5.59098E-03 1.58800E—03 
Quads tally 1.10789E—03 3.46000E-04 
Doubles gate fraction 0.7094 0.7026 
Triples gate fraction 0.5049 0.5075 
Quads gate fraction 0.3479 0.4149 
Singles 1.438E+05 3.697E+04 
Doubles 2.436E+04 1.775E+03 
Triples 3.960E+03 3.236E+02 
Quads 7.848E+02 7.050E+01 
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Table 3.4 Counting rates comparison from both methods 


Quantity F18 (sf + (a,n)) Point Model (sf + (a,n)) Difference % 
Singles 1.808E+05 1.803E+05 —0.29 
Doubles 2.613E+04 2.569E+04 —1.70 
Triples 4.284E+03 n/a n/a 

Quads 8.55E+02 n/a n/a 


In addition, we can readily calculate the high-order coincidence rates from the 
F18 tally when we cannot from the F4 tally. 


3.3 Gamma Pulse Height 


3.3.1 Description and Input File 


The Nal scintillation detector is typically used in laboratory and in-field to measure 
gamma ray spectra from nuclear materials. In Example 3.3, a 1.5 in. diame- 
ter x 2.0 in. height Nal detector is modeled in the MCNP code. The gamma source 
is a pellet of uranium oxide. 


Example 3.3 Gamma Pulse Height Example with an Nal Scintillator 


MCNP Simulation of Nal scintillation detector 


Nal crystal 
Al around detector 
Al for PMT 
UOC2 pellet 


$ Air 


c diameter 1.5 " = 3.81 cm 
[o length 2" = 5.08 cm 
c 
[e Cells 
ë 
e cel mat rho geom 

10 1 -3.667 -1 $ 

20 2 ee: =2 1 $ 

30 2 207 -10 $ 

70 20 -10.34 -7 $ 

40 10 -1.205e-3 -100 

(2.1:10.2:2.3) (T.1:7.2:1,.3) 
100 0 100 

[e Surfaces 
[el 
1 RCC 0.0 0.05 00 5.13 1.905 $ Nal crystal 
2 RCC 000 00 5.18 1.955 $ Al housing 
7 RCC —5.0.-1.45 1.0 0 


0.45 $ UO2 pellet 


3.3 Gamma Pulse Height 181 
10 RCC 005.18 00 0.10 1.955 $ PMT behind the crystal 
[e 


100 SO 100 


ë Methods 


c 
nps 1e8 
mode p e 


imp:p 111110 $ 
imp:e 111110 $ 


c 
c Materials 
c 
M1 11000 1 $ Na NaI, rho - -3.667 g/cm3 
53000 1 $ I 

M2 13000 1 $ Al Aluminum, rho = -2.70 g/cm3 
c 
M10 6000 -0.000124 $ C Dry Air, rho = -1.205E-3 g/cm3 

7000 -0.755268 SN 

8000 -0.231781 $0 

18000 -0.012827 $ Ar 
ë 
c 
m20 92000 1 $ for gamma simulation, all U 

$ rho--10.34 g/cm3 

8000 2 $0 
e 
c 
c Tally Section 
c 
FC8 Nal Pulse Height Tally 
F8:p 10 $ Pulse Height Tally 
E8 0 1.e-5  1e-3 10231 0.512 $ energy bin, 0.5 keV bins 
FT8 GEB 0.0 0.031196 4.6141 $ FWHM resolution 
e 
c 
ë 


sdef PAR=p POS= 00 -1.45 RAD-D1 EXT=D2 AXS = 1 0 0 ERG-D3 
e 

SI10 0.45 $ radius, r 

SPT =21 1 $ sampling prop to r 


c 
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SI2 -0.5 0.5 $ length 
SP2 -21 0 $ default radius constant with x 


C 
C the # below indicates vertical formatting (MCNP6.2 manual 2.8.2) 
# SIS SP3 $ U-235 
L D 

0.1438 7800 $ 

0.1634 3700 $ 

0.1857 43000 

0.2021 800 

0.2053 4000 


3.3.2 Geometry 


The photomultiplier behind the detector crystal was a model 1 mm thick aluminum 
disk. The pellet has a 0.45-cm radius and is 1 cm in length. The dimensions of the 
Nal detector are 3.81 cm in diameter and 5.08 cm in length. 


3.3.3 Materials 


For the photon transport problem of Example 3.3, the elemental ZAID is used for 
the material because the photons interact with the atomic electrons rather than the 
nucleus. For example, the uranium is specified as 92000, identifying the element 
independent of its isotopes. The specificity of that material is actually a ??U isotope, 
which came from the definition of the gamma source (see sdef section of the exam- 
ple). Different 9U enrichment would also affect the density of the pellet that was 
assumed as 10.34 g/cm’. In addition, the cross sections were left without any library 
identification. This choice causes the MCNP code to take the cross-section libraries 
as pointed in the XSDIR in use. The following file shows that, in the computer 
where the example ran, the plib = 84p and elib = 03e were used for photon and 
electron data, respectively. 


3.3.4 Methods 


Analog transport of both photons and electrons is used. In the MCNP code, the user 
has three options with the electrons: no transport of electrons, detailed transport of 
the electrons, and the TTB approximation (Sect. 2.2.5). If there is an "e" on the 
MODE card, as in the example, the full transport of the electrons is turned on. In this 
problem, there was no PHYS:P to control the transport of photons; the default 


parameter values are used. 
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The F8 tally is used for the pulse-height spectrum (see Sect. 2.4.5 of this guide). 
In the tally, the energy resolution of the detector is taken into account by means 
of the MCNP GEB special treatment that enables Gaussian energy broadening. 
The GEB function, as implemented in the MCNP code, is modeled by the following 


equation: FWHM(E ) =a+bVE+cE’ , where E is the energy of the gamma ray in 


MeV (as we discussed in Sect. 2.4.4.2). It is worthwhile reminding the reader the 
structure of the energy bins for a pulse height that has a zero energy bin (see 
Sect. 2.4.5). 

To determine the coefficients a, b, c, for this example, a set of measurements was 
performed in a laboratory using an actual Nal detector with the same crystal size as 
the one modeled in this example. The gamma energy lines 22, 59.5, 122, 356, and 
662 keV from a set of calibration sources were used to extract the energy resolution 
of the detector, and the following coefficients were obtained: a = 0, b = 0.31196, and 
c — 4.6141. 

The definition of the source is based on Table 7-1 of the PANDA manual [2]. For 
each gamma line used in the simulations the SP is the actual gamma/s/g of the 
2357. The MCNP code normalizes the SP probability for the source to 1. 


3.3.5 Results 


In Fig. 3.15, we present the pulse-height distribution as calculated. It is easy to 
identify the 186 keV—the most intense gamma ray contributing to the ??U spec- 
trum. Gamma-based methods to measure uranium enrichment use this gamma line. 
The intense peak at the energy around 100 keV can be observed here. This energy 
was not listed in the sdef. The peak we observe in the spectrum is actually a com- 
posite peak of the X-ray characteristic lines of uranium [2]. The low resolution of 
the Nal detector, modeled here with the GEB card, prevents us from distinguishing 
each characteristic X-ray line. A way to see the described effect is to run the input 
file with FT8 GEB 0.0 0.031196 4.6141 commented out. Fig. 3.16 shows 
the spectrum obtained without GEB. 
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3.4.1 Description and Input File 


The Cf shuffler technique is well known for the measurement of nuclear material, 
especially uranium in waste [5]. A moveable Cf source is brought close to an item 
of interest in a detection chamber for a period of time and then withdrawn into a 
shielded location. The delayed neutrons from the induced fission are counted while 
the source is removed and used to quantify the mass of fissionable material in the 
item. The Cf shuffler assay detector is modeled in Example 3.4. 


184 3 Examples for Nuclear Safeguards Applications 


3.0x10% 


2.0x104 


1.0x10% + 


counts per source photon 


, l , l Ñ l 
5.0x101 1.0x10? 1.5x10? 2.0x10? 2.5x10? 


Energy (keV) 


Fig. 3.15 MCNP calculated spectrum in the region 50-250 keV 
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Fig. 3.16 MCNP calculated spectrum without GEB special treatment for the ES tally 
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Example 3.4 Cf Shuffler Input 


vr03.txt for 500 g 235U, density 2.5g/cm^3 


C 

ë Cells 

c 

10 id: eu imp:n=1 $ SNM 

11 0 -12 10 imp:n-1 $ void about SNM 

12 2 -8,65 -11 12 imp:n=1 $ Cd 

13 1 -0.94 -13 11 100 101 102 103 104 105 106 107 108 
109 110 111 imp:n=1 $ poly 

c 

e 3He Tubes 

c 

100 3 1.002e-4 -100 imp:n-1 $ 41 

101 3 1.002e-4 -101 imp:n=1 $ #2 

102 3 1.002e-4 -102 imp:n=1 $ +3 

103 3 1.002e-4 -103 imp:n=1 $ +4 

104 3 1.002e-4 -104 imp:n=1 $ +5 

105 3 1.002e-4 -105 imp:n=1 $ +6 

106 3 1.002e-4 -106 imp:n=1 $ +7 

107 3 1.002e-4 -107 imp:n=1 $ #8 

108 3 1.002e-4 -108 imp:n=1 $ +9 

109 3 1.002e-4 -109 imp:n=1 $ +10 

110 3 1.002e-4 -110 imp:n=1 $ +11 

111 3 1.002e-4 -111 imp:n=1 $ 412 

c 

9999 0 13 imp:n=0 $ outside cell 

e 

ë 

[e Surfaces 

[e 

10 rcc 00 7 0 0 7.073553 3 $ SNM 

11 rcc 00 6 009 4 $ exterior of Cd 

12 rcc 00 6.1 00 8.8 3.9 $ interior of Cd 

13 rcc 00 0 00 21 14 $ exterior of diagnostic 

c 

c 3He Tubes 

c 

100 rcc 8.270 0.000 0.100 0 0 20.8 1,27 $ #1 

101 rcc 7.162 4.135 0.100 0 0 20.8 1.27 $ #2 

102 rcc 4.135 7.162 0.100 0 0 20.8 1.27 $ #3 

103 rcc 0.000 8.270 0.100 0 0 20.8 1.27 $ #4 
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104 rcc -4.135 7.162 0.100 0 0 20.8 1:27 $ #5 
105 rec -7.162 4.135 0.100 0 0 20.8 1.27 S #6 
106 rcc -8.270 0.000 0.100 0 0 20.8 1.27 $ #7 
107 rcc -7.162 -4.135 0.100 0 0 20.8 1.27 $ #8 
108 rec -4.135 -7.162 0.100 0 0 20.8 1.27 $ #9 
109 rcc 0.000 -8.270 0.100 0 0 20.8 1.27 $ +10 
110 rec 4.135 -7.162 0.100 0 0 20.8 1.27 $ #11 
111 rcc 7.162 -4.135 0.100 0 0 20.8 1.27 $ #12 
c 

Materials 
mi 6000. 1 1001. 2 $ Polyethylene 
mti poly.10t $ S(a,b) 
c 
m2 48106. 0.0125 

48108. 0.0089 

48110. 0.1249 

48111. 0.128 

48112. 0.2413 

48113. 0.1222 

48114. 0.2873 

48116. 0.0749 
e 
m3 2003. 21 $ He-3 
c 
m5 92235. 1. 
e 
mode n 
prdmp j j) j 4 j 
print 
nps 1e10 
c 
A AAA AA Aa 
€ Cf source 
phys:n 30 30077377030 JJ J0 0 
totnu 
sdef pos=dl tme=d2 erg=d3 
sp3 -3 1.175 1.0401 $ Frohner Watt parameters 
sil L 3.8 0 11 
spl Tag 


si2 0e8 10e8 $ upper bin boundaries (no option = option H) 
sp2 0 1 $ bin probabilities (no option = option D, H, L) 
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[o Tallies 
fc4 <<<<< Detection Rate per source Cf neutron >>>>> 
f4:n (100 101 102 103 104 105 106 107 108 109 110 111) 
fm4 -1 3 103 


sd4 1 

t4 10e8 98i 1000e8 
tf4 7j 7 

fq4 t f 

ë 


The geometry is very simple using an (unrealistic) ??U sample of density 2.5 g/cm? 
surrounded by 12 simplified *He tubes embedded in polyethylene, as shown in 
Fig. 3.17. The detection chamber is lined with cadmium. 

The californium irradiation position is in the cavity but outside of the item, at the 
mid-height. There is nothing particular to this case in the model geometry or cross 
sections. One parameter in the input file is the use of the TOTNU card (MCNP6 
default option), which generates both prompt and delayed neutrons from fission. 
Delayed neutron options are controlled by the ACT card: 


ACT DN = [MODEL| LIBRARY |BOTH| PROMPT] 


If MODEL is used, production of delayed neutrons uses models only. If 
LIBRARY is used, production of delayed neutrons uses library only (default option). 
If BOTH is used, production of delayed neutrons uses models when libraries are 
missing. If PROMPT is used, both prompt and delayed neutrons are treated as 
prompt. In this example, we use the default option. 


Fig. 3.17 Simplified model of californium shuffler 
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The neutron source information is described on the following cards: 


sdef pos=dl tme=d2 erg=d3 


sp3 -3 1.175 1.0401 $ Frohner Watt parameters 

sil L 3.8 0 11 

spi 1.0 

si2 0e8 10e8 $ upper bin boundaries (no option = option H) 
sp2 0 1 $ bin probabilities (no option = option D, H, L) 


The neutron energy spectrum of Cf is described by the d3 distribution, which is 
a Watt distribution with parameters from Frohner (Ref. [4] of Chap. 2) (VOTE: 
Some versions of the MCNP(X) manuals gave incorrect Watt parameters for the Cf 
spectrum, resulting in the wrong average energy). An alternative source specifica- 
tion could have been to use PAR = SF (with Cf in the material of the source loca- 
tion) in order to obtain the built-in energy (and multiplicity) information for Cf. In 
this calculation, we do not include the practical effect of bringing the source to the 
irradiation position or removing it. The irradiation starts instantly at time zero and 
ends completely after 10 s (10E8 shakes). 

The tally cards are shown here: 


[el Tallies 

fc4 <<<<< Detection Rate per source Cf neutron >>>>> 
f4:in (100 101 102 103 104 105 106 107 108 109 110 111) 
fm4 =1 -3 103 

sd4 1 

t4 10e8 98i 1000e8 

tf4 73 ? 

£q4 tf 


The f4 track length estimator tally is used with the fm4 card to calculate the 
3He(n,p) rate in the sum of all ?He detectors. The volume is set to 1.0 on the sd4 card 
to give the total reaction (rather than the rate per unit volume). The time bins on this 
card are chosen to give the ?He rates during the irradiation period and in a series of 
counting intervals after the “removal” of the source. The tf4 card is used to produce 
tally fluctuation information for a counting interval of interest (the seventh time 
bin). By basing the tally fluctuation charts on the seventh time bin, all statistical 
sampling information and statistical tests of convergence (Print Tables 160, 161, 
and 162) will be based on the seventh time bin. This bin is tally in the time range 
60—70 s. Otherwise, the tally fluctuation charts and all statistical information and 
convergence information would be based on the default last (total) time bin, which 
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is less relevant to the results in this problem. The fq4 card is used to make the time 
bins print out in a vertical column, which is much easier to cut and paste into other 
applications. 


3.4.2 Results 


The problem summary table is shown in Fig. 3.18. We can see that the weight of 
prompt fission neutrons created was 7.8E—02 and the weight of delayed neutrons 
was 5.02E—04. This result gives a delayed fraction of 0.0064, which agrees with the 
expected value for fast fission (0.0064) in ??U (see, e.g., [6]). We would expect fast 
fission to dominate because the cavity is lined with cadmium. (The beta value for 
thermal fission is very similar at 0.0065.) This is a check that the selected cross- 
section data files contain the necessary data. 

The results of the F4 tally are given in Fig. 3.19. The reaction rate in the first time 
bin (while the source is present) is large and has a very small statistical uncertainty, 
which dominates the total over all time bins. The values in the later time bins are 
much smaller and the uncertainties are much larger, which is why it is important to 
use the tf4 card so that the statistical tests are shown for a quantity relevant to the 
actual result. The results of the tally fluctuation analysis are given in Fig. 3.20. 

To obtain reasonable statistical quality results on the later time bins, a very large 
number of starting particles have been used (1E10), which is a brute force way of 
obtaining the results. The later tally bins have large errors but make very small con- 
tribution to the final result. This problem is probably a suitable candidate for vari- 
ance reduction techniques to use computer time more effectively. 

The tally bins give the number of counts recorded in each time window per 
source neutron for one irradiation cycle. We can use these values to calculate the 
counts in a real measurement with multiple irradiation cycles (see Fig. 3.21). 

The counts recorded after the first irradiation are in the 10—20 s time bin. The 
counts after the second irradiation are the sum of the counts in 10-20 s time bin 
(from irradiation #2) plus the 30—40 s time bin, which represents the contribution to 
the second counting time from the first irradiation. The counts after the third irradia- 
tion are the sum of the 10—20 s bin (from third irradiation) plus the 30-40 s bin 
(from the second irradiation) plus the 60—70 s bin (from the first irradiation) and so 
on. With a Cf source strength of 10% neutrons/s, the number of counts recorded in 
each counting interval is shown in Table 3.5 and plotted in Fig. 3.22. We can see that 
the counts in each interval increase asymptotically as the delayed neutrons groups 
with longer half-lives build up. The experimental result would be equivalent to the 
sum of the counts up to the actual number of irradiation cycles used. 
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Fig. 3.19 Results of Tally 4 in shuffler problem (shown up to 300 s after the irradiation) 
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0 10 20 30 40 50 60 70 80 90 seconds 


Fig. 3.21 Multiple irradiation and counting cycles 


Table 3.5 Counts recorded for each irradiation cycle 


Irradiation ++ | Counts | Irradiation + | Counts | Irradiation + | Counts | Irradiation + | Counts 
1 3803 8 4747 15 4781 22 4785 
2 4273 9 4758 16 4782 23 4785 
3 4484 10 4766 17 4783 24 4785 
4 4601 11 4771 18 4783 25 4785 
3 4668 12 4775 19 4784 26 4785 
6 4708 13 4771 20 4784 27 4785 
7 4732 14 4779 21 4784 28 4785 
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Fig. 3.22 Counts in each cycle 
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Chapter 4 Mm 
Examples of Advanced Concepts M 


4.1 Variance Reduction 


4.1.1 Introduction 


Variance reduction techniques are methods that reduce the variance (or statistical 
relative error) for a given amount of computational time in a Monte Carlo calcula- 
tion. This is equivalent to reducing the computational time required to achieve a 
given statistical error. Variance-reduction methods work by sampling more often the 
important parts of a problem at the expense of less important parts. 

There are four classes of variance reduction techniques: 


* Truncation: The calculation omits parts of the problem that do not contribute 
significantly to the desired result. Geometry is always truncated. Energy may be 
truncated by eliminating—or killing—all histories whose energy falls below a 
specified limit, which is very dangerous in neutron problems with fission. For 
photon problems, all photoatomic reactions less than 1 keV are generally consid- 
ered to be absorption and cut off. Time may be cut off to not follow tracks after 
they are no longer tallied. Physics is generally cut off by ignoring photonuclear 
effects or secondary particle production, etc. 

* Population control: The number of statistical samples in any part of the problem 
may be reduced if the weight of the samples is increased to preserve total weight 
and yield the correct expected value of the tallies. The number of samples may 
also be increased if the weight of the samples is reduced to preserve total weight 
and yield the expected value of the tallies. Consequently, there can be many 
samples of low weight in important parts of a problem and less in unimportant 
parts. Population control methods include importance sampling, weight win- 
dows, time and energy splitting, secondary particle production, etc. 


Supplementary Information The online version contains supplementary material available at 
[https://doi.org/10.1007/978-3-031-04129-7 4]. 
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* Modified sampling: The statistical sampling algorithms may be modified to favor 
different parts of a problem. Source directional biasing sends more of the source 
in a desired direction and less in an undesired direction. Other source biasing 
modifies the sampling algorithm to produce more of the source in desired energy, 
space, time, or other problem phase space regions. The exponential transform 
can stretch the path of neutral particles in the desired direction and shrink it in 
undesired directions. Sampling of secondary particle production can alter the 
energy or particle type, etc. 

° Partially deterministic methods: In special cases, an estimate of the particle 
tracks that would reach a specified location can be used to directly place them 
there. Next-event estimators put estimates at a point or particles on a surface after 
a source or collision event, weighted with the probability that they would arrive 
there without further interaction. 


Problems where all phase space is equally important do not need variance reduc- 
tion. Examples are reactor criticality, problems with highly efficient detectors, or 
very simple problems. Problems with pulse-height tallies, coincidence detectors, or 
other physics that relies on coincidences cannot use variance reduction, but for 
problems that need better resolution or faster computation and where parts of the 
problem contribute more than others, variance reduction is usually essential. 

Applying variance reduction can be challenging. It is difficult to know what parts of 
the problem are important unless the problem has already been solved, in which case, 
further calculations may not be needed. A poor choice of variance reduction techniques 
can lead to less efficient or even falsely converged results. Good intuition and iteration 
are often needed. Fortunately, the MCNP code has many diagnostics and outputs to 
provide insight into problems [1]. In many cases— particularly radiation shielding prob- 
lems or when sources and detectors are far away or out of sight—variance reduction can 
speed up problems by many orders of magnitude and enable much higher resolution. 

The MCNP code can generate variance-reduction parameters with the weight win- 
dow generator. Weight windows are a population control method in which a range of 
desired weights is specified for each region of space, time, and/or energy in a prob- 
lem. Particle tracks that enter a region where the particle weight is higher than the 
weight window are split into more particles with lower weights now closer to or in the 
window. Particles that enter with weight lower than the window undergo Russian 
roulette so that some survive with higher weights, again closer to or in the window. 
The weight window generator works by keeping track of all the particle weight that 
passes through a region of space, time, or energy and also keeping track of the parti- 
cle weight that passes through that eventually leads to a score in a target tally. 

The weight window bound is then set by 


( weight passing through) 


( weight passing through that scores) l 


These bounds are then renormalized so that source particles are born in the 
weight window and split as they approach the tally, yielding many low-weight sam- 
ples at the tally. 
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In the lead slowing-down spectrometer (LSDS) example (see Sect. 4.1.2), vari- 
ance reduction sped the calculation by a factor of more than 1000—a calculation 
that would take a day could now be run in a minute. An energy bin could be divided 
into 30 smaller bins with no loss of resolution. For some problems, variance reduc- 
tion is the only way to achieve convergence. 

Although applying variance reduction may not appear straightforward, measur- 
ing its effectiveness is. The only measure of Monte Carlo efficiency is the FOM: 


FOM =1/(E’T) 


where E is the statistical error and T is the computational time. For a problem with 
Nstatistical samples, Tis proportional to Nand E? is proportional to 1/N. Consequently, 
the FOM converges to a constant dependent on the problem efficiency and the com- 
puter efficiency. Efficient problems have low T and low E and consequently a 
high FOM. 

The goal of variance reduction is to maximize the FOM. In so doing, it is impor- 
tant to keep the number of tracks constant from the source region to the tally region. 


* The number of tracks should decrease and particle weights should increase in 
unimportant regions of space, energy, and time. 

* The number of tracks should increase and particle weights should decrease in 
important regions. 

* The weights between adjacent regions should be no more than a factor of 4 
different. 


It is important to achieve adequate sampling of all cells and other parts of phase 
space and to ensure that tallies have passed the statistical checks or be able to justify 
why not. 

Variance reduction is an art as well as a science and there are many possible 
approaches as can be found searching the internet for “variance reduction MCNP.” 
A useful resource on this topic is the reference collection of documents at mcnp. 
lanl.gov. An external tool is ADVANTG [2]. We recommend the following strategy 
to variance reduction: 


e Simplify the problem if possible and use a much simpler tally to get an answer 
with 10-20% statistical errors in a few minutes. Optimize the problem with a 
tally closer in phase space to the source and with less resolution. Consider using 
the weight window generator to learn what is important in the problem; often the 
generated weight windows will provide the needed variance reduction technique 
as well. 

e Once the modified problem gives 10-20% relative error on the optimization 
tally, carefully examine the output, and then move or otherwise make the tally 
more like the final one in the problem. Add only one variance reduction tech- 
nique at a time unless more are clearly needed. 

* After a few short iterations of 1-5 min each, the full problem will now be opti- 
mized and may be significantly more efficient. 
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4.1.2 Multigroup Weight Windows and Time Splitting: Lead 
Slowing-Down Spectrometer 


Example 4.1 is a Lead Slowing-Down Spectrometer (LSDS) analyzing a spent fuel 
assembly. Variance reduction is the only way to achieve acceptable convergence. In 
this case, multigroup weight windows and time splitting are applied. The steps 
taken to choose a good variance-reduction approach are presented. 


Example 4.1 Input for Lead Slowing-Down Spectrometer (No Variance 
Reduction) 


Lead Slowing Down Spectrometer LSDS 
c with PWR 17x17 fuel element 
c KKKKKKKKKKK fuel, u=1 


10 200 -11.00 -1 60 -61 u-1 imp:n=1 vol=4.17441E+03 $ fuel 


c (middle section) 
11 200 -11.00 -1 -60 u-1  imp:n-1 $ fuel (bottom end) 
12 200 -11.00 -1 61 u-1 imp:n=1 $ fuel (top end) 
14 300 -6.44 +1. -3 u=1  imp:n-1 
16 0 +3 u-1  imp:n-1 $ outside fuel pin 
c KKKKKKKKKKK guide tube, u=8 
20 0 5 u=8  imp:n-1 $ inside guide tube 
22 300 -6.44 +5 -6 u=8  imp:n-1 $ guide tube 
26 0 +6 u-8  imp:n-1 $ outside guide tube 
C *********** lattice, u-10, fill with u=1,8 
100 0 -50 lat-1 u-10 $ lattice of fuel + guide 
fill = -8:8 -8:8 0:0 
141111111111111111 
Ll ed DD Ee oE 42 K. Sk PD E llc 
11111811811811111 
li 1159111 111111259111 
1 1211111111151121.411 1.1 
Loe T 19 1189 11 89118 l1 
J 41 1 3 1323 3 1 1 3321 1⁄3 1 
1l 4111 h. To ao T. 111 1111 
11811811811811811 
Ll LLL or; Lodo R SR E Ok a E. t 
J 4 1 103 T 3333 1 311 1 i ii 
1 1-8 L1.81 189 1: L8 11 989 1 1 
11 111011140121115112.11431.1 
Ll 11891 i11 11711118111 
11111811811811111 
1 11110 1i1l11r17111 1111 
1.1.1111111111141111 
imp:n=1 
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102 0 -55 fill=10 imp:n=1 

c **Fission chamber detectors - place in cartesian coord 

199 0 -110 u-2 imp:n-1 $ interior 

200 125 -2.7 +110 u=2 imp:n=1 $ detector casing 

201 0 -100 fill-2 imp:n=1 $ single detector universe= 


202 like 201 but trcl- 
203 like 201 but trcl- 


4.2686 -0.4204 0) imp:n-1 
8.3731 -1.6655 0) imp:n-1 


204 like 201 but trcl-( 12.1559 -3.6874 0) imp:n=1 
205 like 201 but trcl-( 15.4715 -6.4085 0) imp:n=1 
206 like 201 but trcl-( 18.1926 -9.7241 0) imp:n-1 
207 like 201 but trcl-( 20.2145 -13.5069 0) imp:n-1 
208 like 201 but trcl-( 21.4596 -17.6114 0) imp:n=1 
209 like 201 but trcl-( 21.8800 -21.8800 0) imp:n-1 
210 like 201 but trcl-( 21.4596 -26.1486 0) imp:n-1 
211 like 201 but trel=( 20.2145 -30.2531 0) imp:n=1 
212 like 201 but trcl-( 18.1926 -34.0359 0) imp:n-1 
213 like 201 but trcl-( 15.4715 -37.3515 0) imp:n-1 
214 like 201 but trcl-( 12.1559 -40.0726 0) imp:n=1 
215 like 201 but trcl-( 8.3731 -42.0945 0) imp:n=1 
216 like 201 but trcl-( 4.2686 -43.3396 0) imp:n=1 


217 like 201 but trcl- 
218 like 201 but trcl- 
219 like 201 but trcl- 
220 like 201 but trcl- 
221 like 201 but trcl- 
222 like 201 but trcl- 
223 like 201 but trcl- 
224 like 201 but trcl- 
225 like 201 but trcl- 
226 like 201 but trcl- 
227 like 201 but trcl- 
228 like 201 but trcl- 
229 like 201 but trcl- 
230 like 201 but trcl-( -12.1559 -3.6874 0) imp:n-1 

231 like 201 but trcl-( -8.3731 -1.6655 0) imp:n=1 

232 like 201 but trcl-( -4.2686 -0.4204 0) imp:n=1 

C *********** fission chamber detector casing 

300 400 -8.03 -200 +201 -202 +203 imp:n=1 $ outer SS casing 


0.0000 -43.7600 0) imp:n-1 
-4.2686 -43.3396 0 
-8.3731 -42.0945 0 
-12:,1559. -40.07296 
=15.4715 =3735:L5 
-18.1926 -34.0359 
-20.2145 -30.2531 imp:n=1 


) imp:n=1 
) 
0) 
0) 
0) 
0) 
-21.4596 -26.1486 0) imp:n=1 
0) 
0) 
0) 
) 
) 
) 


imp:n=1 
imp:n=1 
imp:n=1 
imp:n=1 


-21.8800 -21.8800 
=21..4596 17.61.14 
-20.2145 -13.5069 
-18.1926 -9.7241 0 
-15.4715 -6.4085 0 


imp:n=1 
imp:n=1 
imp:n=1 


imp:n=1 


imp:n=1 


305 405 -8.96 -201 -202 +212 imp:n=1 $ Cu disk 

310 410 -4.54 -201 -212 +222 imp:n=1 $ TiD 2 disk 

315 220 -0.001205 -201 +203 -222 imp:n=1 $ air in SS casing 
500 0 55 -500 vol=2.61853E+04 imp:n=1 $ inside LSDS 


Q Xo ** surrounding Pb 
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502 100 -11.34 +500 -520 
#201 #202 #203 #204 #205 #206 #207 #208 #209 #210 
#211 #212 #213 #214 #215 #216 #217 #218 #219 #220 
#221 #222 #223 #224 #225 #226 #227 #228 #229 #230 


#231 #232 imp :n=1 
504 100 -11.34 +500 +520 -540 imp:n=1 
506 100 -11.34 +500 +540 -560 (+200:+202:-203) imp:n=1 
999 0 +560 (+200:+202:-203) imp :n=0 
1 ree 00 -50 0 0 100 0.4096 $ fuel 
2 rcc 0 0 -50 0.0 100 0.4178 $ gap 
3 rec 0 0 -50 0 0 100 0.4750 $ cladding 
5 rcc 0 0 -50 0.0 100 0.5715 $ guide inner 
6 rece 0 0 .—50 0.0 100 0.6120 $ guide outer 
l0 Yee 0 0 =50 0 0 100 0.6120 $ instrum tube 
50 rpp -0.6299 0.6299 -0.6299 0.6299 -50 50 $ one pin 
55 rpp -10.7083 10.7083 -10.7083 10.7083 -50 50 $ assembly 


60 pz -15 $ fuel segment lower-mid 
61 pz 15 $ fuel segment mid-upper 
100 rcc 0 21.88 -30 0.0 60 1.945 $ assay detector outside 
110 rcc 0 21.88 -30 0.0 60 1.645 $ assay detector inside 
C EXFRRERAERA DT Neutron source 

200 cx 4.0000 $ outside of SS casing 

201 cx 3.6825 
202 px -70.0000 
203 px -100.000 edge of casing at end of LSDS 
212 px -70.6350 Cu disk 


$ inside of SS casing 
$ 
$ 
$ 
222 px -70.6354 $ TiD 2 disk 
8 
0 
0 
0 
0 


edge of casing near fuel bore 


c KKKKKKKKK ck LSDS 


500 rcc 0 0 -50 0 100 15.1443 $ inside of LSDS 
520 rec 0 0 -50 0 100 25.0 $ segment 1 of LSDS 
540 rcc 0 0 -50 0 100 45.0 $ segment 2 of LSDS 
560 rcc 0 0 -50 0 100 100.0 $ outside LSDS 


m0 nlib-.70c 
C Air, rho-0.001205 
m220 7014 -0.755267 8016 -0.231781 18040 -0.012827 
m100 82208 .524 82207 .221 82206 .241 82204 .014 $ Pb 
m125 13027 1 $ Aluminum rho-2.7 g/cm3 
m200 92238 -4.360E+05 8016 -6.186E+04 92235 -3.248E+03 
92236 -1.790E+03 94239 -2.336E+03 94240 -1.092E+03 
54136 -1.092E+03 42000.66c -1.197E+03 
e Zirc4 
m300 40090 .5145 40091 .1122 40092 .1715 40094 .1738 40096 .0280 
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c Neutron tube materials: stainless steel, type 304 rho-8.03 g/cm3 

m400 26056 .678950 26054 .043290 26057 .015688 26058 .002072 $ Fe 
24052 .150820 24053 .017102 24050 .007821 24054 .004259 $ Cr 
28058 .054462 28060 .020978 28062 .002908 28061 .000912 $ Ni 
28064 .000740 $ stainless steel tube, type 304 rho=8.03 

m405 29063 .6915 29065 .3085 $ Copper, rho=8.96 g/cm3 

c Ti D2: 

m410 1002 2 22048 .74 22046 .08 22047 .07 22049 .05 22050 .05 

m5 92235 1 $ used for tallying fission rates and neutron production 


c 

Sdef pos=D1 erg FPOS = D2 tme-D6 

sil L -70.6352 0 0 -70.6352 0 0 -70.6352 0 0 
spl 4 2 100 


DS2 S3 4 5 

si3 H 0 12 34 5 6 7 8 9 

Sp3 D 0 .445747263 .648944683 .840905395 .969855575 .9956059 
.909679323 .739792038 .535490104 .344995724 

sp4 -4 0.21 2.45 

sp5 -4 0.45 14.0 

si6 H O 100 

sp6 D 0 1 


e default tally bins 
to 1e2 263ilog 2e5 

0 le-4 le-3 le-2 1e2 
fq0 T E 


fc14 Average flux in fuel 

fl4:n 10 

c 

fc44 Average flux in fission chambers 

f44:n (201 202 203 204 205 206 207 208 209 210 
211 212 213 214 215 216 217 218 219 220 
221 222 223 224 225 226 227 228 229 230 
231 232) 

[o 

fc114 U235 fission rate 

f114:n (201 202 203 204 205 206 207 208 209 210 
211 212 213 214 215 216 217 218 219 220 
221 222 223 224 225 226 227 228 229 230 
231 232) 

fm114 1 5 (-6) 

c 
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fc214 U235 fission nubar 
f214:n (201 202 203 204 205 206 207 208 209 210 
211 212 213 214 215 216 217 218 219 220 
221 222 223 224 225 226 227 228 229 230 
231 232) 
fm214 1 5 (-6 -7) 
c 


cut:n 200000 

prdmp 2j 1 3 

print -128 -162 -30 
nps 1e8 


The geometry of Example 4.1 is shown in cut-away view in Fig. 4.1 and in axial 
view in Fig. 4.2. Axial views of each repeated structures level are shown in Figs. 4.3, 
4.4, and 4.5. 
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Fig.4.1 Y-Z view of 100 cm-tall lead slowing-down spectrometer. The fuel is divided into three 
Z-axis sections for later depletion calculations, and the lead is divided into three radial sections for 
variance reduction by importance sampling (not used) 
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4.1.2.1 Input File Notes 


The LSDS geometry file consists of 53 cells 22 surfaces, which the MCNP code 
expands to 192 surfaces after LIKE BUT duplication and macrobody expansion into 
quadratic surfaces. The cells and surfaces at the three different geometry levels are 
illustrated in Figs. 4.1, 4.2, 4.3, 4.4, and 4.5. 

Note how the volume is specified in the cell descriptions for cell 10 and cell 500. 
If it is not specified, the MCNP code calculates the volume. The MCNP code could 
not calculate the volume of cell 500—the annulus containing the fission cham- 
bers—because that cell is neither rotationally symmetric nor a polyhedron. This 
volume is not used for anything other than calculating cell mass. The volume of the 
fuel element cell 10 is input as 4174.41 cm”, whereas the MCNP code calculates it 
to be 15.8122 cm’. This difference is because the MCNP code calculates the volume 
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Fig. 4.2 X-Y view of 100 cm radius lead slowing-down spectrometer. The lead (blue) is divided 
into three radial sections for variance reduction by importance sampling (not used). The ring of 32 
fission detectors surrounds the fuel cavity with a 17 x 17 pressurized-water reactor spent fuel 
assembly inside. The fission detectors are modeled with void surrounded by a thin aluminum cas- 
ing. The red section is space for the neutron generator (actual source location in yellow) 
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Fig. 4.3 X—Y view universe level u = 0 consisting of the lead slowing-down spectrometer, cylindri- 
cal holes for the fission detectors, and a square RPP box for the fuel assembly 


of a single fuel pin, but the MCNP code needs the volume of all 264 fuel pins to 
properly calculate the flux in the fuel, tally F14, so the volume is input 264 times 
higher. Alternatively, the volume could be specified on as “SD14 4.17441E3” with 
the SD14 tally card for tally 14. Or the volume of the first (cell 10) and 49th (cell 
500) cells could be set on a VOL card in the data portion of the input file: 


vol 4.17441E+03 473 2.61853E+04 4j 


The materials use ENDF/B-VII neutron cross sections, which is set by 
NLIB = .70c on the MO material card. The MO material card sets the default for all 
nuclides. If a .70c version of a nuclide does not exist, then its full specification must 
be provided, as in the case of 42000.66c. ENDF/B-VII data are mostly isotopic, so 


4.1 Variance Reduction 205 


Y PLOT WINDOW - ü x | 


Fig. 4.4 X-Y view universe level 1 consisting of universes u = 2 and u = 10. The plot extent is 
60 x 60 (EX = 30) rather than 200 x 200 (EX = 100) as in Figs. 4.1, 4.2, and 4.3. The fission cham- 
bers, universe u = 2, have an aluminum lining (yellow). The lattice for the fuel assemblies is u = 10 


iron, chromium, nickel, etc., must be expressed in their isotopic constituents and 
fractions. Whereas molybdenum is <1% of material m200, it is specified as an ele- 
ment, which requires an earlier 2001 ENDF/B-VI evaluation, 42000.66c. The origi- 
nal LSDS model employed for safeguards research had a spent fuel assembly with 
the depletion performed on the fuel, material m200, and the zircaloy clad, material 
m300. The fuel had 158 isotopes, mostly fission products and actinides; the clad had 
108 isotopes, many in trace quantities «1 x 107" g/cm?. A real safeguards study 
would run burnup/depletion calculations to get the clad and spent fuel isotopes at 
three elevations for each fuel pin, which would each be its own universe so that the 
depleted fuel could differ pin to pin and vertically. The total material description 
would be tens of thousands of lines long. For convenience, only a simplified fuel 
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Fig. 4.5 X-Y view universe level 2 consisting of universes u = 1, fuel (green), and u = 8 guide 
tubes, both lined with zircaloy 


and clad are used in this example to illustrate variance reduction for the LSDS 
problem. 

The LSDS source has three overlapping energy distributions to model a thin D-T 
source made of titanium and deuterium. To provide three different source energy 
spectra at the point source, the energy is a function of the point position, which is 
three x,y,z triplets repeated three times in distribution SI1/SP1. Then the three dif- 
ferent energy distributions—SP3, SP4, and SP5—are given as dependent distribu- 
tions of the position, FPOS = D2. The source is turned on from 0 < T < 100 shakes, 
namely for 1 ys, in distribution SI6. 

Tallies are made of the flux in the fuel, F14; flux averaged over all fission cham- 
bers, F44; the %U fission rate, F114; and nubar, F214. For simplicity, fission rate 
and fission nubar tallies are omitted for ??Th, SU, ??Pu, and *'Pu. The fission rates 
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and nubar (number of fission neutrons generated) are tallied by multiplying the flux 
(FM cards) times the fission cross section (reaction MT = —6) and fission nubar 
(reaction MT = —7). The fission rate and fission nubar tallies have units of fissions 
and fission neutrons per barn-atom. The standard practice is to use the — 1 FM option 
to multiply by atom density, pa, and multiply by volume, V, by dividing by 1 instead 
of V with the SD tally card: 


fm114 -1 5 (-6) 


sdil4 1 
fm214 -1 5 (-6 -7) 
sd214 1 


Tally 114 multiplies the flux/volume tally by p, q o; V to calculate total number 
of fissions. Tally 214 multiplies the flux/volume tally by p, q v o; V to calculate the 
total neutrons produced. These quantities are atom density pa, flux y, nubar v, fis- 
sion cross section o;, and volume V. 

For all tallies, there are 265 logarithmically interpolated time bins from 0 to 
20 us (2e5 shakes): 


to le2 263ilog 2e5 
and four energy bins from 0 to 100 MeV: 
e0 1e-4 le-3 le-2 1e2 


These bins will be printed with five columns of energy bins (including the total 
energy) and 266 rows of time bins, including the total. The default printing of ener- 
gies down in columns of time across is overridden by the FQO card. 

The CUT:N card causes any neutron that survives past 20 us (200,000 shakes) to 
be Killed so that it is no longer followed in the random walk. 

The PRDMP card controls printing and dumping to the RUNTPE file. Setting the 
third entry to 1 causes an MCTAL tally file to be generated, which is highly recom- 
mended for all calculations. The MCTAL file is in ASCII format and can be read 
across platforms, operating systems, and all MCNP versions. The RUNTPE con- 
tinuation file contains all the cross sections and necessary information for problem 
continuation and is generally too large to save. The MCTAL file contains only tal- 
lies, is short enough to archive, enables all tallies to be plotted, and can be used for 
other post-processing functions. 

“NPS 1e8” defines the number of particles started and specifies to stop the cal- 
culation after le8 source histories. These source particles are statistical samples. 
The physics of the problem is to model a single neutron source that is sampled 
NPS times. 
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4.1.2.2 Variance Reduction Step 1: Simplify the Problem and Add 
the Weight Window Generator 


The weight window generator is recommended to gain problem insight and possibly 
provide the needed variance reduction. Plotting the geometry suggests a cylindrical 
weight window mesh that overlays the geometry. The significant radial changes in 
the geometry are at radii R = 10.5, 15, 19, 25, 45, 70 cm bounded by a 101 cm cyl- 
inder. It is recommended to make the weight window totally enclose the geometry, 
so a 101 cm outer cylinder will be specified. In the Z-direction, the major boundar- 
les in the geometry are at Z 2 —50, —30, —15, 15, 30, and 50. Azimuthal angles, 
widely spaced except at the source, also appear advantageous. Therefore, the fol- 
lowing mesh can be defined. 


mesh geom=rzt origin=0 0 -50 axs 0 0 1 vec 0 1 0 ref -70.6352 0 0 
imesh 10.5 15 19 25 45 70 101 
jmesh 20 35 65 80 100 
kmesh 45 85 95 135 180 240 300 360 


The above mesh describes a cylindrical mesh overlaying the LSDS (MCNP man- 
ual [1] Section 3.3.6.4.4). The mesh is defined as a cylinder (geom = rzt or 
geom = cyl), with the base of the cylinder at the mesh origin 0,0,—50 and a cylindri- 
cal axis in the axs 0 0 1 Z-direction with the azimuth defined normal to the axis in 
the vec 0 1 0 Y-direction. The reference point is a location in a mesh element that 
will certainly have particles that eventually score pass through it. Because every 
particle that scores comes from the source, and because the source is a point, the 
source point is a good reference point for this problem: ref —70.6352 0 0. 

The weight window generator optimizes the calculation of a specified bin in a 
specific tally. This optimization bin should be one that gets a relative error of 
10-20% in just a few minutes so that the weight windows can be iterated. A new 
tally specifically for optimization needs to be created—in this example, F4. An ini- 
tial guess for the time resolution is 20 logarithmically spaced times up to 1e5 shakes 
(20 us). Only one energy bin is needed to start: E4. The tallies should be printed 
with the times in a column, (FQ4 card), and the 20th time bin, TF4, is the one of 
interest. 


fc4 Average flux in fission chambers - optimize 

f4:n (201 202 203 204 205 206 207 208 209 210 
211 212 213 214 215 216 217 218 219 220 
221 222 223 224 225 226 227 228 229 230 
231 232) 

t4 100 18ilog 2e5 

e4 100 

tf4 73 20 

FQ4 T E 
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The weight window is turned on by specifying the tally to be optimized, F4, and 
specifying that a MESH will be used. 


wwg 40 
Once the WWG, MESH, and optimization tally F4 are specified, the weight win- 
dow generator mesh can be plotted as in Figs. 4.6 and 4.7 and run for a short time 


by setting 


NPS 1e5 
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Fig. 4.6 Y-Z view of LSDS showing overlaying radial cylindrical mesh boundaries 
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Fig.4.7 X-Y view of LSDS showing overlaying radial cylindrical and azimuthal mesh boundaries 


The results of tally 4 in the output file are 


PPA BR QÓ N PP 


time 


.0000 
.4919 
.2258 
.3206 
.9540 
.3908 
.1026 
.6450 


E02 
E02 
E02 
E02 
E+02 
E+02 
E+03 
E+03 


an P rN W oO < 


tally 


.59815 
.11286 
.62428 
202893 
- 70135 
12966 
. 42396 
.02155 


E-05 
E-05 
E-05 
E-05 
E-05 
E-05 
E-06 


O O O OQ. O Oo OO 


error 
.0126 
.0146 
.0178 
.0207 
.0246 
. 0286 
. 0354 
.0415 
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2.4542E+03 3.48706E-06 0.0498 
3.6614E+03 2.15169E-06 0.0630 
5.4624E+03 1.39007E-06 0.0810 
8.1493E+03 9.38679E-07 0.0973 
1.2158E+04 6.88377E-07 0.1322 
1.8138E+04 3.2394 10-07 0.1790 
2.7061E+04 1.24683E-07 0.2150 
4.0372E+04 1.08449E-07 0.2554 
6.0230E+04 4.76670E-08 0.2620 
8.9857E+04 4.61964E-08 0.4296 
1.3406E+05 5.08174E-09 0.7642 
2.0000E+05 2.46054E-08 0.9450 

total 2.38730E-04 0.0095 


This information suggests generating weight windows to optimize the 13th time 
bin of tally 4. The 13th time bin of tally 4 at 12,158 shakes had a relative error of 
13.22% and the later time bin errors are too big to generate good weight windows 
and so the 13th time bin is selected on the tf4 card: 


tf4 7J 13 


The weight window generator needs to also generate time-dependent weight 
windows (MCNP manual [1] Section 3.3.6.4.3): 


wwgt:n 200 500 1000 1600 3000 8000 1.2e4 2e4 4e4 1e6 


These bounds were chosen at times when the flux decreased roughly by a factor 
of 2 according to the previous run, with coarser binning after 12,000 shakes. 
Sufficient granularity is needed to allow the values to change with the conditions of 
the simulations. There is more than one successful set of parameters and the values 
depend on experience and trial and error. 

The problem is now run again as: 


mcnp6 ¡=inp01 n=j01. 


To iterate this problem, it is important to link one run to another, which requires 
careful file naming. The LSDS file “inp01” is the first iteration. The output files will 
be *j01.*", where “J” is chosen because no MCNP files start with “J” When the run 
is completed, a one time-bin weight window file, j01.1, and a multigroup time- 
dependent weight window file, j01.e, are generated. The weight window files con- 
tain the description of the weight window mesh to be read and the lower weight 
window bounds of each mesh. 
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4.1.2.3 Iteration 2 


cut:n 200000 J 0 0 
wwp:n 5350-1353 3j 3 j 


cut:n is modified and wwp added and the file now becomes INPO2 so that the 
first iteration, INPO1, is retained in case the iteration fails. The CUT:N card adds 
zero third and fourth entries to use analog capture. It is expected that there will be 
many late time weight windows that cannot be determined and thus have a value of 
zero. Histories entering these late time bins which have zero weight windows will 
then be too quickly killed by implicit capture unless analog capture is invoked. For 
this reason, the MCNP default implicit capture algorithm is generally incompatible 
with weight windows. The WWP card tells the MCNP code that 


° the upper weight window bounds of each mesh are 5 times the lower bound read 
from the WWINP file (j01.e). Particles in a mesh with weights above 5 times the 
lower weight bound will be split in order to have weights in the weight bound range; 

* particles that have a weight below the lower bound will undergo Russian rou- 
lette, with the survivors having a weight 3 times the lower bound; 

* particles will never be split or rouletted more than a factor of 5; 

* particles will be checked for weight at all collision and surface crossings (fourth 
entry = 0); and 

* the lower weight window bounds will be read from a WWINP file (fifth 
entry = —1). 


Input file INPO2 is now plotted to view the weight window values: 
mcnp6 i-INPO2 n=jp02. WWINP-jO1.e IP 


Click 


* WWN (right side menu) to make weight windows the edit quantity, 

* cell line (lower left menu) to plot the weight window mesh (ww mesh) that is 
being read, 

° Ll sur (lower left menu) to turn off surface labels, 

° L2 off (lower left menu) to make edit quantity wwnl:n as the cell label, 

* XY (lower left menu) to get the best view. 


The plot will show the weight window lower bounds in the first weight window 
time bin, which is also the source time bin. Note that the lower bound is -8 in the 
source mesh cell. Source neutrons will start below the window. At the first collision 
in the cell they will be rouletted 5 to 1 (third WWP entry). At the next collision in 
the cell they will be rouletted with a survival weight of 24, which is 3 times the 
lower weight window bound (second WWP entry). All the windows need to be 
renormalized by a factor of at least 24 (seventh WWP entry = 0.04) to have source 
particles start in the mesh weight window. 
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Clicking the n (lower right menu) will step through the weight window time bins, 
which can be plotted by double-clicking the L2 button and the Redraw button on the 
bottom menu bar. For weight windows wwnl:n through wwn7:n, the values of the 
weight windows drop by about a factor of 2 as desired in both the Z-axis and radial 
directions. The values are mostly zeroes for the eighth to tenth weight window bins. 
Because analog capture is turned on, particles will neither split nor roulette when 
these bins are used at late time in subsequent iterations; the particles will only scat- 
ter, be captured, or leak out of the system as if there were no weight windows. The 
eighth to tenth weight window time bin values are zeroes because tally 4 was opti- 
mized for its 13th bin for times up to 12,158 shakes. We also observe that there is 
not much variation of weight windows in the azimuthal direction, suggesting that 
fewer azimuthal weight bins are needed. 


4.1.2.4 Iteration 2a 


tf4 7J 20 

kmesh 85 95 180 360 

wwgt:n 200 500 1000 1600 3000 8000 1.2e4 2e4 4e4 6e4 9e4 1.3e5 le6 
wwp:n 5 3 5 0 -1 j .04 j J 


The above changes are made to inp02 (which is to be run with the WWINP file 
j01.e from iteration 2 revised input INP01 with TF4 7J 13windows). It is hoped that 
the 20th (last) time bin of tally 4 will now have acceptable results when the weight 
window file from iteration 2 is used, so the target time bin on TF4 is changed. The 
azimuthal weight window bins are thinned out because they did not appear needed 
(KMESH). Additional weight window generator time bins are requested (WWGT) 
corresponding to the late time bins of tally 4. All windows from JO1.e are renormal- 
ized by a factor of .04 so that the source particles start within the weight window. 


mcnp6 i-INPO2 n=j02. wwinp=j0l.e IPXR 


The execution line command IXPR enables plotting INP02 before it is run. The 
plot (with cells labeled by weight window value) shows that the source particles will 
indeed enter the weight window (wwnl:n) and, by clicking cell line multiple times, 
the new mesh with fewer azimuthal divisions is viewed. By clicking end, the plot is 
finished and now the MCNP code runs 1e5 histories. 

Input inp02 is now copied to inp02a. The generated weight windows can be 
reviewed with the seventh entry on the WWP card set to J: 


mcnp6 i-inp02a n-junk. wwinp=j02.e IP 
The generated weight window values in j02.e are not asymmetric in azimuth. 


The windows increase in some regions with time when they would be expected to 
decrease because they are more important at later times. Examination of the output 
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file ¡02.0 reveals that the 20th time bin has a 59% relative error—far too large to 
generate decent weight windows. Also it is much slower because 1e5 source parti- 
cles generate 1.8e6 split weight window tracks. 

Because j02.e is unacceptable, j01.e (iteration 2 optimized) is used again. INPO2 
is changed by setting optimization to the 16th F4 time bin, which had a smaller rela- 
tive error and, by keeping the original seventh WWP normalization factor of INPO2 
(the appropriate value for weight window file j01.e): 


tf4  7J 16 
wwp:n 5 3 5 0 -1 j .04 jj 


mcnp6 ¡=INP02 n=j02. wwinp=j01.e 


4.1.2.5 Additional Iterations 


Copy inp02 to inp03 and the seventh WWP entry is temporarily set to J to see the 
unnormalized weight window plots of WWINP = j02.e. These appear to be good, 
with the generated windows being lower with increasing time and getting closer to 
the fission chambers. The source enters the window with a lower bound of 45. The 
17th energy bin of tally 4 has a relative error of 1596, which indicates that it is good 
for optimization. (The 18th bin is probably also good.) Renormalize the j02.e win- 
dows by a factor of >45 with the seventh WWP entry: 


tf4 7J 17 
wwp:n 5350-13 .007 3 J 


mcnp6 i-inp03 n=j03. wwinp-j02.e 

Copy inp03 to inp04, set the seventh WWP entry to J, and plot 
mcnp6 i-inp04 n=jp04. wwinp-j03.e ip 

The weight window plots of WWINP = j03.e appear to be good: 

The source enters the window with a lower bound of about 15 (Fig. 4.8), so set- 
ting the seventh entry of WWP to 0.025 would result in a weight window for the 
source from 0.375 to 1.865, which brackets the source particles of weight 1. The 
20th F4 time bin has a value of 3.59e—9 with relative error of 2696, suggesting that 


it can now be used to generate weight windows. Now change inp04. 


tf4 73 20 
wwp:n 5 3 5 0 -1 j .025 j J 


mcnp6 i-inp04 n=j04. wwinp=j03.e IPXR 
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Fig. 4.8 Weight window plot of j03.e windows 


The later time bins of tally F4 from output j04.o are 


Time Tally error 
4.0372E+04 1.32776E-07 0.0433 
6.0230E+04 8.19473E-08 0.0908 
8.9857E+04 5.63077E-08 0.1401 
1.3406E+05 1.86379E-08 0.2472 
2.0000E+05 4.86418E-09 0.1533 


These later time bins indicate that the new windows, j04.e, should produce even 
better weight windows. 
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Copy inp04 to inpO5, set the seventh WWP entry to J (to disable the previous 
normalization so that the new unnormalized weight window values can be viewed), 
and plot 


mcnp6 i-inp05 n=jp05. wwinp-j04.e ip 


The weight window plots of WWINP = j04.e appear to be good. The source 
enters the window with a lower bound of about 635, requiring a normalization 
of 5e—4. 

Change 


wwp:n 5 3 5 0 -1 j 5e-4 j J 
mcnp6 i-inp05 n=j05. wwinp=j04.e ipxr tasks 40 
Note that tasks 40 causes the MCNP code to run in parallel on 40 threads. The 


computational time will increase, but the wall clock time will decrease. 
The later time bins of tally F4 from output jOS.o are 


Time Tally error 
4.0372E+04 1.25962E-07 0.0334 
6.0230E+04 7.16540E-08 0.0580 
8.9857E+04 5.78666E-08 0.1495 
1.3406E+05 1.92124E-08 0.0874 
2.0000E+05 6.79278E-09 0.0422 


These later time bins indicate that the new windows, j04.e, should produce even 
better weight windows. The slope test of the ten statistical checks failed, indicating 
that another iteration is needed. Also, the 15% error in the 18th time bin, 
8.9857E+04 shakes, indicates another iteration. 

Copy inp05 to inp06, set the seventh WWP entry to J, and plot 


mcnp6 i=inp06 n=jp06. wwinp=j05.e ip 

The weight window plots of WWINP = j05.e appear to be good. The source 
enters the window with a lower bound of about 482, which requires the same nor- 
malization of 5e—4. 

Change 


wwp:n 5 3 5 0 -1 j 5e-4 j J 


mcnp6 i=inp06 n=jp06. wwinp=j05.e ipxr tasks 50 


4.1 


Variance Reduction 


All time bins of tally F4 from output j06.0 are 


Time 
.0000E+02 
.4919E+02 
.2258E+02 
.3206E+02 
.9540E+02 
.3908E+02 
.1026E+03 


.6450 
. 4542 
.6614 
.4624 
.1493 
.2158 
.8138 
.7061 
:03:72 
.0230 
.9857 


E+03 
E+03 
E+03 
E+03 
E+03 
E+04 
E+04 
E+04 
E+04 
E+04 
E+04 


.3406E+05 
.0000E+05 
total 


NO PO OY i Ë Fa j @ QG GQ BO FP FP < BP WBN FP rnc 


N nN PPA FPS FS GQ OP @ F° Pn W b — Fa j NU G I 


Tally 


.70505E-05 
:4933518-05 
49992 758-05 


.41735 
.65736 
.09706 
.14615 
.62664 
.17836 


E-05 
E-05 
E-05 
E-06 
E-06 
E-06 


.09733E-06 
.41215E-06 
«0930 98:07 
.60799E-07 
.42249E-07 
.85609E-07 
.31680E-07 
.31380E-08 


.84162 
.97451 
.10981 
«31317 


E-08 
E-08 
E-09 
E-04 


¡+ CR E E JE A CR + E DE E DE E + DIE Cc Ch Cc + Cc Ct e E + 


error 
.0094 
.0102 
.0119 
.0108 
.0113 
.0112 
.0114 
.0117 
.0120 
.0129 
.0135 
+0153 
.0181 
.0180 
.0159 
. 0154 
.0209 
.0675 
.0227 
.0175 
.0066 
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All ten statistical tests for the 20th time bin of tally F4 now pass. Tally F4 was 
added to the problem to generate weight windows to transport more late time neu- 
trons to the detector region. Consequently, all the tallies are improved at late time at 
the expense of a slight degradation of early time results as shown graphically in the 
next subsection. 


4.1.2.6 Cylindrical Mesh Weight Window Summary 


The initial input file, INPO1, was run for 1e8 histories, which took 11 h and resulted 
in an FOM for the F4 20th time bin of FOM = 0.98. The variance-reduction run, 
INP06, with FOM = 45, is 45 times more efficient. The total changes from the initial 


problem are 


fc4 Average 
f4:n (201 
211 
221 
231 


flux in fission chambers - optimize 
202 203 204 205 206 207 208 
212 213 214 215 216 217 218 
222 223 224 225 226 227 228 


232) 


209 
219 
229 


210 
220 
230 
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Fig. 4.9 F14 flux in fuel tally results with and without variance reduction 


t4 100 18ilog 2e5 


e4 100 

tf4 73 20 

FQ4 T E 

[o 

cut:n 200000 J 0 0 
nps le5 

wwg 40 


mesh geom=rzt origin=0 0 -50 axs 0 0 1 vec 0 1 0 ref -70.6352 0 0 
imesh 10.5 15 19 25 45 70 101 
jmesh 20 35 65 80 100 
kmesh 85 95 180 360 
wwgt:n 200 500 1000 1600 3000 8000 1.2e4 2e4 4e4 6e4 9e4 1.3e5 le6 
wwp:n 5 3 5 0 -1 j 5e-4 j J 


Figures 4.9, 4.10, 4.11, and 4.12 show the fission chamber tallies both with and 
without variance reduction. The results are the same, but with variance reduction, 
the calculation ran 45 times faster to get equivalent results. 

The initial 11-h NPS 1e8 run without variance reduction had relative errors ~10% 
in late time fission (F114) and fission neutron (F214) tallies and relative errors <1% 
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Fig. 4.10 F44 fission chamber flux tally results with and without variance reduction 


for early time tallies. The relative errors were 2-5% for all bins of the NPS 1e5 
variance-reduction run. Thus, the late time bins benefitted from variance reduction 
at the expense of the early time bins. The 265 time-bin flux tally likewise had «1% 
error for early time bins and 18% errors for late time bins in the initial run. The 
range was 1-14% for the variance-reduction run. Thus, the variance-reduction run 
had good convergence for the 265 time bins tallies and the 20 time bin optimization 
tally (Figs. 4.9, 4.10, 4.11, and 4.12). 


4.1.3 Cell-Based Weight Windows for the Lead 
Slowing-Down Spectrometer 


Example 4.2 provides the changes needed to generate cell-based weight windows 
for the lead slowing-down spectrometer example of Example 4.1. As with the mesh- 
based windows, an optimizing tally, F4, that gets good results in a short run is 
needed to generate the windows. The windows can be generated with or without an 
initial set of windows (no WWP:n). 
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Fig. 4.11 F114 fission chamber fission rate tally results with and without variance reduction 


Example 4.2 Lead Slowing-Down Spectrometer Cell-Based Windows Changes 
to Example 4.1 


fc4 Average flux in fission chambers - optimize 

f4:n (201 202 203 204 205 206 207 208 209 210 
211 212 213 214 215 216 217 218 219 220 
221 222 223 224 225 226 227 228 229 230 
231 232) 

t4 100 18ilog 2e5 

e4 100 

tf4 73 20 

FQ4 T E 

wwg 4 315 .3 

wwgt:n 200 500 1000 1600 3000 8000 1.2e4 2e4 4e4 6e4 9e4 1.3e5 1e6 

nps le5 

cut:n 200000 J 0 0 

wwp:n 5 3 5 0 0 j 1e-3 j J 

wwt:n 2.0000E+02 5.0000E+02 1.0000E+03 1.6000E+03 3.0000F+03 

8.0000E+03 1.2000E+04 2.0000E+04 4.0000E+04 6.0000E+04 

9 

1 


.0000E+04 1.3000E+05 1.0000E+06 
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Fig. 4.12 F214 fission chamber fission rate tally results with and without variance reduction 
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5.7816E+00 
-1.0000E+00 
6.0057E+00 
5.3253E+00 
0.0000E+00 
2.8291E+00 
-1.0000E+00 
2.9564E+00 
2.4707E+00 
0.0000E+00 
1.6802E+00 
-1.0000E+00 
2.2010E+00 
1.8256E+00 
0.0000E+00 
1.0146E+00 
-1.0000E+00 
5.9443E-01 
5.1250E-01 
0.0000E+00 
5.7092E-01 
-1.0000E+00 
3.7397E-01 
3.4195E-01 
0.0000E+00 
3.2103E-01 
-1.0000E+00 
2.7846E-01 
3.7823E-01 
0.0000E+00 
3.0000E-01 
-1.0000E+00 
4.7929E-02 
5.5140E-02 
0.0000E+00 
3.0554E-01 
-1.0000E+00 
2.2318E-03 
2.1738E-03 
0.0000E+00 
8.1939E-01 
-1.0000E+00 


6.9843E+00 
0.0000E+00 
31R 
6.7049E+00 


4.6442E+00 
0.0000E+00 

31R 
4.3760E+00 


2.2330E+00 

0.0000E+00 
31R 

2.0827E+00 


1.6620E+00 
0.0000E+00 

31R 
1.5040E+00 


4.8738E-01 

0.0000E+00 
31R 

4.7501E-01 


2.7932E-01 
0.0000E+00 

31R 
2.5545E-01 


1.4500E-01 
0.0000E+00 

31R 
1.3929E-01 


2.1757E-02 
0.0000E+00 

31R 
1,85155-02 


1.8866E-03 
0.0000E+00 

31R 
2.0065E-03 


PN OO N on oO Hn PN O 52 w oo A s o e e C» 1 PrP ON N N O A Q GQ O on 


N FP OF 


- 9996E+00 
.0000E+00 
.9823E+00 
.2546E+00 


- 6045E+00 
.0000E+00 
.7435E+00 
.7616E+00 


.1978E+00 
.0000E+00 
-4655E+00 
.2065E+00 


.6507E+00 
.0000E+00 
19526-01 
.3843E-01 


.8397E-01 
.0000E+00 
.6973E-01 
.1770E-01 


+752 58-01 
.0000E+00 
.7895E-01 
s39188B-01 


.4157E-01 
.0000E+00 
.7391E-01 
.4687E-02 


.1201E-02 
.0000E+00 
.5998E-01 
.0339E-02 


.9010E-03 
.0000E+00 
.0552E+00 
¿26393503 
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To generate cell-based windows (starting from nothing or starting from a previ- 
ous set of cell or mesh-based windows) the WWG card becomes 


WWG 4 315 .3 


Cell 315 is the source cell. It is used to normalize the windows. It is chosen 
because the source cell is certain to have tracks, which eventually score to the target 
tally. The third entry, .3, sets the lower weight bound in the reference cell, 315, to a 
lower window bound of .3. From our experience we prefer 0.3 to the default of 0.5 
for the third WWG entry to start splitting in important regions sooner. 

After one iteration from the mesh-based windows, the newly generated cell- 
based windows can be used as in Example 4.3. 


Example 4.3 Changes to the Lead Slowing-Down Spectrometer Problem of 
Example 4.1 to Generate and Use Cell-Based Windows 


fc4 Average flux in fission chambers - optimize 
f4:n (201 202 203 204 205 206 207 208 209 210 
211 212 213 214 215 216 217218 219 220 
221 222 223 224 225 226 227 228 229 230 


231 232) 
t4 100 18ilog 2e5 
e4 100 
tf4 7J 20 
FQ4 T E 


wwg 4 315 .3 

wwgt:n 200 500 1000 1600 3000 8000 1.2e4 2e4 4e4 6e4 9e4 1.3e5 1e6 
nps le5 

cut:n 200000 J O 0 

wwp:n 5 3 5 0 -1 j 1e-3 j J 


The cell-based windows may be read from a WWINP file, as is always the case 
for mesh-based weight windows. They may also be directly inserted in the input file 
without the need for WWINP = wwfile on the MCNP execution line, as in Example 
4.3. When the windows are in the input file, the “R” notation may be used as in 
Example 4.3. The “R” notation may not be used if the WWINP file is read by the 
MCNP execution line: all 31 “0.0000E+00” must be specified. The “R” notation 
may be used if the WWINP file is read with a READ card in the MCNP input file: 


READ FILE=wwfile 
The F4 tally results are 
Time Tally error 


1.0000E+02 7.64635E-05 0.0097 
1.4919E+02 5.11358E-05 0.0107 
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2.2258E+02 3.60174E-05 0.0124 
3.3206E+02 2.39359E-05 0.0108 
4.9540E+02 1.63472E-05 0.0113 
7.3908E+02 1.11143E-05 0.0115 
1.1026E+03 7.26652E-06 0.0121 
1.6450E+03 4.62532E-06 0.0121 
2.4542E+03 3.18450E-06 0.0122 
3.6614E+03 2.11597E-06 0.0132 
5.4624E+03 1.38815E-06 0.0133 
8.1493E+03 8.42698E-07 0.0153 
1.2158E+04 5.47193E-07 0.0156 
1.8138E+04 3.44415E-07 0.0157 
2.7061E+04 1.86702E-07 0.0152 
4.0372E+04 1.28959E-07 0.0154 
6.0230E+04 7.13956E-08 0.0168 
8.9857E+04 4.99288E-08 0.0207 
1.3406E+05 1.97536E-08 0.0179 
2.0000E+05 6.99311E-09 0.0167 

total 2.35792E-04 0.0068 
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All statistical tests were passed, and the FOM was 55% higher than when the 
cylindrical mesh-based weight windows were used in Sect. 4.1.2. This improvement 
in FOM is because cylindrical mesh-based windows are 55% slower on average 
than cell-based windows. Rectangular mesh-based windows are also typically 15% 
slower than cell-based windows. 


4.1.4 Time Splitting 


Example 4.4 Changes to the Lead Slowing-Down Spectrometer Problem of 
Example 4.1 to Use Time Splitting 


fc4 Average flux in fission chambers - optimize 

f4:n (201 202 203 204 205 206 207 208 209 210 
211 212 213 214 215 216 217 218 219 220 
221 222 223 224 225 226 227 228 229 230 
231 232) 

t4 100 18ilog 2e5 

e4 100 

tf4 73 20 

FQ4 T E 

nps le5 


cut:n 200000 J 0 O 
TSPLT:n 2 200 2 500 2 1000 2 2000 2 3000 2 6000 2 1e4 2 
2e4 2 3e4 2 6e4 2 1e5 2 1.2e5 2 1.4e5 2 1.6e5 2 1.8e5 
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Example 4.4 provides the changes to the lead slowing-down spectrometer prob- 
lem of Example 4.1 to illustrate time splitting. As with mesh-based (Sect. 4.1.2) and 
cell-based (Sect. 4.1.3) weight windows, a target tally is useful to compare results 
and iterate parameters. Compared with the weight window input files, the generator 
input (WWG, WWGT) and weight window input (WWP, WWT, WWE, WWN) are 
replaced by the TSPLT input. The TSPLT card causes a 2-for-1 track split at 200 
shakes, at 500 shakes, at 1000 shakes, etc., with the split occurring at the first colli- 
sion or surface crossing after the time boundary. 

The MCNP code does not automatically generate optimum TSPLT parameters 
like the weight window generator (WWG) does. The user must guess values, enter- 
ing pairs of split ratio (which may be fractional) and the times at which the splits are 
to occur. If splitting is insufficient, then there will be no particles that survive to late 
times. If splitting is excessive, then the problem will run slowly or even hang 
because too many split particles are followed. The recommended practice is to split 
sufficiently to keep the relative error roughly constant in the time bins of the target 
tally. To iterate on the TSPLT values the time bins of the target tally should have the 
same boundaries as the TSPLT card. 

The TSPLT of Example 4.4 passes all statistical tests for the target tally F4: 


time 

1.0000E+02 7.72194E-05 0.0127 
1.4919E+02 5.23742E-05 0.0151 
2.2258E+02 3.69117E-05 0.0184 
3.3206E+02 2.48745E-05 0.0182 
4.9540E+02 1.71429E-05 0.0209 
7.3908E+02 1.12507E-05 0.0214 
1.1026E+03 7.19584E-06 0.0233 
1.6450E+03 4.73307E-06 0.0234 
2.4542E+03 3.14349E-06 0.0262 
3.6614E+03 2.08520E-06 0.0260 
5.4624E+03 1.44751E-06 0.0251 
8.1493E+03 8.58901E-07 0.0260 
1.2158E+04 5.64038E-07 0.0273 
1.8138E+04 3.39750E-07 0.0266 
2.7061E+04 1.88853E-07 0.0270 
4.0372E+04 1.26737E-07 0.0264 
6.0230E+04 7.30615E-08 0.0302 
8.9857E+04 5.08255E-08 0.0320 
1.3406E+05 2.13284E-08 0.0412 
2.0000E+05 6.95027E-09 0.0338 

total 2.40609E-04 0.0093 


Although the TSPLT time splitting for this problem is the easiest method and 
half as effective as the weight windows, it is effective only because the relative 
importance of each region of the geometry is the same. If the importance of differ- 
ent regions, different energies, and other aspects of phase space is varied, then sim- 
ple time splitting will be far less effective. 
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Table 4.1 Relative performance 


Method FOM 4 FOM 44 FOM 214 
No VARIANCE REDUCTION TECHNIQUE 1 1 1 

Cyl mesh WW 608 1438 

Cell WW 1082 

TSPLT 372 


The relative performance of the cylindrical mesh-based weight windows (Cyl 
mesh WW), cell-based weight windows (Cell WW), and time splitting (TSPLT) is 
shown in Table 4.1. 

where 


° FOM 4 is the FOM for the 1.3406E+05 < t < 2.0000E+05 time bin of the F4 
target flux tally; 

* FOM 44 is the FOM for the 1.9432E+05 « t « 2.0000E+05 time bin of the F44 
target flux tally; and 

e FOM 214 is the FOM for the 1.9432E+05 < t < 2.0000E+05 time bin of the F4 
target neutron production tally. 


The FOM speedups by these variance-reduction methods range from factors of 
372 to 1964 depending on the tally and method, that is, calculations that take 6—33 h 
can now run in a minute. Alternatively, the resolution is 19-44 times better. 


4.1.5 Variance Reduction for the Cf Shuffler 
4.1.5.1 Cf Shuffler Modified Input 


The Cf shuffler input of Example 3.4 is slightly modified in Example 4.5 to enable 
exposition of additional variance reduction methods. 


Example 4.5 Modified Cf Shuffler Input of Example 3.4 


vr03.txt for 500 g 235U, density 2.59/cm”3 


C 

e Cells 

c 

10 5:=2,5 10 imp:n=1 $ SNM 

11 0 =12 10 imp:n-1 $ void about SNM 


12 2 -8.65 -11 12  imp:n-1 $ Cd 
13 1 -0.94 -13 11 100 101 102 103 104 105 106 107 108 
109 110 111  imp:n-1 $ poly 


[o 3He Tubes 


4.1 


100 
101 
102 
103 
104 
105 
106 
107 
108 


c 


Variance Reduction 


w w Y Y Y C0 Y y Y Y y w 


rcc 
rcc 
rcc 
rcc 


rcc 
rcc 
rcc 
rcc 
rcc 
rcc 
rcc 
rcc 
rcc 
rcc 
rcc 
rcc 


.002e-4 
.002e-4 
.002e-4 
.002e-4 
.002e-4 
.002e-4 
.002e-4 
.002e-4 
.002e-4 
.002e-4 
.002e-4 
.002e-4 


PRERRPRRPRPR PR PP 


Surfaces 


C O da 
O C c O0 
C» C €» XC 


Materials 


m0 nlib=.70c 


(el 


-100 
-101 imp:n 
-102 imp:n 
-103 imp:n 
-104 imp:n 
-105 imp:n 
-106 imp:n 
-107 imp:n 
-108 imp:n 
-109 imp:n 
=11:0 imp:n 
11.1 imp:n 
imp:n=0 $ 

0 7.073553 
0 9 

0 8.8 

0 21 

.000 0.100 
.135 0.100 
.162 0.100 
.270 0.100 
.162 0.100 
.135 0.100 
.000 0.100 
.135 0.100 
.162 0.100 
.270 0.100 
.162 0.100 
.135 0.100 


imp:n 


Oo 2 C © (0 DO 0 X1 OO D) (C 


C Oo 2 cO 2 CO 0) CO OF OO CF € 


XR UE Ur UR Ue UE UY Ue UU Ue Ur UF 


3 


ug 


20. 
20. 
20. 
20. 
20. 
20. 
20. 
20. 
20. 
20. 
20. 
20. 


© JO OF WN F 


OO 0 0000000000000 OO OO 


outside cell 


UY Ur Ur ur 


SNM 


exterior of Cd 
interior of Cd 
exterior of diagnostic 


PRPRPRrPPRP PRP PR Pp 
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27 
27 
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27 
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27 
27 
27 
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ml 6000. 1 1001. 2 $ Polyethylene 
mtl poly.10t $ S(a,b) 
c 
m2 48106. 0.0125 
48108. 0.0089 
48110. 0.1249 
48111. 0.128 
48112. 0.2413 
48113. 0.1222 
48114. 0.2873 
48116. 0.0749 
[o 
m3 2003. 1 $ He-3 
c 
m5 92235. 1; 
E 
mode n 
c 
pcc ——————— 
€ Cf source 


phys:n 30 30 0'g J-J 0 30 J g J 0 O 
sdef pos=dl tme=d2 erg=d3 


sp3 -3 1.175 1.0401 $ Frohner Watt parameters 

sil L 3.80 11 

spl 1.0 

si2 0e8 10e8 Supper bin boundaries (no option = option H) 
sp2 0 1 $ bin probabilities (no option = option D, H, L) 
A 
[o Tallies 

fc4 ««««« Detection Rate per source Cf neutron >>>>> 

f4:n (100 101 102 103 104 105 106 107 108 109 110 111) 

fm4 =T. 3: 103 

sd4 1 

t4 10e8 98i 1000e8 

tf4 7j 7 

fq4 t f 

[e 

fcl4 <<<<< Variance reduction target tally >>>>> 

£14:n (100 101 102 103 104 105 106 107 108 109 110 111) 

fml14 -1 3 103 

sal 4 1 

t14 1e8 8i 10e8 8i 100e8 7i 900e8 950e8 980e8 1000e8 T 
tf14 7j 30 

fqi4 t f 


4.1 Variance Reduction 229 


promp j j 1 4 j 

print -30 -162 

nps 1e9 

ACT  DNBIAS-15 

cut:n 100088 J 0 0 

c 

WWG 14 0 .25 

WWGT:n 10e8 20e8 40e8 60e8 100e8 8i 1000e8 

MESH GEOM=CYL ORIGIN=0 0 0 AXS=0 0 1 VEC=0 1 0 REF-3.8 0 11 
IMESH 3 3.9 4 7 9.54 14 


IINTS 3 l 3 1 1 1 
JMESH 6 15 21 JINTS 1 1 1 
KMESH 1 KINTS 1 


TSPLT:n 2 lel0 2 2e10 2 3e10 2 4el0 2 5e10 2 6e10 2 7e10 2 
8e10 2 9e10 


The Cf shuffler input of Example 3.4 is repeated in Example 4.5 with the follow- 
ing modifications: 


m0 nlib=.70c 


is added to force use of ENDF/B-VII cross sections to enable reproducibility by 
utilizing the same data. The TOTNU card is deleted because it has been the MCNP 
default for many years. The following target tally is added for variance reduction: 


ë 
fcl4 ««««« Variance reduction target tally >>>>> 
£14:n (100 101 102 103 104 105 106 107 108 109 110 111) 
fml 4 -1 3 103 


sd14 1 
t14 le8 8i 10e8 8i 100e8 7i 900e8 950e8 980e8 1000e8 T 
tf14 7j 30 

fql4 tf 


The third PRDMP entry is set to generate MCTAL files so that plots of the tallies 
can be made across platforms, code versions, and operating systems. Some tables 
are turned off with the PRINT card. The requested number of histories is reduced to 
a more manageable size. The cut:n card turns off the default implicit capture and 
turns on analog capture to prevent implicit capture from working against other 
variance-reduction methods. 


prdmp j j 14 j 
print -30 -162 

nps 1e9 

cut:n 1000e8 J 0 0 
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4.1.5.2 Particle Production Bias, Time Splitting, and Windows 


A few short trial runs using time-splitting guesses and attempts to generate and use 
weight windows failed; however, these runs made it apparent that nearly all neu- 
trons that produced captures in the *He detectors after 20e8 shakes (20 s) are from 
delayed neutrons. Applying delayed neutron bias is done on the activation card: 


ACT  DNBIAS-15 


The maximum allowed delayed neutron bias is DNBIAS = 10 (MCNP manual 
[1] Section 3.3.3.3); therefore, DNBIAS-15 results in up to ten delayed neutron 
tracks per fission. The MCNP delayed neutron fission bias algorithm reduces the 
number of prompt fissions to make room for the delayed fissions. Consequently, 
there are 8.52 delayed neutron tracks per fission and 2.48 prompt fission tracks per 
fission or 3.44 times as many delayed fission tracks produced as there are prompt 
fission tracks. The physical values are 2.50 prompt neutrons per fission, 0.016 
delayed neutrons per fission, and a delayed neutron fraction of 0.00637. 

The delayed neutron bias immediately provided improvement to the FOM by a 
factor of 100-300 in the 5e10 < time < 8e10 shake (500-800 s) time range, as illus- 
trated in Fig. 4.13. 


MP PLOT WINDOW - a x 


<<<<< Detection Rate per source Cf neutron >>>>> 


mcnp 6 

probid: 11/26/19 09:41:28 

tally 4 

n 

nps 2550998205 

bin normed 

metal = j01.m 
Cell 
Flag/Dir 
User 


f 

d 

u 

s Segment 
m Mult 
e 

. 

t 


Fig. 4.13 Comparison of Cf shuffler ?He captures as a function of time, comparing the analog run 
with those using delayed neutron bias and time splitting 
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An additional factor of 4 improvement in the FOM was achieved with the follow- 
ing time splitting: 


TSPLT:n 2 1el0 2 2e10 2 3e10 2 4e10 2 5e10 2 6e10 2 7e10 2 
8e10 2 9e10 


Note that the more severe time splits of 


TSPLT:n 100 10e8 100 20e8 10 30e8 4 60e8 4 1e10 2 3e10 
2 4el0 2 5e10 2 6e10 2 7el0 2 8el0 2 9el0 


and 


TSPLT:n 4 2e9 4 3e9 4 6e9 4 10e9 4 15e9 4 22e9 4 32e9 4 43e9 
4 55e9 4 65e9 4 75e10 4 82e9 4 92e9 4 96e9 


were not as effective. 
Cylindrical mesh-based weight windows were also generated. 


WWG 14 0 .25 
WWGT:n 10e8 20e8 40e8 60e8 100e8 8i 1000e8 
MESH GEOM=CYL ORIGIN=0 0 0 AXS=0 0 1 VEC=0 1 0 REF=3.8 0 11 


IMESH 3 3.9 4 7 9.54 14 

IINTS 3 1111 1 

JMESH 6 15 21 JINIS 1 1 1 
KMESH 1 KINTS 1 


These were used based on tally F14 and two different tally F24s: 


t24 1e8 8i 10e8 8i 100e8 6i 800e8 1000e8 T 
tf24 73 21 

and 

t24 1e8 8i 10e8 8i 100e8 4i 600e8 1000e8 T 
tf24 7j 25 


Additional WWGT variations were also tried. 


WWGT:n 10e8 20e8 40e8 60e8 100e8 6i 800e8 1000e8 
WWGT:n 10e8 20e8 40e8 60e8 100e8 4i 600e8 1000e8 


And different weight window parameter combinations were also tried. 


WWP:n 5 3 5 0 -1 j 2e-10 j .99 
WWP:n 1000 2 5 0 -1 j le-12 j .99 
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None of the weight window combinations were found to be effective. In each set 
of attempts shown, the second was the more favorable. 


4.1.5.3 Analysis of Cf Shuffler Variance Reduction 


The Cf shuffler problem was made three orders of magnitude more efficient by 
secondary particle biasing (delayed neutron production) and time splitting. The 
delayed neutron bias improved the FOM by a factor of 200—300. The time splitting 
improved the FOM by a factor of 1—4. The net efficiency improvement was a factor 
of ~1000 at late times (after 6e10 shakes or 10 min) at the expense of efficiency at 
early times, which had no FOM increase or only a very slight FOM decrease. 

Several weight window attempts to get better convergence at late times, 
t> 6 x 10? shakes, were unsuccessful. The lack of success is probably because the 
only way neutrons reached late time was by delayed neutron production and weight 
windows do not bias physical sampling. Weight windows principally split or Russian 
roulette particles that enter geometry, energy, or time space. 

Furthermore, after the 10 x 105 shake source (10 s), the neutron population falls 
down ten orders of magnitude by 6 x 10!° shakes (10 min). There are simply too few 
neutrons present 10 min after the source burst to expect much variance-reduction 
improvement. Further, the accuracy of the late time tail of the approximate delayed 
neutron time distribution is poor—many seconds after the fission time. 

The factor of 1000 FOM improvement by the application of variance reduction 
means that a 1 min run can do what would otherwise take 16.7 h or 1000 times fewer 
parallel processors are needed or time bins can be divided 32 times finer. It is a sig- 
nificant improvement. 


42 DXTRAN and Other Capabilities for Distributed 
Source Problems 


A UF, enrichment cask model provides an example of a distributed source problem. 
Very little of the source contributes to the desired detector, which often must have 
very high fidelity because of a large number of small time and/or energy bins. 
The challenge is to get the important parts of the source to the detector without 
spending too much computational effort modeling parts of the source that hardly 
contribute to the needed answer. 

Many safeguards problems have very efficient detectors and can be solved with 
analog methods. Other safeguards problems use Monte Carlo methods that are 
incompatible with variance reduction, such as coincidence capture; these problems 
must be analog. Many problems with distributed sources can be analog, but not the 
following. The UF; enrichment cask distributed source problem of Example 4.6 in 
Sect. 4.2.1 needs variance reduction to get particles to the detector and to under- 
sample most of the source, which contributes very little to the detector. 
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The distributed source cask problem also showcases a number of MCNP capa- 
bilities for understanding problems and optimizing them. Optimization encom- 
passes more than variance-reduction methods to accelerate or improve convergence. 
There are issues of what physics is needed, what approximations are needed or 
acceptable, how different MCNP capabilities interact and/or conflict, and good 
practices. Furthermore, understanding a problem goes beyond modeling the desired 
tally of an answer and throwing the calculation on a massively parallel computer 
and hoping for an eventual answer. Problems should be built up in stages, using 
highly simplified tallies of quantities and other approximations to attain an under- 
standing of the problem. Only then can appropriate methods be applied to get par- 
ticles where they are needed and to avoid excessive effort in unimportant parts of the 
problem. The high-fidelity and detailed tallies that are actually desired can then be 
added after the auxiliary tallies—before using the tallies needed for the final answer. 
In the UF, enrichment cask problem, the F8 pulse-height tally with fine energy bins 
is the desired tally, but to optimize and understand the problem, F1 current and F6 
energy-deposition tallies are used along with next-event estimators. 

Massively parallel computers have made it possible to solve many problems by 
brute force—running them in analog mode without optimization. But optimization 
is often still important as greater resolution (such as more and finer energy bins), 
better physics (charged particles, decay, correlated physics models), and larger and 
more-detailed geometries demand variance reduction. A better understanding of a 
problem is always desirable. 

The capabilities featured here include the following: 


* READ cards enable putting sections of the input into separate auxiliary input 
files so that the entire input file does not have to be repeated just to make small 
changes. 

* FT SCX source distribution tallying to determine the contributions from differ- 
ent source sampling bins 

* DXTRAN, a next-event estimator, to 


— direct particles to the detector regions 

— use Detector Diagnostic (DD) Russian roulette to greatly reduce sampling of 
particles with small probabilities of reaching the detector (MCNP manual [1] 
Section 3.3.6.11) 

— perform detector diagnostics 


* Source position biasing 


— rejection sampling (SDEF CEL or SDEF CCC) enables sampling of irregu- 
larly shaped regions 
— fails in some cases with rejection sampling, when, and why 


* Mesh-based weight window generation and use 


— proper selection of the MESH REF reference point 
— proper weight window normalization: WWP(7) 
— upper window limits: WWP(9) 
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* More 


— analog sampling 
— eliminating coherent scatter to improve next-event estimators 
— observations and recommendations 


4.2.1 UF. Cask Model 


The input for the UF, cask model consists of a short input file, which uses the 
MCNP READ capability to include various sections of the input. UF, has a phase 
transition between gas and solid near room temperature. The model has UF, solid 
on the bottom two-thirds of the cask that emits the principal gamma lines of 
2380. The top one-third of the cask is gaseous fluorine with no source. The source is 
sampled uniformly in the volume of the cask and then rejected if not in the UF, part 
on the bottom. The model uses oversimplified HPGe detectors. The goals are to see 
if these detectors can discern the solid and gaseous regions of the cask and to see the 
effects of design changes in the HPGe detectors. 


Example 4.6 Uranium Enrichment Cask Model. The Master Input File Is 
“Cask1” with Auxiliary READ Files READ File = Cask Geom, Cask Data, 
Cask_SDEF1, and Tally1 

Main input file Cask1 


UF6 Cask Model 

READ File=Cask Geom 
READ File-Cask Data 
NPS 1E6 

READ File-Cask SDEF1 
READ File-Cask Tallyl 


Auxiliary input file Cask Geom 


C AES Cask: cells AEEES 


411 111 -5.09 -31 -97 IMP:P- 
412 111 -5.09  -33 31.2 -97 IMP: P= 
ALS TT 52092 435 Ses: 997 IMP: P= 
416 110 -0.10 -31 97 IMP: P= 
417 110 -0.10 -33 31.2 (97 IMP:P- 
418 110 -0.10 -35 31.3 97 IMP:P- 
421 112 -7.874 -32 31 IMP:P- 
422 112 -7.874 -34 33 32.2 -32.1 IMP:P- 
423 112 -7.874. -36 35 32.3 -32.1 IMP:P- 
431 199 -.001 -40 34 32.2 -32.1 IMP:P- 
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432 199 -.001 
440 112 -7.874 -41 40 
450 199 -.001 


-40 36 32.3 -32.1 


-99 41 #110 #111 #112 #113 #114 #115 
#116 #117 #118 #119 #120 #121 


0 0 157.8568 36.73 


400 0 99 

g cw Detector cells *EEX 

100 104 -2.700 -202 

101 103 -5.323 202 -203 

102 103° =5:323 203 -204 

103 199 -.001 204 -205 

104 104 -2.700 205 -201 

105. 199 =.001 201 

110 199 -.001 -200 

111 Like 110 but TRCL-301 

112 Like 110 but TRCL=302 

113 Like 110 but TRCL=303 FILL=1 
114 Like 110 but TRCL=304 FILL=1 
115 Like 110 but TRCL=305 FILL=1 
116 Like 110 but TRCL=306 FILL=1 
117 Like 110 but TRCL=307 FILL=1 
118 Like 110 but TRCL=308 FILL=1 
119 Like 110 but TRCL=309 FILL=1 
120 Like 110 but TRCL=310 

121 Like 110 but TRCL=311 

g TARRA ‘Cask surfaces Wer 

31 rcc 0 0 17.73157 

32 rcc 0 0 17.73157 0 0 157.8568 38 
33 sph 00 142.47 49.53 

34 sph 00 142.47 50.8 

35 sph 0 0 51.07 49.53 

36 sph 0 0 51.07 50.8 

40 rcc 000 00207 38 

41 rcc 0 0 0 00 207 38.4175 

97 py 10 

99 sph 0 0 0 1000 

GC ***** Debector surfaces ***** 
200 SPH 46 0 0 

201 RCC 43.100 0 0 

202 RCC 44.527 0 0 

203 RCC 43.577 0 0 

204 RCC 43.527 0 0 

205 RCC 43.227 0 0 


ao 5 ds oO os 


pa oS Oo UC E 


TRCL= 


C^ cT CR e E + 


U=1 
U=1 
U=1 
U=1 
U=1 
U=1 
300 


H H H H H H H 


w w wow 


.677 
.500 
.200 
.250 
.550 
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Auxiliary input file Cask_Data 


m103 32000 1 $ Ge 

m104 13027 1 $ Al 

M110 19039 1 $F 

m111 92235 .05 92238 .95 19039 6 $ UF6 5% 

m112 26056 1 $ steel 

m199 7014 .8 8016 .2 $ air 

E Xy Z XX' yx' zx' xy' yy' zy' xz' yz' zz' 

*TR300 0 0 100 0 90 90 90 0 90 90 90 0 $ 0 deg from x 
*TR301 0 0 100 30 -60 90 120 30 90 90 90 0 $ 30 deg from x 
*TR302 0 0 100 60 -30 90 150 60 90 90 90 0 $ 60 deg from x 
*TR303 0 0 100 90 0 90 180 90 90 90 90 0 $ 90 deg from x 
*TR304 0 0 100 120 30 90 210 120 90 90 90 0 $ 120 deg from x 
*TR305 00 100 150 60 90 240 150 90 90 90 0 $ 150 deg from x 
*TR306 00 100 180 90 90 270 180 90 90 90 0 $ 180 deg from x 
*TR307 00 100 210 120 90 300 210 90 90 90 0 $ 210 deg from x 
*TR308 0 0 100 240 150 90 330 240 90 90 90 0 $ 240 deg from x 
*TR309 00 100 270 180 90 0 270 90 90 90 0 $ 270 deg from x 
*TR310 0 0 100 300 210 90 30 300 90 90 90 0 $ 300 deg from x 
*TR3110 0100 330 240 90 60 330 90 90 90 0 $ 330 deg from x 
PRINT -85 -86 -162 -30 

PRDMP 2J 1 

MODE P 

E 


Auxiliary input file Cask_SDEF1 


SDEF ERG=D500 POS=0 0 0 AXS=0 0 1 EXT-D501 RAD=D502 CEL=411 
SI501 17.73157 175.58837 


SP501 0 1 
S1502 0 36.73 
SP502 -21 1 


READ FILE-CASK SDEF ERG 


Auxiliary input file Cask SDEF ERG embedded within Cask SDEF1 


# sI500 SP500 
L D 
1.001030 8.370000e-03 
0.766380 2.940000e-03 
0.742810 8.000000e-04 
0.258230 7.280000e-04 
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.78627 
X373 
.83150 
LISTA 
.51050 
. 43414 
.86768 
.76544 
.87550 
.55410 
.91117 
.23722 
.93701 
.52721 
.41400 
.81969 


PRPRPRPP PRP F F F F F F i: = O 


0 
0 
0 
0 
0 
0 
0 
0 


0 
0 
0 
0 


0 
0 
0 
0 


Oo NNN OD OOO WO WO P FP FP DY ds 


.850000e-04 
.110000e-04 
.720000e-04 
.347000e-04 
.287000e-04 
.730000e-05 
.180000e-05 
.680000e-05 
.180000e-05 
.080000e-05 
.280000e-05 
.290000e-05 
.890000e-05 
.390000e-05 
.290000e-05 
.000000e-06 


Auxiliary input file Cask_Tally1 


FC18 Pulse height in detectors 
((101 102)«113) 
((101 102)«116) 
((101 102)«119) 


F18:P 


E18 
F018 


.01 198i 2 T 


E F 


((101 102)<114) 
((101 102)<117) 


T 


((101 102)«115) 
((101 102)«118) 
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The combination of these gives the full input file, which is printed in the output 


file as: 


J= 
2- 


Ckckckckckckckckckckckckck ck ck k ck ck ck ck ck ck kk begin read ****X*XX*XkxkXkxkkdkkkkkkkkkk 


uf6 Cask Model 


read file-Cask Geom 


G ***** Cask cells ***** 


411 111 -5.08 <31 = 
412 111 =8.09 33 31.2 ~ 
413 111 -5.09 <35 31,3 = 
416 110 -0.10 -31 

417 110 -0.10 33 31,2 
418 110 -0.10  -35 31.3 
421 112 -7.874 -32 31 

422 112 -7.874 -34 33 32 
423 112 -7.874 -36 35 32 
431 199 -.001 -40 34 32 
432 199 -.001  -40 36 32 


97 
97 
97 
97 
97 
97 


ex dl 
vd = 325 
es La 
r3 = 32 


PPP PR 


E E E E E E E E E E E 
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15- 440 112 -7.874 -41 40 MP:P- 
16- 450 199 -.001 -99 41 #110 #111 #112 #113 #114 #115 
17= 116 #117 #118 #119 #120 #121 IMP: P=] 
18- 400 0 99 MP: P=0 
19= E FrEE Detector cells (+s*** 

20- 100 104 -2.700 -202 U=1 IMP: P= 
21= 101 103 25.5323 202 -203 U=1 IMP: P= 
22- 102 103 -5.323 203 -204 U=1 IMP: P= 
237 103 199 -.001 204 -205 U=1 IMP: P= 
24- 104 104 -2.700 205 -201 U=1 IMP: P= 
25- 105 199 -,.001 201 U=1 IMP: P= 
26- 0 199 -.001 -200 TRCL=300 IMP: P= 
27- 1 Like 110 but TRCL=301 

28- 2 Like 110 but TRCL=302 

29- 3 Like 110 but TRCL-303 FILL- 

30- 4 Like 110 but TRCL-304 FILL= 

dd 5 Like 110 but TRCL-305 FILL= 

32= 6 Like 110 but TRCL-306 FILL= 

33= 7 Like 110 but TRCL-307 FILL= 

34- 8 Like 110 but TRCL=308 FILL= 

39= 9 Like 110 but TRCL=309 FILL= 

36- 120 Like 110 but TRCL=310 

37- 121 Like 110 but TRCL=311 

38- 

39 pg FER Cask surfaces ***** 

40- 31 rec 0 U 17.73157 0 0 157.8568 36.73 

41- 32 ren 0 0 17.73157 0 0 157.8565 38 

42- 33 sph 00 142.47 49.53 

43- 34 sph 00 142.47 50.8 

44- 35 sph 0 0 51.07 49.53 

45- 36 sph 0 0 51.07 50.8 

46- 40rcc000 00 207 38 

47- 41 rcc 000 0 0 207 38.4175 

48- 97 py 10 

49- 99 sph 000 1000 

50- Bg ***e* Detector surfaces ***** 

Sie 200 SPH 46 0 0 4.7 

52- 201 RCC 43.100 0 0 5.427 0 0 3:677 
53- 202 RCC 44.527 0 0 4.000 0 0 0.500 
54- 203 RCC 43.577 0 0 4.950 0 0 3.200 
55e 204 RCC 43.527 0 0 5.000 0 0 3.250 
56- 205 RCC 43.227 0 0 5.300 0 0 3.550 


KKK KKK ck ck ck KKK KKK ke ke kk kk kk k* end read **X**x*XXXkkkdokkkokock ck ck kk ck KKK K 
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57= 
58- read file=Cask_Data 

FOI ICICI ARA begin read *9**9Y oko kkk kkk 
59> c m103 32070 .2052 32072 .2745 32073 .0776 32074 .3670 

32076 .0775 

60- m103 32000 1 $ Ge 
61- m104 13027 1 $ Al 
62- m110 19039 1 $ F 
63- m111 92235 .05 92238 .95 19039 6 $ UF6 5% 
64- m112 26056 1 $ steel 
65- m199 7014 .8 8016 .2 $ air 
66- c x y Z XX' yx" zx' xy! yy' zy' xz" yz" zz' 
67- *tr300 0 0 100 0 90 90 90 090 90900 $ 0 deg from x 
68- *tr301 00100 30-6090 120 3090 90900 $ 30 deg from x 
69- *tr302 00100 60-30 90 150 6090 90900 $ 60 deg from x 
70- *tr30300 100 90 090 180 9090 90900 $ 90 deg from x 
71- *tr304 0 0 100 120 3090 21012090 90900 $ 120 deg from x 
72- *tr305 0 0 100 150 6090 24015090 290900 $ 150 deg from x 
73- *tr306 0 0 100 180 9090 27018090 90900 $ 180 deg from x 
74- *tr307 00100 21012090 30021090 290900 $ 210 deg from x 
759 *tr308 0 0 100 24015090 33024090 90900 $ 240 deg from x 
76- *tr309 00 100 270 180 90 027090 290900 $ 270 deg from x 
FEL *tr3100 0 100 300 210 90 3030090 2390900 $ 300 deg from x 
78- *tr3110 0 100 330 240 90 6033090 2390900 $ 330 deg from x 
79- print -85 -86 -162 -30 
80- prdmp 2J -1 
81- mode P 
82- c 

FOCI end read CCGG kkk k kkk kkk k 
83- nps 1E6 
84- read file=Cask_SDEF1 

FOI ICICI RARA RA begin read ORO OO KK 
85- sdef ERG=D500 POS=0 00 AXS=0 0 1 EXT-D501 RAD-D502 CEL=411 
86- si501 17.73157 175.58837 
87- sp501 0 1 
88- si502 0 36.73 
89- sp502 -21 1 
90- read file=CASK_SDEF_ERG 


Ckckckckckckckckckckckckckck ck kc KKK KK ck kk begin read ****X*X*X*XkxkXkxkkdkkkkkkkkkk 


240 
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9l # SI500 SP500 

92= 1 D 

ya 1.001030 8.370000e-03 
94- 0.766380 2.940000e-03 
95s 0.742810 8.000000e-04 
96- 0.258230 7.280000e-04 
97= 0.786270 4.850000e-04 
98- 737730 2.110000e-04 
99= .831500 1.720000e-04 
100- 1.193770 1.347000e-04 
101- .510500 1.287000e-04 
102- .434140 9.730000e-05 
103- .867680 9.180000e-05 
104- . 765440 8.680000e-05 
105= .875500 8.180000e-05 
106- .554100 8.080000e-05 
107= «911170 6.280000e-05 
108- 1.237220 5.290000e-05 
109- .937010 2.890000e-05 
10- 4527210 2.390000e-05 
115 .414000 2,290000e-05 
12- ¿819690 9.000000e-06 


KKK ck ck kckck ck ck ck ck k ke ek ke ke kk kk kk k* end read *X*X**x*XdXkkkdkkokokck ck ck kk KK KKK 


kk ck ck KKK ck ck ck KK ke ek ke ke kk kk kk k* end read X***X*x*Xkdxkkkdokokkckck ck ck kk ck KKK K 


13- read file-Cask Tallyl 
FOI III RARA begin read ***9Yq«0x ook kkk kk RRA 
14- fc18 Pulse height in detectors 
15= f18:p ((101 102)«113) ((101 102)«114) ((101 102)<115) ((101 
102)<116) 
16- ((101 102)<117) ((101 102)<118) ((101 102)<119) T 
T= e18 .01 198i 2 T 
18- fq18 EF 


kk KK KKK ck ck ck KKK ek ke ke kk kk kk end read KKKKKKKKKKKKK KKK ck ck kk ck KKK K 


The geometry is illustrated in Figs. 4.14 and 4.15. 
The plot commands are 


pz 100 ex 60 la 0 0 
The plot commands are 


ba001010ex 1200r 0 0 100 
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X PLOT WINDOW - [n] x 


Fig. 4.14 X-Y view normal to Z-axis of UF, cask showing 12 detector positions filled with seven 
detectors. The bottom of the cask is filled with UF, solid and the top is simply F 


There are two primary questions we wish to answer: 


* Can HPGe gamma detectors discern that some of the UF, is solid and the rest is 
gaseous filling the top part of the cask? A single detector may be rotated around 
the cask and moved along axially or many detectors may be used. The simulation 
has 12 detector positions at 30? angles, filled with seven detectors to sample dif- 
ferent radial locations. 

* Whatis the effect on the detector of making slight changes to its geometry? 
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X PLOT WINDOW = n x 


Fig. 4.15 Z-Y view of Z-axis of UF, cask, showing top and bottom detectors. The bottom of the 
cask is filled with UF, solid and the top is simply F 


Most of the contribution to the detectors obviously comes from the source in the 
UF, nearest the detectors—that is, the axial region near the detectors at Z = 100 cm 
(center of Fig. 4.15) and the source at the left-side outermost radii (Fig. 4.14). 
Whereas this source is spread out over 160 cm axially and 37 cm radially, no solu- 
tion is possible without sampling more of the source near the detectors and directing 
those source particles toward the detectors—and sampling far less of the source that 
makes only minimal contributions to the answer. The Cask! problem was run for 
hours and no acceptable solution was found to the pulse-height tally. Getting finer 
energy resolution and seeing small effects in the detector design is impossible. 

To understand and optimize the problem requires adding tallies to learn from the 
MCNP code what is and what is not important. To prepare for a tally that can assess 
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the contributions of various axial regions, the source axial sampling is subdivided 
by changing SI501 and SP501 to an equivalent distribution: 


Auxiliary Input File Cask SDEF2 


SDEF ERG-D500 POS=0 00 AXS=0 01 EXT-D501 RAD-D502 CEL=411 
SI501 17.73157 30 5i 90 95 105 110 4i 160 175.58837 

SP501 0 12.26843 10 5R 5 10 5 10 4r 15.58837 

S1502 0 36.73 

SP502 -21 1 

READ FILE-CASK SDEF ERG 


Additional tallies are added to the original pulse-height tally. The F101 current 
tally is most similar to the original pulse-height tally, F18, and tallies the particles 
that enter and leave a sphere surrounding the 12 detector positions. The F16 tally 
measures the energy deposition in the seven active HPGe detectors on one side of 
the cask. The SD changes units to MeV instead of MeV/g. The F116 tally provides 
the energy deposition in the top, middle, and bottom detectors, subdivided into user 
bins by FT116 SCX (MCNP Manual [1] Section 3.3.5.18) according to which 
source axial segment was sampled in distribution SI/SP 501. Note that the F18 
pulse-height tally should have had a zero energy bin to identify sampling imbal- 
ances (as explained in Sect. 2.4.5). 


Auxiliary Input File Cask Tally2 


EO .01 1981 2 T 

FC16 Energy deposition in each detector 

Fl6:p ((101 102)«113) ((101 102)«114) ((101 102)«115) 
((101 102)<116) ((101 102)«117) ((101 102)<118) 
((101 102)«119) T 

SD16 1 7R 

TF16 8 

FQ16 E F 

FC18 Pulse height in bottom detector 

F18:P ((101 102)<113) ((101 102)<114) ((101 102)<115) ((101 

102)<116) 
((101 102)<117) ((101 102)<118) ((101 102)<119) T 

E18 .01 1981 2 T 

FO18 E F 

TF18 8 


FC101 Currents on outer spherical surfaces 

F101:P 110200 10i 121200 T 

C1010 1T 

FO101 C E F 

Tr101 13JJJJ1 JJ 

FC116 Energy deposition in top, middle and bottom detectors 
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F116:P 
SD116 
E116 
FT116 
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((101 102)«113) ((101 102)«116) ((101 102)«119) T 
1 3R 

100 

SCX 501 


FQ116 U F 


TF116 


4 


When variance reduction is added to improve the convergence of these additional 
tallies, then these tallies will provide information for understanding and optimizing 
the problem. 

General Recommendations fot the Application of Variance Reduction Techniques: 


* Modify the problem into simpler problems that can run fast and provide an 
understanding of the problem. Such simplification may entail the following: 


— Hliminating or adding tallies 


Eliminating the tallies of interest and using ones to answer specific ques- 
tions. In particular, use point detectors or DXTRAN to get answers in spe- 
cific locations. 

Adding tallies to provide specific information. The FT SCX and SCD spe- 
cial tally treatments enable the user to learn which source distributions 
contribute to the tallies of interest. The tally tagging, FT TAG, cell and 
surface flagging, CF and SF, tally segmenting, FS, and others contribute to 
information about which parts of the problem are important. 

Reducing the number of tally time, energy, or other bins so that adequate 
answers are achieved quicker in the broader bins. A 4-keV energy bin will 
have twice the efficiency (FOM) of a 1-keV bin. 

The simpler problems used for understanding should omit the F8 tally, 
which slows down the calculation, particularly when DXTRAN is used 
(typically 5096 slowdown in our experience). The F8 tally is left in these 
examples for comparison and completeness, not as a best practice for opti- 
mization and understanding. 


— Simplifying the source to one characteristic of the problem but less detailed 
than the one ultimately desired. 
— Adjusting problem physics for optimization studies: 


Thick-target bremsstrahlung affects tallies with energy E « 100 keV in this 
UF, cask problem. If that region is not of interest, the second PHYS:P 
entry should be used to turn it off. If bremsstrahlung is important, then full 
electron transport should be used, and perhaps bremsstrahlung biasing 
(PHYS:E) should also be used. 

If electrons are used, turning knock-ons off (PHYS:E) usually does not 
affect results and speeds electron transport by about a factor of 7. 

In charged particle calculations, scoping studies can be performed faster 
by eliminating some of the particle types (MODE), particularly ion recoils 
(PHYS:N). 


4.2 DXTRAN and Other Capabilities for Distributed Source Problems 245 


Simpler materials with fewer isotopes—particularly trace amounts—can 
be used. Note the simplification of uranium, Ge, iron, air, etc., in this UF; 
cask model. 


* Use READ auxiliary input files. Often MCNP input files are thousands of lines 
long and can be made more manageable by putting parts of the problem that do 
not change into separate files. Put parts of the input that change into small files. 
In this UF, example, the geometry, materials, transformations, and source energy 
remain unchanged and are in separate auxiliary input files. The number of histo- 
ries can be easily modified in the short master file. 

* Optimization of the simplified problem can then be applied to the original prob- 
lem. The insights gained from the simple problem direct the final variance reduc- 
tion of the original problem. In the case of a superimposed weight window mesh, 
the simplified problem mesh can be used directly in the original problem. 


42.2 DXTRAN 


The DXTRAN technique is typically useful when a small tally region is inade- 
quately sampled due to a very small probability of particles being transported 
toward that area. It is among the most effective collision directional biasing variance 
reduction technique for neutrons and photons available in the MCNP code. 

In this example, DXTRAN introduces a so-called DXTRAN sphere that encloses 
the tally region. At the source and at every subsequent collision reaction that the 
particle undergoes in its random walk, a special DXTRAN particle is created. This 
DXTRAN particle is deterministically transported to the surface of the DXTRAN 
sphere. The random walk of the parent particle is unchanged (other than the random 
number sequence needed to generate the DXTRAN particle). In particular, the par- 
ent particle weight is not reduced by the created DXTRAN particle. The weight of 
the created DXTRAN particle is offset by killing the parent particle if it reaches the 
DXTRAN sphere during its random walk. Thus, the DXTRAN event may be 
thought of in two ways: It may be considered as a splitting of particles into parts that 
enter the DXTRAN sphere on the next event and particles that do not enter the 
DXTRAN sphere on the next event. Alternatively, the DXTRAN event may be con- 
sidered as an accounting process in which weight is both created and destroyed on 
the surface of the DXTRAN sphere. 

DXTRAN puts neutrons or photons on a sphere surrounding a region of interest 
by using a next-event estimator similar to the point detector. The F5 point detector 
accumulates the flux, ®, at a point by a contribution of 


-0x 


e 
P= Wola) 2 | 
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This estimate of Ó is accumulated at every source or collision event. 


W = particle weight 

p(u) = p(Q)/2 = scattering probability density function 

R = distance between event and detector point 

e *' = attenuation through all cells/materials along path R 


Although the probability of scattering exactly in the direction, €2, from the event 
to the detector is zero, the probability density function of the cosine, y, assuming 
azimuthal symmetry, p(u) = p(€2)/2, is finite: 


For photon coherent scattering with form factors, p(w) is nearly a delta function 
atu = 1: 


p(1) = o. 


Consequently, convergence is poor unless coherent scatter is turned off (PHYS:P 
2J 1) or the special treatment, FT5 PDS, is applied to sample collision outcomes 
rather than incident reaction probabilities. (Coherent scattering can cause large 
weight contributions to next-event estimators and since DXTRAN spheres are a 
bigger target than point detectors the problem is exacerbated with DXTRAN.) 

For DXTRAN, particles are put on the DXTRAN sphere with the weight of the 
expected value of their being scattered to the sphere: 


N=W:-p(u)-V-e™ 
V=1-(R’-D’)*/R 


where 


D = radius of (outer) DXTRAN sphere; 
R = distance from source/collision to the center of the DXTRAN sphere. 


The next-event method samples the contributions to the DXTRAN sphere(s) at 
every source or collision event using an essential built-in variance-reduction method 
of Russian roulette. At each source or collision event, only the attenuation to the 
DXTRAN sphere, e >, is unknown, and e > < 1 always. The remaining terms of the 
DXTRAN contribution are 


N > WVp(u) « 0.1N,. 
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Here, N, is the average contribution from all the previous histories run so far. If 
N «0.IN, 


Russian roulette is played on these contributions with survival probability N/ 
(0.1 x N,) and survival weight 0.1 x N,, which usually results in about one transmis- 
sion to the DXTRAN sphere for each source history rather than many insignificant 
contributions from each source or collision event. But because the Russian roulette 
criteria of N, is different for each history, the central limit theorem of statistics is 
violated because all samples are no longer drawn from the same distribution. The 
effect of this outcome is insignificant in our experience. But another consequence is 
that histories cannot be rerun with the RAND HIST (or DBCN eighth entry) capa- 
bility to determine with an event log (DBCN third and fourth entries) to understand 
the cause of large DXTRAN contributions, which need to be sampled more to 
achieve good convergence. Therefore, it is recommended that the Russian roulette 
criteria for each detector be set with the DD card. 

The variance-reduction parameters for DXTRAN are added in yet another auxil- 
lary READ file, Cask. VRT2: 


PHYS:P 2J 1 
CUT:P 23 0 Ü 
DXT:P 0 46 100 4.8 4.8 
-46 0 100 4.8 4.8 
0 -46 100 4.8 4.8 
2e-6 le-6 


The PHYS:P physics data use the third entry to turn off coherent scatter. If coher- 
ent scatter is left on, then the density function for scattering term, p(w), becomes 
very large when scattering sends the particle nearly forward. Without turning scat- 
tering off, the tally convergence is nearly always poor with slope «3 and FOM much 
lower. Turning off coherent scatter is generally an excellent approximation. To 
check if turning off coherent scattering is a good approximation, a short run (after 
variance reduction is completed) should be made with and without coherent scatter 
to see if the tallies agree within statistics. If coherent scattering is important, then 
nested DXTRAN, described shortly, may be required. 

The CUT:P cutoffs force analog capture. Photon transport is generally analog. 
There is no weight reduction by capture. Photoelectric absorption results in fluores- 
cence, which gives zero, one, or two photons; however, when variance reduction, 
such as DXTRAN, position biasing, bremsstrahlung biasing, etc., is used, there are 
many weight fluctuations. The weight cutoff of implicit capture will preferentially 
roulette low-weight important particles and not roulette high-weight unimportant 
particles. Analog capture generally should be used with variance reduction. 
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The DXTRAN spheres are specified with DXT:P in quintuples for each DXTRAN 
sphere, followed by two weight cutoffs. The three spheres are at x, y, z = 0 46 100 
top; x, y, z = —46 0 100 middle; and x, y, z = 0 —46 100 bottom. Each sphere has an 
inner and outer radius. The first and second radii are the inner and outer. The second 
(outer) radius is where the next-event DXTRAN particles are placed. The first 
(inner) radius should surround the region of interest and is used to aim 80% of the 
particles placed on the outer sphere towards the inner sphere. When the surrounding 
medium is not much of a scattering medium—as in this problem, where it is air— 
the two radii are generally the same. When the DXTRAN sphere is in a scattering 
medium, then nested DXTRAN spheres should be used where the inner sphere is at 
radius D; then the outer radius would be the lesser of D + mfp or 2D, where mfp is 
the mean free path. For nested spheres, each inner and outer radius would both be D 
and nesting would be twice the radius of the outer sphere, namely D, 2D, 4D, 
8D, ..., out to a radius of D + mfp, because the weight of particles placed on the 
sphere falls off as1/D? even in a vacuum and e°, where o = 1/mfp. 

The DXT weight cutoffs, 2e—6 1e—6, are important when there is more than one 
DXTRAN sphere so that the DXTRAN spheres do not “talk to each other”; that is, 
particles in one sphere collide and create particles on the other spheres, which then 
create more on the others. The second cutoff, 1e—6, is the weight below which 
Russian roulette is invoked. The first, 2e—6, is the survival weight. Thus a particle 
in the DXTRAN sphere with weight 5e—7 will survive with weight 2e—6 a quarter 
of the time and be killed the rest of the time. The DXT weight cutoff should be 10% 
or lower than the lowest average weight reaching any of the DXTRAN spheres 
(determined by short test runs). If the cutoffs are absent, there will be the warning 
message: 


Warning. More than ONE photon sphere and no weight cutoff. 


The particles will be followed until their weight drops below the smallest number 
allowed in the computer. The DXTRAN diagnostics, Print Table 150, will show 
those transmissions as being killed by “underflow in transmission.” These transmis- 
sions will be costly in terms of FOM efficiency. When the weight cutoffs are speci- 
fied, the transmissions killed will show up under “weight cutoff" in the DXTRAN 
diagnostics, print Table 150, but not in "weight cutoff" in the problem sum- 
mary table. 

It is a good practice to fix the Russian roulette criteria for next-event estimators 
using the DD card. DD2 refers to photon DXTRAN spheres. DD1 refers to neutron 
DXTRAN spheres. DD115 would refer to point detector F115. DDO, or just DD, 
applies to all. For this problem, a good first guess was: 


DD2 -2e-6 1e5 -2e-6 1e5 -2e-6 1e5 
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The negative sign makes the value absolute rather then relative to the fluctuating 
average value. The DD Russian roulette criteria for each sphere are N = 2e—6. Any 
transmission to the DXTRAN sphere that puts a particle on the outer sphere with a 
weight greater than 1e5 x 2e—6 will have a diagnostic printout between the first 50 
histories (print table 110) and the problem summary table in the output OUTP file. 
These diagnostics provide all the parameters of the DXTRAN transmission: 


idx dx wgt col wgt psc amfp dd erg cell nps ncp p 2 
2.5442E-01 1.0000E+00 9.2550E+00 3.0041E-01 1.3708E+01 1.9927E-01 
440 2092167 0 


IDX = 21s the DXTRAN sphere number; 

DX WGT = 2,5442E—01 = weight of particle put on DXTRAN outer sphere; 
COL WGT  z1.0000E-00 = weight of particle at source or collision; 

PSC = value of p(u), which is 0.5 for pair production and photoelectric 


and can be >1.0 for incoherent scatter even after turning off coher- 
ent scatter as in this case where it is 9.2550E+00; 


AMFP = 3.0041E—01 = average mean free path; 

DD = 1.3708E+01 = distance from  source/collision to outer 
DXTRAN sphere; 

ERG = 1.9927E—01 = energy of particle at source or collision; 

CELL = 440 = cell from where particle is starting; in this case 440, the steel 
case around the cask; 

NPS = 2092167 = history number, which can be used with RAND HIST 


or DBCN eighth entry to re-sample the history if DD Russian rou- 
lette control is set; 
NCP = 0 = number of previous collisions; 
P = particle is a photon. 
A good choice for DD Russian roulette criteria is a tenth of the DXTRAN par- 
ticle "average weight per history" in the DXTRAN diagnostics Print Table 150, 
which can be obtained from a short run. For this problem, the choice would be 


DD2 -8.1e-6 1e4 -9.8e-6 le4 -10.0e-6 1e4 


Short runs for this problem indicated insensitivity to the choice of DD parame- 
ters. The FOM was about the same for the above Roulette criteria, the 2e—6 criteria, 
and omitting the DD card altogether. In other problems, the choice can be 
significant. 

The problem can be run by changing the main input file: 
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Main Input File Cask2 


UF6 Cask Model 
READ File-Cask Geom 
READ File-Cask Data 
NPS 1E7 

READ File-Cask SDEF2 
READ File-Cask Tally2 
READ File-Cask VRT2 


When DXTRAN is used in this problem, the MCNP code issues the two 
warnings: 


warning. f8 variance reduction has not been verified for more than 
one dxtran sphere 


Whereas the answers appear to agree with the runs without DXTRAN, we 
believe that, in this case, the F8 pulse-height tallies with DXTRAN are correct, but 
they must be used with caution and should be verified against a later run with a 
single DXTRAN sphere or no DXTRAN if a no-DXTRAN run can have good 
enough convergence for comparison. 

The second warning is 


warning. tally partly inside and outside of a dxtran sphere. 


Tallies on surfaces or in cells that are both in and out of a DXTRAN sphere have 
either false convergence or poor convergence (both indicated by slope «3) because 
scores outside the DXTRAN sphere are rare, with large weight; scores inside the 
DXTRAN sphere are numerous, with low weight. In other words, the part of the tally 
outside the DXTRAN sphere is undersampled relative to the part inside. For this cask 
problem, if the warning is understood, then it is determined not to be a problem. In this 
case the warning is understood. The scores in the individual cells (F16, F18, F116 tal- 
lies) or spherical surfaces (F101 tally) are correct. The total bin for these tallies 
includes cells or surfaces that are both in and out of the three DXTRAN spheres and 
consequently the total bin tally may converge poorly and not pass the convergence tests. 

All MCNP warning errors must be reviewed and understood to have full confi- 
dence in a calculation. 

In addition to the DD detector diagnostics and Russian roulette capability, there 
is another DXTRAN option that is not used here: the DXC DXTRAN cell contribu- 
tion capability. Cells may be selected to contribute to the DXTRAN spheres with 
probabilities 0 < P < 1 rather than attempting to send every source or collision par- 
ticle to the DXTRAN spheres. The DXC capability is exactly like the PD capability 
for point detectors. 
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The DXTRAN problem with main file Cask2 and VARIANCE REDUCTION 


TECHNIQUE auxiliary input file Cask_VRT2 provided great problem insight in 
short runs. This run—and slight variations of—it led to the following: 


Observations 


The tally from the three different HPGe detectors in the three DXTRAN spheres 
was sufficiently different to determine the differences in the shape of UF, and F 
in the cask. 

Using DXTRAN improved the FOM by more than a factor of 7. 

Turning off coherent scatter (PHYS:P 2J 1) increased efficiency by 50% and 
improved the convergence slope. 

Using three DXTRAN spheres was more than a factor of 2 more expensive than 
using only one. 

Eliminating the F8 pulse-height tally improved the FOM by 10%. 

Efficiency was not very sensitive to the DD Russian roulette criteria. 

Including the weight cutoffs on the DXT is essential when there are multiple 
DXTRAN spheres. 

FS pulse-height tallies must be used with caution if there are multiple DXTRAN 
spheres. 


Recommendations 


Use F5 point detectors or DXTRAN to gain problem insight. 
Use DXTRAN to improve efficiency if the objective is to sample a large source 
region going to a small tally region: 


— Turn off coherent scatter for photon DXTRAN. 

— Use analog capture, CUT, if weight windows are not used. 

— Have weight cutoffs on the DXT if there are multiple DXTRAN spheres to 
reduce cross talk between detectors. 

— Usenested DXTRAN if the DXTRAN spheres are in a scattering medium and 
there are collisions near the DXTRAN sphere, choosing the sphere radii fac- 
tors of two larger with each nesting. 

— Limit the number of DXTRAN spheres. It may be better to run a separate 
problem rather than have several DXTRAN spheres at multiple locations. 


The DXC cell contribution should be considered when cells have many colli- 
sions but few get to the DXTRAN sphere. It is particularly important when there 
is a large shield or zero-importance region between the cell and the DXTRAN 
spheres. In these regions DXC should be set to zero in order not to waste compu- 
tational time (Ref. [3] Section 12.8). DXTRAN should not be used for deep 
penetration. 

Use appropriate DD parameters so that the DXTRAN Russian roulette uses the 
same criteria for all histories and so that detector diagnostics for high scores are 
neither too many nor too few. 

Be sure to understand all warning messages. 
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The source position of this UF, cask problem is already biased by rejection. The 
cylindrical volume is uniformly sampled and then positions in the F gas above the 
UF, solid are rejected as source positions. But further biasing is needed. As both 
speculated and demonstrated by short runs, the positions that contribute most to the 
HPGe detectors are those close to it. Positions deep within the UF, that have a small 
radius likely do not contribute much. Positions axially far from the detectors at 
Z = 100 also have smaller contributions, which waste time. Thus, both radial and 
axial biasing are desired. 

The following radial sampling was applied, with the probabilities being the pro- 
portional volumes: 


SDEF ERG-D500 POS=0 0 0 AXS=0 0 1 EXT=D501 RAD-D502 CEL=411 
SI507 Ü 10 20 25 30 32 34 35 36 36.13 
SP502 0 100 300 225 275 124 132 69 71 53.093 


with the following tally added to determine the relative contributions of the 
radial bins: 


FC126 Energy deposition in top, middle and bottom detectors 
F126:P ((101 102)«113) ((101 102)«116) ((101 102)«119) T 
SD126 1 3R 

E126 100 

FT126 SCX 502 

FQ126 U F 

TF126 4 


This tally showed the relative contributions of the different radial bins of SI502/ 
SP502. Most of the tally to the top HPGe detector came from the R < 20 inner radial 
bins. Most of the contributions to the bottom HPGe detector came from the outer 
radial bins, with less than 0.5% coming from R < 25 cm. Thus, if radial biasing is 
used, it would have to be a separate bias for each detector. 

Source radial biasing was then applied using the relative contributions from tally 
F126 to the bottom detector: 


SI507 0 10 20 25.30 32 34 35 36 36.73 
SP502 0 100 300 225 275 124 132 69 71 53.093 
SB502 0 1 1 2 8 8 10 10 15 20 


The MCNP code issued the following warning: 


Warning. Biased source position rejection sampling is dangerous. 
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The warning necessitates running the problem with and without biased source 
position sampling. Indeed, the radial biasing gives wrong answers. The results with 
and without the SB502 bias were significantly different for all tallies. If the tallies 
are not sufficiently converged in a short run, then a testing tally should be devised 
that converges quickly. The reason why source radial biasing with rejection sam- 
pling does not work in this problem is that sources in the innermost radial position 
R « 10 are never rejected and sources preferentially biased to outer radial positions 
are more often rejected; that is, once the radial source position is sampled, the rejec- 
tion scheme is different for each sampled position, rejecting 33% of the source 
points for R » 37 cm and none of the source points for R « 10 cm. 

Axial biasing can be applied to the SISO1/SP501 distribution using information 
from the F116 tally with FT116 SCX 501. For the top detector, 3% of the tally 
comes from the two end regions, which suggests that not sampling the rounded end 
caps of the cask is insufficient for the top detector and different bias is needed for 
the top detector. For the middle detector and the bottom detector, the contributions 
from the different axial regions are nearly the same. Only 1.5% of the contribution 
comes from the end segments on either side; that is, from 17.73 « Z « 50 cm and 
from 150 « Z « 175.6, which suggests a bias of 


SI501 17.73157 30 5i 90 95 105 110 4i 160 175.58837 
SP501 0 12.26843 10 5R 5 10 5 10 4r 15.58837 
SB501 0111127 24 35 100 35 24 72 11 1 


Applying this axial bias again resulted in the warning that “Biased source 
position rejection sampling is dangerous.” But now the answers 
agree well with the unbiased answers. The axial bias works with rejection because, 
once the position is chosen, the rejection is the same in each axial section. (Radial 
bias is discarded for the rest of this problem.) 

A good bias for the top position can be inferred from the FT116 SCX 501 tally 
which gives the tally contribution from each source region. The axial source bias 
should then be proportional to the tally values for the top detector position: 


SB501 0 6 7 14 21 36 56 76 47 100 47 76 56 36 21 14 7 


Why are the values on the SB501 distribution not increasing toward the center? 
The tally contribution—and hence the recommended bias—increases from 7 to 100. 
Although the values on the SB501 are not monotonically increasing toward the 
center, the source bias is: the dip from 76 to 47 to 100 is because the SP501 axial bin 
source probability size changes. 

The SB501 only works for the lower detectors. The fact that the end segments 
contribute 7% as much as the middle segment indicates that the spherical end caps 
of the cask that have the source omitted should be considered. But including them 
results in rejection on a different shape than in the cylindrical part of the cask and 
would therefore be incorrect. Consequently, an axial bias for the top detectors is 
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approximate and not strong enough to be much advantage; the source biasing for the 
top detectors should not have axial bias applied. 

The above axial bias improves the convergence efficiency for the F116 energy- 
deposition tally in the bottom position from FOM 2180 to 3170 or by 45%; how- 
ever, this axial bias decreases the F116 energy-deposition tally in the top position 
from 1760 to 340, a factor of 5. 

The detectors are, relative to the X-axis, at 90? (top), 120°, 150°, 180°, 210°, 
240°, and 270? (bottom). The DXTRAN spheres are at 90°, 180°, and 270°. If 
source position biasing is used, then a radial biasing fails, and axial biasing must be 
different for the top and bottom regions and perhaps different for the region around 
150? opposite the UF, and F gas interface. 


Observations 

* Radial position biasing fails with rejection position sampling. The only indica- 
tion is a warning message and then subsequent comparison to a run without the 
radial position biasing rejection sampling combination. 

* Axial position biasing works with rejection position biasing, but for this prob- 
lem, the optimum axial bias is significantly different for the top and bottom 
detector tallies. 

* The spherical end caps should be included when calculating the contribution to 
the top detectors. 

* Axial biasing is of benefit for calculation of the bottom detectors. 


Recommendations 

* Analog capture should be used so that low-weight source particles are not rou- 
letted by the default MCNP weight cutoff. The low-weight particles are the ones 
biased to be the most numerous and important. 

* Do not use source radial biasing for this problem because it interacts incorrectly 
with source position rejection sampling. 

* Axial biasing requires dividing the problem into upper, bottom, and perhaps 
middle detector problems. 


— Do not use axial biasing for the top detectors of this problem. 
— Axial biasing is advantageous for the bottom detectors of this problem. 


* Besure to understand all warning messages. 


4.2.4 Best Single Detector Solution 


The UF, cask problem can best be solved for each detector individually with a sin- 
gle DXTRAN sphere, axial source biasing, and weight windows tailored to the spe- 
cific detector. The case for the bottom detector is presented, but the same approach 
would be used for any other detectors. 

The problem can be further optimized by either mesh-based weight windows or 
importances. Cell-based weight windows are counterproductive because the 
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importance of different regions of the large cells varies extremely. Mesh-based 
weight windows can have meshes small enough so the lower weight bounds vary by 
only a factor of 4 or so between mesh cells. 

Although they are not used in the following example, cell importances would 
also be valuable. The importances are ignored within the weight window mesh for 
nonzero mesh values. In this UF; cask problem, without the weight window mesh, 
the importance should increase as particles transition from the UF, (cell 411) or F 
gas (cell 412) into the first (cell 421) and second (cell 440) layers of the iron case, 
which can be achieved by assigning importances as: 


Cell IMP:P 
411 0.1255 
412 0,125 
421 0.25 
440 0:5 
Others 1.0 
or 
Cell IMP:P 
411 1 
412 d 
421 2 
440 4 
Others 8 


If these importances were implemented, they would be entered in the auxiliary 
Cask Geom file. This would be case Cask3 which is neither shown nor further 
described. 

A mesh-based weight window with solution is now presented as case Cask4. The 
Master file is: 


UF6 Cask Model 

EAD File-Cask Geom 
EAD File-Cask Data 
PS  1E7 

EAD File=Cask_SDEF4 
EAD File-Cask Tally4 
EAD File-Cask VRT4 


J D =Z z =Z DW 


The auxiliary input files Cask GeomandCask DataandCask SDEF ERG 
are unchanged. The new files are 
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Auxiliary Input File Cask_SDEF4 


SDEF ERG=D500 POS=0 0 O AXS=0 0 1 EXT-D501 RAD=D502 CEL=411 
SI501 17.73157 30 5i 90 95 105 110 4i 160 175.58837 

SP501 0 12.26843 10 5R 5 10 5 10 4r 15.58837 

SB501 0115 16 60 28 1000 2000 1020 280 60 931 1 1 

S1502 0 36.73 

SP502 -21 1 

READ FILE-CASK SDEF ERG 


The values on the SB501 axial source bias were chosen to be inversely propor- 
tional to the generated weight windows for the portion of the cask closest to the 
detector. See the values of the windows in Fig. 4.16. (Because the volumes of the 
regions change, the jump in particles per unit volume is not as great as it appears.) 
This selection enables particles that exit the case to enter weight windows that 
match the source axial bias. The source weight range is printed below the summary 
table in the output file: 


range of sampled source weights = 7.1045E-02 to 4.4299E+02 


Auxiliary Input File Cask Tally4 


FC16 Energy deposition in bottom detector 
Fl6:p ((101 102)«119) 

EO .01 1983 2 T 

SD16 1 

FC18 Pulse height in bottom detector 

F18:P ((101 102)<119) 

E18 0 1e-5 .01 198i 2 7I 10 T 

FC101 Currents on outer spherical surfaces 
F101:P 119200 

CUL 10% A 

FO101 EC 

FC116 Energy deposition in bottom detector 
F116:P ((101 102)«119) 

SD116 1 

E116 100 

FT116 SCX 501 

FO116 UF 


The weight windows are generated by iterating on the weight window mesh in 
Cask_VRT4, which also uses DXTRAN with appropriate weight cutoffs (DXT) and 
Russian roulette criteria (DD2). The seventh WWP parameter, 0.004, is chosen so 
that the minimum source weight from the source axial bias, 0.071, at the cask lining 
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XX PLOT WINDOW - D x 


L. 


Fig. 4.16 Weight window mesh normal to cask axis near detector 


closest to the detector enters a weight window mesh with lower bound 0.004. The 
upper bound is 5 times higher (first entry on WWP), so the source particles closest 
to the detector split five for one. Most source particles far from the detector enter a 
weight window with lower bound 100, which is the ninth entry on the WWP card; 
or they enter windows with lower bound 0, which causes them to avoid weight win- 
dow splitting/roulette. 


Auxiliary Input File Cask_VRT4 (Note: For the First Run, the WWP: P Card 
Should Be Commented Out) 


PHYS:P 2] 1 

CUT:P2200 

DXT:P 0 -46 100 4.8 4.8 
2e-4 le-4 
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WWG 16 0 1 

MESH geom=xyz origin=-1000 -1000 -1000 ref=0 -36.5 100 
IMESH -60 -15 -5 5 15 60 1000 
JMESH -60 -39 -36 -33 -30 -25 -20 -10 0 10 30 60 1000 
KMESH 16 30 5i 90 95 105 110 4i 160 176 1000 

WWP:P 5 3 5 0 -1 j .004 j 100 

DD2 -1e-4 1e3 


The weight window mesh and values after a few iterations are shown in Figs. 4.16 
and 4.17. Weight window values are very forgiving and do not have to be precise: 
they affect problem efficiency, not physics or answers. What is important is that the 
window values increase toward unimportant regions and decrease toward important 
regions and do not change by more than a factor of 4 between adjacent regions. 


Y PLOT WINDOW _ ü x 


Fig. 4.17 Weight window mesh along cask axis 


4.2 DXTRAN and Other Capabilities for Distributed Source Problems 259 


The plot commands are PZ=100 OR=0 —35 100 EX-40 LA 0 1 


WWN1:P MESH-3 


The plot commands are BA=0 0 1 0 1 0 OR=0 -35 100 EX-40 LA O 


1 WWN1:P MESH 3 


To run the problem without variance reduction techniques, simply delete the 


READ File-Cask VRT4 


in the main input file, Cask4. The results are 


No VRT VRT 
Tally error slope FOM Tally error slope FOM 
Fl6 1.8756E-05 .0196 10 96 1.9124E-05 .0062 3.9 4890 


F101 1.8216E-04 .0123 3.6 243 1.8354E-04 .0053 4.3 6767 


That is, the DXTRAN/source axial bias/weight window combination is 28-50 


times more efficient than the analog calculation. With the axial source position bias 
and no weight windows, the FOMs for tallies F16 and F101 are 3716 and 5436. 


Observations 


Source axial position biasing and weight windows require only one detector be 
modeled at a time. The best result is with both the source axial bias and weight 
windows, but the weight windows are challenging to iterate and normalize and 
only 50% better. 

Source axial position biasing is 22-39 times more efficient than analog sampling. 
When weight windows are added, the biasing is 28-50 times more efficient than 
analog sampling. 

Results may have been enhanced for the case without weight windows by using 
importances to split particles leaving the UF; and entering the two layers of the 
cask casing. 


Recommendations 


Distributed sources make weight window generation challenging. 

The weight window reference point (MESH REF) should be near the region of 
the desired tally region in a mesh zone, where particles are certain to pass and 
then score. 

The upper bound of the windows should be limited with the ninth WWP entry to 
prevent excessive Russian roulette. 

The seventh WWP normalization entry should be such that source particles split 
or are born with weights in the window. Most of the advantage of the weight 
windows is to eliminate by Russian roulette particles that are not of interest. The 
only way to determine the mesh-based weight window bounds is to plot them. 
(The seventh and ninth WWP entries need to be omitted or set to “J” so that the 
file values, not renormalized values, are plotted.) See Sect. 4.1.2. 
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* The weight window generator WWG 


— should be based on a tally that draws particles to the region of interest—in this 
case, F16—not the tally of actual interest (F18); 

— when doing iterations to set the seventh WWP entry, it is usually easier if the 
WWG third entry is 1 for the distributed source case. For non-distributed 
sources, when the source enters only into mesh zones with the same window 
bounds, as with a point source, the third entry is usually set between .25 and .5. 


* Rectangular mesh weight windows are about 5096 more efficient than cylindrical 
mesh windows, which are about 5096 more efficient than spherical mesh win- 
dows, but is problem dependent. 

° If all generated windows are zero, then no tally was scored to the WWG target 
tally by particles passing through the mesh that contains the SDEF REF refer- 
ence point. 

° If energy or time-dependent windows are used, the WWG weight at the SDEF 
REF point mesh will be that of the most important energy to the tally, not the 
most important energy group of the source. The WWP seventh entry mesh nor- 
malization must be done with care. 


4.3 Neutron Detector Operation in More Detail 


4.3.1 Introduction 


In many applications, it is sufficiently accurate to calculate the neutron reaction rate 
in the detector (for example, the ?He(n,p) rate in a ?He detector) and use this as the 
estimate of the pulse-counting rate of the detector. This is a good approximation for 
3He and BF, tubes in typical usage; however, a more-detailed approach is necessary 
for some cases with these detectors and is essential for detectors such as boron-lined 
proportional counters, where a fraction of the reaction product energy is deposited 
in the boron layer rather than the gas. 

Other cases include *He detectors and organic scintillators, in which the signal is 
produced by recoil of *He or H nuclei created by elastic scattering of neutrons (see 
Example 2.20). Note that for “He spectrometers, both *He(n,p) reactions and ?He 
elastic scatters contribute to the measured rates. In all of these cases, a neutron reac- 
tion does not necessarily lead to a pulse above the threshold in the detector, and 
thus, the more-detailed treatment is necessary. MCNP6 has the capability to calcu- 
late these cases at the expense of a slightly more complicated input and longer run- 
ning time. The necessary steps to include in the input file are to 


1. create the reaction products and/or elastic recoils, 
2. track these charged particles in the actual detector gas, and 
3. tally the energy deposited in the active volume of the detector. 
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The procedure for carrying out these steps will now be described and followed 
by some examples. 
4.3.1.1 Make Reaction Products (Model, Data) and Recoil Nuclei 
The creation of reaction products and recoil nuclei in MCNP6 is controlled with the 
PHYS:N card. The following entries are allowed (MCNP manual [1] Section 
3.3.3.1) 


PHYS:N emax emcnf iunr J J J coilf cutn ngam J J i int model 
i els model 


The following are the default values. 
PHYS:N 1000073 270-11J3J300 


These default values result in the following behavior (ignoring the J 
placeholders): 


“emax = 100 | The upper neutron energy limit is 100 MeV (okay but unnecessarily large for most 
safeguards cases); 


 emcnf-0 Implicit capture for all neutrons. In many cases, we want emcnf = emax or CUT:N 
2J 0 0 to give analog capture, although use of the FT8 CAP or CGM options 
forces analog capture in any case; 


iunr = 0 Unresolved resonance treatment is on; 


coilf = 0 No light ion recoils are created and no reaction products are created. This setting 
is discussed below. 


cutn=-1 When tables are available, use them to their upper limit for each nuclide, then use 
a physics model above that limit. Because of the important neutron energy range 
in most safeguards calculations, physics models are not reliable and should not be 
used. If the cross-section files are selected appropriately, the table data are 
sufficient, and this default setting is satisfactory, but by setting cutn > emax or 
using MPHYS OFF, all model physics can be definitively avoided (with the 
additional benefit that memory usage is reduced). 


ngam = 1 Photons are produced using ACE. In this section, we are not tracking photons and 
the setting is not important. 

i int. Process all interactions 

model = 0 

i_els_ Elastic scattering by Prael/Liu/Striganov model 

model = 0 


The MCNP code can produce light ions from neutron capture reactions in certain 
isotopes in certain energy ranges. The name of the model, which uses standard kine- 
matic equations, is Neutron Capture Ion Algorithm (NCIA). This model was intro- 
duced to overcome the problem of missing particle production information in 
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Table 4.2 Reactions modeled by the NCIA algorithm 


Nuclide (ZAID) Reactions 
3He (2003) 3He(n,p)t 
?He(n,d)d 
Li (3006) 8Li(n,o)t 
10B (5010) YB(n,a)Li 


cross-section data files. Eventually it may no longer be needed, but currently it is a 
reliable method to produce reaction products, as shown in Table 4.2: 

The behavior we require for detailed detector calculation is to use the NCIA 
algorithm for reaction products (unless you are sure that the data files have reliable 
particle production values). You may or may not need the production of recoils, 
which is controlled by the parameter “coilf”; the options are given in the following 
table taken from the MCNP manual [1] (Section 3.3.3.2.1 Table 3-39). In summary, 
if coilf = 4.0, there will be one recoil per collision and NCIA will be used for reac- 
tion products; if coilf = 5, there will be no recoil production and NCIA will be used. 
(For coilf = 2 or 3, the table data will be used in preference to NCIA.) 


Input Parameter Description 


Light-ion and heavy-ion recoil and NCIA control. (See discussion after the 
table.) 
In this format, nis an integer and mis a specified fractional value. 

If 0<m<1 and n-0,1,2,0r 4, then m is the number of light ions (protons, 
deuterons, tritons, He, and alphas) per incident neutron to be created 
at each neutron elastic scatter event with light nuclei H, D, T, ?He, 
and *He. Heavy ions are also created if they are specified on the MODE 
card. 

If n=3 or n-5, then m=0 and light-ion recoil is turned off. 

For n=2 or n=3, NCIA is active only when the production of NCIA ions 
(see table below) is not modeled with the nuclear data tables. 

For r-4 or n-5, NCIA is active and the nuclear data tables for 
production of NCIA ions are not used. 


Using the above set of criteria, we obtain the following description for 

. valid coilf entries: 

coilf=n.m If coilf= 0 then light-ion recoil is off; NCIA is off. 
(DEFAULT) 

If .001 < coilf< 1.001 then light-ion recoil makes coilf ions 
from elastic scatter. 

If 1.001 < coilf< 2.001 then light-ion recoil makes coilf-1 
ions from elastic scatter; NCIA ions 
from neutron capture.* 

If coilf= 3 then light-ion recoil is off; NCIA ions 
from neutron capture.* 

If 3.001 < coilf< 4.001 then light-ion recoil makes coilf-3 
ions from elastic scatter; NCIA ions 
from neutron capture.* 

If coilf- 5 then light-ion recoil is off; NCIA ions 
from neutron capture.* 

* Table data ion production will be used if possible 

* NCIA will be used even if table data are available. 
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4.3.1.2 Track Created Particles in Real Gas Composition 


The reaction products and recoils for the nuclides shown in Table 4.2 include pro- 
tons, deuterons, tritons, helions, alphas, and lithium ions. To track these particles, 
we need to include them on the mode card (along with neutrons). The symbols for 
these particles, in the same order, are H, D, T, S, A, and #. 

To transport these particles correctly, it is necessary to change the lower-energy 
cutoff for each particle type to 0.001 MeV on the second entry of the cut:x card: 


cut:h,d,t,s,a,# J 0.001 


Because we are tracking charged particles, it is essential to include all gases in 
the defined material description of the detector gas and not just helium. For exam- 
ple, most ?He detectors have other gases to shorten the charge particle track length 
and improve the electrical properties of the gas. Many ?He tubes have argon and 
methane (or carbon dioxide) in addition to helium. 


4.3.1.3 Tally Energy Deposition of Particles in Active Volume (F8 CAP 
EDEP for Coincidence/Multiplicity Counting) 


The F8 tally for neutron coincidence and multiplicity counting was described in 
Sect. 3.2.4, where the tally was used with the CAP and GATE keywords on the FT 
card. In the current case for charged particle tracking, we also need to use the EDEP 
keyword. The *EDEP tg tt” keyword causes a triggering event when the energy 
scored in tally tg is greater than tt (MeV). The following is an example from the 
MCNP manual (Chapter 3-241): 


*F8:H,T 999 
F18:N 999 


FT18 CAP EDEP 8 0.001 


A capture is scored in Tally 18 whenever there is an F8 tally that exceeds 
0.001 MeV. 


4.4 Examples 


4.4.1 ?He Detector Pulse Height 


The following is an example of the calculation of the pulse-height spectrum in the 
?He tubes used in Example 3.2. The MCNP input file of Example 3.2 becomes 
Example 4.7.0 by making the following modifications: 
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1. The material filling the detector tubes is changed from pure ?He at a density of 
4.99E—04 g/cm? to a mixture of ?He and argon at a density of 2.208e—03 g/cm’, 
giving the same ?He number density: 


10 36 -2.028e-3 -12 imp:n-1 


c material-36, helium-3 gas & Ar (4 atmosphere pressure = 
-2.028e-3g/cm3 at 293K) 
m3 6 2003. -0.24614 
18040. -0.75386 


2. The mode card and the tracking options were added. 


mode nh dt sa 

phys:n 25 25 0 J J J 430 J J J 0 0 SNCIA and light ion recoil 
phys:h,d,t,s,a 20 3J 0 $ Max E=20, defaults 

cut:h,d,t,s,a j 0.001 $ lower threshold 0.001 MeV 


3. The pulse-height tally was added. 


c pulse height tally in 3He 
f68:h,t,s (10 11 12 13 14 15 16 17 18 19 20 21 22 23 24 25 26 27) 
e68 0 le-5 10e-3 98i 2000e-3 


Figure 4.18 shows the result of the F68 tally. This tally is the total of protons, 
tritons and recoil ?He nuclei (particle type s). The individual contribution could be 
7.00E-02 
6.00E-02 
5.00E-02 
4.00E-02 
3.00E-02 


2.00E-02 


Relative Number of Pulses 


1.00E-02 


0.00E+00 
0.00 0.50 1.00 1.50 2.00 


Energy (MeV) 


Fig. 4.18 Pulse-height spectrum inside the sum of all ?He detector tubes 
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extracted by separate tallies per particle type. The most prominent feature is the 
762-keV peak that results from the capture of a thermal neutron. There are also the 
lower-energy edges in the spectrum that correspond to the wall effect on protons 
and tritons. Maybe more surprisingly, we see a peak at 1524 keV (2 x 762 keV). 
Because the source in this case is %2Cf, with 3.7 neutrons per spontaneous fission, 
and the f8 tally records the energy deposited per history, then we have the possibil- 
ity of thermal neutron captures in two different (or the same) detector tubes. 
Figure 4.19 shows this spectrum and one from an individual tube (on a logarithmic 
scale). The spectrum from the single tube shows a much smaller effect from mul- 
tiple neutron events. 

When a number of detector cells are combined in this F68 tally, the results are 
equivalent to combining the electronic pulses from all of the detectors into a single 
preamplifier (without the actual effect of shaping time constants, etc.). 


4.4.2 ?He Detector Coincidence Calculation 


The operation of the EDEP tally can be shown in the simple case of the ?He tube 
example. The input file of Example 3.2 as modified in Sect. 4.4.1 is further modified 
by adding the following tallies to become Example 4.7.0b: 


Number of Pulses 


Energy (MeV 


Fig. 4.19 Comparison of pulse-height spectrum in all detector tubes in blue and the pulse-height 
spectrum in a single tube in red. The blue curve for all tubes is from Fig. 4.18 but looks different 
because of the logarithmic scale instead of a linear scale 
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c tallies based on energy deposition 

f6:h,t (10 11 12 13 14 15 16 17 18 19 20 21 22 23 24 25 26 21) 
fc28 Ungated edep Coincidence tally 

f28:n 10 $ particle type and cell doesn't matter 

ft28 cap edep 6 0.001 

ë 

fc38 Gated edep Coincidence tally 

f38:n (10 11 12 13 14 15 16 17 18 19 20 21 22 23 24 25 26 27) 
[o lus-10 shakes --> 4.5 us predelay and 64 us gate: 

ft38 cap 2003 gate 450 6400 


The new F6 tally records energy deposition in the sum of all *He tubes. The FT28 
card of the F28 tally specifies CAP for coincidence calculations based on the result 
from the f6 tally with an energy threshold of 0.001 MeV. (The particle type and cell 
number specified on the F28 card are required but do not affect the results.) The 
FT38 card of the F38 tally additionally adds a coincidence predelay of 4.5 us and a 
coincidence gate of 64 us. The results from these tallies are compared in Table 4.3. 
Case A is the result of Example 3.2. Case B is the result of modifying Example 3.2 
by the changes and additions of Sects. 4.4.1 and 4.4.2. The differences are consis- 
tent with the statistical uncertainties, giving confidence in the correct operation of 
the EDEP option. (NOTE: The smaller statistical uncertainties for the new calcula- 
tion arise simply because that case was run for 1E8 source events rather than 1E6 
source events, as was the case for Case A, namely Example 3.2. Tracking the 
charged particles takes considerably more CPU time than tallying neutron captures.) 


4.4.35 "?B-Lined Detectors 


To carry out a similar calculation using boron-lined tubes instead of ?He tubes, it is 
necessary to change the geometry used in Sect. 4.4.2 to include a layer of boron 
carbide around the counting gas region and to remove the ?He from the counting 


Table 4.3 Comparison of coincidence tallies from neutron capture (Case A, Example 3.2) and 
from energy deposition (Case B, Example 3.2 modified by changes in Sects. 4.4.1 and 4.4.2) 


Quantity Case A Error |CaseB Error 
F8 (by weight) F28 (by weight) 

?He 2.03017E—01 0.0015 | 2.02997E—01 0.0002 

?HeCQHe- 1/2! 4.84752E-02 0.0050  |4.82156E-02 0.0005 

?HeCHe- 1)CHe-1)/3! | 1.10729E-02 0.0185  |1.07942E-02 0.0018 

Quantity Case A Error |CaseB Error 
F18 gated (by weight) F38 gated (by weight) 

n 3.43869E-02 0.0054 |3.41812E-02 0.0005 

n(n — 1)/2! 5.59098E-03 0.0250 | 5.45021E—03 0.0020 
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gas. The thickness of the boron carbide layer makes a large difference to the results, 
so different cases (0.7, 2, and 4 um) will be shown. 

Example 4.7 is for the 2 um thick case. The boron-lined layer thickness is varied 
by adjusting the radii of surfaces 12 and 13. The different thresholds are tallied with 
different EDEP thresholds in tallies F228, F238, F248, F258, and F268. 


Example 4.7 MCNP Input File for the 2 um Thick, Boron-Lined Layer Case 
(90% "B, 2.52 g/cm?) 


Crude model of HLNC2 based on p499 of PANDA Manual 

e Cells 

[o sample volume 

94 -2.5 -100 imp:n-1 

Cavity 

0 -1 100 imp:n=1 

Bottom end plug poly 

1 -0.96 -2 3 imp:n-1 

Bottom end plug Al 

13 -2.7 -3 imp:n=1 

Bottom end plug Cd 

48 -8.64 -4 2 imp:n-1 

Top end plug poly 

1 -0.96 -5 6 imp:n=1 

Top end plug Al 

13 -2.7 -6 imp:n-1 

Top end plug Cd 

48 -8.64 -7 5 6 imp:n=1 

Cd liner 

48 -8.64 -11 1 4 7 imp:n=1 

Poly moderator with external cutouts and holes for #He tubes 

1 -0.96 (-8 : -9 : -10 ) 11 12 #11 #12 #13 #14 #15 #16 #17 #18 
#19 #20 421 #22 423 #24 425 #26 #27 
#31 #32 #33 #34 #35 #36 #37 #38 
#39 #40 #41 #42 #43 #44 #45 #46 #47 
imp:n=1 


€3 E 
o 
o 


oA @ OQ -100 000 be Cy Qy Gy FB (Gy F. 


e 18 counting gas volumes (no walls, no air gap, no top and bot- 
tom end spaces) 
10 43 -1.664e-3 -13 imp:n=1 


11 Like 10 but TRCL-(-0.730 4.138 0) 
12 Like 10 but TRCL-(-2.831 TETT JD ) 
13 Like 10 but TRCL=(-6.050 10.479 0) 
14 Like 10 but TRCL=(-9.999 11.96 0) 
15 Like 10 but TRCL-(-14.201 11.916 0) 
16 Like 10 but TRCL-(-18.150 10.479 0) 
17 Like 10 but TRCL-(-21.369 7.778 0) 
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Like 
Like 
Like 
Like 
Like 
Like 
Like 
Like 
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Like 


Boron layers 


42 

Like 
Like 
Like 
Like 
Like 
Like 
Like 
Like 
Like 
Like 
Like 
Like 
Like 
Like 
Like 
Like 
Like 


10 but TRCL-(-23.470 4 
10 but TRCL-(-24.200 0 
10 but TRCL-(-23.470 -4 
10 but TRCL-(-21.369 =7 
10 but TRCL=(-18.150 -10 
10 but TRCL-(-14.201 -11 
10 but TRCL-(-9.999 -11 
10 but TRCL-(-6.050 -10 
10 but TRCL=(-2.831 ey 
10 but TRCL-(-0.730 -4 
-2.52 -12 13 imp:n=1 
30 but TRCL=(-0.730 4. 
30 but TRCL-(-2.831 Ts 
30 but TRCL=(-6.050 10. 
30 but TRCL=(-9.999 11, 
30 but TRCL=(-14.201 11. 
30 but TRCL=(-18.150 10. 
30 but TRCL=(-21.369 Te 
30 but TRCL=(-23.470 4. 
30 but TRCL=(-24.200 0. 
30 but TRCL-(-23.470 -4. 
30 but TRCL-(-21.369 ey. 
30 but TRCL-(-18.150 -10. 
30 but TRCL-(-14.201 -11. 
30 but TRCL-(-9.999 c 
30 but TRCL-(-6.050 -10. 
30 but TRCL-(-2.831 B 
30 but TRCL=(-0.730 -4. 


Outside vacuum 
-999 8 9 10 imp:n-1 
Exterior world 

0 999 imp:n=0 


surfaces 


rcc 
rcc 
rcc 
rcc 
rcc 
rcc 
rcc 
rcc 


0 
0 


CORO 0 O 0 0€ 
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CR 0 <Q 
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cavity 

Bottom end plug poly 
Bottom end plug Al 
Bottom end plug Cd 
Top end plug poly 
Top end plug Al 


Top end plug Cd 
bottom poly moderator 
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9 rcc 0 Q^ = TZ 0.0 24 15 $ middle poly moderator 
10 rcc O 0 12 0 0 16.8 16.9 $ top poly moderator 

11 rcc 0 0 -28.8 0 0 57.6 8.9088 $ Cd liner 

12 ree 12.1 0 -25.4 0 0 50.8 1227 $ Boron layer (B4C) 

13 ree 12.1 0.-25.4 0 0 50.8 1.2698 $ counting gas 

100 rcc O o -10 0 0 20 5 $ Sample volume 

999 rcc O 0 -30 0 0 60 20 


Materials 

poly density 0.96 g/cm3 
ml 1001 2 6012 1 
mtl poly.20t $ specification of thermal S(a,b) scattering 
[o Al 


m13 13027 1 
c Cd 
m48 48000 1 
[ol material-42 boron10 carbide (90$ 10B) 
m42 5010. 0. 72 
5011. 0.08 
6000. 0.20 
c material-43, Ar latm 293K - 1.664e-3 g/cm3 


m43 18040.70c 1.0 
c plutonium oxide 
m94 94240 0.2 94239 0.8 8016 2.0 
fmult 94239 method-5 data-3 shift-1 $ method-LLNL data-Ensslin etc 
(a shift-MCNPX 
fmult 94240 method-5 data-3 shift-1 $ 
C 
e 
Sdef par-sf xt=dl axs = 0 0 1 rad=d2 


sil -10 10 

spl 0 1 

si2 0 5 

sp2 -21 1 

c 

[e 

print =85 -86 
nps 1e8 


c neutron alpha 7Li 

mode n a + 

phys:n,a,# 25 25 0 J J J 5 30 J J J 0 0 $ NCIA and no light 
ion recoil 

cut:a,# j 0.001 $ lower threshold 0.001 MeV 

el 

c tallies (FOR 10B ) 
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c pulse height tally in counting gas 

f68:a,*+ (10 11 12 13 14 15 16 17 18 19 20 21 22 23 24 25 26 27) 
e68 0 le-5 10e-3 248i 2500e-3 

c reactions in boron layer cells 

f4:n (30 31 32 33 34 35 36 37 38 39 40 41 42 43 44 45 46 47) 

fc4 Number of 10B(n,a) reactions 

fm4 -1 42 107 

sd4 1 

fc58 Ungated Coincidence tally in boron layers (not detectable) 
f58:n (30 31 32 33 34 35 36 37 38 39 40 41 42 43 44 45 46 47) 
ft58 cap 5010 

c energy deposition tally for coinc edep tally 

f6:a, + (10 11 12 13 14 15 16 17 18 19 20 21 22 23 24 25 26 27) $ 
counting gas 

fc8 Edep of alpha and 7Li 

f8:a (10 11 12 13 14 15 16 17 18 19 20 21 22 23 24 25 26 27) $ 
particle type and cell number are irrelevant 

ft8 cap edep 6 0.001 

c 


fc228 Zero energy threshold 


f228:n 6 

ft228 cap edep 6 0 

f238:n 6 

fc238 0.15 Mev energy threshold 
ft238 cap edep 6 .15 

f248:n 6 

fc248 0.5 MeV energy threshold 
ft248 cap edep 6 .5 

f258:n 6 

fc258 0.7 MeV energy threshold 
ft258 cap edep 6 .7 

f268:n 6 

fc268 0.9 MeV energy threshold 
ft268 cap edep 6 .9 


For this calculation, we need to track a particles and "Li reaction products on the 
mode card 


mode n a f 
and set the appropriate tracking options for these particles. 
phys:n,a,# 25 250 393995 30 J J J 00 S NOTA and no light 


ion recoil 
cut:a,# j 0.001 $ lower threshold 0.001 MeV 
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We can calculate the pulse height in the same way as the F68 tally for “He except 
using a and # particle types. The results are shown in Fig. 4.20. 

The results from the tallies for the various layer thicknesses are shown in 
Table 4.4 and will now be explained. The “number of !°B reactions" comes from the 
production of a-particles (and "Li) given in the accounting table, which agrees with 
the F4 tally of (n,a) reactions in the boron carbide layers and with the F8 CAP tally 
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Fig. 4.20 Pulse height in boron-lined detectors of different layer thicknesses (0.7, 1, 2, and 4 um) 


Table 4.4 Results from the sum of all boron-lined detector tubes 


Layer thickness 

Threshold MeV | 0.7 um lum 2 um 4 um 
Number of '°B reactions 6.26E-02 | 7.89E-02 |1.17E-01 | 1.56E—01 
F4 6.22E-02 | 7.90E—02 |1.17E-01 | 1.56E—01 
F8 in B,C 6.22E-02 | 7.89E—02 |1.17E-01 | 1.56E—01 
Single events in gas 0 5.21E-02 | 6.03E—02 | 6.38E—02 | 5.04E—02 
>threshold 

0.15 4.80E-02 |5.36E-02 | 5.51E—02 | 4.10E—02 

0.5 3.63E-02 |3.99E-02 | 4.03E—02 | 2.73E—02 

0.7 2.90E-02 | 3.24E—02 | 3.06E—02 | 2.02E—02 

0.9 2.30E-02 | 2.54E—02 | 2.11E—02 | 1.39E—02 
Doubles events in gas 0 1.57E—03 2.76E—03 
>threshold 

0.15 1.34E—03 2.06E—03 

0.5 7.65E-04 1.10E—03 

0.7 4.85E—04 6.33E—04 

0.9 3.06E—04 3.04E—04 
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Fig. 4.21 Percentage of neutron captured in the boron layer that is detected in the gas as a function 
of layer thickness and threshold 


in the same layers. (Note: This quantity cannot normally be measured 
experimentally.) 

The Doubles events in Table 4.4 come from the first entry in the various gated F8 
tallies. These values were calculated for only the 0.7- and the 2-um cases. 

The "single events in the gas" greater than various thresholds come from the first 
entry (by weight) of the various ungated F8 tallies based on the F6 energy-deposition 
tally. These entries are shown in Fig. 4.21. The maximum of 83% is for a 0 MeV 
threshold and a 0.7 um thick B,C layer; the minimum is 9% for a 0.9 MeV threshold 
and a 4 um thick layer. These values were referred to as the "electronic efficiency" 
in [4]. If we assume that we need a detection threshold of at least 0.15 MeV, then the 
maximum efficiency of the full boron-lined system occurs at a layer thickness of 
2 um and is 5.5%, compared with the 20.3% efficiency of the *He-based system, 
which uses 4 atm pressure (and so could be further improved). 

Using gated tallies with different gate widths, we can calculate the dieaway time 
of the detector, as shown in Fig. 4.22. The dieaway time is 69.6 us compared with 
the He HLNCC2 detector's 43 ps, which would also worsen its relative perfor- 
mance. (The optimum gate width of this detector is closer to 90 us than the 64 us 


used in these calculations.) 
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Fig. 4.22 Doubles response vs. gate width and a fit to the data with a dieaway time of 69.6 us 
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Chapter 5 A) 
Additional Topics gese 


5.1 Troubleshooting or “How Can I Be Confident 
in the Results?” 


This chapter is concerned with the question “Is the Monte Carlo calculation that I 
just carried out ‘correct’ or adequate for the intended purpose?” 

Unfortunately, there are many more ways that a calculation can be wrong than 
right and the input and output need to be carefully checked before the results can be 
relied upon. We will consider many factors that can affect the results and we will 
concentrate on neutron examples. We will be considering modeling errors, i.e., mis- 
takes. (Statistical uncertainties are considered in Sect. 2.6.) 

The principal sources of errors are 


e Geometry and materials 
* Detector modeling 

* Source modeling 

* Sample modeling 

* Tracking limitations 

* Nuclear data 

* Statistics 

* User 


These errors will be discussed in the sections that follow. The best approach, 
where possible, is to carry out a benchmarking experiment. Working on both experi- 
ments and modeling of a measurement situation usually results in improvement in 
both. Of course, such benchmarking is not always possible, in which case, simula- 
tion models may be checked with a simpler case, for example, the use of ??Cf 
instead of plutonium. Then the basic validity of the model is checked, eliminating 
many potential errors in the complete simulation. 


Supplementary Information The online version contains supplementary material available at 
[https://doi.org/10.1007/978-3-031-04129-7 5]. 
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A best practice guide was prepared by the ESARDA NDA working group [1], 
which contains many practical recommendations. This guide distinguishes between 
soft cases, where the required uncertainty in the result is around 10%, and hard 
cases, where the desired uncertainty is around 1%. 


5.1.1 Geometry and Materials 


It is impossible to make an exact model of a real-life situation. The details are too 
complex and many parameters are not well known. Fortunately, many of these 
details are unimportant and have a negligible effect on the result (as well as compli- 
cating the geometry and slowing down the calculation). It is up to the user to dif- 
ferentiate between important and unimportant features. In many cases, the exact 
dimensions of parts of detectors are not well known—internal spaces that depend on 
manufacturing tolerance, for example. 

Some commonly used materials may have unknown density in the as-built equip- 
ment. In particular, the density of “high-density” polyethylene has some variations. 
The Pacific Northwest National Laboratory guide to composition data for radiation 
transport modeling [2], which is a very useful guide for materials composition, 
gives the density of "high-density" polyethylene (non-borated)—often used in 
nuclear instrumentation—as ranging between 0.944 and 0.965 g/cm?, whereas in 
our experience, the density is closer to the upper end of this range. If the polyethyl- 
ene density (which can be verified with scoping calculations) is important, then the 
actual density should be measured. 

Another issue is the presence of unknown impurities. Most impurities occur at 
such low levels that they do not significantly affect neutron transport; however, one 
example known to the authors was that some lead used for gamma shielding in a 
neutron detector contained sufficient cadmium to reduce the measured detection 
efficiency by 3096. This example was discovered only because a second instrument 
with nominally identical construction had the expected efficiency. The detector 
environment (other equipment, walls, floors, etc.) may also have a significant effect, 
which depends on the detector itself. Large, heavily shielded well counters are gen- 
erally less sensitive to many of these effects. 


5.1.2 Detector Modeling 


There are many important factors in modeling ?He detectors, for example. The tube 
dimensions are obviously important, as well as the amount of *He. Other high-Z 
gases that are present are important if the reaction products from *He(n,pt) are to be 
tracked. The presence of end “dead” zones—filled with *He but where the deposited 
charge is not collected— nevertheless affects the counting rate in the active length of 
the tube. The main factor is the absorption of thermal neutrons that otherwise could 
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have been captured in the active volume. A much smaller effect is reaction product, 
created in the dead zones, that enters the active volume. In many cases, it is suffi- 
cient to use the ?He(n,pt) rate in the detector active volume as a measure of count 
rate, but there are several important steps between the occurrence of a reaction and 
the production of an electronic pulse that is recorded. These steps include overcom- 
ing electronic thresholds and deadtime. The effect of the threshold, which typically 
has a less than 1% effect on ?He detector systems, is vitally important when model- 
ing ^He- or '°B-lined detectors. For this kind of detector, the F8 tally can be used 
with the EDEP keyword to apply a threshold in energy to record only those events 
that deposit sufficient energy to create a pulse. Another real-life effect is deadtime, 
which is not treated here. A deadtime correction of experimental data is normally 
needed before experimental results are compared with simulation results. 


5.1.3 Source Modeling 


Modeling of the source can have important effects on the result of the simulation. 
The absolute source strength is a parameter that does not enter into the running of 
the simulation itself but directly affects the answer. Many neutron sources (for 
example, ??Cf and AmLi) in common use do not have accurate values for their 
absolute source strength. Many manufacturers provide nominal values for source 
strength that can be as far as 15—20% from the true value, which is one of the most 
important issues regarding getting agreement between simulated and experimental 
results. 

One of the most important factors within the simulation itself is the neutron 
source spectrum. The importance of the spectrum depends on the configuration 
being modeled; quantities can be relatively sensitive to the spectrum, but each case 
should be carefully considered. For example, the uncertainty in the mean energy of 
spontaneous fission neutrons from Pu was estimated to be 50 keV [3]. A change 
of 50 keV to the mean energy gave a 0.4% change in efficiency of an epithermal 
neutron multiplicity counter, a detector less sensitive than many others to neutron 
spectrum. 

(Alpha,n) neutron sources are more challenging to model, and the case of AmLi 
sources is of particular importance to safeguards. Such sources are used because 
they emit single neutrons (not coincidence neutrons like spontaneous fission 
sources) and the average neutron energy is low so that the neutrons have a low prob- 
ability of causing fission in ?*U. Good investigations of the AmLi neutron spectrum 
and its effect on measurements are given in [4-6]. These papers have collected 
AmLi spectra from different origins and compare the results of many simulations 
that used different spectra. An important distinction arises between a spectrum that 
represents the neutrons at their birth and a spectrum (usually measured) as it escapes 
from the container. Use of the former type in a simulation should include the trans- 
port of neutrons through its source container and material, whereas use of the latter 
type should not. 
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Even the location and extent of sources are not always obvious. A typical ??Cf 
source capsule may be 25 mm long, but the source may be located as a small piece 
of wire, well away from the center of the capsule. 


5.1.4 Sample Modeling 


In theoretical studies, it is simple to specify the details of the item; everything is 
well defined. In modeling of actual experiments, it can be very difficult. A well- 
known case is the effect of powder density on the neutron multiplication in pluto- 
nium oxide or mixed uranium-plutonium (MOX) powder. When the material is 
sealed in a can, the mass can be well known but, without particular efforts such as 
radiography, it can be difficult to be certain of the density. It can be even more dif- 
ficult to know the moisture content, the main chemical form, and the presence of 
impurities—all of which can significantly change neutron-counting rates. In pure, 
dry plutonium dioxide, there are roughly equal neutron emissions from spontaneous 
fission and (a,n) reactions on oxygen, but every extra 100 ppm of fluorine will make 
an additional 1% contribution to the neutron output. 


5.1.5 Tracking Limitations 


In neutron applications, the tracking algorithms of the code can be considered to 
introduce less error than from any other source. There may be special cases where 
neutron behavior in the resonance region is important, but this does not affect the 
majority of safeguards calculations. Although not a tracking limitation, it is impor- 
tant to remember to specify datasets to cover the S(a,f) treatment for thermal neu- 
trons, for example, poly.10t for neutrons in polyethylene. 


5.1.6 Nuclear Data 


The current status of nuclear data for use with the MCNP code is a vast topic and 
we can touch only a few highlights here. For cross-sections, it is essential to check 
in the output file which particular cross-section dataset has been selected for each 
nuclide. Some resources are available to check what data is available (Refs. [7, 8]). 
Sometimes the specification of natural elemental data (e.g., 48000) will force the 
code to use old data, whereas in some cases the specification of nuclide-specific 
data (e.g., 6012) will have the same effect! A very important point for safeguards 
calculations, which generally use the neutron energy region below about 20 MeV, is 
that cross sections calculated using models are normally not nearly accurate enough 
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for practical use. To ensure that models are not used, CUTN on the PHYS:N card 
should be set greater than EMAX, which also saves memory. 

The MCNP code has a built-in set of spontaneous fission data for most nuclides 
of importance, shown in Fig. 5.1. 

These data cover the neutron energy spectrum and the P(v) distribution for spon- 
taneous fission for these nuclei. They can be overridden by the user. The data for 
induced fission can be taken from the cross-section data files, or alternatively, the 
FREYA or CGMF models (MCNP manual [1] Section 3.3.3.8) can be used. The 
data in the cross-section files are limited on the multiplicity, energy spectrum, and 
angular distribution (and correlations between these quantities) of neutrons from 
both spontaneous and induced fission. The tabulated data files do not usually con- 
tain sufficient information, especially for the correlations, whereas the use of fission 
modeling can include all coupled values but sometimes at the expense of not match- 
ing well-known measured quantities, such as mean neutron energy. For example, 
Ref. [9] states that calculations that use data from standard cross-section files 
include no angular correlation, but using the FREYA fission model gives mean 
energy for ??Cf spontaneous fission neutrons that is 150 keV too high. In addition, 
it is often the case that measured data are inadequate to judge the performance of the 
models. See [9] for details. 


5.1.7 Statistics 


The statistics of the result is not generally an error and is dealt with in Sect. 2.6. It 
is the easiest to quantify because of the large amount of analysis built into the code. 
There can be some problem cases where a tally does not converge (code messages 
should be carefully examined), in which cases it may be necessary to apply variance 
reduction techniques (see Sect. 4.1). 


5.1.8 User 


In complex geometries, the geometry can be wrong. This is a legal description of 
geometry (not flagged by the MCNP code with error messages or lost particle warn- 
ings). All geometries, especially complex ones, should be checked by extensive 
geometry plotting. 

Two frequent mistakes committed by the user who is trying to reduce the running 
time of the problem do produce MCNP warning messages (and this is another 
opportunity to mention that all MCNP error messages should be examined carefully 
and understood before the results of a simulation are used). These two errors are the 
incorrect use of energy cutoffs or time cutoffs. One simple example of such an error 
is when only fast neutrons are of interest and an error cutoff—say 10 keV—is used; 
then thermalized neutrons are excluded from causing thermal fission and so 
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potential fast neutrons are missing from the simulation. Time cutoffs can be a simi- 
lar problem, especially if the contribution of delayed neutrons to the problem is 
intended to be included. 

A final concern, which is not really related to a user mistake, is worth mention- 
ing. In the “olden days,” to overcome running time problems and lack of nuclear 
data values in the code, some simulations were performed in two parts—often active 
neutron interrogation scenarios. One example would be the simulation of a Cf shuf- 
fler in which the induced fission rate (e.g., in ??U) caused by the Cf source was 
calculated in the first part, and in the second part, delayed neutrons would be started 
in the item to calculate the detection efficiency. This example allows the user to 
choose the yield and energy spectrum of the delayed neutrons when this information 
was not available in the code or cross-section datasets. The potential error here is 
that the spatial distribution of the delayed neutrons in the second run may not prop- 
erly reflect the locations of fissions caused in the first part of the simulation, thereby 
producing incorrect counting rates. Self-shielding in the item would be an area that 
could create such a problem. A similar concern exists with active neutron collar or 
differential dieaway simulations. 


5.1.9 Checking Your Results 


Always perform a “sanity check” on your results. Are they reasonable and of the 
correct magnitude? 

Spend some time plotting the geometry to make sure it is what you intended. 

Read carefully and understand all warning messages generated by the code. 

If possible, compare your simulated result with the experiment. If the full experi- 
ment is not possible, test your results with, for example, a Cf source if a real sample 
is not available. 

Use previously validated components, such as ?He detectors, with all of their 
properties that have been used in previous models. 

Carry out sensitivity scoping calculations to check the effect of variations on 
your final result. In any case, these calculations will be needed to make a compre- 
hensive estimate of the overall uncertainty on your calculated result. It is relatively 
simple to check the effect of dimensions, densities, and source spectra. Calculations 
can be done with different selected cross-section datasets and different code options 
(unresolved resonance behavior, fission models, etc.) to check on sensitivity to 
those. The use of the PERT card (MCNP manual [1] Section 3.3.5.21) can be con- 
sidered to make convenient changes to material density, composition, or reaction 
cross-section data. 
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5.2 Sampling Collision Progeny 


The consequences of any collision modeled in the MCNP code can be sampled and 
plotted using the LCA card eighth entry, NOACT (MCNP manual [1] Section 
3.3.3.7.2). If NOACT = —2, source particles immediately collide and all progeny 
escape. All secondary particles produced are transported with no interactions and no 
decay. With the appropriate tallies, this may be used to compute and tally 


* secondary energy distributions with F1, 

° secondary angle distributions with F1 and FT1 FRV, 

° double-differential cross sections, 

* residual nuclei with F1 or F8 with FT RES option, 

* secondary particle production, 

* delayed neutron production, 

* comparison of model to table physics, and 

* comparison of nearly any physical process in the MCNP code. 


The LCA card was intended to provide physics options for the LAHET code 
system, but the NOACT eighth entry proved so useful that it was extended to all 
MCNP physics regimes. 


5.2.1 Analysis of Delayed Neutron Production 


Example 5.1 is an input file used to analyze the delayed neutron energy and time 
spectrum from a Frohner Watt spectrum incident neutron. This delayed neutron 
spectrum is the time and energy source of the Cf shuffler problem in Sect. 4.1.5. 


Example 5.1 Input to Model ??U Delayed Neutron Production from Watt 
Spectrum Neutron Collisions 


Delayed Neutron Spectra and Time 


1 104 -1.0 -11 imp:n=1 
3 0 11 imp:n=0 


11 sph 0 0 0 1.0 


LCA 7J -2 

ACT DNBIAS=15 
cut:n 2J 0 0 

nps 10000000 
prdmp 2j 1 3 
m104 92235.70c 1 
sdef erg=d3 
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sp3 -3 1.175 1.0401 $ Frohner Watt parameters 

[e 

FC11 235U Frohner Watt delayed neutron energy spectrum 
FIi:n 11 
E11 le-9 200iLOG 20 

T11 le4 1e8 10e10 1e20 T 
FO11 T 
[e 


ta 


FC21 235U Frohner Watt delayed neutron time spectrum 
F21:n 11 

T21 1e8 8i 10e8 98i 1000e8 

FO21 T F 


Figures 5.2 and 5.3 compare the results to the MCNP standard Watt spectrum 
three ways 


sp3 -3 1.175 1.0401 $ Frohner Watt parameters 
SP3 -3 $ Default Watt spectrum 


and the default Watt spectrum is compared with two different ??U data files 


m104 92235.70c 1 $ ENDF/B-VII 
m104 92235.80c 1 $ ENDF/B-VII.1 


235v Frohner Vatt delayed neutron energy spectrum 

ies monp 6 
probid: 12/01/19 10:20:13 
tally 11 
n 
aps 10000000 
f(e) bin nomed 
motal = ka.m 

test. f surface 
á  Flag/bir 
u User 

let s Segment 

molt 


Angle 


mh t m XM 
* m o “ú 4 4 mu 


Energy 


on. o B 


Tine 5 t 
—— Frohner watt 
-—— Default watt 


— ENDE/B-9 


0 s 10 15 20 
Energy (nev) 


Fig. 5.2 Comparison of outgoing neutron energy spectra from Watt fission source neutrons having 
a single collision with %%U 
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2354 Frohner Vatt delayed neutron time spectrum 


monp 6 
probid: 12/01/19 10:20:13 
tally 21 
n 
nps 10000000 
bin normed 
motal = ka.m 

Surface 

Flag/Dir 


vser 


Mult 


waa y ee ey 


Angle 


f 

Li 

a 

s Segment 
m 

° 

€ Energy 
t 


+ ^ om m o o 


Tine 
—— Frohner watt 
mmm Default watt 


— ENDF/B-8 


Fig.5.3 Comparison of outgoing neutron time spectra from Watt fission source neutrons having a 
single collision with ?^U 


Results are within statistical agreement regardless of whether delayed neutron 
bias is invoked, DNBIAS = 15. The energy spectra are unchanged with and without 
DNBIAS. But all delayed neutron time results, F21, tallied after 1e8 shakes (1s), 
converge much better with DNBIAS turned on. Relative errors range from 16 times 
smaller at time = 2 s to being infinitely better when after time 2300 s, there are no 
neutrons produced with NPS = 1e8. Comparison of the problem summary tables in 
the output for both cases, with and without DNBIAS, shows how the physics is 
unchanged but DNBIAS improves the sampling of delayed neutrons. In both cases, 
there are 0.163 fissions per source and hence, per collision. These produce 0.437 
prompt neutrons and 0.00262 delayed neutrons. The physics is within statistical 
uncertainty, but the sampling is very different. For no DNBIAS with 1e8 source 
neutrons, there are 0.163 fissions, 0.437 prompt fission neutrons, and 0.00262 
delayed fission neutrons. With DNBIAS, there are 0.163 fissions, 0.437 prompt fis- 
sion neutrons, and 1.36 delayed fission neutrons. In both cases, there are 2.674 
prompt fission tracks per fission, but the delayed fission track production is very 
different. Without DNBIAS, there are 0.016 delayed neutron tracks per fission. With 
DNBIAS, there are 8.326 delayed fission tracks per fission. Note that, although 
DNBIAS = 15 is requested, the MCNP code allows a maximum bias of only 10 
delayed fission neutrons per fission. Furthermore, the MCNP delayed neutron bias 
algorithm has to allocate the prompt fission neutrons before sampling the delayed 
neutron production and, consequently, only an average of 8.326 biased delayed neu- 
trons are produced per fission. 
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Figures 5.2 and 5.3 show that, for the default Watt spectrum, there is no statistical 
difference between the 2007 evaluation of nuclide 92235.70c (ENDF/B-VII) and 
the 2012 evaluation of nuclide 92235.80c (ENDF/B-VII.1) results. The 92235.80c 
interactions (label ENDF/B-8 in the plot) have an 11% lower FOM which means 
92235.70c is faster by 11%. In general, the more modern evaluations are slower but 
have more accurate secondary particle information. 

Figures 5.2 and 5.3 demonstrate that the secondary energy and time spectra may 
be calculated and compared with different Watt neutron source spectra and different 
table cross-section libraries. The example is for delayed neutron production but 
applies to any collision physics. The example is for energy time and energy spectra 
but applies to any tally dimension, including multipliers to get reaction rates, special 
user tallies to get residuals, and angular distributions. 


5.2.2 Comparison of Table Physics vs. Model Physics 


Example 5.2 is an input file that uses the LCA 7J -2 (NOACT = —2) capability 
to compare table physics with model physics. 


Example 5.2 Input to Compare Secondary Energy Distribution, Secondary 
Angle Distribution, and Secondary Particle Production from the Collisions of 
1-, 15-, 100-, and 150-MeV Neutrons on 'H, ?C, and “O 


Comparison of table vs model secondary energies and angles 
L 101 21.20; 11 imp:n=1 
2 102 -1.0 -12 imp:n=1 
3 103 1.0. #13 imp:n=1 
4 O 1112 13 imp:n=0 


11 sph100 .5 
12 sph 010 .5 
13 ssh 00 1 .5 


MODE N H D T SA 
LCA 7J -2 
PHYS:N 150 

cut:n 2J 0 0 

nps 10000000 
prdmp 2j 1 3 
print -30 -162 -85 -86 
m101 1001 1 
m102 6012 1 
mx102:n 6000 
m103 8016 1 
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SDEF erg=d3 vec=0 0 1 dir-1 pos=d5 
SI3 L 1 15 100 149.9 

SP3 T d 1 1 

SI5 L 100 010 001 

SP5 iI 1 1 

G 


FC11 Neutron energy spectrum 
Fll:n 11 12 13 

E11 le-9 200iLOG 150 

FT11 SCX 3 

FOll FEU 

el 

FC21 Angular distribution 
F21:n 11 12 13 


C21 0-499 1981 1.0 T 
FT21 FRV 001 SCX 3 
FO21 F CU 


To change the input from table to model physics, the materials cards are 
replaced as: 


m101 1001 1 
mx101:n model 
m102 6012 1 


mx102:n model 
m103 8016 1 
mx103:n model 


Cells 1, 2, and 3 are sampled equally and independently to compare neutrons 
incident on 'H, PC, and !°O. For each material, the incident neutrons are at four 
energies: 1, 15, 100, and 150 MeV. The F11 tally estimates the secondary energy 
distribution for each of these 12 combinations. The F21 tally estimates the second- 
ary angular distribution relative to the incident VEC =0 0 1 DIR = 1 incident source 
direction for each of these 12 combinations. The FT SCX option enables the contri- 
butions from each of the four incident energies to be tallied separately. 

Secondary particle production is invoked by 


MODENHDTSA 


The summary tables in the output file of Example 5.2 provide the secondary 
particle production as the source weight for each particle type. Table 5.1 shows the 
physical number (weight) of each particle type per source neutron (weight = 1.0) 
when calculated with Table Physics in contrast with Model Physics. 
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The source neutrons have equally probable energies of 1, 15, 100, and 150 MeV, 
for an average of 66.5 MeV. The secondary particle production differs significantly 
between the table and model physics. 

The secondary angle distributions also differ between the table and model phys- 
ics, as shown in Figs. 5.4, 5.5, 5.6, and 5.7. The secondary energy distributions are 
shown in Figs. 5.8, 5.9, 5.10, and 5.11. For each table, the MCPLOT tally plotter 
command is provided as the second plot title. 


Table 5.1 Example 5.2 summary table output for various particle types showing the number of 
secondary particles produced per weight = 1.0 source neutron. The results are from separate runs 
using Table Physics and Model Physics 


Table physics Model physics 

Particles Energy Particles Energy 
Neutrons 1.0000E+00 6.6454E+01 1.0000E+00 6.6454E+01 
Protons 1.6420E-01 1.0811E+01 3.5272E-01 1.5349E+01 
Deuterons 6.3970E—02 2.0045E+00 3.1318E—02 4.4241E—01 
Tritons 9.8542E—03 1.0999E—01 8.0357E—03 1.0768E—01 
Helions 0.0000E--00 0.0000E+00 8.4313E-03 1.0224E-01 
Alphas 1.8417E-01 1.4416E+00 4.7261E-02 4.5435E—01 
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Fig. 5.4 Secondary neutron angular distribution of 15 MeV neutrons on "C 
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100 MeV neutrons on 6012 


tal 21 free c fix f 2 fix u 3 


menp 6 


probid: 12/01/19 15:05:02 


100 


tally 21 

n 

nps 10000000 
bin normed 


metal = j04.m 


z 13 f Surface 2 
; d  Flag/Dir 1 
t u User 3 
i s Segment 1 
: m Mult 1 
; € Angle a 
£ ° Energy 1 
i ai t Time 1 

table 

---- model 


sopla [mn] 


Fig. 5.5 Secondary neutron angular distribution of 100 MeV neutrons on "C 


1 MeV neutrons on 8016 


tal 21 free c fix f 3 fix u 1 


21 menp 6 
probid: 12/01/19 15:05:02 
tally 21 
n 
nps 10000000 
bin normed 


metal = j04.m 


H wt f Surface 3 
1 

H d  Flag/Dir 1 
: u User 1 
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š 

> m Mult 1 
£ 

|4 c angle a 
H 

1 e Energy 1 
: 13 

Z t Time 1 
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Fig. 5.6 Secondary neutron angular distribution of 1 MeV neutrons on '^O 
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15 MeV neutrons on 8016 


tal 21 free c fix f 3 fix u 2 


anp 6 
probid: 12/01/19 15:05:02 


tally 21 
n 
nps 10000000 
bin normed 
metal = j04.m 
= f Surface 3 
; d  Flag/Dir 1 
t u User 2 
: m" s Segment 1 
i 
è a Mult 1 
, € Angle a 
H e Energy 1 
i t Time 1 
table 
— model 
LI 
El B * .. LI 
magie [on] 
Fig. 5.7 Secondary neutron angular distribution of 15 MeV neutrons on '*O 
15 MeV neutrons on 1001 
xlim .1 20 ylim .005 .007 1oglin tal 11 fix f 1 fix u 2 
anp 6 


29e) 
probid: 12/01/19 15:05:02 


tally 11 
n 
nps 10000000 


"M f(e) bin normed 


metal = j04.m 


f Surface 1 
H d  Flag/Dir 1 
; u User 2 
H 6.0e-3 s Segment. 1 
H m Mult 1 
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t Time 1 
$.5e-5 — table 
----- model 
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Fig. 5.8 Secondary neutron energy distribution of 15 MeV neutrons on 'H 
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15 MeV neutrons on 6012 


xlim .001 20 loglog tal 11 fix f 2 fix u 2 


3» menp 6 
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tally 11 
n 
nps 10000000 
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Fig. 5.11 Secondary neutron energy distribution of 15 MeV neutrons on '*O 


Figures 5.4, 5.5, 5.6, 5.7, 5.8, 5.9, 5.10, and 5.11 demonstrate that secondary 
particle production, energy spectra, and angular distributions can be estimated for 
single collisions of source particles with any target nuclei. In addition, the collision 
physics of table physics using nuclear data can be compared to model MCNP phys- 
ics. Multiple comparisons can be made in a single run by having the different target 
nuclei in separate independent cells and by separating different incident energies 
with the FT SCX tally capability. Comparisons also could have been made between 
different physics models. Here, the default CEM model physics was used, but the 
ninth and tenth LCA entries could be used to select Bertini or other physics models. 
Other physics options such as EFAC (14th entry on the PHYS card) and HSTEP (on 
the M materials card) can also be compared (MCNP manual [1]) in Sections 3.3.3.2 
and 3.3.2.1, Table 3-32, respectively. 
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Appendix: How to Get MCNP Software 


MCNP software is distributed by the Radiation Safety Information Computational 
Center (RSICC) website at https://rsicc.ornl.gov/default.aspx. 

Much useful information can be obtained from the Los Alamos National 
Laboratory MCNP website at https: //mcnp.lanl.gov/index.shtml. 
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